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PREFACE 


This book presents those methods which are capable of giving 
precise results in absolute electrical measurements, and gives the 
details of methods which permit the accurate comparison of 
electrical standards. The increasing demand for precision in 
electrical measurements has emphasized the need for a text that 
places special emphasis on accuracy of measurement. This is 
especially the case in regard to those absolute electrical measure¬ 
ments which are used to establish the values of the electrical 
units. This book has been prepared to make available the 
technique that has been developed in this field. 

The discussion of the methods is based on the assumption 
that an accuracy of one part in a million is desirable in every type 
of measurement. This accuracy was selected as the most precise 
that was demanded in any electrical measurement. However, 
since the preparation of the manuscript was begun, there has 
been a pronounced increase in the precision of measurements in 
several fields. Comparisons of resistance standards are now 
made to one part in ten million, and the same can be said con¬ 
cerning standard cells. Standards frequencies are now dissemi¬ 
nated which have this accuracy. The need for this extreme 
accuracy is exceptional, but its use indicates the trend in electrical 
measurements and shows that an accuracy of one part in a million 
should be the goal in most fields. Moreover the use of the same 
standard of accuracy in all fields of electrical measurements 
greatly facilitates comparisons between them. 

The original plan of the book contemplated including only 
those methods which are directly concerned with the establishing 
of the electrical units. However, the desirability of including the 
comparisons of standards soon became apparent, as there are no 
texts available which indicate the precautions that must be 
observed when comparisons are to be made with an accuracy of 
a part in a million, and such comparisons must frequently be 
made in the absolute methods. Hence the final plan includes, 
for each of the electrical quantities, at least one method for 
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intercomparing two different values of this quantity. An 
attempt is made, not to include all the methods that can be used 
in precise comparisons, but to give, under each heading, one or 
two methods that will give accurate results. In a few cases, 
where suitable methods were unknown to me, new methods 
have been outlined that I believe are capable of giving accurate 
results. In such cases a statement is made that experimental 
proof of the attainable accuracy is lacking. 

Many subjects are omitted that might properly be included in 
a treatise on precise electrical measurements. Perhaps the one 
that is most conspicuous because of its absence is that of galvano¬ 
meters. In very few of the cases where a galvanometer is 
required is there any statement of the characteristics that the 
instrument should possess. This omission has been dictated 
partly by the requirements of space, and partly by the desire to 
lay emphasis on other features of the methods. The subject 
might well be treated in a separate text. Other omitted subjects 
are amplifiers, electrometers, sources of alternating current, 
standards of frequency, methods of measuring the power factor 
of capacitors. 

For many years I was associated with the late Dr. E. B. Rosa 
who published many papers on the subject of absolute electrical 
measurements and who was an acknowledged authority in this 
field. Much of my training and enthusiasm for this work came 
from my association with him and with my former teacher, 
Professor H. S. Carhart. 

In the direct preparation of this treatise I have had the assist¬ 
ance of a number of my associates. The entire manuscript was 
read by Miss C. Matilda Sparks and by Dr. R. W. Curtis. Parts 
of the proof were read by Dr. C. Snow, by Dr. A. V. Astin, and by 
Dr. R. W. Curtis. The criticisms received have resulted in 
decided improvements in the text. 

, Harvey L. Curtis. 

Washington, D. C., 

December , 1936. 
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ELECTRICAL MEASUREMENTS 

PRECISE COMPARISONS OF STANDARDS 
AND ABSOLUTE DETERMINATIONS 
OF THE UNITS 

CHAPTER I 

INTRODUCTION 

Electrical measurements require an established system of 
electrical units. The recognized units—ohm, ampere, volt, 
etc.—are all defined in terms of the mechanical units and an 
arbitrarily assigned value to the permeability of a vacuum. A 
description of the experimental methods that may be used for 
the determination of the values of these units is the primary 
purpose of this book. Such determinations involve precise 
comparisons of mechanical and electrical standards, so that a 
description of methods of making these comparisons has been 
included. 

The measurement of an electrical quantity in terms of other 
quantities is called an absolute measurement Unfortunately, 
usage has not established a definite meaning for this term. 
Hence a statement is made of the interpretation herein applied. 

1. Definition of Absolute Electrical Measurements. —Absolute 
electrical measurements comprise those measurements in which 
an electrical quantity is determined in terms of two or more 
other physical quantities. In some cases these physical quanti¬ 
ties are entirely electrical, as when an electric current is measured 
in terms of resistance and electromotive force; in other cases the 
physical quantities are partly electrical and partly mechanical, 
illustrated by the measurement of capacitance in terms of 
resistance and time; in still other cases the physical quantities 
that must be measured are entirely mechanical, an example 
being the measurement of current in terms of the square root of 
force, i.e., in terms of length, mass, and time. 

1 
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The physical quantities used in absolute electrical measure¬ 
ments are not confined to electrical and mechanical quantities 
but may include magnetic and thermal quantities. For example, 
to measure a current by the deflection of a tangent galvanom¬ 
eter, the earth’s magnetic field at that point must be known; 
or to measure a current by the heat produced in a known resist¬ 
ance, the temperature rise which this heat produces in a mass 
of known thermal capacity must be measured. 

Absolute electrical measurements are essential for establishing 
the electrical units in terms of the mechanical units; they are 
often useful in determining the constancy of electrical standards 
and they must be used for the measurement of those quantities 
for which standards cannot be maintained. 

Absolute electrical measurements as here defined include 
all measurements of electrical quantities except the inter¬ 
comparison of two quantities of the same kind. Such compara¬ 
tive electrical measurements are simpler and more precise than 
absolute measurements, so they are universally employed when a 
suitable standard is available or when only the ratio of the 
two quantities is required. Comparative measurements are 
required in many of the absolute methods. 

2. Establishing the Electrical Units. —The primary use of 
absolute electrical measurements is for establishing the electrical 
units in terms of the mechanical units. The electrical units are 
readily defined in terms of mechanical units, but the experimental 
realization of units which accurately conform to the definitions 
requires elaborate apparatus in the hands of skilled experimenters. 
The establishment of the electrical units is so difficult and costly 
that relatively few determinations have ever been made, and the 
results of these determinations are not identical, so that some 
uncertainty exists as to the absolute values of the electrical 
units. In order to estimate the accuracy with which these values 
have been or can be determined, the theory underlying each 
proposed method must be developed, the possible errors in the 
experimental procedure must be analyzed, and the accuracy 
with which the necessary electrical and mechanical measurements 
can be made must be studied. 

The absolute value of the electrical units cannot possibly 
be determined with greater accuracy than can be attained in 
comparisons involving the fundamental mechanical units on 



Sec. 3] 


INTRODUCTION 


3 


which the electrical units are based, namely, the centimeter, 
gram, and second. In recent years, absolute electrical measure¬ 
ments have been so perfected that the error in the final result is 
sometimes introduced through errors in the mechanical measure¬ 
ments. Hence it is necessary to discuss the reliability of the 
fundamental mechanical standards and to consider the accuracy 
that can be attained by their use. Moreover, it is sometimes 
necessary to employ the derived mechanical units of force, 
energy, and power. The methods most often employed in the 
precise mechanical measurement of these quantities require 
that the acceleration of gravity shall be known at the place 
where the observations are made. Hence a discussion of the 
accuracy which has been attained in determining the value of 
gravity becomes essential. 

Very few, if any, of the experimental methods for establishing 
the electrical units entirely fulfill the exact conditions laid down 
in the fundamental definitions so that the experimental values 
obtained by any method are generally influenced by certain 
approximations which are inherent in the method. To estimate 
the accuracy of a result, the extent of these approximations must 
be considered, and, if they are not negligible, corrections must be 
made on account of them. To ensure that no approximation 
has been overlooked, as wide a variation as possible should be 
made in the values of the different physical constants involved 
in the method. 

3. Concrete Electrical Standards. —In order that the results 
of absolute electrical measurements may be preserved, concrete 
electrical standards are essential. Concrete standards are of 
two types, reproducible standards and working standards. 
A reproducible standard is a standard whose value, when once 
established, can be reproduced by means of an instrument made 
of specified materials and with specified dimensions. In most 
countries reproducible standards form the basis of the legal 
definitions of the electrical units. A working standard is a 
standard that will maintain a value for a period of time. A 
reproducible standard may also be a working standard, but is 
seldom convenient for tha^t purpose. A perfect working standard 
is one that can be depended upon for an indefinitely long period 
to have a definite value whenever subjected to particular external 
conditions, such as temperature, pressure, and the like. No 
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perfect working standards are known, but some make a reason¬ 
ably close approach to perfection. 

4. Scope. —While concrete standards and their measurement 
must be given careful consideration, the main purpose of this 
treatise is to outline the methods by which the electrical units 
can be accurately established from the mechanical units. These 
methods are not numerous. However, to obtain satisfactory 
results by their use requires attention to many details. Hence 
each method will be carefully described; the difficulties in the 
experimental procedure will be indicated; the assumptions that 
have been made in developing the theory will be outlined; and 
the accuracy that can be obtained by its use will be estimated. 



CHAPTER II 


DEFINITIONS AND PRINCIPLES 

5. Systems of Units. —There are six electrical quantities, viz., 
current, quantity, electromotive force or potential difference, 
resistance, capacitance, and inductance, each of which requires a 
unit. When electrical measurements were being developed, 
arbitrary units were selected for each of these quantities. How¬ 
ever, in 1851, Weber showed that it is possible to develop systems 
of electrical units which are based on the mechanical units. 
Only two of the many possible systems will be considered, viz., 
the electromagnetic system, on which the practical electrical 
units are based, and the electrostatic system. 1 These two 
systems have only one point of difference, viz., the method of 
determining quantity of electricity or current from the mechanical 
units. However, as this is the starting point of each system, all 
the units are affected. 

The method of defining the units of the electromagnetic 
system which was used when the system was established starts 
with magnetic-pole strength and then uses the magnetic pole in 
defining other units such as magnetic force and electric current. 
However, the poles of the most perfect magnet are so far from 
fulfilling the requirements of the fundamental definition that, 
in practical measurements, methods are now used which do not 
involve a magnetic pole. Hence, in the definitions which follow, 
this fiction of a magnetic pole is not used, but instead the electro¬ 
magnetic force of attraction or repulsion of two conductors 
carrying currents is taken as the starting point. This has the 
advantage of using in the fundamental definitions the same 
principle that is most often employed in experimentally establish- 

1 Two other systems are occasionally used. The electrodynamic system 
as suggested by Amp&re differs from the electromagnetic system in that unit 
current in the electrodynamic system is less than unit current in the electro¬ 
magnetic system in the ratio of 1 to 2, and the other units are converted by 
some power of 2. The Heaviside-Lorenz system was devised to remove the 
factor of 4ir from the more important electromagnetic equations. 

5 
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ing the units. Since the force between conductors depends on 
the magnetic properties of the medium surrounding the con¬ 
ductors, the fundamental definition must specify this medium. 

The units of the electrostatic system are defined in terms of 
the force between two charged bodies. The force depends 
on the dielectric constant of the medium that surrounds the 
charged bodies; in this case also the medium must be specified. 

6. Definitions of Electrical Units. —In order to define the 
absolute unit of any of the electrical quantities, it is necessary 
to know the physical law that connects this quantity with the 
other physical quantities on which the unit is based. Hence 
in the following definitions the physical law will first be stated, 
then the units derived from these laws. As a means of showing 
the similarities, the two systems will be defined in adjacent 
columns insofar as there is any difference between them. 


The Electrical Units of the Electromagnetic and 
Electrostatic Systems 


Electromagnetic Electrostatic 

1. Basic Unit—Electric Cur - 1. Basic Unit—Quantity of 

rent . a. fundamental law . 1 Electricity, a. fundamental 
The force dF of attraction or law . 2 —The force of attraction 
repulsion between two conduc- or repulsion between two point 


/"v 

/ 

/ 

/ 

/V 

. / e t 

.r - 


t 


ds P 


Fig. 1.—Diagram showing the geometrical quantities required to describe 
the force between two infinitesimal conductors when carrying current. The 
figure shows the elements lying in a plane, but the formula given in the text is 
applicable when the elements are not coplanar. 


tors of infinitesimal lengths charges e\ and e 2 , separated 
d8i and ds 2 (see Fig. 1), carry- by a distance r, is 
ing currents h and / 2 , which ^ __ 

make an angle e with each xr 2 

1 First proposed by Ampere. See Maxwell, “ Electricity and Magnetism/* 
3d ed., Art. 526. 

2 First established by Coulomb. See Maxwell, op. cit.> Arts. 38 and 215. 
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Electromagnetic ( Continued) 

other, and which make angles 
0i and 02 with the line of 
length r that joins their centers, 
is 

dF = 2 cos * + 

3 cos 0i cos 0 2 )c?$i ds 2 

The force is in the direction 
of the line joining the elements, 
and its magnitude depends 
on the permeability n of the 
medium surrounding the 
elements. 

B. A SPECIFIC APPLICATION 

OF THE FUNDAMENTAL LAW.- 

Let a circuit consisting of 
two long parallel wires of 
length b , separated a distance 
a, carry a constant current I. 
Then the force of repulsion, 
found by integrating the funda¬ 
mental equation, is 

a 

This assumes that end effects 
are negligible. 


C. DEFINITION OF CURRENT.— 

When equal currents flow 
through two conductors which 
have, in a vacuum, a force of 
attraction (or repulsion) F y 
the value I of each of the 
currents in c.g.s. electromag- 


Electrostatic {Continued) 

and is in the direction of 
the line joining the charges. 
The magnitude of the force 
depends on the dielectric con¬ 
stant k of the medium sur¬ 
rounding the charges. 


B. A SPECIFIC APPLICATION 

OF THE FUNDAMENTAL LAW.- 

The force of repulsion F 
between two parallel plates, 
each of area A and each having 
identical charges Q, is found, 
by integrating over the sur¬ 
faces, to be 

F - 2tQ * 

F -~zr 

This assumes the plates to be 
so large relative to their dis¬ 
tance apart that edge effects 
can be neglected. 

C. DEFINITION OF QUANTITY. 

When two equal point charges 
are 1 cm apart in a vacuum 
and repel each other with a 
force of 1 dyne, the value of 
each charge is, by definition, 
one c.g.s. electrostatic unit of 
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Electromagnetic ( Continued) 
netic units is defined as 


/ = 


I JJ[(2 cos € + 

3 cos $i cos 6 2 )/r 2 ]dsi ds 2 


In the c.g.s. system, the per¬ 
meability of a vacuum is taken 
as unity. As an example, the 
current in c.g.s. electromag¬ 
netic units flowing in a circuit 
consisting of two infinitely 
long parallel conductors is 
unity if the force of repulsion 
is 2 dynes per centimeter 
length when the distance 
between conductors is 1 cm 
and when the surrounding 
space is devoid of all matter. 


2. Quantity of Electricity, a. 
fundamental law. Quan¬ 
tity of electricity equals the 
time integral of the current. 
If i is the instantaneous value 
of the current and Q is the total 
quantity that passes a cross 
section in time IT, then 

«- /> 


b. definition. —Unit quan¬ 
tity of electricity in the c.g.s. 
electromagnetic system passes 
a section of a conductor when 
a unit current is maintained 
for 1 second. 


Electrostatic (< Continued) 

quantity of electricity. In this 
system, the dielectric constant 
of a vacuum is taken as unity. 


2. Electric Current, a. fun¬ 
damental law. —Current is 
the time rate at which quantity 
of electricity passes a given 
cross section of a conductor. 
If I is the current in a con¬ 
ductor, Q the quantity that 
passes a cross section, and t 
the time, then 

Y = dQ 
dt 

b. definition. —Unit cur¬ 
rent in the c.g.s. electrostatic 
system flows in a conductor 
when electricity passes any 
section at the rate of one c.g.s. 
unit of quantity per second. 
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c. complementary relationships. —Each of the preceding sets 
of definitions gives units for measuring electricity at rest and in 
motion. In the electromagnetic system the units are based on 
electricity in motion. A measure of quantity of electricity is 
obtained by measuring the current that flows for a definite time. 
If the current flows into a capacitor, the quantity at rest on the 
condenser is determined. In the electrostatic system the order 
is reversed. The units arc based on electricity at rest while 
current is measured by the rate of change of quantity. 

3. Potential Difference and Electromotive Force . a. funda¬ 
mental law of potential difference. —The potential differ¬ 
ence between two equipotential surfaces A and B is proportional 
to the work required to move a positive electric charge from A 
at lower potential to B at higher potential. If a negative 
charge is transferred from A to B or a positive charge from 
B to A y work is done by the electric system. 

b. definition of potential difference. —In either of the 
c.g.s. systems, unit potential difference exists between two 
equipotential surfaces when 1 erg of work is required to transfer 
unit quantity of positive electricity from the surface of lower 
potential to the surface of higher potential. Since unit quantity 
of electricity in the electromagnetic system represents a different 
amount of electricity than unit quantity in the electrostatic 
system, unit potential difference in one system does not represent 
the same potential difference as unit potential difference in the 
other system. 

C. FUNDAMENTAL LAW OF ELECTROMOTIVE FORCE. -The elec- 

tromotive force in a circuit is the electric force that causes 
electricity to move around the circuit. The maintaining of 
electricity in motion through a circuit requires that energy shall 
be continually supplied to the circuit, sincq the energy of elec¬ 
tricity in motion is continually transferred to other forms of 
energy. The electromotive force in a circuit multiplied by the 
electric current that is flowing is proportional to the rate at 
which energy is being introduced into the circuit. Since the 
energy of the electric current is transformed into other 
forms of energy at the same rate that energy is introduced 
into the circuit, the electromotive force can be measured by 
determining either the power output of a circuit or the power 
input. 
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d. definition of ELECTROMOTIVE force. —In either of the 
c.g.s. systems, unit electromotive force is present in a circuit 
when energy at the rate of 1 erg per second must be introduced 
to produce one c.g.s. unit of current in the circuit. 

E. RELATION BETWEEN ELECTROMOTIVE FORCE AND POTENTIAL 

difference. —Potential difference is defined with respect to 
two equipotential surfaces; electromotive force is defined with 
respect to a circuit. A potential difference can be measured 
directly by an instrument connected between the two surfaces 
in question. An electromotive force can be determined only by 
measurements on a circuit in which a current is flowing, and these 
measurements merely give the resultant of all the electromotive 
forces in the circuit. However, this strict differentiation is not 
always observed. For example, the potential difference between 
the terminals of a standard cell is often called the electromotive 
force of the cell. Failure to distinguish between the two seldom 
leads to a misunderstanding, since the same unit is used for 
measuring the one as for the other. 

4. Resistance, a. fundamental law. —The resistance of a 
circuit is the ratio of the electromotive force in the circuit to the 
current in it. The resistance of a portion of a circuit in which 
no electromotive force exists is equal to the potential difference 
between the two ends of this portion divided by the current in 
the circuit. If the portion under consideration is a metallic 
conductor, the resistance is independent of the current flowing 
and hence is a natural constant of that particular metallic 
conductor. 

b. definition. —The resistance of a conductor is unity if there 
is unit potential difference between its terminals when there is 
unit current in the conductor. Both potential difference and 
current must be measured in the same system of units, and the 
value of the resistance applies to that system only. 

5. Inductance . a. fundamental law. —The electromotive 
force that is induced in a circuit by a changing electric current is 
proportional to the product of the inductance and the time 
rate of change of the current. If the induced electromotive 
force and the changing current are in the same circuit, the 
inductance is called self inductance. If the induced electromotive 
force and changing current are in separate circuits, the inductance 
is called mutual inductance. 
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b. definition. —The inductance is unity if the induced electro¬ 
motive force is unity when the current changes at the rate of one 
unit per second, all units being in the same system. 

6. Capacitance, a. fundamental law. —The quantity of 
electricity on each of two insulated conductors (positive on one, 
negative on the other) is proportional to the product of the 
capacitance of the system and the difference of potential between 
the conductors. 

b. definition. —The capacitance of a system consisting of two 
insulated conductors and the dielectric surrounding them is 
unity if unit quantity of positive electricity on one conductor, 
and unit quantity of negative electricity on the other conductor 
produce unit potential difference between the two conductors, 
all units being in the same system. 

7. Names of Units.—No one of the twelve units (six in each 
system) already defined has a universally recognized name, 

Table I.—Names of Units in the Different Systems of Electrical 

Units 1 



Name of 

i 

Number of prac- 
tital units to 

Names proposed * 

Quantity 

practical 

unit 

equal 1 c.g.s. elec- 

c.g.s. elec- 

c.g.s. elec- 


tromagnetic unit 

tromagnetic 

trostatic 

Current. 

Quantity of 

Ampere 

10 

Abampcre 

Statampere 

electricity.. . 
Electromotive 

Coulomb 

10 

Abcoulomb 

Statcouloinb 

force. 

Volt 

: 10~ 8 

Abvolt 

Statvolt 

Resistance. . . . 

Ohm 

io- tf 

Abohm 

Statohm 

Inductance... . 

Henry 

1 

l()-9 

\ Abhenry 
i Centimeter 

Stathenry 

Capacitance.. . 

Farad 

10 9 

Abfarad 

JStatfarad 
(Centimeter 


1 The prefixes ab and abstat were proposed by Kennedy [seo Trans. A.I.E.E. , 22, 534 
(1903)]. The latter has generally been shortened to stat. No one of the proposed names 
has been adopted by any international organization. 


although names have at times been proposed and have received 
some recognition. The units in practical use are all decimal 
multiples or submultiples of the corresponding units of the 
c.g.s. electromagnetic system. The relationship between the 
practical and c.g.s. electromagnetic system, as well as the more 








12 


ELECTRICAL ME AS U REM ENTS 


[Chap. II 


important suggested names for the c.g.s. units of both the electro¬ 
static and electromagnetic system, are given in Table I. 

8. Relationships between the Units of the Two C.G.S. Systems. 
The definitions show that there is only one fundamental difference 
between the electromagnetic and electrostatic systems, i.e., 
the method of defining current (or quantity). Hence if the 
ratio between the units of current in the two systems is experi¬ 
mentally determined, the ratios of all other units are immediately 
known. For example, consider a circuit in which the values of 
the current and electromotive force, and hence the resistance, 
are each unity in the electromagnetic system. Assume that the 
current in this circuit has been experimentally determined to 
be v electrostatic units. It follows, since the power is 1 erg 
per second, that the electromotive force expressed in the electro¬ 
static system is 1/v and that the resistance is 1/v 2 . Similar 
reasoning can be extended to the other units. The ratios of the 
numerics when a definite amount of any of the electrical quanti¬ 
ties is measured in the different systems of units are given in the 
following table. Experimental methods of determining v are 
given in Chapter XXI. 


Table II.— Factors Required to Convert Data Expressed in 
Electromagnetic or Practical Units to Corresponding 
Values in Electrostatic Units 


Quantity 

To convert from elec¬ 
tromagnetic units to 
electrostatic units, 
multiply by 

To convert from prac¬ 
tical units to electro¬ 
static units, 
multiply by 

Current. 

V 

»/10 

Quantity of electricity. 

V 

0/10 

Electromotive force. 

1/v 

lO»/0 

Resistance. 

1/v 2 

1OV0* 

Inductance. 

1/v 2 

1OV0* 

Capacitance. 

V 2 

0>/lO* 


The latest experimental value of v is 2.9979 X 10 10 . Hence 
v 2 = 8.9874 X 10 20 ; 1/v = 3.3357 X 10-“; and 1/t; 2 * 1.1127 
X io- 21 . 

9. Principles Involved in Experimentally Establishing the 
Units. —The fundamental laws on which the units are based 












Sec. 9J 


DEFINITIONS AND PRINCIPLES 


1? 


show that the six units of the electromagnetic system can be 
divided into three classes: (1) those units, viz., current and elec¬ 
tromotive force, whose definitions introduce at least one mechani¬ 
cal unit other than time; (2) those units, viz., inductance and 
quantity, which are defined in terms of other electrical units and 
the mechanical unit of time; (3) those units, viz., resistance and 
capacitance, which are defined in terms of other electrical units 
only. 

The most straightforward method of experimentally deter¬ 
mining the units of the electromagnetic system, and hence of the 
practical system, would be first to measure a current, as it 
depends solely on the mechanical units of force and length, and 
then to measure electromotive force in terms of current and the 
mechanical unit of power. The other units follow from these 
either by electrical measurements alone or by electrical measure¬ 
ments combined with the measurement of time. However, this 
method, while satisfactory for measuring current, does not lend 
itself to the precise measurement of electromotive force since 
there is no method of completely converting electrical power to 
mechanical power. More accurate results can be obtained by 
indirect methods. 

While the straightforward method of establishing the units 
bases the experimental procedure directly on the fundamental 
definitions, yet an equally logical and more practical method is 
to combine the principles on which the definitions are based in 
any manner that will improve the experimental procedure. 
However, any possible combination necessarily requires that 
two electrical units be determined by measurements which 
involve either a mass or a length, or both, and which may involve 
time; that at least one other unit involves time in addition to 
one or both of the preceding units; and that a maximum of three 
units can be obtained by electrical measurements from those 
previously established. 

Two different experimental procedures for establishing all the 
units of the electromagnetic system have given results of high 
precision. In one the units of current and resistance are inde¬ 
pendently determined in terms of the mechanical units, the 
only electrical quantity involved being the permeability of 
space. Then the unit of capacitance is obtained from resistance 
and time. The unit of electromotive force is derived from 
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resistance and current, and that of inductance from resistance 
and capacitance. The unit of quantity is obtained either from 
current and time or from capacitance and electromotive force. 

In the second procedure, the units of time and inductance 
are determined from the mechanical units and the permeability 
of space; the unit of resistance is determined from inductance and 
time, while the remaining three units are obtained in the same 
manner as in the first procedure. 

To establish the electrostatic units, there are two possible 
procedures. One is to determine them from the mechanical 
units, using the basic definitions and combinations of them; 
the other is to derive them from the electromagnetic units by 
multiplying each electromagnetic unit by the correct function of 
v (given in Table II). The second procedure, requiring a 
measurement in mechanical units of only one electrostatic unit, 
is almost universally employed. 

10. Concrete Standards of the Units.—The maintenance of 
the electrical units is accomplished largely by means of concrete 
standards. From its nature, no standard of current is possible. 
Also no feasible method of constructing a standard of quantity 
has been evolved. Hence the entire system of electrical units 
is maintained by the concrete standards of resistance, electro¬ 
motive force, capacitance, and inductance. There is but one 
possible intercomparison using electrical measurements alone 
among these four standards, namely, an inductance can be 
measured in terms of capacitance and resistance. Thus the 
number of electrical standards that are absolutely required to 
maintain an electrical system of units independent of mechanical 
units is three, one of which is electromotive force. % 

The unit of resistance can be maintained to a high degree of 
accuracy by means of concrete standards. Such a standard 
generally consists of a coil of alloy wire or of a definite length of 
metallic strip. The value in the electromagnetic system of a 
standard of resistance can be directly determined by absolute 
measurements. 

The unit of electromotive force can also be accurately main¬ 
tained by concrete standards. A standard cell is generally 
used as such a standard. Such cells can be quite accurately 
reproduced. However, the absolute value of a standard cell can 
be determined only by using Ohm’s law in connection with 
absolute measurements of both current and resistance. • 
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A concrete standard of capacitance consists of two sets of 
metallic plates which are separated by a dielectric, usually air 
or mica. An air capacitor is not so stable as a standard resistor, 
so the absolute value of such a standard must frequently be deter¬ 
mined in terms of resistance and time. A mica capacitor can be 
used only in connection with alternating-current measurements, 
and in such measurements the capacitance depends, to some 
extent, on the frequency of the alternating current. The capaci¬ 
tance of a mica capacitor is determined either by comparison with 
an air capacitor or in terms of resistance and inductance. 

A concrete standard of inductance consists usually of a coil (or 
coils) of copper wire wound inductively on a nonmagnetic form. 
If a coil is so constructed that its dimensions can be accurately 
measured, and its inductance computed from these dimensions, 
the coil is an absolute standard as well as a concrete standard. 
However, an absolute standard is necessarily large, and hence 
inconvenient to use. Laboratory standards are generally more 
compact, and their values are determined either by comparison 
with an absolute standard or by measurement in terms of resist¬ 
ance and capacitance. These laboratory standards of inductance 
are not so stable as standards of resistance and electromotive 
force. 

11. Supplementary Electrical Units.—In addition to the six 

electrical units already defined, there are a considerable number of 
units which involve both electrical and mechanical units. These 
follow so directly from the established units that no special 
consideration needs to be given them. A partial list is given in 
Table III. 


Table III.— Supplementary Electrical Units 


Name of quantity 

Unit 

Symbol 

Current density. 

Amperes/cm 2 
Coulomb /cm 4 
Coulomb /cm® 
Volts/cm 

Ohm-cm 

J 

Surface density of charge. 

(T 

Volume density of charge. 

p 

Electric intensity or potential gradient. . . 
Resistivity. 

F, R 

p 

Conductance. 

Mho 

* Q 
y 

Conductivity. 

Mho/cm 

Farads/cm 
Coulombs /cm 2 

Dielectric constant. 

k or c 

Dielectric polarization. 

D 
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13L Definitions of the Magnetic Units. —No satisfactory con¬ 
crete standards for the magnetic units have been developed, but 
these units can readily be established and maintained by means of 
the electrical units. When approached from this point of view, 
the two basic magnetic concepts are magnetic intensity and 
magnetic induction. Both of these quantities are vectors, 
and at any point where one has a value, the other has a 
value also. Hence in any region in which there is a vector 
field of magnetic intensity, a vector field of magnetic induction 
exists also. The direction of the vectors in any vector field may 
be represented graphically by means of lines so drawn that at any 
point the tangent to a line is in the direction of the vector at that 
point. 

Some vector fields have the added property that, in a given 
region, the space may be divided into tubes, each of which has a 
series of vector lines as its boundary and each of which has the 
property that the areas of any two cross sections are inversely 
proportional to the values of the vector at those cross sections. 
Such tubes will either be closed tubes or will end in the boundary 
of the region. Such a vector field is called a tubular field or a 
solenoidal field (from the Greek solen , a tube). Examples of 
tubular vector fields are magnetic induction in any region what- 
/ soever, and magnetic intensity when 

/ there is no magnetic material in the 

/ field. 

/ Since both magnetic intensity and 

magnetic induction occupy the same 

<tsf *—*. r . »p region around a conductor, a graphical 

/ representation of both is not always 

the FlQ geo 2 m;t^ agr qTantHie8 8h rZ feasible > and the attempt has fre- 
quired to describe the magnetic quently led to misunderstandings. 

Thus, in the following doftaition, 
ds. The magnetic intensity at no reference is made to lines or tubes 

?< “a®*** ""MS-elic 

induction. Also the positive and 
negative directions of the magnetic vectors are entirely conven¬ 
tional. As this convention is of no importance in absolute 
electrical measurements, all reference to it will be omitted in the 
definitions. 
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1. Magnetic Intensity or Magnetic Force, a. fundamental 
law. —The infinitesimal magnetic intensity dH p at a point P, 
which is caused by a current I in an infinitesimal length ds of a 
conductor that is at a distance r from the point P and that makes 

Ids 

an angle 0 with the line joining P to ds } is proportional to sin 0 

and is in a direction perpendicular to the plane that is determined 
by ds and the line joining ds to the point P (see Fig. 2). The value 
and direction of the magnetic intensity at P which results from 
the total circuit is found by the integration of the above expres¬ 
sion completely around the circuit. Expressed as a vector 
equation: 

H, = 


where K = proportionality factor which depends on the units 
employed. 


B. examples. —1. The magnetic intensity at a point P, which 

is at a distance r from the axis of an infinite straight wire carrying 

a current I, is proportional to 

21/r and is perpendicular to the 

plane passing through P and the 

axis of the wire. 

2. The magnetic intensity at 

a point P (see Fig. 3), which 

is at a distance b from every Fia. 3.—Diagram to show the 

noint on the eireumferenee of a g°o metricai quantities that are used 
point on wie circumitience oi a in the equation for the mag netic 

circle of radius r when a current intensity at a point P on the axis 



/ flows in a conductor that is * 

coincident with the circumfer- of the magnetic intensity is the same 
ence, is proportional to 2wlr*/b* dire<!tion of the axis of the 

and is in the direction of the per¬ 
pendicular from P to the plane of the circle. If P is at the center 
of the circle, r is equal to b, and the magnetic intensity is 2 tt I/r. 

3. The magnetic intensity at any point inside an infinitely long 
solenoid having N turns per unit length and carrying a current 
I is proportional to 4^7 and is in the direction of the axis of the 


solenoid. 

c. definition. —The value of the magnetic intensity in oersteds 
results from the substitution of numerical values in any integra- 
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tion of the fundamental law, provided the unit of length is the 
centimeter, the current is expressed in c.g.s. electromagnetic 
units, and the proportionality factor is taken as unity. The 
same result is obtained if the current is in amperes and the propor¬ 


tionality factor is ten. 

2. Magnetic Induction. A. fundamental law. —The mag¬ 
netic induction at a point P is a vector, the value of the com¬ 
ponent in any direction being proportional 
to the electromotive force that is induced in 
a conductor of length ds which is moving 
with unit velocity through the point in a 
direction perpendicular to itself and to the 
direction of the component. By obtaining 



Fl< ?- 4 - il r>ia ?. ram the values of the components along three 

to show the three- i 1 y 

tion of the magnetic rectangular axes, the magnitude and direction 

induction relative 0 f £} le magnetic induction at the point P can be? 
both to the direc- . ° .... . 

tion of a conductor obtained by the vector addition ot these 

ds and to its velo- components. If one axis is in the direction 

city V, when the * .... , 

value of the mag- ot the magnetic induction, the components 

netic induction b a j on g (} 10 two axes at right angles are zero. 

is determined from ... 

the electromotive In such a case, the electromotive force 

force E induced in induced in ds when moving as indicated is 
the conductor. . . 

the maximum that can be obtained by moving 
ds with unit velocity through P and is proportional to the mag¬ 
nitude of the magnetic induction (see Fig. 4). 

The fundamental law is expressed by the vector equation 


E = KB[V X ds] 


where B = the magnetic induction. 

ds — the length of an element of a circuit. 

E — the induced electromotive force in ds. 

V = the velocity of ds. 

K = a proportionality constant. 

B. definition. — The magnetic induction at a point is 1 gauss 
when the maximum electromotive force that can be induced 
in a conductor 1 cm long moving through the point with a velocity 
of 1 cm per second is 1 c.g.s. unit of electromotive force. The 
direction of the magnetic induction is perpendicular to the plane in 
which the conductor moves. 
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c. effect of medium. —Ill a vacuum, the magnetic induction 
is in the same direction as the magnetic intensity and has, in the 
c.g.s. electromagnetic system, the same numerical value. In 
any isotropic medium of infinite extent, the magnetic induction 
is in the same direction as the magnetic intensity, but the numeri¬ 
cal values of the two are not the same. In a crystal, the mag¬ 
netic induction may not even have the same direction as the 
magnetic intensity. 

3. Magnetic Permeability, a. basic concept. —In most iso¬ 
tropic materials the quotient of the magnetic induction divided 
by the magnetic intensity is a constant, which is called the 
permeability of the material. For ferromagnetic materials, this 
quotient is not a constant but is still called permeability. When 
reference is made to the permeability of one of these materials, 
either the magnetic intensity or the magnetic induction should be 
stated. 

Since in the electromagnetic system magnetic intensity and 
magnetic induction have the same dimensional equations, permea¬ 
bility is a dimensionless constant in this system. In other 
systems, such as the electrostatic, permeability is not 
dimensionless. 

b. definition. —The permeability at a point in an isotropic 
medium is the quotient of the value of the magnetic induction at 
the point divided by the value of the magnetic intensity. In the 
c.g.s. electromagnetic system, the permeability of a vacuum is, 
by definition, unity. If the practical system of electrical units is 
extended to the magnetic units, the permeability of a vacuum is 
10 ~ 7 . 

4. Magnetic Flux. a. underlying principle. —Magnetic 
flux is the surface integral over some particular surface of the 
normal component of the magnetic induction. If the surface is 
not a closed surface, then it must end in a closed line which is the 
boundary of the surface. But one can conceive of an infinite 
number of other surfaces that would be bounded by this same 
closed line. Since magnetic induction is a tubular vector, the 
surface integral over each one of these surfaces is the same as 
that over every other one. Hence magnetic flux is determined 
by the closed line that bounds the surface. 

b. definition. —The magnetic flux in maxwells within a 
closed line is equal to the surface integral of the normal component 
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of the magnetic induction in gausses taken over any surface that 
is bounded by the line. 

c. induced electromotive force. —If the boundary line is 
the center of an electric conductor, then any change in the flux 
caused either by a change in the value of the magnetic induction 
or by a relative motion of the conductor and magnetic induction 
will induce, in the conductor, an electromotive force which depends 
on the rate of change of the flux. This is a direct consequence of 
the definition of magnetic induction and the fact that it is a 
tubular vector. It follows that in any electric circuit the induced 
electromotive force in c.g.s. units is equal to the time rate of 
change of the magnetic flux in maxwells. 

5. Magnet Pole. a. the poles of a solenoid. —The magnetic 
induction at any point outside a long solenoid of infinitesimal 
cross section in which there is an electric current is equal to the 
vector sum of two magnetic inductions, one of which is directly 
proportional to the flux through the solenoid and inversely 
proportional to the square of the distance from one end and is 
directed toward this end; the other magnetic induction bears a 
similar relation to the opposite end of the solenoid but is directed 
away from that end. The poles of a solenoid are the two points, 
one at each end, which appear to be the source of the external 
field of magnetic induction. In a solenoid having an infinitesimal 
cross section, the poles are at the ends, and their value is propor¬ 
tional to the flux through the solenoid. The poles of a solenoid 
having a finite cross section are on the axis a short distance 
inside the ends. 

B. definition of pole strength. —The pole strength of a long 
solenoid of cross section dS , having N turns of wire per centimeter 
through which a current I in c.g.s. units is flowipg, is equal to 
NIdS provided the solenoid is in a vacuum. Since the flux 
through such a solenoid is iwNIdS, it follows that the total flux is 
Air times the pole strength. 

c. effect of medium. —If the solenoid is immersed in a medium 
of permeability then the flux and the pole strength are m times 
the values in a vacuum. If the magnetic material fills only the 
solenoid, then the magnetic flux through it can be experimentally 
determined by measuring, the electromotive force induced in a 
loop of wire which fits the outside of the solenoid when the flux 
decreases to zero at a known rate. With some magnetic 
materials in the solenoid, the flux does not decrease to zero when 
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the current becomes zero. These materials are then permanent 
magnets and the pole strength is defined as the magnetic flux 
divided by 4ir. 

d. historical. —The unit magnetic pole was originally defined 
as that pole which would repel an equal pole placed at a distance 
of 1 cm from it with a force of 1 dyne. This is equivalent to the 
preceding definition and gives a better mental picture. However, 
it is necessary to use the one given to develop a logical system of 
units when the magnetic units are based on the electrical units. 

13. The C.G.S. Magnetic Units Compared to the Practical 
Units. The c.g.s. magnetic units are of convenient size for labora¬ 
tory use, and hence have been given the names indicated. The 
magnetic units corresponding to the practical electrical units are 
seldom used. As a result, in many formulas that contain both 
electric and magnetic quantities, factors are introduced for con¬ 
verting the values of the electric quantities in practical units to 
their values in c.g.s. electromagnetic units. As an example, 
the magnetic intensity H , in oersteds inside a long solenoid, is 
given by the equation 


where N = number of turns per centimeter. 

I = current in amperes. 

10 = factor for converting the current to c.g.s. electro¬ 
magnetic units. 

14. Supplementary Magnetic Units. —In addition to the mag¬ 
netic units already defined, there are a number of others which 
follow from combinations of these with each other or with 
mechanical units. A partial list is given in Table IV. Only 
those are included which apply generally. In addition there are 
several units which apply only to ferromagnetic materials. 


Table IV.— Supplementary Magnetic Units 


Name of quantity 

Definition 

Unit 

Symbol 

Magnetomotive force. 

Line integral of magnetic 

Gilbert 

F 


intensity 



Reluctivity. 

Reciprocal of permeability v 



Reluctance. 

Magnetomotive force 
Magnetic flux 


R 








CHAPTER III 


HISTORY OF THE ELECTRICAL UNITS 

16. Arbitrary Units. —The first electrical units were entirely 
arbitrary. During the latter part of the eighteenth century each 
physicist described the capacitance of his Leyden jar by the 
amount of liquid that the jar would hold. In the early part of 
the nineteenth century when current electricity was first studied, 
some experimenters adopted, as a standard of resistance, a given 
length of a particular size of iron wire. These arbitrary units 
had no direct connection with the units of any other branch of 
physics. 

16. Development of the Absolute System. —The first step in 
the direction of connecting the electrical units with the mechanical 
units was taken by Gauss 1 in 1832. Gauss devised a method, 
which is still in extensive use, for measuring the horizontal 
intensity of the earth’s magnetic field in terms of length, mass, 
and time. The next step was taken by Kohlrausch 2 in 1849, who 
measured a resistance in terms of mechanical units. The final 
step was taken by W. Weber, 3 who in 1851 showed the possibility 
of a connected system of electrical units based on the mechanical 
units. The experimental values that Weber obtained were never 
used to any extent, but the principles that were employed in 
obtaining these values form the basis of the present systems 
of electrical units. 

17. The British Association Committee. —In 1861 the British 
Association for the Advancement of Science appointed a com¬ 
mittee on Standards of Electrical Resistance. This committee 4 

1 Paper in Latin read before the Royal Scientific Society of Gottingen. 
See “Collected Works,” Vol. V, p. 79. German translation in Pogg. Ann., 
28 , 241 (1833). 

2 Pogg. Ann., 76 , 412 (1849). 

8 Pogg. Ann., 82 , 337 (1851). 

4 The names of many illustrious men appear on the roll of this committee. 
A few are Clerk Maxwell, Lord Kelvin, Joule, Matthiessen, and Latimer 
Clark. The complete reports of the committee, extending from 1862 to 
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laid the foundation for the practical electrical units. After ;* 
careful consideration of the many possible systems of units, the 
committee decided to base the electrical units on the centimeter- 
gram-second system of mechanical units, using the electro¬ 
magnetic system proposed by Weber, and to sponsor research for 
obtaining experimental values. In 1864 the experimental work 
of Maxwell, Stewart, and Jenkin had reached a point where the 
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committee felt justified in issuing the British Association unit 
of resistance, which was intended to represent 10 9 absolute units. 
Some measurements were made to determine absolute values of 
the units of current, electromotive force, and capacitance, but 
standards were never issued by the committee. 

18. Absolute Determinations of the Ohm. —The British Associa¬ 
tion unit of resistance was generally accepted for more than a 
decade. In 1878, Rowland announced that this unit differed 
from the absolute value by nearly 1.5 per cent. As this error 
was nearly ten times the expected amount, experimental work on 


1912, have been collected in one volume, “British Association Reports on 
Electrical Standards,” Cambridge University Press, 1913. 
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the absolute ohm was greatly stimulated. The continually 
increasing accuracy is well shown by the points on the diagram of 
Fig. 5. Here the results have all been reduced to a common basis, 
viz, the length of the standard mercury column, i.e ., a column with 
a cross section of 1 sq mm and measured at 0°C. 

19. The Legal and International Ohms. —The accuracy which 
has been attained at different times in the absolute measurement 
of the ohm is well shown< by the values that were adopted by 
different international bodies. In 1884 an international commis¬ 
sion meeting in Paris decided that the experimental results then 
available did not justify fixing the length of the standard mercury 
column with an accuracy greater than 1 per cent, and it adopted 
106 cm as the most probable length. This unit of resistance was 
called the legal ohm. Nine years later the Chicago Electrical 
Congress adopted 106.3 cm as the most probable length of the 
standard mercury column. This was called the international 
ohm. The London Electrical Conference in 1908 concluded that 
the length of the standard mercury column corresponding to an 
absolute ohm was not then known to a hundredth of a centimeter. 
To make the international ohm more definite, the conference 
decided arbitrarily to add two zeros to the length of the mercury 
column adopted at Chicago, making it 106.300 cm. The inter¬ 
national ohm has been legalized in most countries of the civilized 
world. 

20. Recent Absolute Values of the Ohm. —In 1914, Smith 1 at 
the National Physical Laboratory of England published the 
results of a series of experiments on the absolute value of the ohm. 
These experiments were carried out with great care under very 
favorable conditions, so that the result obtained was immediately 
accepted as being more accurate than any which had been 
obtained up to that time. Smith obtained as the length of the 
standard mercury column 106.245 ± 0.004 cm. About the 
same time, Grueneisen and Giebe, at the Physikalisch-Technische 
Reichsanstalt in Germany, made a careful determination of the 
ohm, although the published description 2 did not appear until 
1921. By means of wire resistance standards which were taken 
to the National Physical Laboratory, a direct comparison was 
made with Smiths results. This comparison showed that the 

1 Phil. Trans., 214A, 212 (1914). 

* Ber. physik.-tech, Reich , 5, 5 (1921). 
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difference in the two absolute measurements was only four parts 
in a hundred thousand. A determination by Curtis, Moon, and 
Sparks 1 at the Bureau of Standards in 1936 gave a result that 
differs from the results of Smith and of Grueneisen and Giebe by 
thirty or forty parts in a million. An exact comparison with the 
earlier results is not possible because the recent results were not 
compared with the mercury ohm and changes of unknown 
amount have taken place in the wire standards of the National 
Laboratories during the twenty years that intervened between the 
experiments. 

21. Absolute Measurements of the Ampere. —The absolute 
measurement of current for the purpose of establishing a con¬ 
sistent system of electrical units was first undertaken by 
W. Weber, 2 who used an electrodynamometer, the constants of 
which could be computed from its dimensions. Weber's results 
on the ohm and ampere served to fix the value of the Daniell 
cell, then commonly used as the standard of electromotive force, 
as 1.1 volts. The British Association committee, during the 
first decade of its existence, gave scant attention to the experi¬ 
mental determination of the ampere, probably because the 
tangent galvanometer was in general use, so that many labora¬ 
tories were equipped regularly to measure current in absolute 
units. Between 1875 and 1890, one or two “ galvanometer 
houses" were built for the sole purpose of housing tangent gal¬ 
vanometers. No magnetic material was used in the construction 
of these houses, since the undistorted magnetic field of the earth at 
the center of the galvanometer was considered essential. Rela¬ 
tively few results from these elaborate instruments have been 
preserved. They were constructed with the idea of regularly 
measuring current in absolute measure. With the advent-of 
electrical machinery, particularly the electric street car, the earth's 
magnetic field was subject to such large disturbances that the 
tangent galvanometer rapidly fell into disuse. 

The results obtained in recent absolute measurements of 
current have been expressed as the number of milligrams of silver 
deposited each second by unit current on the cathode of an 
electrolytic cell having silver nitrate as the electrolyte. Results 
of the most important determinations are shown, in Fig. 6. The 

1 J. Research N.B.S. } 18, 2 (1936). 

*Pogg. Ann., 82, 337 (1851). 
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results obtained before 1880 had an accuracy of about 1 per cent. 
The accuracy gradually increased until in 1900 the results could 
be depended upon to nearly 0.1 per cent. A group of determina¬ 
tions about 1910 showed very satisfactory agreement. Two of 
these determinations were carried out with much greater care 
than any previous determination. The first of these experiments 
was performed by Ayrton, Mather, and Smith 1 at the National 
Physical Laboratory in England; the second was performed by 
Rosa, Dorsey, and Miller 2 at the Bureau of Standards in the 
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United States. In the English experiments, the final result was 
1.11827 mg of silver per ampere per second, while in the American 
experiments the result was 1.11804. The greater part of the dif¬ 
ference between these two determinations, amounting to more 
than two parts in ten thousand, has been shown to be the result 
of an error in measuring the silver deposit in the English experi¬ 
ments. The actual difference between the two absolute current 
determinations was probably about four parts in a hundred 
thousand, but lack of dependable concrete standards did not per¬ 
mit of an exact comparison of the two results. 

The most recent result is by Curtis and Curtis, 3 who employed 
some of the apparatus used by Rosa, Dorsey, and Miller. Their 
result differs by only two parts in a million from that previously 
obtained in the same laboratory, but this agreement is admittedly 
fortuitous. 


1 Phil. Trans. 267 A, 463 (1908). 

2 Bull. B. S., 8, 269 (1912). 

3 J. Research N.B.S. , 12, 665 (1934). 
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22. Standards of Electromotive Force. —Standards of electro¬ 
motive force have generally consisted of some of the types of 
primary cells. For several decades preceding 1870, the Daniell 
cell was used as a standard cell. In 1872 Latimer Clark proposed 
a cell using mercury and zinc amalgam as the two electrodes, 
which has since been known as the Clark cell. This cell was a 
very great improvement over the Daniell cell. A still better cell 
was introduced by Weston in 1892. The Weston cell contains 
cadmium instead of zinc as used in the Clark cell. There are 
two types of this cell in common use—the Weston unsaturated 
cell and the Weston saturated cell. The Weston unsaturated cell 
has a small temperature coefficient, and can readily be made in 
portable form. The Weston saturated cell has an exceedingly 
stable electromotive force when kept at constant temperature; 
hence it is universally used as a primary standard of electromotive 
force. 

To determine in absolute measure a cell's electromotive force, 
it is compared with the difference in potential between the ter¬ 
minals of a resistance through which a known current is flowing. 
This measurement gives the electromotive force in absolute units 
if both the current and resistance are known in absolute units. 
Hence an error either in the unit of resistance or in the unit of 
current will introduce an error in the unit of electromotive 
force. 

23. Absolute Measurement of Inductance and Capacitance. 

The absolute measurement of inductance and capacitance has 
not been considered of sufficient importance to merit the atten¬ 
tion of international electrical congresses and conferences. Also 
little attention has been given to comparing the results from 
different laboratories with regard to the absolute measurement of 
these two units. Since the working standards of both inductance 
and capacitance are not so stable as are the standards of resistance 
and electromotive force, the national standardizing laboratories 
maintain their units of inductance and capacitance by making 
absolute measurements at frequent intervals, say once or twice 
a year. 

The first precise method for the absolute measurement of 
capacitance was described by Maxwell 1 in 1873. The accuracy 
of the method has been greatly improved, so that it is still one of 

1 “Electricity and Magnetism," Vol. II, Art. 776. 
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the most extensively used methods for measuring a capacitance in 
terms of resistance and time. 

In 1891, Max Wien 1 discussed several alternating-current 
bridge methods, some of which were capable of indicating capaci¬ 
tance in absolute measure. They are now universally used to 
measure a capacitance in terms of resistance and inductance. 

Two quite distinct methods of establishing the unit of 
inductance have been developed. One method is to compute the 
inductance of a circuit having a definite geometric form from 
the mechanical dimensions of the circuit and the permeability 
of the surrounding medium. The second method is to measure 
the inductance in terms of resistance and capacitance. Both 
methods were originally developed by Maxwell about 1870. 
Since that time both methods have been improved. The early 
formulas for computing the inductances of simple circuits have 
been extended so that now the inductance of such circuits can be 
computed with great exactness, and additional formulas have been 
developed for more complicated circuits. Also the measurement 
of inductance in terms of resistance and capacitance has become 
more accurate since alternating-current bridges were introduced. 

24. Ratio of Electromagnetic to Electrostatic Unit of Current.— 
Another absolute measurement of great importance is the deter¬ 
mination of the ratio of the electromagnetic to the electrostatic 
unit of current (or quantity). The fin?t determination of this 
constant was made by Weber and Kohlrausch in 1856, who 
obtained a value of 3.107 X 10 10 in the c.g.s. system. In 1863, 
Maxwell and Jenkin in their report to the British Association 
on electrical units discussed the different methods that could 
be used to measure this ratio, and soon afterward Maxwell made 
an experimental determination. His attempt to explain why the 
value of the ratio is the same as the velocity of light was the 
starting point in the development of the electromagnetic theory 
of light. Both of these constants have been determined a number 
of times since the days of Maxwell. The latest determinations 
show that the difference, if any, between the ratio of the units 
and the velocity of light is less than one part in ten thousand. 

1 Wied. Ann., 44, 681 ( 1891 ). 
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THE STANDARDS FOR MAINTAINING THE ELECTRICAL 

UNITS 

The results of any absolute electrical measurement are normally 
expressed in terms of the concrete electrical standards of the 
laboratory in which the measurement is made. The usefulness of 
a result will depend quite as much on the reliability of the stand¬ 
ards used for maintaining the units as on the technique of the 
measurement. Hence a discussion of standards and their main¬ 
tenance properly belongs to the subject of absolute measurements. 

26. Reproducible Standards. —In the early days of absolute 
electrical measurements, when the accuracy attained was seldom 
more than 1 per cent, results could be expressed satisfactorily in 
terms of reproducible standards, which, in turn, could be used to 
fix the values of the concrete standards of any laboratory. Thus 
the ohm came to be expressed in terms of the length of a column 
of mercury having a cross section of 1 sq mm when its resistance 
was measured at 0°C; the ampere, in terms of the number of 
milligrams of silver deposited per second; and the volt in terms 
of the electromotive force of a cell of a definite chemical composi¬ 
tion. For the accuracy required in those times, these standards 
could be reproduced in any laboratory having ordinary equip¬ 
ment. As the accuracy of absolute measurements increased, 
increasing difficulty was experienced in expressing results in 
terms of these reproducible standards. At the present time, the 
labor involved in setting up a reproducible standard to give the 
accuracy that can be obtained in an absolute measurement is 
nearly the same as that required to make the absolute measure¬ 
ment. Hence the present-day tendency 1 is to express the result 
of an absolute measurement in terms of the concrete standards of 
the laboratory in which it is made and to transport standards 
to other laboratories. 

1 Since this was written, the International Committee of Weights and 
Measures has adopted the absolute units, effective Jan. 1, 1940. 
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26. Legal Standards. —The reproducible standards still have 
some importance since, in most countries, the legal definitions of 
the electrical quantities are based on these reproducible standards. 
Any discussion of these legal definitions 1 is quite outside the 
province of this book. However, it is well to observe that in 
most countries legal definitions were adopted in the decade 
following the Chicago Electrical Congress of 1893. At that time 
the electrical units could be maintained more accurately by 
means of reproducible standards than by absolute measurements. 
As a natural result the reproducible standards are frequently 
referred to in legal literature. Until the laws of all countries can 
be modified, the reproducible standards cannot be entirely 
discarded. 

27. Standards of National Laboratories. —Every laboratory 
which is equipped to make electrical measurements has its own 
standards. At the present time the values of these standards 
are generally obtained either directly or indirectly by comparison 
with the concrete standards of some one of the national standard¬ 
izing laboratories, such as the National Bureau of Standards in the 
United States, the National Physical Laboratory in England, and 
the Physikalisch-Technische Reichsanstalt in Germany. As a 
result, the methods of establishing and maintaining the electrical 
units in these national laboratories by means of standards become 
of prime importance. Unfortunately, these methods have not, 
in all cases, been published. The following description is 
believed to be substantially correct, though satisfactory refer¬ 
ences cannot be given in all cases. 

28. The Standards of Resistance. —The standards of resistance 
of all the national laboratories are coils of manganin wire. The 
first satisfactory coils of this material were made at the Reich¬ 
sanstalt, where the value of four 1-ohm standards of this material 
was determined in 1892-1893 by reference to reproducible mer¬ 
cury standards, using the length of the standard mercury column 
which was adopted at the Chicago Electrical Congress, viz., 
106.3 cm. Since 1897 the mean value of these four 1-ohm coils 

1 In many countries these legal definitions are not consistent among them¬ 
selves. For example, in the United States the ohm is defined in terms of a 
mercury column which is a reproducible unit, with the absolute ohm given 
as a practical equivalent, while the ampere is defined in terms of the absolute 
unit of current, with the reproducible unit given as a practical equivalent. 
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has been assumed to remain constant. These four coils constitute 
the primary concrete standard of the ohm in Germany. From 
time to time 1 these primary concrete standards have been com¬ 
pared with the mercury ohm, but the observed changes in the 
concrete standards have been too small to warrant changing 
their value. 

The National Bureau of Standards in 1908 sent several resist¬ 
ance coils to the Reichsanstalt for certification. On their return,' 
these coils, with the values assigned at the Reichsanstalt, were 
taken as the primary concrete standards of the bureau. Since 
that time, the unit of resistance has been maintained by means of 
manganin coils, the average value of which has been assumed 
to remain constant. At present, ten l-ohm coils constitute the 
standard group). A comparison with the mercury ohm was made 
in 1911-1912, but values of the standards were not changed. 

The National Physical Laboratory established its unit of resist¬ 
ance in 1903 by means of mercury resistance standards. Coils 
of manganin and of platinum-silver were used as concrete stand¬ 
ards, but these were corrected yearly until 1910. In that year, 
the Washington unit 2 was definitely adopted, and has since been 
maintained by means of four 1-ohm manganin coils. The 
assumption is made that the average value of these coils has not 
changed. Comparisons with the mercury ohm were made in 
1912 and in 1924, but at each time the indicated change in the 
mean values of the manganin coils was less than the experimental 
error of setting up the mercury ohm. Hence, since 1910, the 
concrete standard ^f resistance of the National Physical Labora¬ 
tory has been the mean value of the four 1-ohm coils referred to 
above. 

The above description of the establishing and maintaining of 
the unit of resistance in the different laboratories shows that the 
unit of resistance as maintained by the concrete standards must 
be expected to be different in the several national laboratories. 

1 Five comparisons with the mercury ohm have been made at the Reich¬ 
sanstalt. The last, by Steinwehr and Schulze, was published in 1927. 

2 The Washington unit was the unit agreed upon by the technical com¬ 
mittee of the International Electrical Commission meeting at Washington 
in 1910. It represented the mean of mercury ohm determinations at the 
Physikalisch-Technische Reichsanstalt and the National Physical 
Laboratory. 
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An interchange of standards shows that the maximum value of 
this difference was about twenty parts in a million in 1930. 

29. The Standards of Electromotive Force. —The London 
Electrical Conference of 1908 adopted the Weston normal cell 1 
as the concrete standard of electromotive force and authorized a 
special technical committee to fix its value. This committee met 
at the National Bureau of Standards in 1910. The value adopted 
was 1.0183 volts at 20°C. This became effective in most coun¬ 
tries on Jan. 1, 1911. As the technical committee above referred 
to distributed cells of known value to all the important national 
laboratories, the unit of electromotive force was, at that time, 
substantially the same throughout the civilized world. However, 
the method of maintaining the unit has not been the same in all 
the laboratories, so that discrepancies now exist. 

At the National Bureau of Standards the unit of electromotive 
force has been maintained by a group of about twenty Weston 
saturated cells, with an even larger number in reserve. All these 
cells have been maintained at constant temperature, usually 
28°C. Occasionally a cell in the standard group will show a 
decided change in its electromotive force as compared to the mean 
of the group. It is then replaced by a cell from the reserve group. 
However, the present primary group of twenty cells contains 
fifteen cells that have been members of the group since 1906, 
more than a quarter of a century. 

At the National Physical Laboratory, the primary group of 
Weston saturated cells consists of three sets of cells, each set 
having been constructed at different times. Under normal condi¬ 
tions, a new set is constructed every year; after proper aging, this 
set is introduced into the primary group, and at the same time 
the oldest set in the group is discarded. Recently the new cells 
have all been of the acid type, which has a slightly different 
electromotive force from the normal type, the value of which was 
fixed by the technical committee at Washington in 1910. 

1 The Weston normal cell is the name applied to the typical saturated 
cadmium cell with a neutral electrolyte. If several saturated cadmium 
cells are made from materials of the highest purity, the electromotive forces 
of the different cells generally differ by 10 microvolts, and sometimes differ 
by as much as 100 microvolts. The average electromotive force of a group 
of ten or twenty cells differs very little from the average electromotive 
force of another group. The typical cell is presumed to have the average 
electromotive force of an infinitely large group of cells. 
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At the Physikalisch-Technische Reichsanstalt a group of ten 
cells is used to maintain the unit of electromotive force. In 
1910, the mean value of this group at 20°C was determined to be 
1.018300 international volts. The mean of this group was 
assumed to remain constant until 1930, when silver voltameter 
determinations showed that the mean had decreased by 100 parts 
in a million. A new value was then taken for the mean of the 
group, which still is used to maintain the unit. 

While in 1911 all countries had the same unit of electromotive 
force, that fortunate condition does not exist at the present time. 
By means of cells taken to the various national laboratories, the 
differences in the unit of electromotive force have been deter¬ 
mined, at least approximately. In 1930, the date of the last 
extensive international comparison, a typical cell, transported 
to the different national laboratories, would have been assigned 
values as follows: 


Volts 

France. 1.018247 

Japan. 1.018278 

England. 1.018286 

United States. 1.018296 

Mean. 1.018300 

Germany. 1.018348 

U.S.S.R. 1.018350 


The maximum difference is nearly one part in ten thousand. 
This difference is several times as large as the difference in the 
concrete standards of resistance. 

30. The Concrete Standards of Capacitance.—A laboratory 
does not generally maintain a single concrete standard of capaci¬ 
tance as is the case with resistance and electromotive force. 
Instead, a series of concrete standards are maintained, the value 
of each one being independently determined by absolute measure¬ 
ments. For the higher values of capacitance mica condensers 
are used as standards, while for the lower values air condensers 
are the standards, the dividing line for the two kinds of condensers 
being in the neighborhood of 0.001 microfarad. Neither kind of 
condenser is as stable as a manganin resistor or even a Weston 
normal cell. Hence the national laboratories make provision 
for frequent absolute measurement of the capacitance of each of 
their concrete standards. One international comparison of 
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standards of capacitance 1 has been made, with agreement to 
about one part in ten thousand. 

31. The Concrete Standards of Inductance.—The concrete 
standards of inductance are of two kinds, self inductance and 
mutual inductance. Methods of establishing and maintaining 
the values of these standards are very different in different 
laboratories. As examples, methods used at the National 
Physical Laboratory and at the National Bureau of Standards will 
be described. 

At the National Physical Laboratory a concrete standard of 
mutual inductance is maintained, in terms of which all self 
inductors and mutual inductors are calibrated. This concrete 
standard is so constructed that its mutual inductance can be 
computed from its dimensions. This computed value is in 
absolute henrys. To obtain the inductance in international 
henrys, the computed value is divided by 1.00052, which is the 
factor that has been experimentally determined in that laboratory 
for converting from international henrys to absolute henrys. 
This concrete standard of mutual inductance is used at the 
National Physical Laboratory not only to standardize all induc¬ 
tors but also, in connection with standards of resistance, to 
establish the capacitance of any mica condenser that is under 
test. 

At the National Bureau of Standards concrete standards of 
both self and mutual inductance are maintained, having values 
ranging from 10 microhenrys to 1 henry. These inductors are 
not considered as primary standards, and inductors are not 
certified in terms of them. An unknown inductor is measured in 
terms of resistance and capacitance. At the same time, a con¬ 
crete standard of inductance of about the same value as the 
unknown is measured by the same apparatus. In this way the 
concrete standards are used as a check on the method of 
measurement. 

1 B.S. J. Research , 8, 431 (1932), and N.P.L. Collected Researches , 24 , 
59 (1932). 
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THE INTERNATIONAL ELECTRICAL UNITS 

The international electrical units are a set of arbitrary units 
which, at the time of their adoption in 1893 and also at the time 
of their modification at the London Electrical Conference in 1908, 
corresponded to the best experimental values of the absolute 
units; they were supposed to be easily reproducible with greater 
precision than could be obtained by absolute measurements. 
In 1908, the two arbitrary units adopted were the ohm and the 
ampere. The volt was to be obtained by Ohm's law from the 
ohm and ampere. The coulomb, farad, and henry were to be 
obtained from the preceding units by absolute measurements. 

32. The International Ohm Defined. —The international ohm 
was defined by the London Electrical Conference as “the resist¬ 
ance offered to an unvarying electric current by a column of 
mercury at the temperature of melting ice, 14.4521 grammes in 
mass, of a constant cross-sectional area, and of a length of 
106.300 centimeters." 1 The experimental realization of this unit 

1 The procedure to be followed in determining the resistance of a column 
of mercury in international ohms is given in a set of specifications which may 
he summarized as follows: 

The glass tubes for containing the mercury column must be straight. The 
bore must be nearly uniform and circular, and must have a cross-sectional 
area of approximately 1 sq mm. The mercury must have a resistance of 
approximately 1 ohm. 

The calibration correction must not exceed five parts in ten thousand. 

Measurements of length of tube, of mass of mercury in tube, and of 
electrical resistance shall be corrected to 0°C. 

The mass of mercury required to fill a tube shall be taken as that confined 
in the tube when plane surfaces are placed in contact with the ends of the 
tube. 

For the electrical measurements, the tube shall be fitted with spherical 
end vessels, approximately 4 cm in diameter, which carry the current and 
potential terminals. These terminals shall be thin platinum wires fused into 
the vessels, the current terminals being diametrically opposite the ends of the 
tube and each potential terminal 90° from its current terminal. 

The resistance R 3 of an end vessel shall be computed by the formula 

35 
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with an accuracy of one part in a thousand is comparatively easy; 
an accuracy of one part in ten thousand can be obtained by using 
many precautions, but no laboratory has yet succeeded in 
establishing the unit with an accuracy of one part in a hundred 
thousand. 

33. Experimental Difficulties of the Mercury Ohm. —The 

experimental difficulties in connection with the realization of 
the international ohm 1 center about the glass tube that holds the 
thread of mercury. Since no tube with a uniform bore has ever 
been constructed, any tube which is to be used must be calibrated 
to determine the correction for lack of uniformity. This calibra¬ 
tion is effected by means of a short thread of mercury which is 
introduced into the tube. The length of this thread, when it is 
near one end, is read; then the thread is moved a distance equal 
to its length and its length read again. This process of moving 
and reading is continued until the opposite end of the tube is 
reached. From these readings a calibration correction is com¬ 
puted. This calibration correction of a tube is the factor by 
which the resistance'of a uniform tube, having the same length 
and average cross section as the actual tube, must be multiplied 
to give the resistance of the column of mercury in the actual tube. 
This correction factor is always slightly greater than unity, good 
tubes always having a value less than 1.000200, while the very 
best tubes on record have values near 1.000020. 

The filling of the tube to determine the mass of mercury 
which it will hold is an entirely different operation from filling 
the tube to measure the electrical resistance. Hence each oper- 


p = 08 

1063irr 

where r is the radius of the bore of the tube at the end which enters the 
vessel. 

For a determination of the international ohm, at least five tubes shall be 
used, each of which shall be filled at least three times. 

1 Recent descriptions of the construction of mercury ohm standards are the 
following: von Steinwehr and Schulze, Die Quecksilbernormale der Physik- 
alisch-Technischen Reichsanstalt fiir das Ohm, Mitteilung aus d.P.T.R 
1927; Wolff, Shoemaker, and Briggs, Construction of Primary Mercurial 
Resistance Standards, Bull. B. S., 12, 375 (1915); F. E. Smith, On the Con¬ 
struction of Some Mercury Standards of Resistance, Phil. Trans., 204A, 
57 (1904). 
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ation must be carried out several times, and the average value of 
each must be taken. In making the filling for determining the 
mass, the tube is evacuated, then is filled with mercury, and flat 
glass plates are fitted to the ends so that the mercury column 
completely fills the tube between these end plates. For making 
the resistance measurements, spherical bulbs, the resistances of 
which must be computed,' are attached to the ends of the tube. 
As the resistance of the mercury in the bulb is very largely deter¬ 
mined by the resistance of a small volume very close to the end of 
the tube, the computed resistance depends entirely on the radius 
of the tube at the end which enters the bulb. The radius is 
generally determined from the data taken ip making the calibra¬ 
tion correction. A tube somewhat longer than necessary is 
calibrated. The tube is then cut at a point where the cross sec¬ 
tion has been determined. The radius is computed on the 
assumption that the tube is circular. 

The maximum error that each one of the above factors is 
likely to introduce into a determination can best be determined 
from a consideration of published data. This is summarized 
in Table V. By taking a number of observations on each factor 

Table V.— Maximum Error of Different Factors Entering into a 
Determination of the Mercury Ohm 


Estimated 

Maximum 

Factor Error, p.p.m. 

Calibration correction. 3 

Mass of mercury. 15 

Resistance of mercury column. 10 

Length of tube. 1 

Resistance of terminal bulbs. 10 

Sum of all. 39 


and using a number of tubes, the probable error of a complete 
determination should be considerably less than the sum of the 
maximum errors, provided all systematic errors have been 
eliminated. That such is the case is shown by the data given in 
Table VI, which has been taken from the articles referred to at 
the beginning of this section. From these data, an accuracy of 
one part in a hundred thousand seems possible. However, 
international comparisons of wire standards indicate slightly 
larger discrepancies than would be expected from these data. 
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Table VI.—Experimental Errors in Mercury Ohm Determinations 


Laboratory 

Year 

of 

obser¬ 

vation 

! Number of tubes 

Maximum 

difference 

between 

tubes, 

p.p.m. 

Average 
difference 
of each 
tube from 
mean of 
all tubes, 
p.p.m. 

Physikalisch-Technische 
Reichsanstalt. 

1927 

5 (new tubes) 

20 

6 

Physikalisch-Technische 
Reichsanstalt. 

1927 

10 (new and old) 

70 

19 

National Bureau of' 
Standards. 

1911 

4 

13 

5 

National Physical Labor¬ 
atory . 

1904 

i 

10 

36 

14 


34. The International Ampere Defined.—The international 
ampere was defined by the London Electrical Conference as 
“the unvarying electric current which, when passed through a 
solution of nitrate of silver in water, in accordance with specifica¬ 
tions attached, 1 deposits silver at the rate of 0.00111800 of a 
gramme per second.” As a result of this definition, only two 
accurate measurements are required, viz., the time the current is 
flowing and the mass of silver deposited. However, there are 
numerous experimental difficulties in carrying out a determina¬ 
tion of current by this method. 

35. Experimental Difficulties of the Silver Voltameter.—The 

time during which the current is flowing must be measured with 
the same accuracy that is to be attained in the value of the cur¬ 
rent. The second signals from clocks and chronometers are 
often in error by 0.01 or 0.02 second, or a maximum error of 
0.04 second in measuring any time interval. In order that 

x The specifications may be summarized as follows: The electrolyte shall 
consist of from 15 to 20 parts by weight of silver nitrate in 100 parts of water, 
not less than 100 cc of fresh solution being used in a voltameter. The cur¬ 
rent density at the silver anode shall not exceed ampere/cm 2 ; at the plati¬ 
num cathode, ampere/cm 2 . The silver deposited shall not exceed 
30 per cent of that in the solution. 

Provisions shall be made to prevent particles of silver which may become 
mechanically detached from the anode from reaching the cathode. 

Before weighing, the cathode must be washed and dried. 
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0.04 second shall produce an error of only one in a hundred 
thousand, the time of a run must be 4000 seconds, which is more 
than an hour. During these 4000 seconds the current must be 
held constant. When the circuit is first closed, a few seconds 
elapse before the current can be brought to a definite value; 
thereafter no unusual trouble is experienced in maintaining the 
current to one part in a million. If there is an average error of 
1 per cent in the current during the first 10 seconds, the error in 
the silver deposit of a run which is continued for 4000 seconds is 
more than two parts in a hundred thousand. 

The mass of silver must also be determined with the same 
accuracy as is expected of the current. If a current of about 
1 ampere has continued for 4000 seconds, the mass of the silver 
will be about 5 g. This silver must be weighed to one part in a 
hundred thousand while still contained in the platinum bowl in 
which it is deposited. A balance suitable for such a weighing 
must have a capacity of 100 g and a sensitivity of 0.05 mg. 
Since the absolute mass is required, double weighing must be 
used or a substitution method employed. Unless platinum 
weights are used for weighing the bowl and silver weights for 
weighing the silver, a correction must be applied for the buoyancy 
of the air. One of the difficulties connected with the weighing is 
caused by the large surface of the deposit. On all surfaces 
exposed to the air a layer of moisture is deposited, the thickness 
of which depends on the humidity of the air. Quantitative data 
on this effect are lacking. 

Less than a year after the adjournment of the London con¬ 
ference, Rosa and Vinal 1 discovered that the specifications for 
the silver voltameter are indefinite since the weight of the deposit 
may be changed by as much as ten parts in a hundred thousand 
by the filter paper which was often used to prevent particles of 
the anode from falling onto the cathode. All laboratories have 
now discarded the use of filter paper in voltameters, but no single 
method has been universally adopted for protecting the cathode 
from particles that may drop off the anode. 2 

The published data of Rosa and Vinal show that, with suitable 
voltameters, the error of a single determination is seldom more 

i Bull B. £., 9, 151 (1912). 

a The different forms of voltameters are described by Rosa and Vinal, 
BuU . B. £., 9, 172 (1912), and 10, 479 (1914). 
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than 100 parts in a million. The mean of ten results will probably 
be in error by less than forty parts in a million. 

36. The International Volt Defined. —The international volt 
was defined by the London Electrical Conference as “ the electrical 
pressure which, when steadily applied to a conductor whose 
resistance is one International Ohm, will produce a current of one 
International Ampere.” This definition requires that the volt 
be determined from the ohm and ampere. However, since no 
concrete standard of current is possible, standard cells are 
employed as the concrete standards of electromotive force. 
Recognizing this situation, the London Electrical Conference 
adopted the provision that “the Weston Normal Cell 1 may be 
conveniently employed as a standard of electric pressure for 
the measurement both of E.M.F. and current.” 

37. The International Coulomb, Farad, and Henry. —The 
definitions of the International coulomb, farad, and henry are 
those given by the Chicago Electrical Congress since the London 
conference did not consider these units. “The international 
coulomb is the quantity of electricity transferred by a current of 
1 international ampere in one second.” “The international 
farad is the capacity of a condenser charged to a potential of 
1 international volt by 1 international coulomb of electricity.” 
“The henry is the induction in a circuit when the electromotive 
force induced in this circuit is 1 international 2 volt while the induc¬ 
ing current varies at the rate of 1 ampere per second.” 

1 Specifications were attached which may be summarized as follows: The 
positive electrode is mercury, the negative electrode a cadmium amalgam 
containing 12.5 per cent by weight of cadmium; the electrolyte is a saturated 
aqueous solution of cadmium sulphate; the depolarizer is a paste of mer¬ 
curous sulphate. The most suitable containing vessel is made from glass 
tubing and has the form of an H. Platinum leads are sealed into the bot¬ 
toms of the two limbs and must be completely covered with the electrode 
material. The depolarizer is placed above the mercury; then a layer of 
cadmium sulphate crystals is introduced into each limb. The cell is filled 
above the cross tube with a saturated solution of cadmium sulphate, then 
hermetically sealed. The recommended formula for determining the 
electromotive force at different temperatures between 0 and 40°C is 

Et - Eto - 0.00004060 - 20 ) - 0.000000950 - 20 )* 

+ 0.000000010 - 20 )* 

* Apparently the word international was inadvertently omitted before 
henry and ampere . 
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UNITS AND MEASUREMENTS OF THE FUNDAMENTAL 
MECHANICAL QUANTITIES 

The mechanical units of length, mass, and time are the starting 
points of all absolute electrical measurements. Hence the 
accuracy obtainable in absolute electrical measurements cannot 
possibly be any greater than the permanence and reproducibility 
of the mechanical units. Absolute electrical measurements 
have now become so accurate that it is necessary to consider the 
possibility of errors that result from the mechanical units and 
measurements. 

38. The International Bureau. —The standards of length and 
mass are preserved by the International Bureau of Weights and 
Measures. This bureau, which is supported by contributions 
from the governments of most of the civilized countries, is located 
at Sfevres, near Paris. The treaty 1 establishing the bureau 
provided that each country could obtain prototype standards of 
certified value. The units of the national laboratories depend 
on these prototype standards. 

39. The Unit of Length. —The unit of length universally used 
in absolute electrical measurements is the meter, which is the 
distance between two parallel lines on a platinum-iridium bar 
with an x-shaped cross section called the international prototype 
meter and preserved at the International Bureau. Each nation 
has a similar bar, called a national prototype meter , which is the 
standard of that nation. A photograph of the prototype meter 
of the United States is reproduced in Fig. 7. All the national 
meters have been measured at the International Bureau, so that 
the length of each 2 at 0°C is known closer than 0.1 micron or one 

1 The treaty was amended in 1928 so that now the bureau and its govern¬ 
ing bodies have jurisdiction over electrical standards. Equipment and 
methods epe being developed for exercising this function. 

* The length of the United States prototype meter bar (No. 27) at any 
temperature t between 0 and 35°C is 

0.9999986 + 8.620 X lO"®* - 1.77 X lO" 9 ** meter. 

41 
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part in ten million. The temperature coefficient of each of the 
prototype meters has the same value, and is known with sufficient 
accuracy so that the computed length of a meter bar at any 
temperature between 0 and 35°C is in error by less than 0.1 micron. 



Fiq. 7.—Photograph of the prototype meter of the United States. 


The number of wave lengths of red cadmium light in a meter 
has been determined with such accuracy that these wave lengths 
can be taken as a standard of length. 1 In fact, over long periods 

1 Five determinations have been made of the number of red cadmium 
wave lengths in a meter. The published results for air at 0°C and 760 mm 
pressure are: 

Michelson and Benoit (1893) at International Bureau: 

1 meter = 1 553 163.5 wave lengths 

Benoit, Fabry, and Perot (1907) at International Bureau: 

1 meter = 1 553 164.13 wave lengths 

Watanabe and Imaizumi (1928) at Japanese Central Bureau of Weights 
and Measures: 

1 meter = 1 553 164.37 wave lengths 

Koesters and Lampe (1934) at the Physikalische-Technische Reich- 
sanstalt: 

1 meter = 1 553 164.70 wave lengths 

Sears and Barrel (1934) at the National Physical Laboratory: 

1 meter = 1 553 163.75 wave lengths 

Michelson and Benoit did not correct their value for the humidity of the 
air—in fact, did not record the humidity. Fabry and Perot, by using a 
probable value of the humidity, correct Michelson and Benoit's value to 

1 meter = 1 553 164.0 

The value of Benoit, Fabry, and Perot is generally accepted, with the 
others giving valuable confirmation. The maximum variation is only 
seven parts in ten million. 
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of time, the wave lengths may prove to be more dependable than 
the meter bar. 

40. Classification of Unknown Lengths. —The method to be 
employed in measuring an unknown length depends upon the 
distance to be measured and the nature and position of the defin¬ 
ing points, lines, or surfaces. This discussion will cover only 
lengths between 1 mm and 1 m. If the unknown length is the 
distance between two points in a plane, or between two parallel 
lines in a plane, the measurement will generally be made by com¬ 
parison with a bar which is subdivided to millimeters. If the 
unknown length is the distance between two parallel planes, or is 
a distance that can be defined by means of parallel planes (such as 
the diameter of a sphere or of a cylinder), the measurement may 
be made either by determining the number of wave lengths of red 
cadmium light in the unknown length or by comparing it with a 
suitable end standard. 

41. Calibration of a Subdivided Meter. —The millimeters of a 
subdivided scale are never exactly uniform, and the total length 
of 1000 mm is never exactly 1 m. In scales of the highest quality, 
the individual millimeters may vary from a true millimeter by 
1 or 2 microns, while the 1000 mm may differ from a meter by 
± 10 microns. In order to obtain the highest accuracy in the use 
of a subdivided scale, a complete calibration must be made which 
will give the true value of each subdivision of the scale. As the 
width of the scale lines is usually 3 or 4 microns, even in the best 
scales, an accuracy of calibration of 0.1 micron is all that can be 
expected in any single interval. 

42. Length Measurements Using a Line Standard.— In order 
to compare the unknown distance between two points or between 
two parallel lines with a calibrated meter bar having millimeter 
divisions, some apparatus must be provided which will determine 
the small amount by which the unknown distance is greater, or 
less, than the distance between two of the millimeter divisions of 
the meter bar. A comparator 1 for the purpose usually consists 
of two micrometer microscopes mounted in a heavy metal frame 
or on a stiff rod. The object which contains the defining lines or 
points of the unknown distance is placed so that each line or 
point is at the focus of one of the microscopes. The position of 

1 A vertical comparator, or cathetometer, has been described by Moon, 
J. Research N.B.S. , 14, 363 (1935). 
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each defining line is read by the micrometer of its microscope. 
The meter bar is then substituted for the unknown, and the posi¬ 
tions of two millimeter lines are read by the micrometers. From 
the known distance between these two millimeter lines and from 
the readings and calibrations of the micrometers of the micro¬ 
scopes, the unknown length is determined. In precise measure¬ 
ments of length, the temperatures of the standard, of the unknown, 
and of the measuring apparatus must not vary appreciably during 
the measurements; the length of the standard must be known at 
the temperature of measurement; and the length of the unknown 
is determined for the one temperature only. 

43. Measurements Using an End Standard. —In measuring 
the distance between two parallel planes, some mechanical instru¬ 
ment such as a micrometer is usually employed. Measurement 
directly in light waves requires special apparatus which will not be 
considered in this treatise. If the unknown distance is more 
than 1 cm, an end standard is employed which has a length 
approximately that of the unknown. The first step of the meas¬ 
urement consists in determining the length of the end standard; 
the second step is the comparison of the unknown with the end 
standard. 

At the present time, the length of an end standard is usually 
determined either directly or indirectly in terms of light waves. 
Standardizing laboratories have sets of gage blocks, the length 
of each block having been determined in terms of light waves 
by interferometer methods. These blocks are generally made of 
hardened steel, each block having two highly polished plane 
surfaces which are parallel. The distance between the parallel 
faces of blocks having a length less than 1 decimeter can be 
measured in an interferometer with an accuracy of about 
0.02 micron. Gage blocks can be used singly as end standards, or 
can be assembled end to end to measure lengths longer than any 
that can be measured in an interferometer. When two gage 
blocks are assembled by pressing them together with a sliding 
motion (wringing them together), the length of the combination 
is greater than the sum of the lengths by less than 0.01 micron. 

While standards up to a % m in length can be assembled from a 
large set of gage blocks, such an assembly is not convenient to 
use in measuring an unknown length. Hence single-piece end 
standards of approximately the same length as the unknown are 
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generally employed. Such standards may have their ends 
plane and parallel, but very often the ends are portions of the 
surface of a sphere having its center at the mid-point of the end 
standard. 1 The length of the end standard is determined by 
comparison with an assembly of gage blocks by means of an indi¬ 
cating device of which a micrometer is one type. If the tempera¬ 
ture is controlled with sufficient accuracy, the length of an 
end standard can be determined to 0.1 micron. A micrometer 2 
is also used to compare the unknown length with the end standard, 
and this comparison can be made to 0.1 micron provided the 
unknown distance is sufficiently definite to permit a measure¬ 
ment of this precision. 

44. The Unit of Mass. —The primary unit of mass is a cylinder 
of platinum-iridium which is preserved at the International 
Bureau and which is called the international prototype kilogram . 
Each nation has a national prototype kilogram. 3 The uncer¬ 
tainty in the mass of these national prototype kilograms is less 
than 0.02 mg or two parts in a hundred million. 

46. Calibration of a Set of Weights. —A calibration is required 
for any set of weights which is to be used in precision weighing. 
Such a calibration requires at least one standard, the value of 
which is accurately known, and one or more balances of high 
sensitivity. The accuracy obtainable is less for small weights 
than for the larger ones. For example, two kilograms can be 
compared to one or two parts in a hundred million, but the value 
of a gram weight can be determined only to one part in a million. 

46. Measurements of Mass. —Precision measurements of mass 
are made by comparing the unknown mass with weights from a 
calibrated set by means of an equal-arm balance. To determine 
the value of an unknown mass to one part in a million requires 
several precautions. 

a. Inequalities in the lengths of the two arms of the beam of 
the balance on which the comparison is being made must be elimi¬ 
nated either by double weighing or by a substitution method. 

1 A comprehensive discussion of the use of end standards is found in 
Holt, “Gauges and Fine Measurements,” The Macmillan Company. 

* A micrometer suitable for precision measurements is described by Moon, 
J. Optical Soc. Am. and R.S.I. , 11, 453 (1925). 

3 The prototype kilogram of the United States is No. 20, having a mass of 
1 kg — 0.04 mg. 
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b. The buoyancy of the surrounding air must be considered. 
If the density of the unknown mass is exactly the same as the 
density of the weights with which it is compared, the buoyancy 
introduces no error. When the two densities are not equal, 
a correction can be computed provided data are available con¬ 
cerning the densities of the air, of the standard weights, and 
of the unknown mass. If the densities of the weights and of the 
unknown are very different, or if extreme accuracy is required, 
the densities must be determined with high precision and an 
exact formula for the buoyancy correction must be employed. 
However, by specifying that the accuracy shall not exceed one 
part in a million and by considering only materials of relatively 
high density, the correction can be rather easily determined. 

The symbols used in the formula for the buoyancy correction 
are: 

M x — mass of the unknown object. 

M 8 = masses of the standard weights required to counter¬ 
balance M x when the weighing is made on an equal-arm 
balance in air. 

p x = density of the unknown mass. 
p 8 = density of the standard weights. 
p a = density of the air = 0.0013 g/cc approximately. 
g = the value of the acceleration of gravity. 

The formula for force on the pans of an equal-arm balance is 

- f) - «.„(l - f) 

so that 

M. = M.(\ - +- + £! + • • ) 

If the density of the unknown is greater than 1.3 g/cc, so that 
9a hx is less than 10~ 6 , the approximate formula 

M, - M.[l + - £)] 

gives a value which is in error by less than one part in a million. 

In order that M x can be determined to one part in a million, 
the three densities p a , p„ and p x must be known with sufficient 
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accuracy so that the correction term is correct to 

the sixth decimal place. Since p a is a factor in this correction 
term, the precision with which p a must be known is determined by 
the difference between the reciprocals of p x and p«. As an exam¬ 
ple, take p x = 2.2 g/cc (the density of silica glass) and 
p 8 = 21.4 g/cc (the density of platinum). Then 

— — — = 0.408 cc/g 

Pa Px 

Under standard conditions p a = 0.001293 g/cc so that the 
correction term with these extremes of density is about 500 
millionths. Hence, to obtain an accuracy of one part in a mil¬ 
lion in the mass of a piece of quartz when weighed with platinum 
weights, the density of air must be known to 0.2 per cent. On 
the other hand, if gold is weighed with platinum weights, p a need 
be known only to 10 per cent to give the same accuracy. 

To give an accuracy of one part in a million in M x , both p x and 
p * must be known with sufficient accuracy so that their reciprocals 
are correct to within five in the fourth decimal place. It follows 
that the smaller the density, the more accurately it must be 
known. For example, with silica glass the density must be 
known to 0.1 per cent (i.e., d = 2.200 ± 0.002) whereas with 
platinum the density need be known only to 1 per cent (z.e., 
d = 21.4 ± 0.2). It should be noted that the accuracy with 
which the density of the unknown must be known is entirely 
independent of the density of the weights and vice versa. If a 
piece of silica glass is weighed against weights of the same material, 
the correction term is negligible only if the densities of the two are 
the same within 0.1 per cent, a condition that seldom occurs. 
Hence the density of the unknown and of the weights would have 
to be determined experimentally, whereas, if platinum weights 
had been used, the density of platinum is sufficiently uniform so 
that 21.4 g/cc can be used without making a determination. 
The only advantage in having the unknown and the weights of 
nearly the same density is that the density of the air need not be 
known with high accuracy. 

The method of experimentally determining the density of a 
solid consists in weighing the body in air and then in a liquid 
of known density, usually water. The details are given in many 
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textbooks on mechanical measurements. The density of the air 
is usually computed by the formula 

p. = 0.001293(1 - 0.003665<) - B ° 7 ~ - 

where t is the temperature in degrees centigrade, B 0 is the baro¬ 
metric pressure in millimeters of mercury under standard condi¬ 
tions, and b is a correction for humidity. If p a is required to 
0.2 per cent, t must be known to 0.5°C, while both B 0 and b 
must be known to 1.5 mm. To determine Bo from the reading B 
of a mercurial barometer, the only necessary correction for 
laboratories near sea level is for the expansion of mercury. 
Hence 


Bo = 5(1 - 0.00020 


where t is the temperature of the mercury column. The value 
of b in millimeters when the relative humidity h is less than 90 per 
cent and the air temperature is between 19 and 31°C is given with 
sufficient approximation by the expression 


b = (1.4* - 



The value of h expressed in per cent (h = 40 for 40 per cent 
humidity) can be read with sufficient accuracy by means of a hair 
hygrometer provided the humidity has not exceeded 80 per cent 
since the last calibration of the instrument. 

c. The humidity in the weighing room must be so low that no 
weighable amount of moisture is deposited either on the unknown 
or on the weights. Relatively few data are available concerning 
the amount of moisture deposited on metal surfaces from air at 
different humidities. These data indicate that the deposit on 
metals is of the same order of magnitude as that on quartz and 
glass. On clean surfaces of these materials the moisture deposit 
in air of 90 per cent humidity weighs from 10“ 6 to 10“ 7 g/cm a . 
Judged from measurements of surface resistivity, at 20 per cent 
humidity the moisture deposit weighs about 10~ 12 g/cm 2 . Assum¬ 
ing that these figures are applicable to metals, the standard 
kilogram, which has a surface of about 70 cm 2 , might in very 
humid air have a deposit of nearly 1 mg of moisture, while in very 
dry air only one-millionth of a milligram would be deposited. 
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If the unknown is in a form which has a large surface relative to 
its volume, such as a bowl or tube, then the weight of the deposited 
moisture at humidities as low as 70 per cent may be as much as 
one-millionth of the weight of the bowl. The only certain method 
of elimination of the effect of moisture is to make the weighing in 
an atmosphere of low humidity. The weights and the unknown 
must be kept at this humidity for several hours to reach 
equilibrium. 

d. Any electrostatic charge on either the unknown or the 
weights must be completely dissipated before the weighing is 
started. The charge seldom causes any error if the unknown 
and weights are of metal, but, if either is of an insulating material 
such as quartz, relatively large charges may be retained for several 
hours. The dissipation may be hastened by placing in the balance 
case a small amount of radioactive material. 

47. The Unit of Time. —The unit of time is the mean solar 
second, which is 1/86 400 of the mean solar day or 1/86 164.100 
of the sidereal day. The constancy of the second depends upon 
the uniformity of the rotation of the earth, which is exceedingly 
constant, though the change in its moment of inertia produced 
by the shifting of ice masses, by the depositing of silt, and by 
other changes in the earth’s crust theoretically cause a slight 
effect on the time required for a revolution, though this has 
never been measured. The second is maintained by means of 
clocks and chronometers which are controlled either by the 
vibrations of an elastic body or by the swings of a gravity pen¬ 
dulum,- generally one which has such a length that it makes a 
single swing in 1 second. The pendulum of a clock must be 
given an occasional impulse—on every swing in most clocks—to 
keep it in vibration. Even slight variations in the amount or 
phase of the impulse produce an effect on the period of the pen¬ 
dulum. Earth tremors which are nearly always present some¬ 
times produce a measurable effect on individual seconds. Hence 
there is some question whether the individual beats of any clock 
agree closer than one part in a million. These errors tend to 
average out if a number of beats are considered. Over an entire 
day, the best clocks are not in error by more than 0.01 second or 
nearly one part in ten million. 

48. Measurement of Time. —The precise measurement of a 
time interval is generally accomplished by comparing it either 
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directly or indirectly with the beats of the seconds pendulum of a 
standard clock. The comparison is sometimes carried out by 
optical methods, but more often by means of electrical impulses 
which are produced each second in a circuit by some device 
attached to the clock. Most standard clocks have mechanical 
contacts which are closed (or opened) on each swing. The 
impulses produced in an electrical circuit by one of these mechan¬ 
ical contacts are less regular than the beats of the pendulum 
itself. In good clocks having mechanical contacts, the maximum 
variation of any electrical impulse from the mean of a large 
number is generally as large as 1 millisecond, and often is as 
large as 10 milliseconds. Hence with the best mechanical con¬ 
tacts an interval as long as 15 minutes must be measured to obtain 
an accuracy of one part in a million. 

More accurate electrical impulses can be obtained from the 
pendulum of a clock by means of a photoelectric cell. A mirror 
is placed on the pendulum so that the light from the filament of 
an incandescent lamp is reflected, at the middle of the pendulum 
swing, onto a slit placed in front of the photoelectric cell. An 
optical system is arranged so that a small image of the filament 
is formed at the slit. With a slit of about the same width as the 
image, very accurate electrical impulses are produced, which can 
be amplified by a vacuum-tube amplifier without appreciably 
decreasing the accuracy. While the impulses produced by photo¬ 
electric cells are appreciably more regular than those from 
mechanical contacts, quantitative estimates of the regularity are 
not available. 

For obtaining a standard of time shorter than a second, some 
form of vibrating system is usually employed. A tuning fork is 
satisfactory from 10 -1 to 10“ 4 second. Quartz plates are used 
from 10~ 8 to 10 -6 second. Oscillating electric circuits can be used 
to 10“ 8 second. For most uses, the vibrations must be maintained 
by energy supplied from some outside source. The method of 
applying the energy usually effects the period to some extent. 

The period of a vibrating body must be determined by com¬ 
parison with a standard clock. When the constancy of the 
vibrating body and of the clock are such that the comparison 
can be continued over a relatively long time interval, a very high 
accuracy is readily obtained. High accuracy can also be obtained 
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in a few seconds provided very precise methods 1 of comparing 
coincidences are available. 

In using a vibrating body for the accurate measurement of 
a time interval, several factors must be considered. 

1. The vibrating body should not have two free periods which 
differ by a small amount, as the beats which are produced cause a 
change in amplitude so that the frequency may be slightly 
affected. As an example, the two prongs of a tuning fork should 
be adjusted until they have so nearly the same periods that they 
force each to vibrate with the same period rather than producing 
beats. 

2. The temperature coefficient must be taken into considera¬ 
tion or the temperature controlled. The increase in frequency 
of a steel tuning fork with increase in temperature is about 
100 parts in a million per degree centigrade; that of an elinvar 
tuning fork is about 10 parts in a million. The temperature 
coefficient of a quartz plate may be either positive or negative 
depending on the form and orientation with respect to the crystal¬ 
lographic axes. If properly designed, the temperature coefficient 
will be only a few parts in a million. 

3. A method of mounting must be employed in which very 
little energy is transferred from the vibrating body to the mount¬ 
ing. With a well-balanced fork this condition is fulfilled by 
rigidly clamping the stem to a very heavy base. A quartz plate 
is supported at one or more points in the plane midway between 
its faces. 

4. The method of driving a vibrating body must be adapted 
to it. Mechanical contacts on the vibrating body are not 
sufficiently constant to maintain an accurate frequency. Acous¬ 
tic, magnetic, or electrostatic phenomena connected with 
the vibrating body are usually utilized to produce a feeble 
alternating current of electricity which is amplified and, if 
necessary, changed in phase, so that it will drive the vibrating 
body either by an electromagnet or by a piezoelectric condenser. 
The amplifying and driving circuits, together with their relation¬ 
ship to the vibrating body, should be so designed that slight 
changes in the outside energy supplied to the amplifier produces a 
minimum effect on the frequency. 

1 Moon, B.S. J. Research, 4, 213 (1930). 
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5. The amplitude of vibration must remain constant. The 
frequency of vibrating bodies is slightly affected by the amplitude 
of the vibration. The frequency at different amplitudes has 
been measured by Moon for two freely vibrating forks. For a 
steel fork the increase in frequency was 80 parts in a million 
as the amplitude of the end of a prong decreased from 2.4 to 
0.6 mm; for a similar elinvar fork the increase under the same 
conditions was 110 parts in a million. No data are available 
for quartz plates. 

6. The air pressure must be held constant for the highest 
precision. 

The meager data on the effect of air pressure on the frequency 
of a tuning fork 1 indicate that for a particular fork a change 
in air pressure of 1 cm of mercury produces a change in frequency 
of about four parts in a million. With quartz plates, 2 an increase 
in air pressure of 10 cm of mercury is required to increase the 
frequency by one part in a million. 

1 Tuma, Wien. Ber 98, 1028 (1889). 

* Hall, Heaton, and Lapham, J. Research N.B.S., 14, 85 (1935). 



CHAPTER VII 


UNITS AND MEASUREMENTS OF DERIVED 
MECHANICAL QUANTITIES 

The fundamental definitions of the electrical quantities are 
stated in terms of force and energy, the units of which are 
derived from the fundamental mechanical units. In developing 
a system of absolute electrical measurements, either force, 
energy, or power must be measured in mechanical units. Hence 
the necessity of considering the accuracy with which such 
measurements can be made. 

49. Measurement of Force, —Measurements of force are 
most accurately made by comparing the unknown force with the 
force exerted on a mass by the attraction of the earth. The 
mass can be accurately determined by comparison with standards 
as already discussed. The accuracy with which the acceleration 
of gravity is known at any place limits the accuracy that can be 
obtained in measuring a force at that place. 

60. The Value of Gravity.—The value of the acceleration of 
gravity has been measured in terms of length and time at rela¬ 
tively few places. At the present time, gravity determinations 
throughout the entire world are referred to the value at a partic¬ 
ular pier in the laboratory of the Geodetic Institute at Potsdam, 
Germany, where an elaborate absolute determination was made 
between 1894 and 1906 by means of several reversible 
pendulums of the Kater type. The result obtained was 
981.274 ± 0.003 cm/sec 2 . The computed probable error, as 
given above, was obtained from a number of observations on 
each of five different pendulums. No estimate was made of 
the effect of systematic errors, such as an uncertainty in the 
length of the meter bar to which all length measurements were 
referred. Taking all factors into account, the probability of 
the Potsdam value being in error by ten parts in a million is 
very small, but there is a reasonable probability that it may be in 
error by five parts in a million. 
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Before the Potsdam determination, values of gravity were 
mostly based on an absolute determination made in Vienna in 
1884. By determining the period of an invariable pendulum 
at both Potsdam and Vienna, the value at Potsdam, based on 
the absolute determination in Vienna, was found to be sixteen 
parts in a million larger than the value as determined absolutely 
at Potsdam. The Vienna value is admittedly less accurate than 
the Potsdam value. 

The value of gravity at any particular place (g x ) is compared 
with the value at Potsdam ( g p ) by determining the period of a 
particular pendulum at Potsdam ( T v ) and at the place in ques¬ 
tion ( T x ). Then 


f = QpTi 

X rji 


This equation assumes that the pendulum has remained constant 
in length and that all other conditions, such as temperature, air 
pressure, amplitude of vibration, rigidity of the pier, etc., have 
been the same at the two places. 

There are many records where the difference in gravity between 
two places has been determined two or more times. Assuming 
a constant value at one place, the two'values at the second place 
usually differ by three or four parts in a million, and differences 
as large as ten parts in a million are not uncommon. As an 
example, the values obtained by different observers on the Coast 
and Geodetic Pier in Washington by transporting pendulums 
from Potsdam are given in the following table: 


Table VII. —Gravity Determinations at Washington 


Observer 

i 

Year 

Value, 
cm/sec 2 

Putnam. 

1900 

980.113 

Meinesz. 

1926 

980.122 

Miller. 

1929 

980.119 

Brown. 

1933 

980.118 



The possible error in the value of gravity at any place is the 
sum of the error in the absolute value and of the error in the com¬ 
parison between that place and Potsdam. As a result there is an 
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uncertainty in the value of gravity of from ten to twenty party 
in a million at most places where gravity comparisons have been 
made. 

An approximate value of gravity at any place can be computed 
by the formula 

g = 978.03 + 4.92 sin 2 0 - 3.09 X 10 ~ A h 

where g = value of gravity in centimeters per second per second. 
0 = latitude of place. 

h = height of place above sea level in meters. 

The computed value will seldom be in error by as much as 
0.1 cm/sec 2 or 100 parts in a million. 

51. Measurement of Energy.—Since mechanical standards of 
energy are not physically attainable, all mechanical measure¬ 
ments of energy are made in terms of more fundamental units. 
Two kinds of mechanical energy can be measured with precision, 
viz., the energy of position relative to the earth and the kinetic 
energy of motion with respect to the earth. 

The energy W of mass m, located at a small distance S above 
the surface of the earth, is given by the equation 

W = mgS 

The accuracy with which all these quantities can be measured 
has already been discussed. The kinetic energy of a body of mass 
m, having a linear velocity V, is 

K.E. = y 2 mV* 

The kinetic energy of a body rotating about an axis is 

K.E. = y 2 Io> 2 

where I is the moment of inertia about the axis of rotation 
and co is the angular velocity. At the present time these energy 
equations are so seldom employed in precise measurements 
that a discussion of the accuracy of measurement is npt essential. 

Other forms of mechanical energy, of which the most important 
is the deformation of an elastic body, can be measured by com¬ 
parison with one of the above types. 

One of the important forms of energy is heat energy. However, 
measurement of heat energy directly in terms of mechanical 
energy involves very difficult laboratory technique. Hence the 
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measurement of heat energy is generally accomplished by com¬ 
parison with electrical energy. This is only one example of 
several that might be cited where energy is measured in terms of 
electrical units. No method has recently been used in absolute 
electrical measurements which required the measurement of 
mechanical energy. 

62. Measurement of Power. —The measurement of mechanical 
power is even more difficult than the measurement of mechanical 
energy. The most practical mechanical method of measuring 
the power of a machine is to determine the mass that the machine 
can raise at a given velocity against the force of gravity. Most 
measurements of power are made in terms of the electrical units. 



CHAPTER VIII 


CONSTRUCTION OF RESISTANCE STANDARDS 

In order to maintain the unit of resistance, suitable resistance 
standards are essential. Moreover, for convenience in use, 
standards must be available which have a wide range of values. 
In absolute measurements, standard resistors are used from 
0.0001 ohm to 100 000 ohms. Naturally the construction varies 
to some extent with the value of the resistor. However, with one 
exception, the properties that are required are the same for all 
denominations. 

63. Essential Characteristics of Resistance Standards. —The 

important characteristics of a resistance standard are: (1) per¬ 
manence; (2) definiteness; (3) small temperature coefficient of 
resistance; (4) small load coefficient; (5) small thermoelectromo¬ 
tive force at terminals when carrying maximum current. 

The permanence of a resistor requires that, at a given tempera¬ 
ture, the resistance shall have a definite value which remains the 
same for a long period of time. No resistor completely satisfies 
this condition. Some standard resistors show a continuous 
change in resistance caused by physical changes in the resistance 
material, or chemical action between the resistance material 
and other materials that may come in contact with it. Other 
resistors show seasonal changes in resistance, which are generally 
caused by humidity effects in the form on which the resistance 
material is wound. The different methods that have been used 
to make standard resistors as permanent as possible will be dis¬ 
cussed under the different types. 

The definiteness of a resistor requires that the resistance have 
the same value under all ordinary conditions of use. This 
requirement is easily met for all resistors having a value of 10 ohms 
or more, but is difficult to meet with resistors of 0.01 ohm or less, 
the difficulty increasing with decreasing resistance. A lack of 
definiteness is most apparent in resistors which have both current 
and potential terminals. A resistor of this type has a definite 

67 
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value only when the current distribution in the cross sections 
that include the potential terminals is unaffected by the method 
used in connecting to the current terminals, and when each poten¬ 
tial terminal is so constructed that it assumes the potential of a 
particular point of the resistor. 

The temperature coefficient of resistance of a resistor depends 
largely on the characteristics of the resistance material, but is 
slightly influenced by the method of construction. There are 
several resistance alloys which have a zero temperature coefficient 
at a particular temperature, but no material is known for which 
the temperature coefficient is zero over any appreciable range of 
temperature. The alloys that have been most extensively used in 
standards are: 

Temperature Coefficient, 

Alloy p.p.in. per I°C 

German silver. 360 

Platinum-silver {}A Pt-% Ag).. . . 320 

Manganin ) Zero at some temperature 

Constantin). between 20 and 80°C 

A gold-chromium alloy has recently been investigated 1 which 
can be so annealed that its temperature coefficient is zero between 
20 and 30°C. The last three alloys are, from the viewpoint of 
temperature coefficient, entirely satisfactory for the most precise 
standards. By a careful choice of material, resistors can be 
constructed of either manganin or constantin so that they do not 
change by more than ten parts per million per degree centigrade 
in the ordinary range of working temperatures. The gold-chro¬ 
mium alloy has, when properly annealed, a zero temperature 
coefficient over a wider range of temperature than any of the other 
alloys. 

The load coefficient of a resistor is the change of resistance per 
watt of power converted into heat in the resistor when the 
temperature of the surrounding medium is maintained constant. 
The load coefficient of a resistor results from the fact that the heat 
generated by the current keeps the temperature of the resistance 
material somewhat higher than the surrounding medium in which 
the temperature is measured. The load coefficient depends on the 
temperature coefficient of the resistance material, on the thermal 
resistance to the flow of heat from the resistance material to the 

1 Thomas, B.S. J. Research, 18, 681 (1934). 
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outside fluid medium, and on the thermal capacity and velocity of 
the outside medium. The load coefficient for standard resistors 
of normal size, when immersed in oil, is generally less than 
ten parts per million per watt, and may be less than one part 
per million per watt. Hence the load coefficient does not 
need to be considered in making measurements with an accuracy 
of one part in a million on manganin or Constantin resistors 
provided the expenditure of power in the resistor can be kept as 
low as a few hundredths of a watt. Where the expenditure of 
power is necessarily high, special coils are sometimes constructed. 

The thermoelectromotive force at the terminals of a resistor 
when carrying maximum current depends on the materials of 
which it is constructed and on the method of construction. In 
constructing a two-terminal resistor, a resistance alloy is 
soldered or brazed to copper terminals. The two junctions form 
a thermocouple which may introduce a spurious electromotive 
force into the measuring circuit. To keep this electromotive force 
small, the resistance material must have a small thermoelectric 
power relative to copper and the construction must be such that 
the junctions are normally maintained at the same temperature. 
The thermoelectric power of manganin against copper is only 
1 or 2 microvolts per degree centigrade, whereas that of constantin 
is about 20 microvolts per degree. To insure that the temperature 
difference between the junctions will always be small, the junctions 
should be placed near each other, where the rate of cooling will be 
as nearly as possible the same. With resistors having both cur¬ 
rent and potential terminals, the potential terminal at each end 
should be attached at a distance of several millimeters from the 
place of attaching the current terminals, since the Peltier effect 
causes more heat to be liberated at one junction of the resistance 
material with the copper of the current terminal than at the other 
junction. This heating keeps one junction at a different tempera¬ 
ture from the other, but this temperature difference may not exist 
between points a few millimeters from the junctions. 

The thermoelectromotive force in a well-constructed resistor, 
even of such an unfavorable material as constantin, is seldom 
more than a few microvolts. If the coil resistance is sufficiently 
high so that as much as 5 volts is normally impressed on it in 
making measurements, the presence of the few microvolts of 
thermoelectromotive force will not introduce an error of one part 
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in a million in the measurement of the resistance. Generally the 
thermoelectromotive forces do not need to be considered for 
resistors of 1000 ohms and above. 

64. Types of Resistance Standards. —Three types of resistance 
standards have been extensively used, viz., the B.A. type, the 
Reichsanstalt type, and the B.S. oil-filled type. The B.S. double- 
walled type is the latest addition to the types that are in use 
in the national standardizing laboratories. Photographs of all 
four types are shown in Fig. 8. No type entirely fulfills all the 
requirements laid down in the preceding section. 



Fiq. 8.—Typos of standard resistors. 

All the types have been made in coils of different denomina¬ 
tions, but the greatest care has been exercised in the design and 
construction of 1-ohm resistors, since these are used at all national 
laboratories for maintaining the unit of resistance. Hence the 
following discussion of types will consider mainly 1-ohm coils. 

The B.A. type was devised by a committee of the British Asso¬ 
ciation. 1 The method of construction of a 1-ohm standard is 
shown in Fig. 9. The resistance material was platinum-silver, 
which was imbedded in paraffin. These standards were intended 
to be used in a water bath. The B.A. resistance standards were 
in general use throughout the world for nearly a quarter of a 
century, but now are of historic interest only. 

The Reichsanstalt type of resistance standard was developed 
at the Physikalisch-Technische Reichsanstalt 2 in Berlin about 

1 See description in Report of Committee on Electrical Standards to 
British Association for the Advancement of Science, 1865. 

2 First description of Reichsanstalt resistors is by Feussner, Z. Instrument 
tenk 10 , 6 (1890). A more complete description is by St. Lindeck, B.A. 
Report of Standard Committee for 1892, Appendix IV, 
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1890. The construction of a 1-ohm standard is shown in Fig. 10. 
These standards have played a very important part in the devel¬ 
opment of precise electrical measurements and are still extensively 



Fig. 9.—The B.A. type of standard resistor. 


employed. Hence their construction and characteristics will be 
carefully considered. 

The Reichsanstalt type of resistance standard uses manganin 
as a resistance material. For a standard having a .resistance of 
1 ohm, a manganin wire, insulated by silk, is wound bifilarly on a 
silk-covered brass cylinder; the silk is impregnated with shellac; 
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and the whole is baked at 140°C for 24 hours. After the baking, 
copper wires are silver-soldered to the manganin, and these cop¬ 
per wires are soft-soldered to the heavy copper terminals. The 
brass cylinder and copper terminals are mounted on a hard rubber 
top, to which is attached a perforated metal can for protecting 
the winding, yet permitting the cooling fluid, usually air or oil, 
to circulate over the shellacked surface. The copper terminals 
are amalgamated at the end so that they will make a low resistance 



Fiq. 10.—The Reichsanstalt (P.T.R.) type of standard resistor. 


contact in mercury cups and thus provide a suitable current 
terminal. Potential terminals are also attached to all resistors 
having a value of 1 ohm or less. 

Resistors of the P.T.R. type satisfy all the requirements laid 
down in the previous section except permanence. The perma¬ 
nence of resistors of this type increases as the resistors become 
older but each resistor is a law into itself. As an example, of four 
resistors which have been under observation since 1893 at the 
Reichsanstalt, the values relative to the mean of the four had 
changed in 1909 (sixteen years) by +6, +15, —58, and +37 parts 
in a million, while during the next sixteen years (ending in 1925) 
the change had been +5, —9, —19, +23 parts in a million for the 
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same coils, the results being given in the same order. During 
the first sixteen years the average change from the mean was 
29 parts in a million, compared with 14 parts for the second 
sixteen years. In addition to the changes over a long period of 
time, resistors of this type show, in many climates, changes from 
season to season. The cause of this 
seasonal change in resistance is the 
absorption of water from the air by 
the shellac, causing the shellac to 
swell, which in turn elongates the 
manganin wire, thus increasing its 
resistance. The change from winter 
to summer in a humid climate may 
be as much as 250 parts in a mil¬ 
lion. The above statements show 
that standard resistors of the Reich- 
sanstalt type may not be as per¬ 
manent as is required in precision 
electrical measurements. 

The B.S. type of standard 
resistor, developed by Rosa 1 in 

1908, is shown diagrammatically 
in Fig. 11. The materials and 
general construction features of the 
B.S. type are the same as in the 
Reichsanstalt type, the essential 
difference being that the coils of Fig - 11, 7 _ T he , B ?' 01 . 1_filled type 
the B.S. type are sealed in an air¬ 
tight metal can which is nearly filled with a mineral oil. As the 
B.S. type of standard resistor is sealed, there is no effect of atmos¬ 
pheric humidity and hence no change in resistance with the seasons. 
However, the resistance does change over a period of years. As an 
example, seven resistors which were, in the sixteen years following 

1909, in the group of ten coils used to maintain the unit of resistance 
at the National Bureau of Standards, showed changes of resistance 
relative to the maintained unit of +63, —21, —4, +21, —13, +9, 
+55 parts in a million, which is an average change of 27 parts in 
a million. These changes are not materially different from those 
observed during the first sixteen years of the life of the Reich¬ 
sanstalt resistors. 

1 BvU . B. S ., 5, 413 (1908). 
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Recently an attempt has been made to improve the B.S. 
type. 1 A bare manganin wire is wound on a metal form of the 
same size as the form on which it is to be mounted. It is then 
annealed at 500°C in a vacuum or an inert gas. After slowly 
cooling, the wire is slipped off the annealing form and mounted 
on another form which has an insulating coating, care being exer- 



Fio. 12.—The B.S. double-walled type of standard resistor. 

cised to see that no mechanical strains are introduced into the 
annealed manganin. The form is the inner cylinder of a double- 
walled container, as shown in Fig. 12. This is hermetically sealed 
and attached to a top which supports the current and potential 
terminals. Such resistors show great promise, but have not been 
under observation for a sufficiently long time to determine their 
permanence. 

The load coefficient of a resistor of either B.S. type is higher than 
that of a resistor of the Reichsanstalt type provided all the coils 
are made from resistance materials which have the same tempera¬ 
ture coefficient. This results from the fact that the heat produced 
by the measuring current is not transferred to the cooling fluid 
so readily in the B.S. types as in the Reichsanstalt type. 

1 Thomas, B.S. J. Research, 5, 295 (1930). 
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Standard cells serve to maintain the unit of electromotive 
force. While any number of cells can be used in series provided 
they are sufficiently insulated, yet the range of values of electro¬ 
motive force that can be obtained by standard cells is quite 
limited. 

66. Essential Characteristics of Standard Cells. —The impor¬ 
tant characteristics of a standard cell are: (1) permanence; (2) low 
temperature coefficient; (3) quick response to changes of tempera¬ 
ture; (4) low internal resistance; (5) negligible polarization for 
small currents through the cell; (6) reproducibility. 

A cell is permanent when, at a definite temperature, it has a 
definite electromotive force at any time within a period of years. 
No type of cell is entirely satisfactory as regards permanence. 
The electromotive force of a cell is affected by slight amounts of 
some impurities which may be present in the chemicals of which 
the cell is constructed and possibly by the physical condition 
of the chemicals, such as size of the crystal grains. Apparently 
the effect of impurities and crystal size may change with time, 
causing a change in electromotive force. Also the glass container 
may dissolve slightly, producing an impurity in the electrolyte. 
In unsaturated cells, a change in concentration of some of the 
solutions may affect the electromotive force. 

Low temperature coefficient is essential for cells which are to be 
used in precision electrical measurements. As temperature con¬ 
trol and measurement cannot be made closer than 0.01°C except 
with great difficulty, the temperature coefficient of a standard cell 
should be less than 100 parts in a million if measurements are to 
be made to one part in a million. 

The electromotive force of a cell which has been subjected 
to a change in temperature slowly changes for several hours or 
even days after the temperature has become stationary. This 
phenomenon is known as hysteresis. For some unknown reason, 
some cells show much greater hysteresis than others. A quick 
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response to temperature changes (small hysteresis) is very 
desirable. 

If the internal resistance of a cell is too high, difficulty is 
experienced in obtaining sufficient sensitivity in the measuring 
apparatus. However, a resistance of a few hundred ohms does 
not generally affect the accuracy of measurement, and may be of 
some advantage in preventing an excessive current if an accidental 
short circuit occurs. Most cells are made of such dimensions 
that the resistance is more than 100 ohms. 

The polarization of a cell for a small current is determined 
by the characteristics of the chemicals of which it is constructed. 
In the construction of all standard cells a depolarizer is used, but 
often this is so slightly soluble that chemical action is slow. For 
such cells the current that should be allowed to flow through the 
cell may be very small. As the common methods of measurement 
require that a small current shall flow through the cell, it is impor¬ 
tant that this small current should not affect the electromotive 
force of the cell. 

66. Types of Standard Cells. —The chemical constituents and 
important characteristics of the various types of standard cells 
are given in Table VIII. All the different types have been 
made in many forms. Perhaps the most common form is the 
H-shape cell suggested by Lord Rayleigh for the Clark cell and 
illustrated below for the Weston cell. This form is suitable for all 
types of cells except the Daniell cell. 

The cell which was first suggested by the B.A. Committee 
was the Daniell cell, then in common use. This cell is not per¬ 
manent and new cells must be set up at least once a fortnight. 
The accuracy of reproduction is about 1 per cent. 

The Clark cell has a rather short life. The leads to the 
electrodes are platinum wires sealed through glass. The zinc 
slowly alloys with the platinum, causing it to swell and crack 
the glass. Hence Clark cells never last more than a few years, 
too short a time to make an extended study of the constancy of 
their electromotive force. This tendency to crack, combined 
with the relatively large temperature coefficient of electromotive 
force, has caused the Clark cell to be discarded in practically all 
laboratories. The Carhart-Clark cell is a modification of the 
Clark cell which has a much lower temperature coefficient but an 
equally short life. 



Table VIII. —Composition and Characteristics of Types of Standard 
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The various types of Weston cell are, for the most part, similar 
to the types of Clark cell with cadmium substituted for zinc. 
A diagram showing the H-form is given in Fig. 13. Weston cells 
are universally employed at the present time. The Weston satu¬ 
rated cell, often called the saturated cadmium cell , is used in the 
national laboratories as the primary standard of electromotive 
force. It is also extensively used in commercial and college 

laboratories. On account of 
the extensive use of this cell, 
its properties will be considered 
in detail, giving special atten¬ 
tion to the essential properties 
discussed in the preceding 
section. 

Weston saturated cells are 
not absolutely permanent as 
regards voltage. At McGill 
University, 1 the average volt¬ 
age of a group of seven Weston 
saturated cells decreased 80 
microvolts in twenty years, 75 
per cent of this decrease 
occurring in the first five years 

Fia. 13.—The H-form of Weston satu- j cn j. • u, n x 

rated standard cell.. and 50 P er cent ln the first 

eighteen months. After the 
cells in the above group were ten years old, the change was nearly 
linear, being about 1 microvolt per year. The temperature 
coefficient (37 microvolts per 1°C) of the Weston saturated 
cell is sufficiently low for precise measurements, and the hysteresis 
with changes in temperature is not troublesome for most cells, 
though an occasional one, for some unknown reason, exhibits 
considerable hysteresis. The internal resistance of Weston 
saturated cells of the usual form is a few hundred ohms. Also 
the electromotive force is not affected by currents of a micro¬ 
ampere or less through the cell, which is sufficient to permit its 
use as a standard. Another desirable characteristic in a type of 
cell is that new cells, constructed of highly purified materials, 
shall all have the same electromotive force. The maximum dif- 

1 Shaw, Reilley, and Clark, The Ageing of Standard Cells, Phil. Trans ., 
A229, 125 (1930). 
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ference in electromotive force between the cells of a grpup of ten 
new Weston saturated cells will generally be as much as 10 micro¬ 
volts and may be as large as 100 microvolts. 

The Weston acid cell has all the desirable properties of the 
Weston saturated cell, and in addition appears to be more 
permanent. A group of seven acid cells at McGill University 
showed a change of about 1 microvolt per year for the first five 
years. If these acid cells improve with age in the same manner 
as do the saturated cells, then old cells of this type will be excellent 
standards. 

Weston unsaturated cells are not so permanent as other 
types of Weston cells, decreasing by 30 to 40 microvolts per 
year. On the other hand, unsaturated cells have a lower tem¬ 
perature coefficient than any other type of standard cell. The 
temperature coefficient varies somewhat from cell to cell, but is 
never more than —10 microvolts per degree centigrade, and is 
usually about half this value. Unsaturated cells are used in 
laboratories where the highest precision is not required and where 
the low temperature coefficient is particularly useful. Unsatu¬ 
rated cells should be frequently compared against a more per¬ 
manent standard. Outside of standardizing laboratories, they 
are almost universally employed, partly on account of their 
portability. 



CHAPTER X 


CONSTRUCTION OF STANDARDS OF CAPACITANCE 
AND INDUCTANCE 

Standards of capacitance and inductance, while not of such 
fundamental importance as standards of resistance and electro¬ 
motive force, are required in many kinds of electrical measure¬ 
ments. Standards of capacitance can be so constructed that the 
capacitance in electrostatic units can be computed from the 
mechanical dimensions; and standards of inductance can be so 
constructed that the inductance in electromagnetic units can be 
likewise computed. Such standards will be discussed later, but 
the present description will be confined to those standards which 
are used to maintain the units of capacitance and inductance. 

67. Essential Requirements of Standard Capacitors. —A 
capacitor to be suitable as a standard of capacitance must 
possess the following properties: (1) permanence; (2) definiteness; 
(3) high insulation resistance; (4) capacitance independent of 
applied voltage; (5) small temperature coefficient of capacitance; 
(6) small pressure coefficient of capacitance. In addition, it is 
desirable that there should be no energy loss in the capacitor when 
it forms part of an alternating-current circuit and that the capaci¬ 
tance should be independent of the method of measurement. 

A capacitor is permanent when its capacitance as measured 
by a particular method is, for a given temperature and 
atmospheric pressure, constant over a period of years. In order 
to be permanent, the relative positions of the two sets of plates 
of the capacitor must remain fixed, and the dielectric between 
the plates must not change its properties. This last may be 
accomplished by using a solid dielectric such as mica, which is 
permanent and which does not change its position relative to the 
plates, or by using a fluid dielectric of definite composition, such 
as air, which may circulate but which always fills the ^pace 
between the plates with a dielectric having the same properties. 

A two-terminal capacitor has a definite capacitance only when 
one of its sets of plates completely surrounds the other set so 
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that the presence of outside bodies does not affect the electro¬ 
static field between the two sets of plates. Such a capacitance 
cannot be measured because there are no leads for connecting to 
the measuring apparatus. When leads are connected and the 
outside set of plates is grounded, that portion of the electrostatic 
field resulting from the charge on the lead that connects to the 
inner set of plates may be affected by the presence of outside 
bodies. Since any change in the electrostatic field affects the 
capacitance, there is an indefiniteness in the capacitance of every 
capacitor which has only two terminals. By proper design, the 
indefiniteness of a capacitor may generally be made less than 
1 micromicrofarad. Hence this indefiniteness is important only 
in capacitors of small value. 

High insulation resistance is particularly important in 
capacitors that are to be used in direct-current measurements. 
The insulation resistance of a capacitor is equal to the applied 
voltage divided by the leakage current between terminals. This 
current consists of two parts: (1) the part through the dielectric, 
and (2) the part between the leads. When the leads end in ter¬ 
minals mounted on a piece of solid insulating material, the current 
over the surface and through the body of this material may be 
appreciable. For large capacitors the second part is usually 
negligible relative to that through the dielectric, while for small 
condensers with fixed terminals the second part may be the more 
important of the two. 

The energy loss in a capacitor which is connected in an alter¬ 
nating-current circuit may be divided into three parts: (1) the 
energy loss caused by the current in the insulation of the capaci¬ 
tor, (2) the energy loss caused by the current in the plates and the 
leads to the plates, and (3) the energy loss in the dielectric caused 
by the alternating electrostatic field. The energy loss in joules 
per second produced by the current through the insulation is 
E 2 /R , where E is the voltage at the terminals and R is the insula¬ 
tion resistance. For good condensers, the insulation resistance 
is so high that this loss is negligible. The energy loss in the plates 
cannot readily be computed since the resistance of the plates and 
distribution of charge on them need to be considered. However, 
the energy loss per second in the leads is equal to I 2 r , where I 
is the current in the leads and r is their resistance. For a perfect 
capacitance, I = 2 wfCE (f = frequency, C = capacitance, and 
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E = potential difference), so that the energy loss per second for a 
given voltage applied to the capacitor increases approximately 
as the square of the frequency; hence the loss per cycle increases 
directly as the frequency. For most standard capacitors the 
plate and lead loss is negligible for frequencies below 1000 cycles 
per second, and in many does not become appreciable until 
the frequency is above 1 000 000 cycles per second. The loss in 
the dielectric varies greatly with the kind of dielectric. If the 
dielectric is a vacuum, the loss is zero. With air and the other 
permanent gases, the loss is so exceedingly small as to be negligible 
even in the most precise measurements. With most liquids and 
solids, the loss is appreciable and for some is very large. Among 
solids, fused silica, mica, and paraffin have small loss; among 
liquids, highly refined oils have small loss. 

The capacitance of a capacitor should be independent of the 
method of measurement that is employed to obtain the capaci¬ 
tance. When capacitors are used at extremely high frequencies, 
the apparent capacitance may be affected by the inability of the 
charge to distribute itself uniformly over the plates. However, 
the principle cause of change of capacitance with method of 
measurement is electrostatic absorption in the dielectric. Only 
vacuum and air capacitors are entirely free from absorption, so 
that such capacitors are always employed when the capacitance is 
required to be independent of the method of measurement. How¬ 
ever, capacitors which have absorption are often used as standards 
of capacitance. The absorption is perfectly definite, so that the 
apparent capacitance is definite when the essential features of 
the method of measurement are specified; in alternating-current 
measurements, the essential features are the frequency and wave 
form of the applied electromotive force. 

The capacitance of almost every capacitor is independent of 
the applied voltage unless the voltage approaches that required 
for breakdown. Occasionally a capacitor will show a decided 
change of capacitance with voltage, but this has usually been 
observed in types that are not now used as standards. When 
observed, a capacitor is considered defective. 

The temperature coefficient of capacitance of a capacitor 
depends on the expansion coefficient of its different parts and on 
the change of dielectric constant with temperature of its dielec¬ 
tric. These effects are so involved that they are seldom used to 
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determine the temperature coefficient of a capacitor. An 
experimental determination is more accurate. 

The pressure coefficient is readily computed for a condenser 
having air as a dielectric by the formula 

C P = Cveo^l + 0.000585 ^ y 6 Q 6 °) j 

where C v is the capacitance at a pressure p in millimeters of mer¬ 
cury and C 760 is the capacitance at a pressure of 760 mm. In case 
the air pressure is reduced to half normal, the decrease in capaci¬ 
tance is less than three parts in ten thousand. For condensers 
having dielectrics other than a gas, the pressure coefficient must be 
determined experimentally. 

68. Types of Capacitors. —There are only two types of capac¬ 
itors that are now used to any extent as standards, viz., air 
capacitors and^jniea capacitors. Air capacitors are bulky, and 
hence find greatest use where a small capacitance is required. 
Mica capacitors are seldom used in values smaller than 
0.001 microfarad or larger than 1 microfarad. The properties 
of air capacitors are quite different from those of mica capacitors. 

A fixed-value air capacitor consists of two sets of plates, one set 
being held in a definite position relative to the other set by means 
of one or more pieces of solid insulating material. This solid 
material should be so placed that no part is in a strong electro¬ 
static field. The permanence of an air condenser depends on 
the"permanence of the plates and of the solid insulating material. 
If fused silica or porcelain is used for the insulating material, 
changes therein will probably be negligible with time. However, 
all metal plates are likely to warp owing to slow annealing. Air 
capacitors with brass plates are seldom constant to one part in ten 
thousand over a period of a year and a change of a part in a 
thousand is not unusual. In a variable air capacitor one set of 
plates can move relative to the other by turning in bearings or 
sliding in guides, with a scale to indicate the relative position. 
In such capacitors, the permanence is affected by the wear on the 
bearings or guides. 

The definiteness of an air capacitor depends on the complete¬ 
ness with which one set of plates surrounds (shields) the other 
set and on the method employed in attaching a lead to the inner 
set of plates. In capacitors of recent manufacture the lack of 
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completeness in shielding seldom introduces any indefiniteness 
in the capacitance, but the lead to the inner plates may introduce 
an uncertainty of one or more micromicrofarads into the measured 
capacitance. This is obviated by a three-terminal capacitance, 
examples of which will be discussed in a later chapter. 

The insulation resistance of an air capacitor depends almost 
entirely on the supports that maintain the relative position of 
the two sets of plates. If the supports are properly made from 
a suitable insulating material, the insulation resistance will 
be as high as 10 13 ohms. Likewise the energy loss in alternating- 
current circuits is principally in the supports. By proper design 
the loss can be made so small that, even when the capacitance is 
only 100 micromicrofarads, the power factor (which is equal to 
the energy loss during a cycle divided by 2t times the product 
of the capacitance and the square of the applied voltage) will be 
about 10~ 5 . Again the capacitance of an air capacitor is inde¬ 
pendent of the method of measurement, unless the dielectric 
absorption in the supports appreciably affects the measured 
capacitance. With the best capacitors, the capacitance when 
measured with 100 charges and discharges per second is never 
more than 0.1 micromicrofarad greater than the capacitance 
measured with 1000 charges and discharges per second. The 
capacitance of a properly designed air condenser is independent 
of voltage provided there is no corona. 

A mica capacitor consists of an assembly of sheets of metal foil 
which are separated by thin sheets of mica. This asseiAbly 
is impregnated with some wax, such as paraffin, to remove the air, 
and is mounted between heavy metal plates to increase its per¬ 
manency. Each sheet of metal foil has an “ear” which projects 
beyond the edge of the mica. The ears of alternate sheets pro¬ 
ject to opposite edges of the mica sheet which separates them. 
These ears serve to connect the sheets to the terminals of the 
capacitor. The dielectric is mainly mica, with very thin layers 
of paraffin on the surfaces. Mica capacitors have greater per¬ 
manence than air capacitors, but the capacitance of most of them 
changes by a small amount in the course of a year. Unless a 
mica capacitor has been under observation for several years so 
that its permanence is assured, the capacitance cannot be 
depended on to remain constant within one part in a thousand 
for a period of a year. 
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An unshielded mica capacitor may have a somewhat indefinite 
capacitance and this indefiniteness may be augmented by mount¬ 
ing it near other unshielded capacitors or by connecting it to large 
terminal blocks. For a properly shielded capacitor, the indef¬ 
initeness does not exceed 1 or 2 micromicrofarads, but, for 
unshielded capacitors with large terminal blocks, the indef¬ 
initeness may be 10 or even 100 times this amount. 

The insulation resistance of a properly mounted mica capacitor 
is almost entirely determined by the current that flows through 
the dielectric. This dielectric current is determined by the 
resistivity of the mica and the size and thickness of the mica 
between the plates. The capacitance is determined by the dielec¬ 
tric constant of the mica and the size and thickness of the mica 
plates. It follows that the product of the resistance and capaci¬ 
tance is proportional to the product of the resistivity and dielec¬ 
tric constant, and hence should be a constant for all mica con¬ 
densers. This is approximately the case, the value varying from 
5000 to 50 000 megohms in a microfarad (or ohms in a farad). 

The energy loss in a mica condenser, when used in an alternat¬ 
ing-current circuit in which the frequency is less than 1000 cycles 
per second, is almost entirely in the dielectric, but at frequencies 
above 1000 the loss resulting from the plate resistance sometimes 
becomes an appreciable part of the total. The dielectric loss per 
cycle for a given applied voltage is nearly independent of the 
frequency, decreasing by a factor of two or three as the frequency 
increases from 60 to 1000 cycles per second. It follows that the 
dielectric loss per second increases with the frequency, but a little 
less slowly than in direct proportion to it. For a good mica 
condenser, the power factor at 60 cycles per second is less than 
9 X 10~ 4 (phase difference about 3')> and for some exceptional 
condensers is as low as 2 X 10 -4 . At 1000 cycles a good con¬ 
denser has a power factor less than 5 X 10 -4 , while exceptional 
condensers may have a power factor as low as 1 X 10~ 4 . 

The effect of any given method of measurement on the apparent 
capacitance of a mica capacitor can be expressed by stating the 
difference between the capacitance as obtained by the method of 
measurement and the geometric capacitance. The geometric 
capacitance 1 can be determined either by measuring with direct 

1 For a more complete discussion of geometric capacitance, see Curtis, 
Bull B. S 6, 478 (1910). 
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current, using several short times of charge or of discharge and 
extrapolating to zero time, or with alternating current, using 
several frequencies and extrapolating to infinite frequency (zero 
period). The apparent capacitance by any method of measure¬ 
ment is always larger than the geometric capacitance. For a good 
mica capacitor, the capacitance measured at 60 cycles per second 
may be five parts in ten thousand larger than the geometric 
capacitance, while for some exceptional capacitors the increase 
may be only two or three parts in ten thousand. 

An occasional mica condenser will have a capacitance that 
changes with the applied voltage. Such condensers are not 
suitable for standards. 

The temperature coefficient of capacitance of a mica capacitor 
depends on the method used in measuring the capacitance. The 
temperature coefficient of the geometric capacitance is usually 
negative, and may be as large as 50 parts in a million per degree 
centigrade. The temperature coefficient of the capacitance 
measured with alternating current of audio frequencies is alge¬ 
braically larger by a small amount than that for the geometric 
capacitance. For power frequencies, the temperature coefficient 
has a still larger algebraic value than for audio frequencies, but 
even it may be negative. At 60 cycles per second, the tempera¬ 
ture coefficient is generally less than twenty parts in a million per 
degree centigrade and is more often negative than positive. 

The pressure coefficient of capacitance of mica capacitors is 
quite different for different instruments, varying from —2 to +35 
(average about 15) parts in a million for an increase in barometric 
pressure of 1 cm. 1 Hence the normal changes in barometric 
pressure from day to day at one place may cause a change in 
capacitance of one part in ten thousand. Also a capacitor must 
be expected to decrease in capacitance by one part in a thousand 
if taken from sea level to an elevation of 700 m (about 2000 feet). 

From the data already presented, the conclusion can be drawn 
that, in general, mica capacitors cannot be depended upon as 
standards when an accuracy greater than one part in a thousand 
is required. However, individual capacitors frequently show a 
constancy over a limited time of one part in ten thousand. Such 
capacitors can be obtained only by selection after observation 
for a considerable period of time. 

1 Curtis, Bull. B. £., 8 , 459 (1910). 
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59. Essential Requirements of a Standard Inductor. —An 

inductor, to be suitable as a standard of inductance, must 
possess the following characteristics: (1) permanence; (2) definite¬ 
ness; (3) small temperature coefficient of inductance. In addi¬ 
tion, the resistance should be low and the change of inductance 
with frequency small. The type of construction required to 
meet the above characteristics differs somewhat for a standard 
of self inductance from that for a standard of mutual inductance. 

The permanence of an inductor depends upon the stability 
of the form on which the wire is wound, of the insulation which 
separates the wires, and of the wire itself. The form is usually 
placed under considerable stress when the wire is wound on the 
inductor. Some materials flow slowly under this stress, causing 
a change in the inductance. On the other hand, if the wire 
slowly elongates under the tension introduced in the winding 
(as is likely if soft-drawn copper wire has been used), the stress 
in the form is released and a change occurs in the inductance. 
Also any change in the insulation which will permit a relative 
change in position between the turns of wire causes a change in 
inductance. 

The definiteness of an inductor indicates the accuracy that 
can be expected when its inductance is measured in two different 
laboratories, or in the same laboratory on two different occasions, 
when the only difference in the inductance is the way in which 
the leads are connected. In some cases, leads are permanently 
attached to the inductor, but most inductors have binding posts 
to which the leads are attached. The latter are not so definite 
as the former, since with the latter the leads cannot be placed 
in a second measurement in exactly the same position relative to 
the inductor as they were in the first measurement. The definite¬ 
ness of an inductor is mainly determined by the position of the 
binding posts which are provided for attaching the leads. On a 
self inductor the two binding posts should be close together, and 
so placed that there will normally be no appreciable mutual 
inductance between the leads and the coil. On a mutual inductor 
the two pairs of binding posts should be so located that there 
will normally be no appreciable mutual inductance between the 
two pairs of leads, or between either lead and the opposite coil. 

The temperature coefficient of inductance of an inductor 
results from the change in the dimensions of the winding on the 
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inductor with a change in its temperature. The wire is always 
wound under tension, thus compressing the form and the insula¬ 
tion underneath the wire, and a change in temperature will 
generally affect the tension, since the coefficients of linear expan¬ 
sion of the form and insulation are seldom the same as that of the 
wire. Hence the temperature coefficient of inductance depends 
not only on coefficients of linear expansion but also on the 
compressibility of the form and insulation. This analysis shows 
the difficulty of predicting the temperature coefficient of 
inductance. 

In most applications it is desirable to have the resistance 
of each of the windings of the inductor as low as feasible, but, to 
decrease the resistance, the size of the inductor must be increased. 
Experience has shown that the most useful inductance standard 
is one having a reasonable resistance and a moderate size. For 
a self-inductance standard, the ratio of the inductance to the 
resistance, called the time constant ( L/R ), of the inductor is gen¬ 
erally as large as Hooo second, or 1 millisecond, and seldom more 
than 10 milliseconds. The time constant of each coil of a mutual 
inductance should have about the same value. 

The change of inductance with frequency may be caused by 
capacitance between the turns of the winding, by dielectric loss 
in the insulating material between turns, and by skin effect in 
the wire with which the inductor is wound. All three of these 
causes are always present, but generally the capacitance is the 
most important. If the other effects are negligible, the self 
inductance L f of a coil at any frequency/is given approximately 
by the equation 

L f = Lo(l + 4x >FKLo) 

where L 0 is the inductance at zero frequency and K is called the 
distributed capacitance of the coil. The value of K and L 0 are 
obtained by measuring L f at two frequencies, substituting the 
values in the equation and solving the resulting equations. 
A similar equation can be written for a mutual inductance. The 
effect of dielectric loss on an inductance is generally small, but 
not always negligible. As the loss changes with frequency in a 
manner which is different for different dielectrics, it is not possible 
to express the effect by means of an equation. However, the 
statement can be made that there may be a term which depends 
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on the first power of the frequency. The skin effect produces a 
much smaller change in inductance than in resistance. Skin 
effect produces a decrease in inductance with increasing frequency 
and this decrease is approximately proportional to the square of 
the frequency. 

60. Types of Inductors. —Standard inductors are of two types: 
fixed standards and variable standards. Each type may be 
designed as a self inductance or as a mutual inductance. Many 
different forms of each type are possible, but only the more com¬ 
mon will be described. 

61. Fixed Standards of Self Inductance. —Two forms of fixed 
standards of self inductance are in common use: toroidal coils and 



Fig. 14. —Dimensions of an inductor to give maximum self inductance for a 
given length and size of wire. 


circular coils with rectangular section. Toroidal coils have the 
advantage of a relatively small external field, but they are difficult 
to wind. A discussion of a circular coil of rectangular section will 
indicate the important points to be considered in designing a 
fixed standard of self inductance. 

A given length of wire when wound into a circular coil of rec¬ 
tangular section (see Fig. 14) will have a maximum inductance 
if the section is a square and the inside diameter is twice the 
side of the square section. 1 Under this condition, the inductance 
L in henrys is given with sufficient accuracy for design purposes 
by the formula 

04 £7,5 

L = 24 Mn 2 X 10~ 9 = X 10~ 9 henrys 

where n is the number of turns of wire, b is the side of the square in 
centimeters, and D is the diameter of the wire over the insulation 
in centimeters. A given inductance can be made from wire of 

1 For details see a paper by Brooks, B.S. J. Research , 7, 293 (1931). 
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any diameter ( D ) by winding the coil in a channel of the proper 
width (b); all the other dimensions have the proportions given 
above. The resistance R, in ohms, of such a coil is given by the 
equation 


R = 


1 2pb* 
q*d 4 


ohms 


where p is the resistivity of the material of the wire 
(1.724 X 10 -6 ohm-cm for copper) and q = D/d is the ratio of 
the diameter over the insulation (D) to the diameter of the wire 
(d). 

By algebraic operations with the last two equations and by 
inserting the numerical value of p for copper, the following equa¬ 
tions can be obtained. 



As an example, design an inductor to have an inductance of 
1 henry and a resistance of 100 ohms, using wire in which the ratio 
q is 1.16. Then 


b — 2.91 q = 3.38 cm 
n = 3747 \/q = 4033 turns 
d = 0.475v^7 = 0.493 mm 

62. Fixed Standards of Mutual Inductance. —In designing a 
mutual inductance standard, several factors may need to be con¬ 
sidered in addition to the mutual inductance between the two 
windings. The most important of these are: the resistance of the 
primary and of the secondary, the self inductance of the primary 
and of the secondary, and the capacitance between the primary 
and secondary. With so many variables, the number of types of 
mutual inductance standards is very large. Only a few will be 
discussed here. 

A common type of mutual inductor is made by winding two 
wires side by side in a circular coil of rectangular section. In 
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such an inductor, the self inductance of the primary is the same 
as that of the secondary and only slightly greater than the mutual 
inductance. It follows that the self inductance of the two wind¬ 
ings in parallel is a very little less than the self inductance of either 
coil alone. While this type of coil has the advantage of a large 
mutual inductance for a small amount of wire, so that the resist¬ 
ances of the primary and secondary can be kept small, it has the 
disadvantage that the capacitance between the two windings is 
large. 

An easy method of designing a coil of this type is to design a 
self inductor, by the method of the preceding section, to have a 
self inductance which is four times the mutual inductance desired. 
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Fig. 15. —Dimensions of two coils of the size (placed as close together as 
possible) when the mutual inductance is a maximum for a given length and size 
of wire. 


Then, instead of winding a single wire, wind two wires in parallel, 
keeping the two wires well insulated and bringing their ends out to 
separate terminals. The mutual inductance between the two 
windings will be a little less than one-fourth of the computed 
self inductance, and the resistance of each winding one-half the 
computed resistance of the self inductor. 

Another type of mutual inductor consists of two coaxial 
coils wound on the same form (see Fig. 15). Such an inductor 
has the advantage that the capacitance between the windings is 
small, but the resistance and self inductance of both the primary 
and the secondary for a given mutual inductance are greater 
than in the type just described. 

The design of such an inductor must start by arbitrarily 
selecting some value for the distance between the two coils. 
Unless there is some reason for making the capacitance between 
the primary and secondary unusually small, the best design is 
that which places the coils as close together as possible, so that 
the distance between the centers of the coils is equal to a side of the 
square cross section of each coil. With this condition and with 
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the condition for maximum mutual inductance, 1 the mutual 
inductance M is given by the equation 

M = 77bn 2 X 10- 9 = ~ X 10~ 9 henrys 

where b = length in centimeters of a side of the square cross 
section. 

n = number of turns on each coil. 

D = diameter in centimeters of wire over the insulation. 
The self inductance L of each coil is given by the equation 

iooh 5 

L = 1206n 2 X 10 9 = X 10~ 9 henrys 


63. Variable Standards of Inductance. —A variable inductor 
consists of two coils, one of which is stationary and the other 
movable with a single degree of freedom so that one number 
denotes the relative position of the two coils. The most usual 
method of accomplishing the required motion is to have one coil 
rotate about some chosen axis, which cannot be the axis of the 
coil. When the two coils are connected in series, a variable self 
inductor results; if the terminals of each coil are brought out to 


1 The maximum mutual inductance for a given length of wire l (the same 
for each coil) can be approximately determined as follows: 

Let a — mean radius of coils. 

6 = side of square which is the cross section of each coil and also the 
mean distance between the coils. 
n — number of turns in each coil. 

D = diameter of wire over the insulation. 


n = by IP = l/2ira 


M — 4wan 2 


(-¥-) 
l 2 /. 128tt a 3 A 
= 2ira\ ~ID*~ ~V 


approx. 


Since l and D are constants, 


dM 

da 


l 2 /, 1287ra* 

27ra 2 V ID 2 



For a maximum value of M , 


dM 

da 


0 . 


. 64a 2 
* ' 6 2 


a 

2a - b * 7.2 b 


e 7 - 1096 
4.16 

diameter of form 
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separate binding posts, a variable mutual inductor Is obtained. 
There are two types in common use, the Ayrton and Perry 1 and 
the Brooks. 2 The coils of the Ayrton and Perry type cover 
equatorial zones on two concentric spherical shells, the smaller 
of which can rotate about an axis which lies in the mid-plane of 
both zones and which passes through their common center. On 
account of the difficulty of constructing such surfaces, the spheri¬ 
cal shells are often replaced by short cylindrical shells, the rota¬ 
tion of one cylinder taking place around a line perpendicular to 
its axis. In the Brooks type there are four fixed coils and two 
movable coils, each coil having the shape of a link in a chain. 
Each movable coil has twice as many turns as each fixed coil. 
The coils are mounted in pairs in three sheets of insulating 
material, which can be so assembled that the sheet carrying the 
movable coils rotates between the other two. In each sheet 
the two coils are mounted symmetrically with respect to the 
axis of rotation, the long axes of the two links being perpendicular 
to a line through the axis of rotation. The coils in each sheet are 
so connected in series that the current flows in opposite directions 
around the two coils, and in the assembly the two fixed sheets are 
so placed that the coils in which the current has the same direc¬ 
tion will be placed one above the other. 

The cylindrical form of the Ayrton and Perry type has the 
advantages of ease of construction and of compactness. The 
Brooks type is less affected by external magnetic fields, and, when 
it is properly designed, the inductance change is nearly propor¬ 
tional to the angular motion throughout a large part of the rota¬ 
tion. The resistance of the Brooks type for a given maximum 
inductance can more readily be made small than is the case with 
the Ayrton and Perry type. For both types the ratio of the 
maximum inductance to the minimum inductance is about 10 to 1. 

1 Electrician, 85, 546 (1895). 

2 Brooks and Weaver, Bull. B. S. f 13, 569 (1917). 



CHAPTER XI 


METHODS OF COMPARING STANDARDS 

While absolute electrical measurements are concerned with 
measuring one quantity in terms of the units of other quantities, 
in the setups for making such measurements the necessity often 
arises for comparing two electrical standards of the same kind. 
Hence methods will be described which will permit the inter¬ 
comparison with high accuracy of standards of each of the elec¬ 
trical quantities. Only one or two methods will be given for each 
quantity, these being selected because they are capable of giving 
precise results. In all cases the methods will give the details for 
comparing one standard with another of the same value. Enough 
methods will be given to cover the range of values of standards 
usually required in absolute electrical measurements. In some 
cases consideration will be given to comparing two standards, the 
values of which have a ratio of 10 to 1. 

64. Comparison of Resistances. —The comparison of resist¬ 
ance standards can be made with high accuracy only when proper 
precautions are taken. For standards of low value, i.e ., 1 ohm 
and below, special precautions must be taken to eliminate the 
resistance of the leads and contacts. For standards of high value, 
i.e. y 1 megohm and above, the leakage resistance between the 
terminals, which is usually variable, may appreciably affect the 
measured resistance. Perhaps the simplest to measure are 
standards of intermediate value. 

In all comparisons of high accuracy, the temperature of the 
standard must be carefully measured, as even standards of 
high quality may have a temperature coefficient of twenty parts 
in a million per degree centigrade in the useful temperature 
range. In order that measurements to one part in a million will 
have meaning, the temperature of the standard coil must be 
measured to one-twentieth of a degree. The most satisfactory 
arrangement is to keep the standard coils in an oil bath, the tem¬ 
perature of which is controlled by a thermostat. The oil in the 
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bath must be well stirred to insure that the standard is at the 
same temperature as the oil. If there is an appreciable amount of 
heat generated in the standard by the measuring current, the 
temperature of the resistance material will be higher than the 
temperature of the oil by an amount that depends on the rate at 
which heat is generated in the coil. The rate at which electrical 
energy is converted into heat is called the load (p) on the coil. 
The resistance R t<p of a standard in a bath maintained at a 
temperature t y when the electrical load on it is p, can be com¬ 
puted by the formula 

Rt tP = iJ26,o{l + <*[(t + i?p) ~ 25] + 0[(£ + rjp) — 25] 2 } (1) 

where R 2 B) o is the resistance at 25°C with zero load, and <*> 0, 
and r? are experimental constants. The constant rj gives the 
degrees centigrade per watt that the temperature of the coil is 
above the temperature of the bath. For sealed standards of 
the B.S. type in which the generated heat is first absorbed by 
the oil within the case, the value of tj may be taken as 0.8°C per 
watt if the measurement is made in less than a minute after the 
current is applied. 

Instead of determining rj as a constant of the coil, it is customary 
to maintain the coil in a bath which is kept at a particular 
temperature and to determine the effect of load at this tempera¬ 
ture. Then t R P = */?o( 1 + Xp), where X, the load coefficient at 
temperature t, is a function of a, 0, and rj. There are so many 
factors which may influence the load coefficient of a coil that it 
should be experimentally determined under the same conditions 
as those under which the coil is being used. 

65. Comparison of Resistance Standards of Intermediate 
Value.—Resistance standards of intermediate value can be com¬ 
pared with an accuracy of one part in a million by a Wheatstone 
bridge, which is shown diagrammatically in Fig. 16. Current 
from the battery E divides at the junction of the bridge into two 
parts, ii and i 2 . The resistance C is adjusted until no current 
flows through the galvanometer. Then the potential drop over 
the resistance A equals that over resistance C, and the drop over 
B equals that over D. Hence 


Aii = Ci 2 
Bii = Di 2 
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so that A/B = C/D or A = BC/D. The accuracy with which 
the resistance A is determined depends on the precision with 
which C can be adjusted and on the accuracy with which J3, C, 
and D are known. The precision of adjustment of C depends 
primarily on the sensitivity of the galvanometer. Galvanometers 
with critical damping are now available which permit an adjust¬ 
ment of C to one part in a million, even with relatively small 
currents in the bridge arms. The accuracy with which B , C, and 
D are known depends on the kind of resistors used. If they are 



Fig. 16.—Diagram of a Wheatstone bridge. 


commercial resistance boxes or bridges, the nominal value of each 
will probably be correct within 0.1 per cent, so that the error in A 
will be less than 0.3 per cent; but if they are standard resistors 
having values known within one part in a million, the error in the 
value of A which is caused by errors in B y <7, and D will not be so 
much as three parts in a million. 

In balancing the bridge, the reversing switch S is first closed 
and the galvanometer circuit is closed momentarily by the tap¬ 
ping key K. The resistance C is adjusted between taps until the 
bridge is nearly balanced. Then K is kept closed and C is 
adjusted until the reversal of S produces no permanent deflection 
of the galvanometer. There are generally some residual induc¬ 
tances in the resistances, so that the galvanometer may receive a 
slight “kick” on reversal of the current, even after a balance has 
been obtained. This “kick” must be neglected. The purpose of 
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balancing for reversal of the current is to eliminate the effect of 
any thermal electromotive forces that may be present in the arms 
of the bridge or in the galvanometer circuit. The elimination is 
complete if the thermal electromotive forces remain constant 
during the two balances. However, it is desirable to keep them 
small. For this reason the key placed in the galvanometer 
circuit should be free from thermal electromotive forces. Another 
useful precaution is to wait several seconds after making an 
adjustment of C to insure that the thermal electromotive forces 
at the contacts have become stable. 

If A and B are standard resistors of the same nominal value, 
the value of one in terms of the other can be obtained with high 
accuracy, even though D and C are not accurately known. To 
accomplish this, interchange A and B in the bridge and readjust 
by varying C, taking care not to change the large-valued coils of 
C, but inserting or removing only small-valued coils. Let the 
new value of the resistance be C ± A C. Then 


A _ D 
B C ± AC 


( 2 ) 


Multiplying this equation by the one obtained before reversing 
A and B y 

4! = CD = 1 _ 

B 2 CD ± DAC . AC w 

1 ± C 



The approximation is correct to one part in a million if 
A C/C < 0.001 and if both AC and C are known to one part in a 
thousand. From the preceding equation, 


B - A _ AC 
A ± 2C 


(5) 


In the above description, the assumption is made that all 
contact resistances are negligible. In general this is not the case, 
so that a discussion of methods of eliminating their effect is 
necessary. All standard resistors are constructed with copper 



88 


ELECTRICAL MEASUREMENTS 


[Chap. XI 


terminals (see Fig. 8, page 60), which, when the resistor is measured, 
are set into mercury cups in a copper block, both terminals 
and cups being amalgamated. Since the resistivity of mercury is 
more than fifty times that of copper, and since that of copper 
amalgam is considerably more than that of mercury, the resistance 
of the mercury and amalgam between the two copper pieces may 
be greater than that of the copper terminals. The thickness of 
the copper amalgam slowly increases with time, so that occasion¬ 
ally both cups and terminals should be cleaned and reamal¬ 
gamated. With freshly amalgamated surfaces, the cup resistance 
should be only 1 or 2 microhms, but with cups of several years 
standing it may become as much as 20 microhms. It follows that 
a 10-ohm coil is definite to one part in a million only when the 
contacts are kept in good condition. 

The contacts in the C and D arms frequently introduce errors. 
The D arm does not need to be known and the only requirement is 
that the contacts shall remain constant while the two measure¬ 
ments are being made. Since the C arm, however, must be 
adjusted, variations in the contact resistances in this arm may 
become important. If a plug resistance box is used, there may be 
an uncertainty of 100 microhms whenever a plug is removed or 
inserted. Likewise, there is a variability of about 100 microhms 
in the contact resistance of each dial of a dial resistance box. 
If D is 1000 ohms, then a six-dial resistance box, having ten steps 
per dial, with the largest dial having 100-ohm steps, would make a 
convenient resistor for the G arm. The variability of the contact 
resistance in the dials of such a’ resistor should not be so large as 
0.001 ohm, the smallest resistance that can be read. 

A better arrangement for the C arm is to use two or more fixed 
resistances in C, the smaller ones being shunted by resistance 
boxes. The effect of contact resistances in the resistance box 
used as a shunting resistor on the resistance in the C arm decreases 
as the square of the ratio of the shunted resistance to the sum of 
the shunting and shunted resistances. Hence, by keeping the 
shunted resistance small relative to the shunting resistance, 
contact resistances become negligible. 

A still better arrangement for the C arm is to have a fixed 
resistance in series with a special resistance box in which the 
resistance steps of each dial are effected by a change in a shunt 
resistance. The electrical connections and the values of the 
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various resistances of a box of this type are shown diagrammati- 
cally in Fig. 17. As the illustrated box has steps of a ten- 
thousandth of an ohm, it can be used to measure to one part in a 
million in an arm of 100 ohms. For comparing two 10-ohm or 
two 100-ohm coils, greater sensitivity is secured by having the C 
and D arms 100 ohms each, rather than the 1000 ohms which is 
necessary if all contacts are in series, as suggested in the first 
arrangement on page 88. The contact resistances in the illus- 



dials should not cause an uncertainty of more than 0.00001 ohm in the value of 
any resistance. 

trated box will not cause an uncertainty of more than 10 microhms 
in the box resistance. 

The Wheatstone bridge can be used to determine the value of 
standards of one decimal value in terms of decimal standards of 
one order higher or one order lower. As an example, consider the 
comparison of a 100-ohm standard with a 10-ohm standard. 
Place the 100-ohm coil, Rm, in the A arm and the 10-ohm coil, 
Rio, in the B arm, being careful to keep lead and contact resist¬ 
ances so low that they will not affect the resistance of either arm 
by one part in a million. The D arm is made about 10 ohms and 
the C arm is adjusted by means of the illustrated shunt box until 
the bridge balances. Then Rm/Rio = C/D. To determine C/D 
with an accuracy of one part in a million, provide ten additional 
10-ohm standards, which are numbered from one to ten and 
designated as R\ 0 , R 1 ^, JR!", . . . Rf 0 . Substitute each coil in 
turn for JRi 0 , and balance by adjusting C by amounts Ai C, A 2 C, 
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etc., so that the values of the ten numbered coils are 

R \o = ftio^l - R n ~ «io(l ~ etc. Then P lace 

the Rio coil in the B arm and the other ten in series in the A arm. 
When the bridge is balanced by adjusting the C arm, designate 
the value of the C arm by C + A 0 C. Combining the twelve 
equations and neglecting second-order terms. 

C Rloo 1A 10A 0 C + AiC + A 2 c + • • • + AioC /AN 

d~K ~ 10 - c - (6) 

If all the AC\s are small, so that calibration errors are negligible, 
and if all the comparisons have been made with an accuracy of one 
part in a million, the ratio of R 10 o to R i0 and hence of C to D will be 
known with the same accuracy. 

Once the ratio of C to D has been obtained with the required 
accuracy when the ratio is 10 to 1, the bridge can be used to 
determine the ratio of a 1000-ohm standard to a 100-ohm stand¬ 
ard. As the sensitivity of a bridge decreases when there is a large 
difference in the resistances of the various arms, the comparison 
of a 10 000-ohm standard with a 1000-ohm standard cannot be 
made with high accuracy when the values of C and D are 100 and 
10 ohms, respectively. To overcome this difficulty, the 1000- and 
100-ohm standards, the ratio of which has been accurately deter¬ 
mined, can be used to determine the ratio of a new C and D , 
which have nominal values of 10 000 and 1000 ohms, respectively. 
While the method outlined requires only one standard in each 
decade above the 10-ohm standards where eleven are required, 
yet at least two standards should be available in each decade 
to permit of suitable check measurements. 

66. Comparison of Resistance Standards of Low Value. —For 
comparing resistance standards having a value of 1 ohm or less 
where the resistance of the leads and contacts must be considered, 
a Thomson double bridge 1 is often employed. If properly 
adjusted, an accuracy of one part in a million in the comparison 
of two nearly equal resistances in the range from Kooo to 1 ohm 
can be attained. The bridge is shown diagrammatically in 
Fig. 18. The two resistances to be compared are A and B> each 
of which has current terminals (designated by I with a subscript) 

1 See references in articles by Wenner, Bull. B. S ., 8, 580 (1912) and 11, 
65 (1911). 
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and potential terminals (designated by P with a subscript). The 
resistances to be considered are those portions of the resistance 
material lying between the points where the potential terminals 
are joined to it. The resistances fi and D usually have the same 
nominal value of 100 ohms or more, while the resistances a and C 
are adjustable. To facilitate bridge settings, a and C are often 
mechanically connected together, so that a change in one pro¬ 
duces the same nominal change in the other. The small resistance 
between the terminal of D and the junction of the potential 


JC 



Flu. 18.—Diagram of a Thomson double bridge. 


terminal with the resistance material of B is designated by 5, 
while the similar resistance between C and A is designated by 
7 . In 7 is a low-valued adjustable resistance, the value of which 
does not need to be known. The resistance of the branch which 
includes the link x is designated as X and that of the branch 
including the link y as Y. The adjustments are made by a series 
of approximations. In the different bridge arrangements, the 
battery resistance must be adjusted to give a suitable current 
through the bridge. The different bridge arrangements, which 
are accomplished by the links at x and y y are as follows: 

1 . With y out and x in, balance by adjusting C and a, keeping 
them approximately equal. 

2.. With both y and x in, balance by adjusting y only. 

3. With both y and x out, balance by adjusting 0 only. 
Repeat in this order until the bridge is balanced for all three 
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arrangements. In every case the final balance is made when 
using the reversing switch S, thus avoiding the effect of thermal 
electromotive forces. 

The equations which show the relationships of the resistances 
under the three conditions of balance are: 

With both x and y in: 

(C + y)Y + y(C + D) _ (A + a)X + A (a + 0) 

(D + 8)Y + 8(C + D) (B + 0)X + B(a + 0) 

With x in and y out, Y = <». 

c + y __ (A + a)X + A (a + 0) /QV 

D + 8 (B + 0)X + B(a + 0) w 

With both x and y out, X = Y = o ©. 

C + y _ A. + Ot /q\ 

D + 5 B + j3 ^ J 


Solving these three equations 


A C 
B D 


( 10 ) 


If A and B have the same nominal value, then they should 
be reversed in the bridge and a new set of balances obtained, care 
being taken that D is not altered and that C is varied only in the 
smaller dials, as was described when interchanging coils in a 
Wheatstone bridge. By the new balance, A/B = D/(C + AC), 
so that, as with the Wheatstone bridge, 


A - B _ AC 
B 2 C 


(id 


If A and B have the nominal ratio of 1 to 10, the smaller 
may be replaced by a' 10-ohm standard and the larger by a 
100 -ohm standard, the ratio between these two standards having 
been determined by means of the method described under 
the Wheatstone bridge. In these large-valued standards, a 
single terminal serves for both current terminal and potential 
terminal. The bridge is adjusted exactly as when A and B 
were in the bridge, leaving D fixed and adjusting C in the lower 
dials by an amount A'C. If the ratio of the 100-ohm standard to 
the 10-ohm standard is 10 + £, then 

A 


A'C 
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If the ratio of the large-valued standards is known to one part in a 
million and if A'C is less than 0.1 per cent of C, while A'C and D 
are both accurate to 0.1 per cent, then the maximum error in the 
ratio of A to £ is two parts in a million. 

While the Thomson bridge as described can theoretically 
be used for resistances of any value, yet practically it cannot 
be used for extremely low resistances when the value of the con¬ 
necting resistance, X , is as large as that of the standards being 
compared. An accuracy of one part in a million can be attained 
with resistances of Mooo ohm and larger. There is no object in 
using the Thomson bridge for standards having a value of 10 ohms 
and larger since a Wheatstone bridge is simpler and just as accu¬ 
rate. However, the Thomson bridge is required for the compari¬ 
son of a 10-ohm standard with a 1-ohm standard. 

67. Measurement of the Load Coefficient of a Resistor. —The 
load coefficient of a standard resistor having a value of 10 ohms or 
more can be measured by means of a Wheatstone bridge, provided 
two auxiliary standards, as nearly identical as possible with the 
first, are available. Three separate measurements are required 
to determine the load coefficient. In these measurements the 
load on the auxiliary standards is kept constant, while that on the 
standard is varied. 

First the three standards are intercompared by means of a 
Wheatstone bridge with a definite load, p } in watts on each 
standard. For convenience in computing the load on each coil, 
let the electromotive force of the battery of the Wheatstone bridge 
be represented by 2 E. Also let the battery be so connected that 
one part of the current from it flows through the A and B arms 
and the other part through the C and D arms. Then if the resist¬ 
ance in the battery arm of the bridge is negligible, and if the 
standard (or one of the auxiliaries) is in the A arm and an equal 
resistance is in the B arm, the power expended in the standard 
(load on the standard) and on each auxiliary coil is equal to E 2 /R 
watts. Represent the resistance, under this load, of the standard 
under investigation by R and that of the measured resistance of 
the two auxiliary resistors by R + 8 1 and R + 82 . 

Next place the standard in the A arm of a Wheatstone bridge, 
place the two auxiliary resistances in series in the B arm, and 
increase the battery voltage to 3 E. The standard and the two 
auxiliary resistances now have the same load, p, as when inter- 
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compared. To introduce the load coefficient into the equation 
for this balance of the bridge, let the resistance of the standard at 
zero load be R 0y so that, with load p, R = R 0 ( 1 + Xp), where X 
is the load coefficient. When the bridge is balanced, 

R _ Rod + Xp) = C n oN 

2 R -b §2 2 R -h 5i -T 5 2 D i 


Now put R in the B arm and the two auxiliary standards in 
parallel in the A arm, keeping the battery voltage at 3 E. The 
load on the auxiliary standards and on the C and D arms is the 
same as in the previous measurement but on the standard it is 
now 4p. The ratio of the A arm to the B arm is nearly the same 
as in the first arrangement, so that the bridge is balanced by a 
small adjustment AC of C. Then 

34(2 R + + 5 2 ) __ C + AC 

Rod + 4 Xp) D 


Dividing this equation by the previous one, inserting for R the 
value Ro(l + Xp), and solving while neglecting second order 
terms, 


3Xp 


5i T" 5 2 AC 
R ~C 


(15) 


A determination of the load coefficient of a standard of 100 ohms 
can be made by using a Wheatstone bridge with unequal arms in 
conjunction with a 10-ohm coil of known load coefficient. Insert 
the 100-ohm standard in the A arm of a Wheatstone bridge, 
with the 10-ohm standard in the B arm. In the C arm place ten 
100-ohm coils in series and in the D arm place a similar 100-ohm 
coil. Balance the bridge by shunting one of the 100-ohm coils 
with a high resistance. The load on each of the coils in the C and 
D arms is only one-hundredth of that in the 100-ohm standard in 
the A arm, so that the change in resistance of C and D arms 
with load can be neglected. Hence, using two loads, pi and 
p 2 , on the 100-ohm standard, and representing the load coeffi¬ 
cients of the 100-ohm standard by X' and those of the 10-ohm 
standard by X, 

100(1 + X'pi) C 


100(1 + X'p 2 ) C + AC 
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X' 


X AC 

10 + C(p 2 - Pl ) 


(17) 


Similar methods can be applied to standards of still larger 
value. 

No entirely satisfactory method of determining the load 
coefficient of a standard having a resistance of 1 ohm or less has 
been developed. If the load coefficient of a 1-ohm standard is 
desired, and if a Y\. o-ohm standard is available, having approxi¬ 
mately the same size and type of construction and approximately 
the same temperature coefficient as the 1-ohm standard, then the 
load coefficients of the two standards are approximately the same. 
These two standards can be compared in a Thomson bridge at two 
different loads, the bridge arrangement being such that the loads 
on the a, 0, C, and D arms is so small as not to affect their resist¬ 
ances. The resulting bridge equations are the same as in the 
Wheatstone bridge of the preceding paragraph. Hence, since 
X' = X, 


10AC 

9 C(p 2 — pi) 


(18) 


Another method of determining the load coefficient of a low¬ 
valued standard is to find a second standard of the same 
denomination, which has a different temperature coefficient from 
the first standard but which is identical in construction with the 
first standard. The load coefficients may be assumed propor¬ 
tional to the temperature coefficients at the temperature of 
measurement so that ai/a 2 = Xi/X 2 . Comparing the two stand¬ 
ards in a Thomson bridge at two loads, p i and p 2y the result is the 
same as for the Wheatstone bridge so that 


Xi — \ 2 


AC 

C(p2 ~ Pi) 


(19) 


But from the above relationship, 


\i _ x 2 = Xi X —- - 

oc 1 

( 20 ) 

> _ «i x AC 

M ~ «1 - «2 C( P2 ~ Pl ) 

( 21 ) 


Hence 
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The accuracy of this method is greatest when the value of a 2 is 
very near zero. 

68. Comparison of the Electromotive Forces of Standard Cells. 

The comparison of two nearly equal electromotive forces is usually 
made by balancing the difference between the two electromotive 
forces against the drop in potential of a known current over a 
known resistance. Several types of potentiometers for making 
comparisons of electromotive forces are available, but in general 
these instruments are more elaborate than is necessary for the 


comparison of standard cells, and they do not always give the 

required accuracy. Two compara¬ 
tively simple methods will be 
described which will permit the com¬ 
parison of two similar standard cells 
with an accuracy of one part in a 
million. 

A diagram for comparing two cells 
>Si and S 2 when their electromotive 
forces differ by less than 100 micro¬ 
volts is shown in Fig. 19a. The 
current from the battery B is regu¬ 
lated by the resistance x and 
measured by the milliammeter MA. 
The standard cells Si and S 2 with 
their electromotive forces opposed 
are connected to the potential ter¬ 
minals of the standard resistor R 
having a resistance of 0.001 ohm. 
The current is adjusted by the 
resistance x until there is no deflection of the galvanometer 
G. Then if the reading of the milliammeter is /, 



Fig. 19a.—Diagram of the 
milliamotcr method for measur¬ 
ing the difference in the electro¬ 
motive forces of two similar 
standard cells. 


Ei — E 2 — IR 


( 22 ) 


where E 1 and E 2 are the electromotive forces of the standard 
cells Si and S 2 . If the value of E 1 — E 2 is less than 100 micro¬ 
volts, this method will give results accurate to 1 microvolt, 
since R is easily maintained with much higher accuracy than 
required, and the readings of a good milliammeter will not 
be in error by 1 per cent. It is very rapid in operation, but 
only the differences are obtained. A numerical addition or sub- 
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traction is required in reducing the data. The principal sources 
of error are the thermal electromotive forces in the standard 
cell circuit. 

The principle underlying the second method differs from that 
of the preceding in that the current is maintained constant and 
the resistance varied to obtain a balance. However, resistances 
of low value which can be varied by definite amounts are not 
available. To avoid this difficulty and to obtain potential drops 
as low as 1 microvolt, two circuits are arranged from one battery 



Fw. 196.—Diagram of a potentiometer method of measuring the difference 
in the electromotive forces of two similar standard cells. 

and, where the currents separate, a resistance is inserted in each 
circuit so that the difference between the two potential drops is 
used in balancing against the difference in electromotive forces 
of the two cells. The current in one circuit is maintained at a 
definite value by making the potential drop over a known resist¬ 
ance equal to the electromotive force of a standard cell. 

The setup for this method, which is shown in Fig. 196, is sug¬ 
gested for standard cell measurements as being somewhat simpler 
than standard potentiometers which embody the same principles 
but which are designed for more general uses. The diagram 
indicates a number of separate pieces of apparatus, but many of 
these can be collected into a single instrument if desired. Especial 
attention must be given to the galvanometer, which should have a 
current sensitivity as great as 10“ 9 ampere per milliradian and a 
critical damping resistance of about 1000 ohms. 
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A storage battery B having an electromotive force of 10 or 
more volts produces current in two circuits, one in the lower left 
of the diagram and the other in the lower right. The current in 
the left circuit is adjusted by the resistance R and is maintained 
at 0.01 ampere by balancing the potential drop in a resistance of 
101.8 ohms against the electromotive force of a Weston cell E\ 
The current in the right circuit is adjusted by the resistance Q 
and is maintained at such a value that the potential drop over the 
resistance x is just equal to that over the resistance box y when 
all dials are set at zero. This resistance box y is of the shunt dial 
type shown in Fig. 17 and has an initial resistance of 1 ohm with 
dials which increase this resistance in steps of 0.01, 0.001, and 
0.0001 ohm. The difference in the electromotive forces of Ei and 
E 2 is balanced against the difference in the potential drops over x 
and y , the necessary adjustment being made by varying y. The 
switches A , B , and C are arranged to permit a single galvanometer 
to be used in making all the necessary adjustments. The resist¬ 
ances u and v are provided so that the proper damping resistance 
can be introduced into the galvanometer circuit. 

Three independent adjustments are required in making a 
comparison. 

1. The first adjustment is for the purpose of making the current 
in the left circuit 0.01 ampere. Hence the switch A is up, B 
down, and C open, so that the galvanometer G is in series with the 
standard cell 1 E', which has an electromotive force of 1.018 + volts 
(a Weston saturated cell). This electromotive force is balanced 
against the potential drop in the resistance by adjusting R until 
the galvanometer shows no deflection on closing the key K. The 
current through the left arm will then be }{oo ampere. The cur¬ 
rent must be adjusted to this value with an accuracy of one 
part in a thousand. Since B is 10 volts or more, Ko ohm 
steps in R will suffice to make the adjustment with the required 
accuracy. 

2. The second adjustment is for the purpose of making the 
potential drop across x equal and in opposite direction to that 
across y when the dials are on zero. Hence the switch'A is 
down, B up, and C down, so that the galvanometer is connected 
across the resistances x and y. With the dials of y on zero, 
the resistance of Q is adjusted until there is no deflection of the 
galvanometer on closing the galvanometer key. Since x is 
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approximately 1 ohm, the same as the zero resistance of y , 
Q must be adjustable with the same accuracy as R. 

3. The third adjustment is to balance the difference in the 
electromotive forces of E\ and E 2 against the difference in the 
potential drops over x and y . Hence A is down, B up, and C up, 
so that the standard cells, connected to oppose each other, are 
connected across the resistances x and y. It is necessary that 
the cell with the larger electromotive force be in the position 
indicated by E i. The shunt-dial resistor y is adjusted until there 
is no deflection of the galvanometer on closing the key. Since 
the current in the left-hand arm is not changed from 0.01 ampere 
by as much as one part in a thousand by adjusting the dials of y f 
Ei — E 2 = 0.017), where D is the reading of the dials of the shunt 
resistor. Since the maximum value of D is 0.111 ohm, E\ — E 2 
cannot be measured if it is greater than 1110 microvolts. 

The two sources of error that may enter in a measurement by 
this method are thermal electromotive forces in the standard cell 
circuit and lack of steadiness of the current in the two arms. 
The thermal electromotive forces are from two sources: first, 
those which result from some temperature gradient in the appa¬ 
ratus and which are relatively stable; second, those which are 
caused by the frictional heating of the switches and dials as 
they are operated. The first, so long as they remain constant, 
are completely eliminated by the procedure just outlined. The 
second source is unimportant since an electromotive force 
in any one of the dials of the shunt-dial resistor produces 
a current through the circuit within the resistor of which it is 
a part. The electromotive force, as measured between the 
terminals of the resistor, is determined by the fall of potential of 
this current over the shunted resistance. If the value of the 
shunted resistance is r and that of the shunt resistance is s, and if 
an electromotive force e is present in the shunt resistance, then the 
electromotive force at the terminals of the resistor is er/(r + s). 
Now the thermal electromotive force from a pair of well-designed 
contacts is seldom more than 1 microvolt. Using this electro¬ 
motive force and the resistance of the shunt-dial resistor given 
in Fig. 17, the maximum value of the computed electromotive 
force at the terminals of the resistor is about 0.5 microvolt. 

While the experimental procedure eliminates all constant 
electromotive forces in the galvanometer circuit, yet good design 
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requires the materials and construction to be such that the thermal 
electromotive forces are a minimum. All connecting wires and 
binding posts, as well as all conducting parts of the galvanometer, 
should be of pure copper. The key and switches should be of 
copper, except the contacts of the key, which, if small, may be of 
silver, gold, or platinum. The resistance materials in x and y 
should be of manganin or other alloy having a small thermo¬ 
electric power with respect to copper. The two ends of each 
resistance coil should be hard-soldered to copper wires, and the 
two junctions should be kept close together so that their tempera¬ 
tures will be the same. 

The second source of error is a lack of steadiness of the current 
in either of the two arms. This steadiness depends on the con¬ 
stancy not only of the electromotive force of B but also of the 
resistances. However, as variations in current of one part in ten 
thousand will not affect the final result by a microvolt, the 
required steadiness is readily attained. With such large varia¬ 
tions in current permissible, any storage battery which is in good 
condition will have a sufficiently steady electromotive force. 
Resistance boxes using manganin as the resistance material are 
sufficiently stable for use in R and Q. The change in current 
caused by operating the dials of the shunt-dial box is negligible. 

With the apparatus as described and reasonable precautions 
in operation, the difference in electromotive forces of two stand¬ 
ard cells can be determined to 1 microvolt. Such accuracy in 
intercomparison is useful only when the cells are continuously 
maintained at a definite temperature. As the temperature 
coefficient of a saturated cadmium cell is about forty parts in a 
million per degree, the temperature should be controlled to 
0.01°C. 

69. Comparison of Currents. —The comparison of two currents 
is usually effected by determining the fall in potential over known 
resistances which are inserted in the circuits. The fall in poten¬ 
tial over each resistance may be measured by means of a potentiom¬ 
eter, in which case 1 1// 2 = E 1 R 2 /E 2 R 1 . If this comparison is 
to be made to one part in a million, the resistances must be known 
and the potential drop measured to that accuracy. As measure¬ 
ments with a potentiometer to one part in a million are extremely 
difficult, a direct comparison of the potential drop over known 
resistances is sometimes desirable. 
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A setup for the comparison of the currents of two circuits 
which are so well insulated that they can be connected together 
at one point is shown in Fig. 20. In the upper circuit there is 
a standard resistance, with two potential terminals, while 
the lower resistance has three potential terminals so arranged 
that Ri is at least 1000 times greater than r. Across r is con¬ 
nected a high-resistance slide wire having 1000 divisions, the 
connecting resistances from the resistance material in the stand¬ 
ard to the effective end of the slide wire being equal to a and b 



Fig. 20.—Diagram of a setup for the comparison of two currents. 


divisions of the slide wire, respectively. One potential terminal 
of i? 2 is connected to a corresponding potential terminal of R\. 
If the circuits are well insulated, there will be no current in the 
connecting conductor. The second potential terminal of R 2 is 
connected through a suitable galvanometer to the contact on the 
slide wire. When the slide-wire contact is adjusted until no cur¬ 
rent flows through the galvanometer, 


h 

h 


= Ri , 
R* ^ 


_ r(x + fl) 

r(1000 + a + b + 


(23) 


where x is the reading of the slide wire and 2 is the resistance of one 
division of the slide wire. If the resistances can be intercompared 
with sufficient accuracy and if there are no thermoelectromotive 
forces in the galvanometer circuit, the ratio of the currents can 
be determined to one part in a million. 
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As an example, consider that 1 2 , being about 2 amperes* 
is a little more than twice the value of 1 1 . Choose a suitable 
1 -ohm standard for R 2 and a 2-ohm standard for R\. There 
should be four potential terminals for R 1 , so that it is equivalent 
to two 1-ohm coils in series with a Moocrohm section for r. 
Both if 1 and if 2 should be mounted in an oil bath, the temperature 
of which is controlled by a suitable thermostat; otherwise the tem¬ 
perature coefficient of both must be known, and the temperature 
of the oil must be frequently measured so that the resistance can 
be reduced to a common temperature. Also the load coefficient 
must be known or shown to be negligible. The resistance of 
each of the 1-ohm sections of if 1 can be compared with if 2 with an 
accuracy of one part in a million by means of a Thomson bridge. 
If r is Ho 00 ohm, its value is required only with an accuracy of 
one part in a thousand, which can readily be determined by a 
Thomson bridge, or by numerous other methods. 

The galvanometer must have a high voltage sensitivity 
and a low external critical damping resistance. If the damp¬ 
ing resistance is greater than 3 ohms, the damping should 
be made critical by means of a copper resistance in series with 
the galvanometer. 

The effect of thermoelectromotive forces in the galvanometer 
circuit is not so easily eliminated. All parts of the circuit should 
either be copper or an alloy having a low thermoelectric power 
against copper. The most suitable alloy for the resistance 
standards and slide wire is manganin; all other parts, including 
binding posts, keys, etc., should be copper. Even then, if the 
contact rests on the slide wire while adjustments are being made, 
a temperature gradient may be established, which disappears in 
less than 20 seconds after the motion ceases. If possible, the 
currents in both circuits should be reversed, so that a mean of 
the two readings will eliminate the effect of any permanent 
thermoelectromotive force. With care, thcrmoelectromotive 
forces may be reduced to 1 microvolt or less. 

70. Comparison of Capacitances.—The comparison of capac¬ 
itances is generally accomplished by the use of an alternating 
electromotive force. The method to be employed in any case Yfill 
depend to some extent on the frequency of the alternating current 
and the values of the capacitances to be compared. This dis¬ 
cussion will be limited to frequencies below 3000 cycles per second 



Sec. 70] 


METHODS OF COMPARING STANDARDS 


103 


and to capacitances greater than 0.001 microfarad. Also the 
capacitor will be supposed to have, at all frequencies, a power 
factor of less than 6 X 10 -4 (phase difference less than 2'), which 
will be the case with a mica condenser of good quality. 

In Fig. 21 is a diagram of an alternating-current bridge suitable 
for comparing an unknown capacitance Cx having a power factor 
cos Ox with a standard capacitance Cs of approximately the same 
capacitance as Cx and a power factor cos 0 S . The standard Cs is 
inserted in the upper right-hand arm; Cz is chosen to have the 
same nominal value as Cs] Ri is set at some convenient value; 1 
Ci, a calibrated air capacitor having a maximum capacitance of 
about 1000 micromicrofarads, is set near the middle of its range; 
and the bridge is balanced by adjusting R 2 and C 2 . The switch 
S is now thrown to connect the detecting instrument to the 
grounded arm, and Qi and K\ (or Q 2 and K 2 ), having values of the 
same order of magnitude as R 1 and Ci, are adjusted for zero cur¬ 
rent through the detecting instrument. The galvanometer is 
again connected to the bridge, which is again balanced. This 
process is repeated until the detecting instrument shows no cur¬ 
rent for either position of the switch S. The unknown capaci¬ 
tance C x is now inserted in place of Cs, and the bridge 
and grounding arms are balanced, but this time by adjusting 
Ri and C 1 so that, as pointed out in the footnote, the computa¬ 
tions will be simplified. 

The solution of the bridge equations is simplified by the use of 
the notation of imaginary numbers, in which the impedance of a 
condenser is represented by the expression 

(cos 0 - j) 

01 C 

1 The most desirable resistance value for R 1 , and hence for R 2 , will depend 
on the frequency. For low frequencies the resistance should be relatively 
high, between 1000 and 10 000 ohms, so that the necessary phase-angle 
adjustment can be made with the variable air condenser Ch. For higher fre¬ 
quencies, the resistance of Ri should be lower, between 100 and 1000 ohms, so 
that an excessively precise setting of C 1 will not be required. In any case the 
computation of results will be simplified if the numeric which represents the 
resistance of Ri bears a decimal relationship to the numeric which represents 
the capacitance of Cs] e.g., if Cs — 0.1002456 microfarad, let Ri = 100.2456 
ohms. Then, if the procedure is followed as indicated, the value of Cx can 
be deduced from the corresponding reading of Ri without any numerical 
calculation. 
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where cos 8 = po wer factor. 

j = V"-!- 

co = angular velocity of the alternating electromotive 
force ( 2 t times the frequency). 

C = capacitance. 

Let the effective values of the alternating currents in the three 
left-hand branches be represented by I h 7 2 , and 7 8 , respectively, 
and those in the three right-hand branches by 7 4 , h y and 7 6 



Fig. 21.—Diagram of a setup for the comparison of two capacitances. 


Then 

-«■ - 

(24) 

and 

t / -A _ r d _ T (cos e s - j) 

/, \<oC 2 ) ~ ~ h 0>C S 

(25) 

Also 

I\ 7 2 == li "b lb and 7a == 7a 



By determining the values of 7i, / 2 , h, and h in terms of 7 8 and /$ 
from Eqs. (24) and (25) and substituting in the equations for the 
currents, 

(i - a <» 

Separating into the real and imaginary parts, and solving for 
Cs and cos 6s, 
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ri _ C&Ri w 1 — UC 2 R 2 cos 0 5 /<vy ^ 

5 X 1 - CoCxfll COS 0i ^ 0 

cos $s == cos #3 -f- «(BiCi — R 2 C 2 ) (28) 

Small terms are neglected in Eq. (28). 

When the bridge is balanced with the capacitor Cx inserted 
in place of Cs y the value of R 1 becomes 72/, that of C\ becomes 
CY, and the equations for capacitance Cx and power factor cos Q x 
are: 


n _ Ca/2/ w 1 ~ 03 C 2 R 2 cos d x /om 

~ R 2 X 1 - (dCi'Ri COS 03 ^ ; 

cos 0x == cos 03 4" co(72/C7 — R 2 C 2 ) (80) 

Combining Eqs. (27) and (29) and neglecting second order terms 

r* _ r #/ v 1 “ «(Ci/2i cos 0 3 + C 2 72 2 cos d x ) 

~ ^72! X 1 - <o(C772/ cos 03 + C 2 72 2 cos 8 a ) { } 

Also, by combining Eqs. (28) and (30), 

cos Ox — cos Os 4“ <o(72/C/ — 72iCi) (82) 

For use in computation, the following approximate formula 
for Cx is more convenient and sufficiently accurate, viz., 

Cx = ^-’[l + uiCr'R/ - C,J2,)(cos 9 S - C oCM (33) 

Hi 

This formula assumes that the impedance of the capacitor is 
represented as a capacitance in series with a resistance. 

The detecting instrument for the capacitance bridge represented 
in Fig. 21 should be a vibration galvanometer for frequencies below 
500 cycles, but for the higher frequencies a telephone receiver 
may be used. In either case an amplifier may be employed 
provided sufficient care is exercised in its design. The alternating 
electromotive force impressed on the bridge should be approxi¬ 
mately a sine wave, but a few per cent of harmonics will not 
appreciably affect the measured value of the capacitance or 
power factor. 

The substitution method as outlined does not require that the 
resistances be calibrated with high accuracy. However, the 
adjustment of 72i must be accomplished by changing the dials of 
low value, without changing the main portion of the resistance. 
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Also the capacitance of the leads to Cx and Cs should be kept 
constant, so that no correction on this account is necessary. 

A capacitor does not have a definite capacitance unless it is 
surrounded by a metallic shield which is connected to one 
terminal. In the diagram all the shields are shown connected 
to the terminals nearest to the galvanometer connection. The 
resistances do not need to be shielded unless great accuracy is 
required in the power-factor measurement. 

Two capacitances having a value of 1 microfarad can be com¬ 
pared at frequencies of 60 and 1000 cycles per second with an 
accuracy of one part in a million. However, capacitors are 
influenced by so many external conditions that comparisons with 
the highest accuracy are seldom of any importance. As an 
example, a change in atmospheric pressure of 1 cm of mercury 
changes the capacitance of many capacitors by twenty parts in 
a million. 

71. Comparison of Self Inductances.—The comparison of two 
self inductances is not readily accomplished by a direct comparison 
in an alternating-current bridge, as the balancing of such a bridge 
is difficult unless a variable self inductance is employed. A 
satisfactory method for making a comparison of self inductances 
is to measure first the one and then the other in terms of resist¬ 
ance and capacitance in an alternating-current bridge. A suit¬ 
able bridge will be described later when discussing the absolute 
measurement of inductance. 

72. Comparison of Mutual Inductances.—The precise com¬ 
parison of mutual inductances is of value only when the com¬ 
parison can be made under the same conditions as those under 
which the unknown instrument will be used. The most common 
method is to use alternating current of a given frequency and to 
connect a terminal of the secondary to a terminal of the primary. 
In this case, the potential difference between the terminals of the 
secondary, which serves to define the mutual inductance, includes 
not only that resulting from electromagnetic induction but also 
that produced by the potential drop of the current which flows 
in the secondary as a result of the capacitance between the coils. 
The effect of this capacitance current will be discussed in more 
detail in a later chapter. For the comparison of mutual induc¬ 
tances, the assumption is made that, for a given connection 
between the primary and secondary, the instantaneous potential 
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difference, e 9y at the terminals of the secondary is given by the 
equation 1 


e 9 = i p [jo)(M + + wV] 


(34) 



where i p = the instantaneous value of the sinusoidal alternating 
current in the primary. 

co = the angular velocity of the alternating current = 2 tt 
times frequency. 

M = the effective mutual 
inductance. 

r = a constant which de¬ 
termines the increase 
of mutual inductance 
with frequency. 

<r = a constant which, 
when multiplied by 
the square of the 
angular velocity, in¬ 
dicates the compo¬ 
nent of the potential 
difference that is in 
phase with the 
current. 

The diagram of connections for a method of comparing two 
mutual inductances is shown in Fig. 22. The secondaries of 
the two mutual inductances are connected in series with a vibra¬ 
tion galvanometer T i (or telephone) while the primaries are in 
parallel and energized by a common alternating electromotive 
force. The current in one of the primaries is varied in magnitude 
and phase by means of the variable resistance x and variable 
self inductance L, until there is no current in the galvanometer 
T\. Then the two currents are compared by balancing the poten¬ 
tial drop produced by I\ in R x against the potential drop produced 
by 72 in R^ y the resistance balance being obtained by a contact on 
a slide wire shunting a portion of R\ y and the phase being adjusted 
by means of the small mutual inductance, m. The method of 
comparing the currents is the same as described in Sec. 69, except 


Fig. 22. -Diagram of a setup for 
the comparison of two mutual in¬ 
ductances. 


1 The effect of distributed capacitance in a mutual inductance has been 
investigated by Butterworth, N.P.L. Coll. Researches , 18, 41, or Proc. Phy . 
Soc. London , 33, 312 (1921). 
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that in this case alternating currents are compared so that the 
variable mutual inductance m must be introduced to correct for 
any difference in phase between the currents. 

The following nomenclature, in addition to that given on the 
preceding page is employed in developing the equations for com¬ 
paring the constants of the two coils: 

Mi and M 2 = mutual inductances of the first and second coils, 
respectively. 

(t 1 and <r 2 = in-phase constants of the first and second coils, 
respectively. 

t 1 and 7*2 = frequency coefficients of M 1 and M 2 , 

respectively. 

ip and i p " = currents in the primaries of coils 1 and 2, 
respectively. 

e 8 ' and e," = potential differences at the terminals of the 
secondaries of coils 1 and 2, respectively. 

Then, since e 8 = e" when the current in 7\ is zero, 

ip[a) 2 (T\ + + 0 > 2 ti)] = ip f [o) 2 a 2 + jw(M 2 + co 2 t 2 )] (35) 

When there is no current in T 2 , 

ip[Ri + jw(Ji + m)] = ip'[R 2 + jul 2 ] (36) 

where h and Z 2 are the residual inductances of R\ and /i 2 , respec¬ 
tively. Dividing (35) by (36), simplifying and separating into 
real and imaginary parts, 

Real:i2i<7 2 — (Zi 4- 7 /i)(M 2 ~b o> 2 t 2 ) = /? 2 < t\ — l^iMi + o> 2 tx) (37) 
Imaginary: 

jRi(M 2 + oj 2 t 2 ) + w 2 <72(Zi + rri) = R^{M\ + co 2 tx) + w 2 <n U (38) 
From Eq. (37), 

<72 _ R 2 , (Zi + rn)(M2 + o) 2 t 2 ) — U(Mi + co 2 rx) /onx 
< 7 ! ” fix + (T1R1 

From Eq. (38), 

M 2 _ B 2 , <0 2 [/22Tx — B 1 T 2 + <7xZ 2 — <7 2 (Zl + m )] /y<AN 
Mi “ fix ^ RJTi 

The terms in co 2 are negligible if the frequency is sufficiently 
low. With a low frequency the ratio of the mutual inductances is 



Sec. 72] METHODS OF COMPARING STANDARDS 


109 


equal to the ratio of the resistances. However, the ratio of the 
sigmas can be determined only if the residual inductances in the 
resistors are also known. For determining r 2 , a second set of 
observations at a higher frequency is required. 

The method has the following advantages: 

1. Each balance (x and L or r and m) can be made accurately 
and rapidly since in each case the adjustments for magnitude and 
phase are independent of each other. 

2. The two balances are nearly independent of the frequency, so 
that harmonics in the electromotive force of the generator have 
but slight effect on the result. 

3. The ratio of the mutual inductances is equal to the ratio of % 
the resistances of two resistors which can be constructed of a 
resistance alloy and hence can be accurately intercompared. 

Some of the disadvantages are: 

1. The detectors are not at earth potential. 

2. There are four inductances which must be arranged so that 
there is no electromagnetic induction between any two of them 
and so that the capacitance and inductance of their leads does not 
influence the comparison. 

The method has not had sufficient use to determine the accuracy 
that can be obtained with it. Probably with a low frequency and 
great care in locating the leads, an accuracy of one part in a mil¬ 
lion can be attained. 
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MEASUREMENTS INVOLVING TWO OR MORE 
ELECTRICAL QUANTITIES 

Some electrical measurements involve the measurement of one 
electrical quantity in terms of two or more other electrical 
quantities. In some cases such a measurement is required, since 
a standard of the quantity to be measured cannot be maintained; 
in other cases a measurement of this type is used to establish a 
standard of an electrical quantity. The most important cases 
under this type are: a current in terms of resistance and electro¬ 
motive force; a quantity of electricity in terms of capacitance and 
electromotive force; and an inductance in terms of capacitance 
and resistance. A single method for each case will be described, 
giving particular attention to the precautions that must be 
observed to obtain high accuracy. 

73. Measurement of Current in Terms of Resistance and 
Electromotive Force. —The precise measurement of an unvary¬ 
ing current is usually made by comparing the difference in poten¬ 
tial between two terminals of a resistor in which there is the 
unknown current with the electromotive force of one or more 
standard cells. To increase the range of currents that can be 
measured, a potentiometer is often used to measure the potential 
difference across the resistance, but this decreases the accuracy, 
since the calibration of a potentiometer is subject to some 
uncertainties. The method to be described is capable of measur¬ 
ing a current to one part in a million provided the current is 
sufficiently steady and the values of the standard cell and of the 
standard resistor are known with that accuracy. 

The most suitable source of steady current is a lead storage 
battery. The battery must have a very large current capacity 
relative to the current to be drawn from it. The rated capacity 
of the battery in ampere-hours should be at least 50 times the 
number of amperes to be measured. The battery should be 
well insulated from ground, and should not be subject to rapid 
temperature variations. The setup for measuring a current I 

no 
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in terms of a resistance and electromotive force is shown in Fig. 23. 
The method has many things in common with the method for 
comparing two currents (see page 101). It is suitable only for 
determining those values of the current for which standard 
resistors and standard cells can be employed. A resistance 
standard is divided into two parts, R and r, such that R is very 
nearly equal to an ohm or to some multiple or submultiple of an 
ohm, while r is about one-thousandth of R. A slide wire having 
1000 divisions and a resistance of at least 10 R is connected in 


parallel with r. The connect¬ 
ing resistances between the ends 
of the slide wire and the junc¬ 
tions of the potential terminals 
of r with the resistance material 
are equal to a and b slide-wire 
divisions, respectively. Then 
when the slide-wire setting x 
is such that there is no deflection 


T Hr 



Fig. 23.—Diagram of a setup to 
measure a current in terms of resistance 
and electromotive force. 


of the galvanometer, the current can be computed by the follow¬ 


ing formula: 


7 -a 1 


x + a } 
1000 + a + bj 


This formula is not exact, but the neglected terms do not introduce 
an error of one part in a million. 

To determine I to one part in a million, both E and R must be 
known with that accuracy in terms of the units of the system in 
which the measurements are being made. However, the other 
resistances need only be known to one part in a thousand. 

A source of error is the thermoelectromotive forces that may be 
present in the circuit. The methods for minimizing the effect 
of such electromotive forces were discussed in describing the 
method for comparing two currents. 

74, Measurement of Quantity of Electricity in Terms of 
Capacitance and Electromotive Force. —A definite quantity of 
electricity is obtained by charging a standard air capacitor with a 
standard cell. The air capacitor must have a high insulation 
resistance and must be practically free from absorption. If the 
capacitance of the capacitor is not more than a few microfarads, 
a single charge drawn from the standard cell will not affect its 
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electromotive force. In case the capacitor is to be frequently 
charged, or if it is to be charged to a high voltage, the setup shown 
in Fig. 24 can be used. A battery B having a constant electro¬ 
motive force causes a current I to flow through the standard 
resistors Ri and R 2 . The current is adjusted until there is no 
current through the galvanometer which is in the standard cell 
circuit. Then E = IR h where E is the electromotive force of the 
standard cell. But the potential to which the condenser is 


C E 



Fig. 24.—Diagram of a setup 
for determining a quantity of 
electricity in terms of capacitance 
and electromotive force. 


charged is IR 2 . Hence the quan¬ 
tity Q on the condenser is given 
by the equation 

Q = IRtC = ^- 2 (2) 

Since R 2 and Ri are standard 
resistors, their ratio can be deter¬ 
mined with high accuracy. The 
value of E can also be accurately 
determined. Hence the accu¬ 


racy with which Q can be measured will largely depend on the 
accuracy with which C can be determined. This will be discussed 
in a later chapter. 

A possible source of error is leakage in the capacitor. As 
soon as the capacitor is disconnected from the battery, the cur¬ 
rent flowing through the insulation decreases the charge on the 
capacitor. If the capacitor has a capacitance of C microfarads 
and an insulation resistance of R megohms, the time t in seconds in 
which one-millionth of the charge will be neutralized is given by 
the equation, * 


t = RC X 10~ 6 


(3) 


Even with very good capacitors, the time t is measured in 
milliseconds. 

Another possible cause of error is thermoelectromotive forces 
which may be present either in the standard cell circuit or in the 
capacitor circuit. The thermoelectromotive forces in the 
capacitor circuit will be negligible if the potential applied to 
the capacitor is 10 volts or more, while the effect of those in the 
standard cell circuit can be minimized by the methods already 
discussed in describing the method for comparing two currents. 
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75. Measurement of Self Inductance in Terms of Resistance 
and Capacitance. —A self inductance can be compared with 
resistance and capacitance by any type of changing current, the 
most satisfactory type being a sinusoidal alternating current hav¬ 
ing a frequency less than 3000 cycles per second. Several bridge 
methods for making this comparison are possible, one of the sim¬ 
plest having been proposed by 
Maxwell, 1 but adapted by Wien 2 
for use with alternating current. 

The diagram for a Maxwell- 
Wien alternating-current bridge 
is shown in Fig. 25. The induc¬ 
tance Lis in one arm of a bridge, 
the resistance of this arm being 
Q. The other arms have resist¬ 
ances P, R, and £ and induc¬ 
tances l p , l r , and l a , respectively. 

Also the inductance of the part 
of the Q arm not included in the 
inductor is l q . The R arm is 
shunted by a capacitance C, a 
part of which is continuously variable. A grounded third arm 
permits the galvanometer to be maintained at earth potential. 

In choosing the values of the resistances and capacitance for 
measuring a given inductance, the approximate equations for a 
balance, viz., L = CPS and PS = RQ, are sufficiently accurate to 
serve as guides. Moreover, the best sensitivity will be obtained 
if P = S and if C is as large as possible. Also there is some gain in 
sensitivity by making R large and Q small, but such an arrange¬ 
ment of resistances has the disadvantage of requiring that the 
small resistance Q , which will be mostly of copper having a large 
temperature coefficient, must be adjusted and maintained with 
extreme precision. As some correction terms can be more easily 
eliminated by making P = R, the most common arrangement of 
resistances is to have all arms of equal resistance, i.e., P — Q = 
R = £. Hence, in selecting the elements for the bridge arms, 
make the capacitance C as large as convenient an d hav e the 
resistance of each arm as nearly as possible equal to y/L/C . 

1 “Electricity and Magnetism,” 3d ed., Art. 778. 

* Ann. Phya., 44 f 711 (1891). 



Fig. 25.—Diagram of a Maxwell-Wien 
alternating-current bridge. 
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The detecting instrument T for a Maxwell-Wien bridge is either 
a vibration galvanometer or a telephone receiver. The vibration 
galvanometer is invariably used for frequencies below 500 cycles 
per second, and may be used up to 1000 cycles per second, or even 
somewhat higher, though the sensitivity decreases as the fre¬ 
quency increases. The telephone is satisfactory as a detecting 
instrument between 500 and 3000 cycles per second. 

The source of alternating current must give a nearly pure 
sine-wave electromotive force and must be capable of supplying 
several watts of power at a voltage suitable for application to 
the bridge. The commercial electrical power supply is a suitable 
source for one frequency provided it is maintained at constant 
frequency, as for operating synchronous clocks. A vacuum-tube 
oscillator is a convenient source of power for the higher frequen¬ 
cies, but the current should be passed through a wave filter to 
ensure a sufficiently pure sine-wave current. 

The bridge is balanced by adjusting Q and C. When a pre¬ 
liminary balance has been obtained, the detecting instrument is 
connected to the third arm, and the resistance and capacitance of 
this arm are adjusted for balance. The detecting instrument is 
again connected to the bridge and a second balance is made. The 
detecting instrument is in this way alternated between the 
bridge and third arm, until the adjustments are such that there 
is no current through the detecting instrument with either 
connection. The equations which represent the relations between 
the quantities when the bridge is balanced include not only the 
resistances P, Q, R , and S, the capacitance C, and the inductance 
L, but also the residual inductances of the resistances, l p , Z r , 
and l q ( l q is the inductance of that part of the Q arm outside the 
inductance L ) and the power factor, cos 0, of the condenser C. 
The equations are 

(1 + cos 2 d){QR - PS + a >>[l p l 8 - l r (L + i,)]} 

= oCPSR cos 6 - o>*C(PSl r + RSl p + RPl. ) 

- 0> Z C(Rl p l. + Sl p lr + PUf) COS 6 + C 0*Clrl P l. (4) 

and 

(1 + cos 2 0)[R(L + lq) + Qlr - Sl p - PI. ] 

= C[PRS + o>(SRl p + PRl, + PSlr) cos d 

— W 2 (Rlpl $ + Slplr + PLl T ) — uHplrl. COS 6] 


(5) 
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Only the second of these equations is used in computing the induc¬ 
tance. In this equation several of the terms are negligibly small. 
Air capacitors and good mica capacitors have a power factor 
less than 10“ 3 , so that cos 2 6 is negligible relative to unity. The 
time constant (ratio of L/R) of each of the resistors, if the resist¬ 
ances are 1000 ohms or less, will usually be less than 10~ 6 second. 
If o) is less than 1000 (frequency less than 150 cycles per second), 
the reactance of each of the resistors is less than one-thousandth 
of its resistance, so that, if c d p = aP, <d r = fiR, and a >l 8 = yS, 
a, 0, and y are each less than 10 " 3 . Substituting these values 
for (d p , etc., in the equation for inductance, PRS becomes a 
factor of each term in the square brackets on the right-hand side of 
the equation. When this factor is taken outside the brackets, the 
sum of the terms remaining inside differs from unity by less than 
three parts in a million under the conditions assumed above. 
Hence the inductance, even at a frequency as high as 150 cycles 
per second (co = 1000), is given within a few parts in a million by 
the equation 

L = CPS + I(Sl P - Qlr + PI. - Rig) (6) 

If P and R are interchanged, and if a new balance is obtained by 
adjusting Q and C, changing them by AQ and AC, respectively, 
but without changing l q , then 

L = CRS + A CRS + p(Sl r - Ql p + Rl. - Pl q ) (7) 

Adding the two equations, dividing by two, and in the correction 
terms putting P = R and S = Q 

L = + ^p)+l.-l Q (8) 

In discussing this method, the assumption has been made that 
any capacitance in parallel with any of the arms of the bridge 
may be treated as a part of the residual inductance in the arm. 
This is a legitimate assumption for all the arms except the arm 
containing the inductance. Even in this arm, the assumption is 
satisfactory for the resistance in series with the inductance, 
but must be modified for the inductance itself. If there is in 
parallel with the inductance a capacitance K (caused by the leads 
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to the coil, binding posts on the bridge, etc.), then the inductance 
as obtained by the previous method is 

L = s(^)(c + ^(1 - <o*KL) +1.-1, (9 ) 

With a suitable choice of leads, K can be kept less than 10” 11 
farads. With a> = 1000, inductances as large as 0.1 henry can 
be measured to one part in a million without requiring a correction 
on account of K . For large inductances at relatively high fre¬ 
quencies, the correction for K must be made with great care. 

The method just described, of correcting for the residual induc¬ 
tances in the resistances requires that the resistors used in the Q 
and S arms be calibrated for inductance as well as resistance. 
To avoid this, a substitution inductor may be constructed 
having the same resistance as the inductor, but of such a form 
that its inductance l can be computed from its mechanical 
dimensions. After the bridge has been balanced in the usual way 
with the inductor in the Q arm of the bridge, the inductor is 
removed, the substitution inductor is inserted, and the bridge is 
again balanced by reducing the capacitance, the new value being 
designated as c. To insure that a balance can readily be obtained, 
an auxiliary inductor with a small inductance, l aj is inserted in the 
Q arm before measurements are started and is left there during 
both adjustments. This inductor must be so placed that there is 
no mutual inductance either between it and the inductor being 
measured or between it and the substitution inductor. The 
equations for the two bridge balances are 

L + l a = CPS( 1 - O SKL) + ±(Sl P + PI, - Qlr - Rl v ) (10) 
l + L = CPS + ±(Sl p + PI. - Qlr - Rl q ) (11) 

Subtracting these equations, and adding to the second member of 
the resulting equation the negligibly small qqantity u 2 KLcPS , 

L — l = PS(C — c)(l — o> 2 KL) (12) 

The substitution inductor usually takes the form of a return 
circuit of parallel wires of a high-resistance material. If the 
wires are of small size, placed about 1 cm apart, the inductance 
in microhenrys is approximately one-hundredth the total length 
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in centimeters of the wire in the circuit, the value being in error 
by less than 50 per cent in the most unfavorable case. A more 
exact solution can be obtained from the formula 

* = 0.004^| + In ^ ( 13 ) 

where l = inductance, in microhenrys. 

S = length of the circuit, in centimeters, (one-half the total 
length of wire). 

d = distance between the 
wires, in centimeters. 

D = diameter of the wire, in 
centimeters. 

In signifies the natural 
logarithm. 

A still more exact formula is given 
in the next chapter. 

76. Measurement of a Mutual 
Inductance in Terms of Resist¬ 
ance and Capacitance. —A satis¬ 
factory method of measuring a fig. 26 .— Adaption of the Max- 

mutual inductance in terms of well -Wien bridge to the measure- 
. . . ment of a mutual inductance. 

resistance and capacitance is a 

modification of the method for measuring self inductance which 
has just been described. A diagram of the setup is shown in 
Fig. 26. One of the coils of the mutual inductor, usually the one 
with the largest self inductance, is connected in one arm of a 
bridge. The second coil of the inductor is connected to the 
terminals of a double-pole, double-throw switch 1 so that the 
bridge current can be sent either through this coil or through a 
by-pass. The secondary is generally so connected that the 
electromotive force induced in the primary by the current in the 
secondary is in- the opposite direction to the electromotive force 
resulting from the self inductance of the primary. With the 
switch thrown to by-pass the secondary, the bridge is balanced by 
varying Q and C. This is the self-inductance bridge already 
described, so that no further discussion of its limitations is 
required. For this balance, the value of the capacitance will be 

1 A single-pole double-throw switch may be used when the two coils of 
the inductor are permanently connected together. 
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designated as C L and the resistance of the Q arm as Q L , The 
switch is then thrown to include the secondary in the supply 
circuit, and a new balance obtained by varying C and Q. For 
this balance, the values will be designated as Cm and Q M . In 
both cases the third arm (the Wagner ground) must also be 
balanced. 

In the first position of the switch, the equation for the induc¬ 
tance is, when the capacitor has a negligible phase difference, 

L = ClPS + 4( Sip — QlIt + PL — Rl q ) + terms in o) 2 (14) 

rC 


where l p , l T) l SJ and l q = inductances in the resistances P, R, S , and 

Q- 

In the second position of the switch, with the mutual inductance 
so connected that the electromotive force produced by it in the Q 
arm is opposite to that produced by the self inductance, 




+ CmPS + g(S, - Q>,lr + PI . - Rl q ') 

+ terms in w 2 


(15) 


where l q ' is the residual inductance of Qm. 

Subtracting these equations and solving for M , 


M = (Cl - Cm) 


PRS (Qm - Qi)lr . R(W - l 9 ) 

R+S^ R+S ^ R+S 

+ terms in co 2 (16) 


This method is satisfactory only if the frequency is so low that 
Ql differs but little from Q M} and terms in a> 2 are negligible. This 
can be observed experimentally by making measurements at 
decreasing frequencies until there are two frequencies which give 
the same value for M. For most inductances there is no change 
below 100 

The resistances P, P, and S should all be of a type which will 
have little change of resistance with frequency, so that they can 
be calibrated by direct current against precision standards. The 
capacitances Cl and Cm will require calibration. It is preferable 
to use air condensers, which can be measured directly in terms of 
resistance and time. 
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It should be noticed that L must be considerably larger than 
M —twice as large if R = S. If the self inductance of the coil 
of the inductor in the Q arm is not sufficient, any convenient 
self inductance may be added to the arm. In such a case, care 
must be exercised to insure that there is no mutual inductance 
between this inserted inductance and the coil in the supply 
circuit. This can be tested by altering the position of the inserted 
coil and observing whether there is a change in bridge balance 
when there is current through the secondary. 

The leads can be so arranged that there is no correction to 
the mutual inductance on their account. This is readily accom¬ 
plished by placing the double-pole switch at some distance from 
the mutual inductance and connecting the two by a pair of 
twisted conductors which have a negligible mutual inductance 
with other parts of the circuit. Any mutual inductance between 
parts that remain in the same positions during both measurements 
produces no effect on the result. 

The third arm is indicated as consisting of a fixed resistance W 
in one arm and a variable resistance V in series with a variable 
self inductance U in the other arm. This representation was 
chosen because variable self inductances are available in most 
laboratories. However, as this inductance will be changed in 
going from one bridge arrangement to the other, there is a possi¬ 
bility of producing an error in the final result by its use. Unless 
this variable self inductance can be placed at a considerable 
distance from the mutual, all inductances should be omitted from 
the third arm, and a variable capacitance should be placed in 
parallel with the resistance W. 

The capacitances between the various parts of the inductor 
have not been considered in the preceding derivation. When 
two terminals are connected together, the capacitances produce 
approximately the same effect on the inductance as a single 
capacitance connected between the terminals that are not con¬ 
nected together A bridge with such a capacitance, K y is shown 
in Fig. 27. In this bridge, A and L indicate the sel f inductance 
of the primary and secondary, respectively; W and V ihe corre¬ 
sponding resistances; U the resistance in series with the secondary: 
and the remaining letters have the same significance as in Fig. 26. 
In deriving the equation for this bridge, the values of C and U 
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are indicated as Cm and Um when the current flows through the 
primary as shown in the figure and as Cl and Ul when the current 



Fig. 27.—A mutual-inductance bridge with capacitance between the primary 

and secondary. 

does not flow through the primary. Then, approximately 

M -ZTSf c '- c - ) - K ( wr+ TTFB) 

W 2 K 

+ ITYS {S{LN ~ M2) 

+ CmRS[VL + WN - M(W+V)+P(L+N - 2 M )]} (17) 

By measuring at two frequencies, the value of K can be deter¬ 
mined. This value can then be used to determine the mutual 
inductance M. 

This method has not had sufficient use to determine the 
accuracy that can be obtained with it. An important feature is 
that the mutual inductance is evaluated in terms of resistances 
and capacitances that can be accurately measured. 



CHAPTER XIII 


ABSOLUTE MEASUREMENT OF CAPACITANCE 

The absolute measurement of capacitance involves the measure¬ 
ment of time in addition to the measurement of electrical quanti¬ 
ties. Various methods involving a resonance circuit in which 
co 2 LC equals unity (co = angular velocity of alternating current, 
L = inductance in series with capacitance C) have been proposed. 
There is difficulty in obtaining a precise result with such methods, 
because the effect of distributed capacitance in the inductor is 
not readily determined. A more precise method is the one pro¬ 
posed by Maxwell, in which a capacitance is charged and dis¬ 
charged in one arm of a bridge circuit. This is a precise method, 
but is applicable only to a capacitor that has no absorption, i.e ., 
to an air or vacuum capacitor. 

77. Absolute Capacitance by Maxwell’s Method. —The abso¬ 
lute measurement of capacitance by Maxwell’s method 1 employs 
a network similar to a Wheatstone bridge, but with one arm 
replaced by an apparatus for charging and discharging a capaci¬ 
tance a definite number of times per second. The diagram of 
connections is given in Fig. 28. The resistances of three arms are 
designated as P, Q, and S. The capacitance C with the com¬ 
mutator a f h,b for charging and discharging it a definite number of 
times per second constitutes the fourth arm. The balancing of 
the bridge consists in adjusting either one of the resistances, 
usually S y or the number of times per second that the capacitance 
is charged and discharged until the integral current through the 
galvanometer is zero. 

To understand the operation of the bridge, consider the flow 
of currents during the different positions of the contactor a,A,6. 
Starting when the vibrator h has left b and is moving towards a, 
there is a continuous current in all the bridge arms including 

1 For a more critical study of the method, see paper by Curtis and Moon, 
Absolute Measurement of Capacitance by Maxwell’s Method, Sci. Pap. 
B.S.y 22, 487 (1927), or one by Yoneda and Yamaguchi on the same subject, 
published in Researches Electro-Tech. Lab. Tdkyd , Japan, No. 365 (1933). 
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the galvanometer arm. The instant that h touches a, there is a 
rush of current to charge the capacitance, the current through the 
galvanometer having a direction opposite to that of the continuous 
current. The charging current becomes negligibly small before 
h leaves a, and the capacitance current does not again flow through 
the galvanometer until the vibrator, having touched b for the 
purpose of discharging the capacitance, has again touched a. 
If the period of the galvanometer is long relative to the period 
of the vibrator, the actual movement of the galvanometer coil is 
small during a cycle of the vibrator. 



Fio. 28.—Maxwell’s method for the absolute measurement of capacitance. 

The galvanometer coil makes a small oscillation during each 
period of the vibrator. The charging current gives the coil an 
impulsive torque in one direction, while the continuous current 
maintains a uniform torque in the opposite direction. In the 
steady state which results after the battery key has been closed 
for several seconds, the uniform torque of the continuous current 
acting with or against the torque of the suspension acts to bring 
the coil at the end of a period to the position occupied by it when 
it received the impulse at the beginning of the period. Then a 
new impulse starts a second period. The impulse gives the coil 
an angular velocity. The uniform torque retards the motion 
of the coil, so that at the middle of the period the velocity of the 
coil is zero, then slowly increases until just before the next 
impulse, when the velocity has the same value as at the beginning, 
although in the opposite direction. When the impulse is applied, 
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there is a sudden reversal of velocity. If a lamp and scale are 
used to observe the movements of the" galvanometer coil, the 
oscillation of the coil will make a band of light on the scale which 
will be bright at the edge, where the velocity of the coil changes 
more slowly than at the other edge. Theory shows that the 
bridge is balanced when the galvanometer zero is in the band of 
light at a distance of one-third of its width from the bright edge. 

A galvanometer, to be suitable for a detecting instrument in 
a Maxwell bridge, must have a period which is long relative to the 
period of the commutator for charging and discharging the capaci¬ 
tance and must correctly integrate the current. Other desirable 
properties are that both the resistance of the galvanometer and. 
its external critical damping resistance shall be small and the 
current sensitivity high. The period 

of the galvanometer should be about _Z_||_ 

1000 times that of the vibrator. 

With this ratio of periods, the width 
of band on the observing scale pro¬ 
duced by the oscillations of the 
galvanometer coil will be so narrow 
that the exact position of the 
galvanometer zero in the band is 
not important. 

A galvanometer correctly integrates the current only when its 
coil is symmetrical with respect to its magnet. A suitable setup 
for determining the correct position is shown diagrammatically in 
Fig. 29. The vibrator used in the bridge setup is so connected 
that a capacitor C is charged by the battery B through the gal¬ 
vanometer G and the resistance R and is discharged through the 
galvanometer and the resistance r. If the insulation is good, the 
integral of the current through the galvanometer is zero. By 
making R about 100 ohms and r 10 000 ohms or more, the maxi¬ 
mum value of the discharge current will be much less than that of 
the charging current, so that the conditions of the Maxwell bridge 
are approximated. In such a setup, there will often be a deflec¬ 
tion of the galvanometer, but by turning the torsioft head to 
which the galvanometer suspension is attached, the deflection 
can be made to disappear. Then the galvanometer integrates 
correctly so that the coil is in a symmetrical position with respect 
to the magnet. However, with many galvanometers the setting 


Fig. 29.—Setup for determin¬ 
ing that a galvanometer inte¬ 
grates correctly. 
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must be made so accurately that slight changes in temperature 
may require a resetting. Galvanometers using magnets of low 
permeability and high retentivity are most suitable. 

The formula for computing the capacitance can be derived by 
applying KirchhofPs laws to the circuits in the bridge, together 
with the requirement that the integral of the galvanometer cur¬ 
rent is zero. The currents in the arms are indicated by x, y y z, 
and their sums and differences, as shown in Fig. 28, and the 
quantity on the capacitor at any instant t is q . The potential 
drops around three closed circuits give the following equations: 

Q(x - z) - Gz - P(y + z) = 0 (1) 

Gz + Sx = | (2) 

Q(x - z) + Sx + B(x + y) = E (3) 

Solving these equations for y f noting that y = dq/dt and letting 
S' = 5 + Q + B and P' = P + Q + G, there results the differ¬ 
ential equation 

dq> _ PW ~ Q 2 _„ _ 

dt " r C[P(SQ + S'G) + B(P'S + QG)] q 

E{QG + P'S ) 

P(SQ + S'G') + B(P'S + QG) {) 

Representing the coefficient of q by a and that of E by this 
equation becomes 

3+*- *» w 


Solving, 


Q = 


E& 

a 


+ 


where K = constant of integration. 

€ = base of the natural logarithms. 
Let <7 = 0 when t = 0, then 


so that 




“ €~ at ) 


( 6 ) 


(7) 



Sue. 77] ABSOLUTE MEASUREMENT OF CAPACITANCE 125 


V = Tt = E0t ' a ‘ (8) 

Eliminating x between Eqs. (1) and (2) and substituting in the 
resulting equation the values of q and y from Eqs. (7) and (8), the 
resulting equation is 

(QG + P'S)z = ~(§ a + P«s)e-“‘] (9) 

Multiplying both sides of the equation by dt and integrating from 
0 to T, the result is 

(«C + rs)j o T «u - + (£ + ps);-]' 

(10) 

In order that zdt shall be zero, the term in the square brackets 

must be zero since neither E nor $ can be zero. If T is so large 
that er* 7 is negligibly small relative to unity, 


)-° 


+ PSa 


Substituting the value of a and solving for C, 

_ QT(P'S' - Q 2 ) 

(PS' + BQ) (P'S + QG) 


,(‘+£X 1+ $)i 


The term within the square brackets, which is indicated as 
F } is nearly equal to unity provided Q , G , and B are small. In 
this case an approximate value is obtained by dividing the numer¬ 
ator by the denominator and taking only first-order terms of the 
quotient, so that 


P t _Q1_„BQ_GQ 

r - 1 P'£' PS' P'S 


(14) 
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A further approximation is obtained by putting S' = S, so that, 
on substituting the value of P', 


'-‘-fC 


Q + G 


P + Q+G 


The value of F should not differ from unity by more than Kooo> 
since it depends on the resistances G and B, neither of which 
can be measured with precision. To accomplish this, both P and 
Q must be small. However, the sensitivity is decreased if P and 
Q are made too small, so that generally the values of both P 
and Q lie between one-hundredth and one-thousandth of S. 
This may be written, in the customary case where P equals Q, as 


100Q < 8 < 1000Q 


In deriving the formula, the electromotive forces produced by 
the self inductance of the galvanometer and by the motion of the 
galvanometer coil in a magnetic field have been neglected since 
the integral of each over a complete cycle is zero. 

In deriving the equation for the capacitance, the assumption 
was made in evaluating Eq. (10) that e~^ T is negligibly small 
relative to unity. This is equivalent to assuming that the con¬ 
denser is completely charged during each cycle. A table of 
exponentials will show that, for e~~ aT to be less than 10“ 6 , 


aT 5 14 


However the time during which the condenser must be completely 
charged is less than half the time of a complete cycle. Sub¬ 
stituting the value of a obtained from Eqs. (4) and (5) and 
the value of T from Eq. (13), and assuming that F = 1, P = Q, 
and B and G are negligibly small, then 

rp _ 28 + Q 

T Q 

or the condenser will be completely charged in the time T/2 if 
S !> 13Q. For other reasons, S is generally much larger than 
required, as has already been shown. 

The capacitor must also be completely discharged. A resist¬ 
ance of a few ohms placed in the discharge circuit will prevent 



Sec. 77] ABSOLUTE MEASUREMENT OF CAPACITANCE 127 

an oscillatory discharge and thus may decrease the time required 
for a complete discharge. 

The contactor a,h y b for charging and discharging the con¬ 
denser must operate very uniformly at a rate that can be accu¬ 
rately determined. Several types of rotating commutators 
have been used, but vibration contactors are superior. A suit¬ 
able type is shown in Fig. 30. A flat spring with a weight on 
the end is mounted to vibrate between platinum contacts. The 
assembly is mounted on one prong of a tuning fork, the other 
prong being suitably balanced. 

The tuning fork may be self- 
driven, in which case its fre¬ 
quency must be accurately 
measured whenever the fork is 
used, or it may be driven by an 
alternating current having its 
frequency controlled by a 
piezoelectric oscillator so that 
its frequency will probably be 
accurate to one part in ten 
million. The latter method can 
be used only when the natural 
frequency of the fork does not 
differ from the frequency of the 
alternating current by more 
than a few parts in ten thou¬ 
sand. Since the leads to the 
contactor will affect the fre¬ 
quency of the fork because of 
their weight and stiffness, they 
should be small and flexible. 

The formula for the capacitance may be written C = QF/nPS 
where n, the number of charges and discharges per second, equals 
1/7 7 . In this form, the three resistances Q, P, and S must all 
be accurately known. To avoid the necessity of calibrating 
each of these resistances, the capacitor and contactor are replaced 
by a standard resistance of such value that only a slight change in 
the S arm is necessary to balance the network as a Wheatstone 
bridge. Let the change of resistance in S be 6S. Then 

P{S + 6S) = QR 



Fig. 30.—A vibration contactor of 
the inertia type for charging and dis¬ 
charging the capacitor in a Maxwell 
bridge for the absolute measurement 
of capacitance. 
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Substituting in the capacitance equation 



(16) 


If P = Q approximately, then R = S, and, when 5 S is less than 
one-thousandth of S, Eq. (16) becomes 


C = 


F 

n(R — SS) 


(16a) 


with an accuracy of one part in a million. This reduces the 
number of resistances which must be known accurately to one, 
viz., R. 

The accuracy that can be attained by this method is limited 
by the accuracy with which the galvanometer will integrate the 
current and by the accuracy with which the correction factor F 
can be determined. Under favorable conditions the uncertainty 
in a single measurement of a 0.25-microfarad air capacitor will 
not exceed one or two parts in a million. 



CHAPTER XIV 


COMPUTATION OF THE INDUCTANCE OF A CIRCUIT 
FROM ITS DIMENSIONS 

The inductance of a circuit of known geometric shape can be 
accurately computed from its dimensions only if the shape of the 
circuit is one for which a suitable formula has been derived 1 and if 
the permeabilities of all bodies near the circuit are known. 
However, very few of the shapes for which formulas are available 
are of such a type that their mechanical construction can be 
carried out with the necessary precision or their dimensions 
measured with the required accuracy. Only those shapes will be 
considered which are suitable for precise standards. In all cases 
all bodies near the circuit will be considered as having the same 
permeability, which is generally that of a vacuum (unity in the 
c.g.s.m. system). 

78. Principles Used in Deriving Inductance Formulas. —An 

inductance formula is an equation which connects an induced 
electromotive force in a circuit with the rate of change of the cur¬ 
rent that induces it. Such a formula involves the dimensions 
and relative positions of the induced and inducing circuits. The 
first step in the derivation of an inductance formula is the deter¬ 
mination of the equation connecting the current in a circuit 
with the magnetic intensity at any point in its magnetic field. 
But the magnetic induction is equal to the magnetic intensity 
multiplied by the permeability of the medium. Hence the 
derivation of an inductance formula for a given circuit consists 
in determining the equation that expresses the magnetic intensity 
at any point in the surrounding region when there is unit current 
in the circuit, in multiplying the magnetic intensity by the 
permeability of the medium to obtain the magnetic induction, 
and in integrating the magnetic induction to determine the 
magnetic flux through the circuit in which the electromotive 

1 The most complete compilation of formulas is that by Rosa and Grover, 
BuU. B. S ., 8, 1 (1912). 
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force is induced. Since the induced electromotive force is equal 
both to the rate of change of magnetic flux and to the product 
of the inductance multiplied by the rate of change of the current, 
the magnetic flux resulting from unit current is numerically equal 
to the inductance. But the magnetic flux through a circuit 
produced by unit current in the same or another circuit depends 
only on the dimensions of the circuit or circuits and, when two 
circuits are involved, their relative position. Hence the deriva¬ 
tion of an inductance formula is primarily a problem in geometry. 

79. Inductance of a Portion of a Circuit. —In order to compute 
the inductance of a portion of a circuit, an expression for the 
magnetic field of a portion of a circuit must be known. Several 
different laws have been suggested for determining the magnetic 
field produced by a portion of a circuit, all leading to the same 
result for the complete circuit. Since an experimental test can 
be made only on the complete circuit, there is no possible way of 
deciding between the suggested laws. The computed inductance 
for a part of a circuit depends on the law that is chosen for express¬ 
ing the magnetic field, but, so long as the same law is used through¬ 
out, the inductance of a complete circuit is independent of the law 
that may be chosen to express the magnetic field. 

Practically all inductance formulas for portions of a circuit 
have been developed on the assumption that the Law of Biot and 
Savart holds for portions of a circuit. This law states that the 
magnetic intensity dH produced at a point P , by a current / 
in an element ds of a circuit, may be represented by the vector 
equation 

dH = - £ [ g_X_ ggj (!) 

where r = magnitude of the vector R representing the distance 
from ds to P. 

[R X ds] = vector product of R and ds. 

This law has been universally used in developing inductance 
formulas. 

While the principles involved in developing a self-inductance 
formula are the same as those used for a mutual inductance, yet 
the mathematical procedure is generally somewhat different in 
the two cases. Several methods of attacking any particular 
problem are available. One or two of the best known will be 
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outlined, using vector notation to simplify the mathematical 
expressions. 

80. Neumann’s Formula for Mutual Inductance. —In develop¬ 
ing Neumann’s formula for the mutual inductance between two 
circuits, each circuit will be treated as having infinitesimal cross 
section, so that at any point the circuit is completely defined by an 
element of length, ds, which coincides with the axis of the circuit. 
If a current I flows in one circuit, any element of which can be 
represented by dsi, the magnetic intensity Hi at any point P can, 
by integration of the law of Biot and Savart, be determined from 
the equation 

Hl . -jf&XAJ (2) 

where R = vector of magnitude r joining dsi to P, and the integra¬ 
tion is to extend from one end to the other of the portion of the 
circuit under consideration. The vector potential Ai of the 
magnetic induction Bi at the point P is defined by the equation 

curl Ai = Bi = /xHi (3) 

Combining Eqs. (2) and (3), and applying Stokes’s theorem 

(4) 

In the media surrounding the circuit, the magnetic induction 
B has the value /iH at every point. The magnetic flux through a 
circuit is, by definition, the surface integral of the magnetic 
induction over any surface which is bounded by the circuit. 
Hence the flux, 0 2 , through a second circuit of which an element 
of a surface bounded by the circuit is represented by the vector 
dS 2 , is given by the equation 

0 2 = //(Bi • dS 2 ) (5) 

But since Bi = curl A x , 

02 = //(curl Ai • dS 2 ) (6) 

By Stokes’s theorem this surface integral reduces to a line 
integral, so that 


0 2 = /(Ai • ds 2 ) 


(7) 



ELECTRICAL MEASUREMENTS 


132 


[Chap. XIV 


where dsj is an element of the second circuit, 
the value of A froin Eq. (4), 


<t> 2 = v-I 



(i dsi • ds 2 ) 
r 


Substituting 


( 8 ) 


Since the mutual inductance is the flux through a second circuit 
caused by unit current in the first circuit, 


M . J 



ds 1 dS 2 COS 6 

r 


(9) 


where € is the angle between dsi and ds 2 . This is Neumann’s 
integral, which has been extensively employed in developing 
mutual inductance formulas. 

As derived above, Neumann’s integral requires that the integra¬ 
tion be carried completely around the second circuit, since there 
is no meaning to the flux through a portion of a circuit. However, 
the final formula shows that mutual inductance is a reciprocal 
relationship between two circuits. Hence Neumann’s integral 
may be extended to indicate the mutual inductance between 
portions of circuits, so that the limits of the integrations are 
the ends of the two portions under consideration. 

81. Methods for Deriving Self-inductance Formulas. —Neu¬ 
mann’s integral is not directly applicable to the derivation of 
formulas of self inductance, since the fundamental assumption 
that the circuit can be considered as concentrated in a line cannot 
be applied to a single circuit. In developing a formula for the 
self inductance of a circuit, a relationship between current and 
magnetic intensity that is applicable within the conductor as well 
as outside the conductor is required. A convenient relationship 
is 

curl H = 4ttJ (10) 

where H is the magnetic intensity at a point at which the current 
density is J. Also the Helmholz equation for the instantaneous 
value of an electromotive force e in a circuit is 


e = Ri + 

at 


(id 


where i = instantaneous value of the current. 
R = resistance of the circuit. 

L = inductance of the circuit. , 
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Multiplying each term of this equation by idt , and integrating 
between the limits 0 and T y when the value of i has the limits 
0 and /, the following equation results: 

j Q ei dt = rJ^ i- dt + ~ (12) 

The left-hand integral represents the total energy that has been 
supplied to the circuit through the electromotive force e. The 
first term of the right-hand member gives the energy that has 
been converted into heat in time T y while the last term represents 
the energy that has been stored in the magnetic field. But the 
energy of the magnetic field is 

s/// (B H) * (l3) 

where the integral is to be taken throughout the magnetic field. 
Hence 

(14) 

oo 

To simplify the treatment, a third vector field A, known as the 
vector potential, of B, will be introduced. This vector field 
will be defined by the relations 

curl A = B (15) 

div A = 0 (16) 

Since 

H curl A = A curl H + div [A X H] (17) 

the equation for the self inductance becomes 

LP = -t J J J {(A curl H) + div [A X H]}d» (18) 

oo 

The second term of the integral is zero. This can be demon¬ 
strated by changing the volume integral, by Gauss’s theorem, 
to a surface integral which can be shown to be zero. 
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fffdiv[A X H]dt> = // ia X H ]dS (19) 

00 oo 

The surface integral must be considered as taken over the sur¬ 
face of an infinitely large volume such as an infinitely large 
sphere. In spherical coordinates dS = R 2 sin 9 dB d<p. Since 
the electric circuit is of finite dimensions, the magnetic intensity 
at a distance R, which is large relative to the dimensions of the 
circuit, is given by the equation H = Ki/R 2 . Also A = K 2 /R, 
where K i and K 2 are finite constants depending on the circuit. 
Substituting these values in the surface integral of Eq. (19) and 
taking the maximum value of the vector product, 

J J Jdiv |A X Bid, ij j j K ' K * "" • M dr 

co oo 

Since the numerator of the surface integral is finite, the integral 
becomes zero when the denominator R becomes infinite. 
Substituting Eq. (10) in (18) 

LP = ///<* • J )dv (20) 

oo 

Now since J is zero at all points outside the conductor, the integral 
need be taken only through the volume of the conductor in which 
the current is flowing. But before Eq. (20) can be integrated, 
A must be determined as a function of J and the coordinates. 

The value of A can be determined from the equations 

curl A = B = /xH curl H = 47rJ 
div A = 0 div H = 0 div J = 0 

Then curl 2 A = m curl H = (21) 

But curl 2 A = —V 2 A + V div A (22) 

Hence — V 2 A = 4 tmJ 

This last equation is a vector equation which, when expressed in 
rectangular coordinates, takes the form 

iV 2 A x + j\ 2 A v + kV 2 A z = -4MiJ x + jj y + kJ z ) (23) 

The solution of this vector equation requires the solution of the 
three scalar equations: 
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V 2 A X = — AjrjjJ x 

V 2 A y = -4 TnJ y (24) 

V 2 A Z = — 4 TTfxJz 


each of which is of the form of Poisson’s equation as used to 
express the potential in terms of volume density. The solution 
of these equations (given in texts on Newtonian potential) is 
of the form 




_ Jxi dx i dy i dz\ _ 

V (x - Xi ) 2 -r (y - I/O 2 + (z~- zi ) 2 


(25) 


with similar equations for A y and A z , where A x , A y , and A z are the 
components of A at a point having the coordinates x , y , and z and 
J Xl is the x component of the current density at any other point 
X\, y i, Zi f while the integration extends over the volume of the 
conductor. The values A Xf A V) and A z can be substituted in Eq. 
(20), which, when expressed in rectangular coordinates has the 
form 


LI 2 = /// (AgJ x + AyJy + A z J z )dx dy dz (26) 


If the current density J is uniform throughout the conductor, 
the equation which results from substituting Eq. (25) in Eq. (26) 
can be simplified. For this case, the value of J x at any point 
x,y,z, is J x = Jf(x,y,z), wher ef(x,y,z) is a function-of the coordi¬ 
nates only, but depends on the particular circuit under considera¬ 
tion. Similarly J y = J<t>(x h y if Zi) and J z = J^(x h y h Zi) 

Hence 



f(x h y l 9 zi)dxi dyi dz t 


V(x - Xi ) 2 + (y - yiY + (z - Zi ) 2 

_ <t>(xi,y u zi)dxi dyi dzi _ 

y/(x — xi ) 2 + (y - yO 2 + (z — zi) 2 
\p(xi,y u Zi)dxi dyi dzi _ 


V(x — xi ) 2 + (y - yi ) 2 + (z - zi) 2 


= J»B X (27) 
= JyB y (28) 
= JuB. (29) 


These integrals can be evaluated either completely or with any 
desired approximation for any circuit in which the functions /, 
<t> y and ^ can be stated, and for which suitable limits can be set. 
The evaluated integrals will be represented by B Xf B yy and B t) as 
indicated in the equations. 

The values for the components of A and J may be substituted 
in Eq. (26) so that 
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LP = vffJ[JB. • Jf(x,y,z) + JB y • J<t>(x,y,z) 

4- JB, ■ Ji(x,y,z)]dx dy dz (30) 
= tuJ 2 fff[Bxf(x,y,z) + B u <t>(x,y,z) + B,i{x,y,z)]dx dy dz (31) 


Since the current density has been assumed uniform throughout 
the circuit, the cross section S of the conductor must be a constant. 
Hence I — JS. Substituting in the above, 


L 


-/// [B4{x y y y z) + B v <t>(x,y,z) + B z \f/(x y y f z)]dx dy dz (32) 


Cylindrical coordinates are more convenient than rectangular 
coordinates for deriving self-inductance formulas of circuits 
in which the conductor is a round wire. In transforming to 
cylindrical coordinates the equations for circuits in which the cur¬ 
rent density is uniform throughout the conductor, the components 
of the current density at any point having the cylindrical coordi¬ 
nates r,0,z are J rj Je, and J z and those of the vector potential at 
the same point are A ry A e , and A z . Since J is a constant, 
Jr = Jfr(r,d,z), J 0 = J<t>e(r f 0 ) z) } and J z = J^(r y O y z). 

Making the necessary substitutions and transformations, 


‘•-* 17 /: 


F(ri,di,Zi)ri dri dd x dzi 


y/r" 1 — 2rri cos (9 — 9 1 ) + n 2 + (2 — 2 j) 2 
= Jy.B T (33) 

where F(ri,d h Zi) = f,(ri,6i,Zi) cos (0 - 9 1 ) 

+ <t>e(ri,9i,Zi) sin (9 - 0,) 

_ f f f -_ *(ri,e u zi)ri dn d9i dzi __ 

* ~ J J V^ 2 - 2rri cos (0 - 0 X ) + ri 2 + (2 - 2 ,) 2 
= Jy.Be (34) 

where 4>(ri,0i,2i) = <f>#(ri, 0 i, 2 i) cos (0 — 0i) ‘ * 

— fr(? i,0i >2 1 ) «in (0 — 0i) 

^(ri,0i,2i)ri dri d9 x dz x 


A --•'"/// 
= JyB z 


\A 2 — 2rri cos (0 — 6 0 + n 2 + (z — Zi ) 2 


(35) 


In these equations the values of the components of the vector 
potential at a point r,0,z, are obtained by integration through the 
volume of the conductor of certain functions which are used in 
representing the value of J at any point ri,0i,Zi and of the distance 
between r,0,z and ri,0i,Zi. 
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Substituting the cylindrical components of A and J in Eq. (20) 
and inserting the value of I when J is a constant, the equation for 
self inductance is 

‘-ft/// [Brf r (r f d,z ) + Be<f> e (r,0,z) + B g +(r y $ t z)]r dr dd dz (36) 

In the above developments of self-inductance integrals, no 
mention has been made of the Biot-Savart Law, but it was tacitly 
assumed in the integrations for obtaining the components of 
A. Hence the results by the above integrals, when applied 
to a portion of a circuit, give results which correspond to those 
obtained by Neumann’s integral. 

Another method of deriving a formula for the self inductance of 
a conductor of uniform cross section is to assume that it is divided 
into an infinite number of filaments. By Neumann’s integral, a 
formula for the mutual inductance between any two filaments can 
be derived. The induced electromotive force in any arbitrarily 
chosen filament is the sum of the electromotive forces resulting 
from the changing currents in each of the filaments. Hence if an 
equation can be written to express the electromotive force induced 
in the chosen filament by a second arbitrarily chosen filament, 
the total induced electromotive force can be obtained by integrat¬ 
ing over the entire cross section of the conductor. To make this 
integration, the current in a filament must be expressed in terms 
of the current density and the area of the filament, so that the 
total electromotive force in the filament depends on the rate 
of change of current density. Now the induced electromotive 
force is not the same in all filaments, even when the current 
distribution is uniform, so that the average value for all filaments 
must be obtained by again integrating over the cross section and 
dividing by its area. Then this average induced electromotive 
force, divided by the rate of change of the total current in the 
circuit, is the self inductance. 1 

82. Derivation of Inductance Formulas to Illustrate Methods. 

The application of the foregoing methods to complicated circuits 
is outside the province of this book, since the integrations 
required are often difficult. However, the principles can be 

1 For an application of this method, see an article by Curtis, An Integra¬ 
tion Method of Deriving the Alternating Current Resistance and Inductance 
of Conductors, Sci. Pap. B.S., 18, 93 (1920). 
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illustrated by choosing circuits in which the integrals can be 
readily evaluated. In the following inductance formulas, the 
permeability of the region surrounding the inductor is taken as 
unity, so that permeability does not appear explicitly in the 
formulas. 

a. Mutual Inductance between Equal Parallel Wires .—The 
formula for the mutual inductance between two equal par¬ 
allel wires, as shown in Fig. 31, can be derived by the appli¬ 
cation of Neumann’s integral, viz., 


i 



Fig. 31.—Diagram to illustrate 
the nomenclature used in deriving 
the formula for the mutual induc¬ 
tance between parallel wires. 


M = 



ds\ dS 2 COS 6 
r 


Let ds i = dx \, ds 2 — dx , cos e = 1. 
Then r = y/ d 2 + (x — x,) 2 , and the 
limits of integration for both circuits 
are 0 and l. Then 


SHv* + (.x - Xl y 


(37) 


This can be integrated by putting x — x x = z and changing the 
limits so that 

ri ri-xi fa ri r ,_ u-*i 

" ■ X*\L wtp - X dx [ iot “ +v,p+2,) L 


Inserting the limits and separating into two integrals, 

M = j^dx i In [l — x i + y/d 2 + (l — xi)2] 

- JT dx ! In f - + Vd 2 + I?) (39) 

In the first integral, substitute u = l — x\ + y/d 2 + (l — Xi ) 2 , 
and in the second integral substitute v = —X\ + y/d 2 + x x 2 . 


1 ri+Vi'+d’/ d2 \ 

- d V + *■)“ 


(l + p) In . 


dv (40) 
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Integrating, 

1[7 d>\ ^li+sAt+d' 

M -2l\ u -u) lnu - u -u\ d 

, If/ tf 2 \, d 2 ~\~i+VN+d' 

+ 2[ v - 7/ n ” ~ 11 ~ ~^\ d < 41 > 

Substituting limits and simplifying, 

M = 2^ In l —— ^ - d - ~ Vi 2 + rf 2 + dj (42) 

This is an exact solution, no approximations having been intro¬ 
duced. However, the assumption was made that the wires can 
be represented by geometric lines. 

b. Mutual Inductance between Coaxial Circles .—Neumann's 
integral was used by Maxwell 1 to determine the mutual inductance 
between two coaxial circles. The circles are shown diagram- 
matically in Fig. 32. The larger circle of radius A has its center 



Fig. 32.—Diagram to illustrate the nomenclature used in developing the formula 
for the mutual inductance between two coaxial circles. 

at the origin of coordinates and lies in a plane perpendicular to 
the z axis. The smaller circle of radius a has its center on, and its 
plane perpendicular to, the z axis at a distance d from the origin. 
The distance between any two points Pi and P 2 selected at random 
on the two circles is r. Then 

dsi = Add i 
ds 2 = ad$ 2 
€ = $2 — $1 

r = \/d 2 + A 2 + a 2 — 2 Aa cos (0i — 0 2 ) 

1 “Electricity and Magnetism/’ 3d ed., Art. 701. 
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Hence by Neumann’s formula, * 

' 2w r2w Aa cos (0 2 - 0i) dd i dd 2 


M 


n 2 


(43) 


's/d 2 + A 2 + a 2 — 2Aa cos (0 1 — 0 2 ) 

The integration is simplified by introducing a constant k where 

4 Aa 


k 2 = 


d 2 + (A + a) 2 


(44) 


The first integration involves only trigonometric functions, but 
the second integration requires the introduction of elliptic 
integrals. Carrying through this work, 

2 

k 

where K and E are the complete elliptic integrals 1 of the first 
and second kinds, respectively, to modulus K. This is an exact 
formula. 

c. Self Inductance of a Circular Ring .—The development of the 
formula for the self inductance of a circular ring having circular 
cross section is most easily accomplished by using cylindrical 
coordinates in which the center of coordinates is the center of the 
ring and the z axis coincides with the axis of the ring. In 
Fig. 33 is shown a ring and its cylindrical coordinates: r, 0, and z. 
The mean radius of the ring is a and the radius of the cross section 
is p. 

Assuming the current density J to be uniform, 




Jr = 0 


Je - J 


and 


J z = 0 


so that 


fr(r,B y z) = 0 <t>e(r,e,z) = 1 t(r,6,z) = 0 


Hence, by Eq. (33), using the limits of integration which can be 
seen from Fig. 33, 


B r = 




_ sin ( 0 — fli) dd i _ 

VV 2 + ri 2 + {z — z) 2 — 2rri cos (0 — 0i) 

(46) 


1 Values of K and E for various values of k are given in Peirce, “Integral 
Tables,“ p. 117. More complete tables have been prepared by Nagaoka and 
Sakauri. A method of obtaining numerical values is given in Appendix I. 
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The substitution of the limits in the first integration reduces 
this to zero. Also, since ^(ri,0i,Zi) = 0, B g = 0, from Eq. (35). 
Substituting in Eq. (34), 


J ^a+p fp f*2r 

r i dpi I dzA - 
a-p J-P JO ^ 


cos ( 0 — di) dB i 


V^ + r^+iz-Zi ) 2 


-2 rri cos (0—0i) 
(47) 


Substituting the values of B e and of <fo(r,0,z) in Eq. (36) and 
inserting the appropriate limits, 


L = JL 

tt 2 p a 

where 


/»a + P f*P f*2ir f*a+p f*p p2ir 

| rdr I dz I dd I ri dr x I dz x I pde x 

Ja—p J — p Jo Ja — p J—p JO 

F = cos (0 - Oi) 

■\/r 1 + ri* + (z — 2j) 2 — 2rri cos (0 — 0i) 


(48) 


The evaluation of the above integrals is difficult since the first 



Fiq. 33.—Diagram to illustrate the nomenclature used in developing the formula 
for the self inductance of a circular ring. 


integral is an elliptic integral. However, by assuming that 
the radius of the wire, p, is small relative to the radius of the circle, 
o, so that terms smaller than p/a can be neglected, the value of 
L can be approximately determined as 

L = 4»a(ln j - 1.75^ (49) 

83. Important Formulas for Computing Inductance. —Only 
those formulas for computing inductance will be given which 
apply to forms that can be precisely constructed and accurately 
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measured. However, a number of auxiliary formulas will be 
given which are of importance in computing the inductance of 
leads, of substitution inductances, etc. In all the formulas, if the 
dimensions are in centimeters, the computed inductance is in 
millimicrohenrys. 

a. Mutual Inductance of Concentric , Coaxial Solenoids .—There 
are several formulas for the mutual inductance of concentric, 
coaxial solenoids, but all have been derived on the assumption 
that each solenoid is a current sheet. A current sheet is an 
idealized winding having properties such that the current is uni¬ 
formly distributed over the surface of the cylinder and at every 
point flows in a direction perpendicular to an element of the 
cylinder. A current sheet can be most nearly approximated 
by winding a thin tape on a cylinder, leaving very little space 
between adjacent turns. However, there are many practical 
difficulties in making a winding of tape. The only practical 
solenoid consists of a helix of round wires wound on an insulating 
cylinder. Hence the importance of determining the difference 
between the mutual inductance of two current sheets and two 
helices made from round wire. Before we discuss the difference 
between the two types of windings, the current sheet formulas 
will be considered. 

Two formulas for the mutual inductance between two coaxial 
and concentric current sheets have been developed 1 which are 
applicable to solenoids of any length or diameter. The one by 
Cohen uses complete and incomplete elliptic integrals; the other 
by Nagaoka uses q functions. Cohen’s formula is in the form of 
the difference between two quantities which may be nearly equal, 
so that the computation of each must be made with great exact¬ 
ness. Hence it is not a practical formula for computation. 
Nagaoka’s formula is very laborious to use, though giving 
accurate results. 

In addition to the exact formulas, there are a number of series 
formulas, each best adapted to a particular region of coil dimen¬ 
sions. The region of coil dimensions of greatest importance 
in absolute electrical measurements may be described as an 
outer coil having a length greater than the diameter and an inner 

1 A collection of formulas of the mutual inductance of solenoids, together 
with a discussion of the types of solenoids to which they may be applied, is 
found in a paper by Rosa and Grover, Bull. B. S., 8, 53 (1912). 
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coil with dimensions not more than half those of the outer coil. 
The mutual inductance of the system just described can be com¬ 
puted by the formula of Roiti, but a formula recently given by 
Snow 1 is somewhat more convenient. This formula is given 
below, together with an example of computation by means 
of it. 

The symbols employed for the dimensions can be understood 
by referring to Fig. 34: 


A and a = diameters of the 
outer and inner sole¬ 
noids, respectively. 

B and b = lengths of the outer 
and inner solenoids, 
respectively. 

D and d = diagonals of 


OpjLC 
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Fig. 34.—Diagram to illustrate 
the nomenclature used in the 
the ^ ormu ^ a f° r the mutual inductance 
of concentric, coaxial solenoids. 

outer and inner 


solenoids, respectively. 

a and = angles between the axis and the diagonals of the 
outer and inner solenoids, respectively. 

N and n = total numbers of turns on the outer and inner 
• solenoids, respectively. 


D 2 = A 2 + B 2 
A 

sin a = 7 T 


d 2 = a 2 + b 2 


sin 0 = 


a 

d 


The mutual inductance M in millimicrohenrys is given by the 
formula 

k — 1 

where C*(«) and C*(0) are a group of finite series of sin a and sin 0, 
respectively. 

The general expression for the kth series in the a group of series 
is 


1 Snow, Mutual Inductance and Torque between Two Concentric Sole¬ 
noids, B.S. J. Research , 1, 685 (1928). There is an error in the formula as 
originally published. 
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r «■ Jfc — 1 


cm -i+2 [(-D- (fe - 1)( * ~ t - r) ] 

r-1 - 




(2 k + 3) (2 Jfc + 5) 


2r[r 




«] 


( 51 ) 


The 0 group differs from the a group only by replacing a with 0. 

For convenience in calculation, the first six series of the a group 
are given below with numerical coefficients expressed as common 
fractions. 


Ci (a) = 1 

C,(a) = 1 
C,(a) = 1 
C 4 («) = 1 

C.(a) = 1 

C.(a) = 1 


7 . , 

— 7 sin ! a 
4 

9 . . . 33 . . 

— g sin 2 a + -g- sm 4 a 

33 . , , 143 . . 715 . , 

-j- sin 2 a -|—s- sin 4 a- tct- sin 8 a 

4 » 04 

' 195 . . 1105 . , 

— 13 sin 2 a H —i sin 4 a- 75 - sm 6 a 

4 lo 


+ 


6 

4199 

128 


sin 8 at 


75 


425 


-7- sin 2 a H-sin 4 a — 

4 4 


8075 

32 


sin 0 a 


, 33 915 . _ 52 003 

+ - T n n- sin 8 a-sin lu a I 


128 


512 


(52) 


The & group is identical with the above except that a is every¬ 
where replaced by p. 

The method of using the above formula for computing the 
mutual inductance of concentric and coaxial current sheets can 
be illustrated by applying it to a numerical example. Assume 
the following constants of the two solenoids: 


• Large Solenoid 
Length B = 60 cm 

Diameter A = 20 cm 

Number of turns N — 600 


Small Solenoid 
b = 30 cm 
a = 10 cm 
n = 300 


Compute the following constants of each solenoid: 

Diagonal D = 20\/l0 cm d = 10y^0 cm 

sin 2 a = Ho sin 2 p = Ho 
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The values for the series C*(a) and Ct(l 3) are 


Also 


Ci(«) = C 1 (P) = 1 

C.(a) = <7*09) = 0.825 

C,(a) = C.03) = 0.59125 

C t (a) = C 4 (/S) = 0.34258 

Ct(a) = C,(/9) = 0.1217 

C.(«) = C«(/3) = -0.0394 

& 1 
D 2 4‘ 


Substituting in the formula for mutual inductance, 

M “-aoViS- Y 

- ^[ 3 ( 0 - 825 ) + K8(0.825)(0.59125) 

+ *64(0.59125) (0.34258) 
+ *6 5 6 (0.3426) (0.1217) 

- Ho24(0. 1217)(0.0394)]| 

Converting each term into a decimal fraction 

M = T - ■ 9 X 10< • a/Io|i - 0.010312 

- 0.001524 

- 0.000158 

- 0.000008 

+ 0 . 0000002 | 

= 2 775 225 millimicrohenrys 
= 2.775225 millihenrys 

This same case was independently computed by the formula of 
Roiti, giving M = 2.775225 millihenrys. The complete agree¬ 
ment is accidental, as the series was not .carried in either computa¬ 
tion to more than the sixth decimal place, giving one part in a 
million in the result. 

As mentioned previously, the formula just given is applicable 
only to coils which are long relative to their diameter. In the 
above example the length of each coil is three times the diameter. 
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The formula would not be applicable to coils appreciably shorter 
than this, but there is little probability that shorter coils would 
be used in absolute measurements. 

In order to apply the current sheet formula for the mutual 
inductance of concentric and coaxial solenoids to actual windings 
consisting of turns of wire, the principles involved in developing 
the formula must be given consideration. For this purpose 
consider that the mutual inductance is defined as the electro¬ 
motive force induced in the inner coil divided by the rate of change 
of current in the outer coil, and determine the effect on the induced 
electromotive force of having the solenoids made of wire of finite 
cross section and measurable spacing, instead of an idealized 
current sheet. 

First consider the magnetic field produced by a current in the 
wires of the outer solenoid. Just inside the solenoid the lines of 
magnetic intensity are not straight, but have a wavy appearance. 
It has been shown by Snow 1 that the amplitude of these waves 
decreases rapidly as the distance from the wires increases, 
so that, if the pitch of the winding is 1 mm, at a distance of 1 cm 
from the wires the amplitude is less than one-millionth of the 
value of the magnetic intensity. Hence, if the diameter of the 
inner solenoid is less than the diameter of the outer by more 
than 2 cm, a negligible error is introduced because of waves in the 
lines of magnetic intensity. 

A second consideration is the method to be adopted in deter¬ 
mining the length of the outer solenoid. Since the axial com¬ 
ponent of the magnetic field of a current in a wire solenoid has no 
appreciable waves in the region under consideration, this com¬ 
ponent is the same as would be produced by the same current 
in a current sheet formed by flattening the wires into ribbons. 
Hence the length to be taken for the wire solenoid is the length 
of the current sheet produced by flattening the wires, which 
again is equal to the number of turns times the pitch. This is a 
length greater than the physical length of the winding of the 
solenoid. 

A third consideration is the equivalent diameter of the outer 
solenoid when wound with wire. In the formula for computing 
the inductance, the diameter of the outer solenoid does not enter 
directly, but is required for computing the length of the diagonal. 
Hence the longer the solenoid, the less the accuracy required in 

1 B.S. J. Research , 1, 697 (,1928). 
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determining the equivalent diameter. The diameter of a wire 
solenoid from the center of the wire on one side to the center on 
the opposite side can be measured with high accuracy. This 
does not signify, however, that this is the diameter of the equiva¬ 
lent current sheet, for, although the magnetic field outside a wire 
carrying a current which is uniformly distributed over its cross 
section is the same as though the current were concentrated on the 
axis, the magnetic field outside a ribbon, which takes the place of a 
wire in a current sheet, cannot be considered as emanating from 
a filament at its center. As a first approximation, the diameter 
to the centers of the wires may be assumed to be equivalent to the 
current sheet diameter. This method of measuring the diameter 
of the outer solenoid may introduce an appreciable error in the 
computed mutual inductance between the two wire-wound 
solenoids. 

A fourth consideration is the helical nature of the windings of 
the wire solenoids. Any element of a helical winding may be 
resolved into a circular part and an axial part. The circular 
part is the equivalent of the current sheet, while the axial com¬ 
ponent produces a magnetic field at right angles to the axial. If 
the inner solenoid were a true current sheet with the conductors 
exactly perpendicular to the axis, the magnetic field of the axial 
component of the outer solenoid would not produce an induced 
electromotive force in the inner* solenoid. However, with the 
inner solenoid in the form of a helix, there is an axial component 
of the inner solenoid in which an electromotive force is induced. 
The magnitude of the induced electromotive force in the axial 
component of the inner solenoid can be approximated by assum¬ 
ing that it is equal to that which would be induced in a wire, 
lying in the common axis, by the normal current of the outer 
cylinder when in a wire lying in the surface of the outer solenoid 
and parallel to its axis. In the example just solved, the induc¬ 
tance caused by the axial components of the windings would be 
approximately 150 millimicrohenrys, or about 50 parts in a 
million. If both windings correspond to a right-hand screw or 
both to a left-hand screw, the inductance of the axial components 
adds to that of the current sheet. If one corresponds to a right- 
hand screw and the other to a left-hand screw, the inductance of 
the axial components subtracts from that of the current sheet. 
The formula for computing the mutual inductance of parallel 
wires is given in a later section. 
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A fifth consideration is the diameter of a current sheet which 
will be equivalent to the inner solenoid wound with wire. In a 
wire solenoid, the induced electromotive force is not the same at all 
points of a cross section. Hence it is necessary to determine the 
average value of the induced electromotive force, and then find the 
diameter of the current sheet in which this electromotive force 
would be induced. Since the magnetic field of the outer solenoid 
is nearly uniform over the region occupied by the inner solenoid, 
an approximate correction for the finite cross section of the wire 
of the inner solenoid can be obtained by determining the average 
electromotive force that is induced in a single turn of wire placed 
with its center at the center of the inner solenoid and its plane 
f perpendicular to the axis of the solenoid when the current in the 
outer solenoid is changing at a known rate. The wire of this 
turn can be considered as made up of circular filaments, the 
electromotive force in each being equal to the area of the circle 
which it bounds multiplied by the rate of change of the magnetic 
induction (a constant for all the filaments). The average electro¬ 
motive force is found by writing the general expression for the 
electromotive force induced in any filament, integrating over the 
cross section of the wire and dividing by the cross-sectional area. 
Carrying out this procedure for a turn of wire in which the axis 
of the turn has a diameter a and the wire a diameter w, those 

I w* 

filaments which have a diameter equal to a Jl + 4—5 have an 

average electromotive force induced in them. This correction 
can then be applied to the mean diameter of the wire solenoid to 
obtain the diameter of the equivalent current sheet. 

The formula for the mutual inductance of two concentric and 
coaxial solenoids wound with wire can be obtained by applying 
the corrections, as outlined, to the current sheet formula. The 
measurable dimensions of the solenoids, with symbols, are as 
follows: 



Symbols 

Dimension 

Outer 

Inner 


solenoid 

solenoid 

Mean diameter, center of wire to center of 



wire. 

A 

a 

Diameter of wire. 

W 

w 

Pitch of winding. 

P 

V 

Number of turns.! 

N \ 

n 
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From the measured dimensions, the following constants can be 
determined: 


Constant 

Symbol and formula 

Outer solenoid 

Inner solenoid 

Equivalent length. 

Diagonal. 

Angular opening. 

Equivalent diameter.... 

B = NP 

D = 

sin a. — A/D 

b = np 
d = Va 1 + 

sin /3 = a/d 

a> = W 1 + sf. 




The formula for the mutual inductance M of the concentric 
and coaxial wire solenoids is 

M - 

= 1 

± {(B + b) In [B + b + V^+W+W] 

- (B - b) In [B - b + VA 2 + ( B - &)*] - 2b In A 

- VA 2 + (B + b) 2 + VA 2 + (B - b) 2 \ (53) 

where C*(a) and C k (P) are the functions given under the current 
sheet formula and In is the natural logarithm. The ± sign 
indicates that the result depends on the nature of the pitch of the 
two solenoids, the plus sign to be used if both are right-handed or 
both left-handed, the minus sign if one is right-handed and the 
other left-handed. 

Since the above formula neglects certain corrections and esti¬ 
mates others, it is not to be expected that results of the highest 
accuracy can be obtained by its use. However, there is no 
reason to believe that the error in the computed inductance 
will be large; it is almost certainly less than 100 parts in a million, 
and possibly less than 10 parts. 

6 . The Mutual Inductance between a Helix and a Coaxial Circle 
Lying in an End Plane of the Helix .—A formula for computing the 
mutual inductance between a helix and the circumference of a 
coaxial circle which lies in a plane passing through one of the end 
points of the helix was derived by Jones . 1 The derivation 

l J. Viriamu Jones, Proc. Roy. Soc. {London), 63, 198 (1898). 
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assumes that the wires used in constructing the helix and the 
circle have an infinitesimal cross section. The number of turns 
in the helix does not need to be an integer. 

The measured constants required in the computation are: 

D = diameter of circle. 

H = diameter of helix. 
p = pitch of helix. 

b = axial length of helix — pitch times the number of turns. 

From the measured constants, the following constants are 
computed: 

k 2 = 
k' = 

P = 

The formula is 
M = ^2z\/W + Z)) 2 + 42 2 {/C - E } 

- (ff* - D*){g + (X - (54) 

where A = complete elliptic integral of the first kind to modulus k. 

E = complete elliptic integral of the second kind to modulus 
k. 

F(k',fi) = the incomplete elliptic integral of the first kind to 
modulus k f and amplitude ft. 

E(k',fi) = the incomplete elliptic integral of the second kind 
to modulus k' and amplitude 

As elliptic integrals enter into several important inductance 
formulas, a discussion of their meaning and the methods of 
evaluating them will be given in Appendix I. 

As the formula given is an exact mathematical derivation, 
any error therein must result from the assumptions on which the 
derivation rests. The important assumptions that cannot be 
fulfilled in an actual inductor are ( 1 ) that the wire used in 
constructing the helix has infinitesimal cross section; ( 2 ) that the 
form of the helix is geometrically perfect; (3) that the wire used 
in the circle has infinitesimal cross section; (4) that the circle has 




(H + DY + 4b 2 
Vl - k 2 

. J H - D ] 
bln k'(H 4- D) 
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a true geometric form. An assumption that can be verified by 
electrical measurements is that the circle is coaxial with the helix. 
The effect on the computed inductance of the assumptions that 
cannot be fulfilled can be approximately determined by analysis. 

The finite cross section of the wire of the helix will introduce 
no correction in the computed inductance provided the current 
in the wire is symmetrically distributed about the center. This 
follows from the general proposition that the lines of magnetic 
intensity around a wire carrying a symmetrically distributed 
current are circles. With alternating current of high frequency, 
the current distribution is not symmetrical about the center of 
each wire but depends on the frequency of the alternating current, 
on the diameter of the wire and its resistivity, and on the pitch 
of the winding. No formula is known for computing the mutual 
inductance which includes the above factors. Hence the induc¬ 
tance formula is applicable only at low frequency. 

The significant imperfections in the form of the helix are 
ellipticity of cross section, conicality of supporting form, and 
irregularities in the pitch. The ellipticity will introduce little 
error if the mean diameter is measured. The effect of conicality, 
however, is not eliminated by taking the average diameter over 
the length, since the turns at the end next to the circle have 
more influence on the mutual inductance than those farther away. 
To obtain the mutual inductance in the case of a conical helix, 
consider that the helix is made up of a series of circles, the dis¬ 
tance between them corresponding to the pitch of the helix, and 
the diameter of each corresponding to that of the helix at that 
point. Now the mutual inductance between the circle and the 
helix is so nearly equal to the sum of the mutual inductances 
between this circle and each of the circles of the series that cor¬ 
rection terms can be computed on the assumption that they are 
exactly equal. The change in mutTual inductance between two 
coaxial circles with their centers at a distance x, when the diam¬ 
eter of the smaller circle varies, is given by the equation 
dM _ 2ira |~^ A 2 - a 2 — 4x 2 ~1 

~ + a) 2 + ±x\ + iA + a) 2 + 4x‘ 2 J ( 55 ) 

where K and E are complete elliptic integrals of the first and 
second kind, respectively, to modulus 

k = 2 y/Aa/ \/(a + A) 2 + 4x*. 
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To avoid computing k for each circle, a few computations can be 
made for different values of x f and these can be plotted in a 
curve, from which the value for each of the other circles can 
be determined. The correction for a circle is the product of 
diW 

its value of multiplied by its variation from the mean diam¬ 
eter. The total correction is the algebraic sum of the corrections 
for the individual circles. 

The correction for the irregularities in the pitch is made in a 
manner similar to that just given for the variations in diameter. 
The helix is replaced by a series of circles. The relationship 
between the change of mutual inductance with the displacement 
dJM[ 

of a circle and the distance x from the plane of the second¬ 
ary circle is determined for several points, and a curve is plotted 
from which the effect of a displacement at any point can be esti¬ 
mated. Then, from the measured displacement 5x of each helical 
turn, the correction to the mutual inductance is computed as 

8x. The total correction is the algebraic sum of the 

X 

separate turns. The formula for computing the change of 
mutual inductance with displacement is 



dM 

dx 


Stx [" A 2 + a 2 + 4x> _ 

VU + a) 2 + 4x 2 L(^ - a) 2 + 4x 2 


(56) 


where the symbols have the same meaning as in the preceding 
formula. 1 

The correction for the finite cross section of the secondary 
circle depends not only on the diameter of the wire but also 
on the diameter of the circle. A satisfactory discussion is difficult 
and will be reserved until the applications of the formula are 
considered. The same statement applies to the corrections for 
the imperfections in the geometric form of the secondary circle. 

The above formula can be used to compute the mutual induc¬ 
tance between any solenoid and a circle lying in a plane per¬ 
pendicular to the axis of the solenoid and passing through the 
center of the wire at an extreme end of the solenoid. However, 

1 For an application of these correction formulas, see paper by Dye and 
Hartshorn, N.P.L. t CoU . Researches , 21, 1 (1929). 
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the computation is quite laborious. A more convenient formula 1 
is available when the length of the solenoid is larger than its 
diameter. This formula is 

2jr 2 a 2 n/ , 3a 2 A 2 , 5 a 4 A 4 ,35 a 6 A 6 

M m —d~ V + -jar + u~dT Xi + 512 ~d^ Xi 

. 63 a 8 A 8 , \ 

+ 1024 d 16 X6 + ‘ ‘ ^ 

where a = smaller radius (solenoid or circle). 

A = larger radius (circle or solenoid). 

Z = axial length of solenoid. 
n = number of , turns in length 1. 



5 10Z 2 . 4Z 4 

X4 2 A 2 + A 4 * 

_ 35 35f 2 ZW 4Z 6 

X “ 16 2A 2 + A 4 A 6 ' 

c. The Self-inductance of a Helix and Its Leads .—The self 
inductance of a helix wound with round wire can be computed 
by a formula developed by Snow . 2 The constants needed for the 
computation are: 

D = diameter of helix from center of wire on one side to 
center of wire on opposite side, in centimeters. 
w = diameter of wire, in centimeters. 
p = pitch of winding, in centimeters. 

N = number of turns. 

I = pN = length of helix from beginning of first turn to end 
of last turn, in centimeters. 

The computed constant is 

D 2 

k 2 = 

K D 2 + Z 2 

The self inductance L of the helix in millimicrohenrys is given by 
the formula 

1 Rosa, BuZZ. B. £., 3, 209 (1907). 

* B. S. J. Research , 9, 419 (1932). 
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4-AT2 ,_f 7)2 

L = ^V-D 2 + l* K-E + ^{E 


+ irD\2N (In £ 
^ w 


0.89473^ + ^ In 


- ^Vd^+J^k - E - 

- \VD^V {2 ± - k) 

+ IP - |'(l - i ton- 5) 



(58) 


where K — complete elliptic integral of the first kind to modulus 
k. 

E = complete elliptic integral of the second kind to 
modulus k. 


D 2 4 / 

P = tL 2 + 2 In ^ when l ^ D 

4Z 2 D 

= 5 ~ 5 l 11 when / fg D 


(59) 


The first term is the same as the formula of Lorenz for a cylin¬ 
drical current sheet, and it is the most important term of the 
equation. The second term is the principal correction term and 
generally needs to be determined to about 1 per cent of the accu-* 
racy required for the first term. The third term is important 
only for short coils, being equal to the mutual inductance between 
the end turns. The last three terms are usually negligible. In 
the term having a plus and minus sign (±), the negative sign is to 
be taken if the current density is assumed uniform over the cross 
section of the wire, the positive sign if the current density is 
assumed to vary inversely as the length of the helical filaments 
into which the wire is considered to be divided by surfaces having 
the lines of current flow as generators (the so-called natural 
distribution). Since there is no experimental method of determin¬ 
ing which current distribution is correct, this term serves only 
to show the accuracy that can be expected. 

The preceding formula has been developed on the assumption 
that the winding is a perfect helix. Small irregularities in the 
winding affect the computed inductance, requiring a small 
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correction term. Before giving the formula for computing the 
effect of irregularities in this winding, the method of measurement 
to obtain the irregularities will be discussed. 

Consider that the helix has n turns and that the radial leads 
are attached at the beginning of the first turn and at the end of the 
nth turn. Also consider that measurements of the axial position 
are to be made at q points on each turn, the positions on the differ¬ 
ent turns being on the same generators of the cylindrical form. 
From these q measurements, the average position of a turn is 
determined. The pitch p of the helix is obtained by dividing the 
average distance between the first turn and nth turn by (n — 1). 
The deviation 5(r) of the rth turn from the position it is supposed 
to occupy is determined from the average distance A r between the 
first and rth turns by the equation 

A r — p(r — 1) = 5(r) (60) 

For values of r greater than n/2, the deviation may be deter¬ 
mined from the distance n A r between the nth turn and the rth 
turn. Then 

nA r - p(n - r) = -8(r) (61) 

When the deviation for the second half of the solenoid is deter¬ 
mined by Eq. (61), a small error in the pitch will not introduce 
an appreciable error in the correction for irregularities in winding. 

It should be noted that, when a circle is farther from the first 
turn than it should be, the deviation of that turn is positive, while, 
if it is nearer, the deviation is negative. The computation 
of the correction term is simplified by combining the deviations 
of turns which occupy symmetrical positions with respect to the 
two ends. Thus 


/(2) = 5(2) - S(n - 1) 

/(3) = 5(3) - 8(n - 2) 

f(r) = 8(r) — 8(n ~ r + 1) 



f(n - 1) = -/(2) = 5(» - 1) - 5(2) 


(62) 


The second half of the series repeats the first half but in reverse 
order and with the sign changed. 



156 


ELECTRICAL MEASUREMENTS 


[Chap. XIV 


The formula 1 for computing the correction term 8L is derived 
by assuming (1) that each turn of the helix can be replaced by a 
circular hoop located at the average axial position of the turn, and 
(2) that the radial component of the magnetic field of the helix is 
identical with that of a current sheet having the same number of 
turns. The correction term is given by the equation 

n — 1 

5L = - AD (63) 

r-2 

where /(r) is the experimental function described above and 
\p(r) is a theoretical function given by the equation 

Hr) = \ (K — E) — kK (64) 


where k 2 = 


and K and E are complete elliptic 


integrals of the first and second kind, respectively, to modulus k. 
Because of the antisymmetry in the values of /(r), the equation for 
5L may be written 


n 

2 

SL = -Hn-r + l)) (65) 

r ™ 2 

If the values of /(r) are in centimeters, the value of 8L will 
be in millimicrohenrys. 

The computation of the function \j/(r) by elliptic integrals is 
somewhat tedious. While this function has the same form as 
the elliptic integral portion of the formula for the mutual induc¬ 
tance between two circles, for which numerous tables are avail¬ 
able , 2 yet the computation is laborious, on account of the difficulty 
of determining k from D , p, and r. A simpler and sufficiently 
accurate method of obtaining ^(r) is to compute it from some of 
the series formulas which have been developed for computing 
the mutual inductance between circles. 

The following set of formulas can be used for any value of 
r from 2 to infinity. To use these formulas, first compute the 

1 Snow, The Effect of Small Variations in Pitch upon the Inductance of a 
Solenoid, B.S. J. Research , 6, 777 (1931). 

* Nagaoka and Sakurai, Sci. Pap. Inst. Phys. Chem. Research , Table 2 
(1927). 
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value of an auxiliary constant X from the equation 

^ _ P(r - 1) 

X D 

Then the formulas and limits are 
Formulas 

(1) Hr) = (l + |\ 2 )(ln - (2 + 

(2) Hr) = |[(v / M r X’ - X) 3 

+ |(vT+F - X)H 

(3) Hr) = “ 4 x 2 ) 

The accuracy required in the computation of ^(r) is not great, 
but will depend on the precision of winding and on the pitch. 
As an example, consider a coil having a pitch of 1 mm 
(1000 microns) and a maximum value of 5(r) of 50 microns. 
Also assume that the position of each turn can be measured to 
1 micron, so that an error of 2 per cent in 5(r) can be expected. 
Hence if \p(r) is computed with an accuracy of 1 per cent, no 
appreciable error in 8L will result from the uncertainty in ^(r). 
The above formulas will give this accuracy with the possible 
exception of a few points near the boundary limits of the formulas, 
and the errors that these points can introduce will be quite 
negligible in the summation. Instead of computing for every 
value of r, a few may be computed and the values of the remainder 
determined by plotting a curve. 

The inductance of the leads of a helix must be computed 
and added to the computed inductance of the helix to obtain 
the total inductance up to the point of connection to the outside 
circuit. A simple method of locating the leads is shown in 
Fig. 35, in which the two leads are symmetrical with respect 
to the two ends of the helix. Each lead consists of three straight 
parts, designated as PQ } QR, and RS , with the same symbols 
primed for the symmetrical lead. The self inductance of each of 
these parts must be computed, and also the mutual inductance 
between each part and every other part, including the helix. 
The construction is such that the mutual inductance between 


Limits 

0 < X < 0.4\ 

>( 66 ) 

0.4 < X < 2 ( 

2 < X < oo / 
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each of the following pairs is zero: PQ and helix; P'Q' and helix; 
RS and helix; R'S' and helix; PQ and QR; P'Q' and Q'R'; QR and 
RS; Q'R' and R'S';PQ and R'Q'; P'Q' and RQ; QR and R'S'; and 
Q'R ' and RS. In addition, the mutual inductance between PQ 
and P'Q' is generally negligible, while that between PQ and RS is 
nearly equal and opposite to that between PQ and R'S' ; likewise 
that between P'Q' and R'S' opposes that between P'Q' and RS. 
Hence, of the twenty-one possible mutual inductances, only 


r. ° 



Fig. 35. —The position of the leads to a helix. At the right is the substitution 

inductor. 

four need be computed, viz., Mss' between RS and R'S', M QQ • 
between QR and Q'R', Mrh between QR and helix, and M R ' h 
between Q'R' and helix-. As the latter two are identical, only 
three computations are necessary. 

The total inductance of a helix including leads may be written 

L = Lh + 2 Ipq + 2 Iqr + 2 Irs — 2Mss' — 4 Mrh + 2Mqq' (67) 

where Lh = self inductance of the helix. 

Ipq, Irq, and l R s = self inductances of straight wires. 

Mss', M Rh , and M QQ ' = mutual inductances as already indicated. 
A formula has been given for Lh, and below are given formulas 
for computing the self and mutual inductance of the straight parts 
of the circuit. The part that needs special consideration is M R h, 
which is the mutual inductance between a helix and the straight 
wire parallel to its axis and of nearly half its length. 
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The mutual inductance between the helix and the two leads 
QR and Q'R' can be approximated by computing the mutual 
inductance between a wire at the axis of the helix and a wire 
extending from Q to Q'■ A more exact formula is 


2 M Rh = IP -IQ 


- 


k) 


( 68 ) 


7)2 47 

where P = ^ + 2 In ^ if 7 > D. 

__ 37 7 . 7 ‘ c i ^ 

~ D D n D’ lf < D ' 

7)2 9 / 

Q = + 2 In g, if l 5 2D. 


fc 2 = 


3i_ 

2D 

D 2 


2B ln SB' if 1 < 2D • 


D 2 + 7 2 

E = complete elliptical integral of second kind to modulus A:. 
d. Self Inductance of a Straight Wire ,—The self inductance L, 
in millimicrohenrys, of a straight cylindrical wire of length l and 
diameter d is 


L = 21 ln ( 2 " + 3 - V4/ 2 + d 2 (69) 

If the length is large relative to the diameter, then 
approximately 


T Q7 , 47 , 37 

L — 27 ln -^ + d — 


(70) 


In this equation, the largest neglected term is d 2 /47. 

e. Mutual Inductance between Parallel Wires. —The mutual 
inductance M between any two parallel wires of lengths 7 and m, 
r distance apart and with distance q between one pair of corre¬ 
sponding ends (see Fig. 36) is given by the formula 

M = (q + m) ln [g + m + y/ r 2 + (q + m) 2 ] — y/ r 2 + (q + m) 2 
+ (7 - 0 ln [7 - f + -s/r 2 + (7 - 0 2 1 - \A 2 + (? - 0 2 

— (m + 7 — 1) ln [m + q — l + y/r* + (m + 7 — Z) 2 ] 

+ Vr 2 + (m + 7 - f) 2 

- 7 ln (q + y/r* + q 2 ) + Vr 2 + 9 2 (71) 
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This formula is derived on the assumption that the diameters 

of the wires are so small relative to their distance apart that the 

induced electromotive force in a filament at the center of a wire is 

equal to the average electromotive 

force over the cross section of the wire. 

m In using the value obtained by 

" r * l * r * i this formula, care must be exercised 

1 to ensure that the correct sign of the 

i Case! mutual inductance is taken. The 

Equal,Parallel formula is derived on the assumption 
General Conductors ,. . - 

that, for an increasing current in one 

conductor, the direction of the in- 

— 1 . duced electromotive force in the other 

m %- conductor is the same as the direction 

TP- L of the current in the first conductor. 

i m The above general formula simplifies 

1 l for special cases. 

Case I. Equal, parallel conductors: 

Casell Case HI q = 0, l = m 

Conductors Unequal,Symmetrical, , --v 

m Same Line Parallel Conductors . o; , (1 + V ' * 1 


Casell 
Conductors 
m Same Line 


Case HI 

Unequal,Symmetrical, 
Parallel Conductors 


\M = 2 1 In 


// + V^±2 \ 

Fig. 36.—Nomenclature for * *" \ y J 

the mutual inductance between / .. 

parallel wires. “ 2 y/f* + l 2 + 2r (72) 

Case II. Conductors in the same line: 

r = 0 , q = l + s 

where s is the distance between the two adjacent ends. 

M = (s + l + m) In (s + l + m) + s In s 

- (s + m) In (s + m) - (s + l ) In (s + l ) ( 73 ) 

Case IIA. Equal adjacent conductors in the same line: 
r = 0, 5 = 0, l = m 

M = 2 Z In 2 = 1.3861 (74) 


Case III. Unequal symmetrical parallel conductors: 

l> m q = -j- 

M = (l + m) In [I + m + y/A r 2 + (l + m) 2 } 

— {I — m) In [l — m + y/Ar 2 + (l — m) 2 ] 

— 2 m In 2 r + y/Ar 2 + (l — m) 2 — y/Ar 2 + (l + m) 2 (75) 



CHAPTER XV 


THE DESIGN AND CONSTRUCTION OF ABSOLUTE 
STANDARDS OF INDUCTANCE 

In order to produce an inductance which can be accurately 
computed from measured dimensions, attention must be given 
both to the design of the standard and to its construction. The 
design of a standard involves not only its form and dimensions, 
but also the materials of which it is to be made. The construc¬ 
tion of a standard requires the use of methods which can be so 
applied to the materials selected by the designer that the resulting 
product will closely conform to the desired form and dimensions. 

The designs will be considered for only three forms of inductors, 
viz.: (1) a mutual inductor consisting of two concentric, coaxial 
solenoids, (2) Campbell's mutual inductor, and (3) a self inductor 
consisting of a single-layer solenoid. All these forms require 
the construction of one or more large solenoids consisting of a 
cylindrical tube of some insulating material on which a helix of 
wire is wound. 

84. Materials Suitable for the Supporting Cylinder of a Sole¬ 
noid. —The materials which are suitable for the insulating 
cylinder of a solenoid are not numerous. The essential properties 
are: permanence over long periods of time, small susceptibility, 
high surface and volume resistivity, low coefficient of thermal 
expansion, and suitable mechanical qualities to permit machining 
or grinding. There are other desirable qualities, such as, low 
dielectric constant, small energy absorption in alternating-current 
fields, and small compressibility. 

Materials which approximately fulfill the essential requirements 
are statuary marble, electrical porcelain, low-expansion glass, and 
silica glass (fused quartz). Statuary marble can be obtained 
in any desired size, and it can be readily machined. However, its 
insulating properties are only reasonably good, its thermal expan¬ 
sion is relatively high, and some samples apparently change their 
dimensions slightly with time when subjected to pressure. 
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Electrical porcelain is difficult to work, and some specimens con¬ 
tain enough iron to affect the susceptibility. Low-expansion 
glass is difficult to work. Silica glass is also difficult to work and 
in large sizes is available only in a porous form. The properties 
of these four materials are listed in Table IX. 


Table IX. —Properties of Materials Suitable for the Supporting 
Cylinder of a Solenoid 


Properties 

. ... ... 

Statuary 

marble 

Electrical 

porcelain 

Low-expan¬ 
sion glass 1 

Silica glass 
(fused quarts) 

Susceptibility. 

Surface resistivity, 70 per cent 

-0.4 X 10"« 

Variable 

-1.0 X 10-8 

-0.4 X 10 8 

humidity, ohms. 

108 

10i° 

10!° 

10“ 

Volume resistivity, ohm-cm. 

10“ 

10 14 

10 lfi 

10 18 

Linear expansion, p.p.m. for 1°C. . . . 

5 

4 

3 

0.5 

Dielectric constant. 

8.3 

6 to 7 

6 to 8 

3.5 

Power factor. 

0.05 

No data 

0.01 

0.0002 

Method of working. 

Machine 

tools 

Grind 

Grind 

Grind 

Permanence. 

Accurate dal 
with the mi 
porcelain, (3 

ta lacking, 
ost permar 
) low-expai 

i_: 

Probable oi 
lent, is (1) sil 
msion glass, (4) 

1_ 1 

rder, starting 
lica glass, (2) 
marble 

1_ 


1 The data are for chemical pyrex. 


Of these four materials, silica glass is the most suitable, but 
until recently sufficiently large pieces have not been available. 
Marble has been most often used, but is probably the least desir¬ 
able of the four. 

86. Construction of a Cylindrical Form. —In order to construct 
a cylindrical form, marble may be turned, but glass and porcelain 
must be ground. 

The method of turning marble in a lathe is well known. 
Methods for grinding a glass or porcelain cylinder are not so 
well known. Probably sufficient accuracy can be obtained in 
the highest grade of commercial grinding machines, such as those 
used to grind the rollers for paper mills. A procedure for 
grinding a cylinder has been developed, 1 based on the methods 
used in optical shops for grinding lenses. The apparatus required 
is not expensive and in the hands of a skilled workman gives 
excellent results. 

1 Curtis, Moon, and Sparks, J. Research N.B.S. , 16, 1 (1936). 
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In the optical-shop method, the cylinder, roughly ground 
inside and out in a lathe or grinding machine, is mounted so that 
it can rotate slowly about a horizontal axis. The axis of the 
cylinder does not need to coincide exactly with the axis of rotation, 
but the mounting of the cylinder must be of such a type that 
there is negligible distortion. A simple mounting consists 
of inflated rubber tubing wound on two flanged pulleys attached 
to the supporting axis. The pulleys are about Y± inch less in 



Fig. 36a.—The pulleys used to mount a cylinder and the laps (saddles) used in 

grinding it. 


diameter than the inside of the cylinder to be ground, with 
M -inch flange on each edge and a face several inches wide. 
Rubber tubing of J^-inch diameter is wound on each pulley and 
the ends are suitably fastened. The tubing is then evacuated, so 
that it collapses, allowing the form to be easily slipped over 
the pulleys. The tubing is then inflated, causing the form 
to be held firmly to the supporting axis. For minimum distor¬ 
tion, the distance between the centers of the pulleys should 
be about five-eighths the length of the form to be ground. A 
photograph of a mounting which has been used is shown in 
Fig. 36a. 

The grinding is accomplished by covering the rotating cylinder 
with a suspension of carborundum in oil or water and lightly 
pressing a hand-controlled saddle against the cylinder. The 
grinding parts of the saddle are six brass or aluminum bars, each 
of which is about two-thirds the length of the cylinder. The 
bars are mounted in a wooden or light metal frame in two sets 
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of three each so that they conform to the outer surface of the 
cylinder, the centers of the two sets being separated by about 
90°. With the rotating cylinder covered by the carborundum 
suspension, the saddle is slowly and uniformly moved from end to 
end of the cylinder, but with a stroke that carries about half the 
saddle beyond the end of the cylinder. After a definite number 
of strokes, the saddle is turned end for end and grinding is con¬ 
tinued for the same number of strokes. At frequent intervals 
the cylinder must be cleaned and the diameter measured. If the 



Fiq. 37.—Setup for grinding a cylinder by the optical-shop method. 


measurements show that the center is grinding more than the 
ends, at the next grinding the length of stroke of the saddle is 
increased; if the center is grinding less than the ends, the stroke 
is decreased. If the measurements show that the grinding is not 
sufficiently rapid in one or more restricted regions, a short saddle 
can be employed to reduce these regions. A setup for grinding a 
cylinder is shown in Fig. 37. 

The measurements of diameter must be made when the varia¬ 
tions of temperature throughout the cylinder are so small that 
they do not appreciably affect its shape. With a low-expansion 
material like silica glass, the temperature inequalities produced 
by grinding are not sufficient to produce measurable distortion, 
but with other kinds of glass and with most porcelains the dis¬ 
tortions may be such that several hours must elapse between 
grinding and measuring. 
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The grinding should start with a fairly coarse grade of emery 
or carborundum. For grinding silica glass or porcelain, the 
abrasive should be free from all magnetic particles, since some 
particles will lodge in the pores and will be removed with great 
difficulty. As the grinding progresses, finer grades of abrasive 
should be used, the last grinding being with a very fine abrasive. 
The surface should not be polished, as the wire tends to slip on a 
polished surface. 

Recently some experiments have been made by Moon on lap¬ 
ping a thread in a cylinder. This will have very great advantages, 
as the irregularities in winding can be greatly reduced or possibly 
eliminated. The results are very encouraging, but the method 
has not yet been used with a form for a large solenoid. 

86. Wire for a Solenoid. —The most suitable material for the 
wire of a solenoid is hard-drawn copper. 1 Selected commercial 
wire may be used, but there are some advantages in procuring 
soft-dra^n wire several sizes larger than desired and drawing it to 
the required size through sapphire or agate dies. (Diamond 
dies do not always give a good surface.) The drawing is carried 
out in a lathe. A large wooden drum is mounted in a lathe, with 
the die mounted on the carriage. Enough wire is pulled through 
the die by hand so that it can be attached to the drum. As the 
drum rotates, the carriage is advanced by the lathe screw so that a 
single layer of wire is wound on the drum. Another drum is 
substituted in the lathe, and a smaller die replaces the one pre¬ 
viously used. The wire is then drawn from the first drum to the 
second. This process is continued until wire of nearly the cor¬ 
rect size and hardness is obtained. The wire should be uniform 
and free from kinks. 

87. Winding of a Solenoid. —The winding of the wire onto the 
cylindrical form (see Fig. 38) is carried out in a precision lathe, 
with the procedure much the same as for drawing the wire. The 
cylinder must be so carefully mounted that at each end the axis 
of rotation and the axis of the cylinder are coincident within a 
few hundredths of a millimeter. Distortion of the cylinder is 
minimized by applying the force necessary to clamp it to the sup- 

1 Recently oxygen-free copper wire has become available. This may 
give better wire than is now obtainable. The National Physical Laboratory 
has found silver wire unsatisfactory. 
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porting arbor through end disks which compress the cylinder in 
the axial direction. Radial forces are undesirable. 

The die through which the wire is drawn is mounted on the 
lathe carriage so that its plane is at a slight angle with the 
direction of the wire as it leaves the die. This angle is adjusted 
until the wire as it leaves the die has a tendency to form into a coil 
having a diameter about that of the cylinder. As the wire is 
drawn directly through the die onto the cylinder, there is no 
tendency for the wire to roll out of place as is the case when a 
straight wire is bent around a cylinder. To improve the stability 



Fig, 38.—Setup for winding a solenoid. 


of the wire on the cylinder, the under side of the wire is coated 
with a thin layer of shellac or other quick-drying adhesive. 
This coating is accomplished by means of a small hard-rubber 
roller, the bottom of which passes through the adhesive mixture, 
while the top touches the under side of the wire with sufficient 
force to produce a rotation of the roller. By regulating the 
consistency of the adhesive, a suitable amount may be transferred 
to the wire. : 

The ends of the winding may be securely held by attaching them 
to copper blocks set into the cylinder. These blocks should 
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be so inserted in the cylinder that their upper faces are nearly 
coincident with the surface of the cylinder. The wire may be 
attached by clamping or by soldering. The winding may not be 
uniform for a few turns at the ends, so that the end blocks should 
not be used as the electrical terminals of the winding. 

88. Construction of a Mutual Inductor Consisting of Concentric 
and Coaxial Solenoids.—Given two well-constructed solenoids 
having linear dimensions in the ratio of about 2 to 1, an absolute 
mutual inductor can be constructed by mounting them so that 
they are concentric and coaxial and by attaching suitable leads to 
each solenoid. It may not be feasible by mechanical measure¬ 
ments alone to place the two solenoids exactly concentric and 
coaxial. Hence one of the solenoids should be so mounted that 
its position can be adjusted. The following suggested mounting, 
in which the axes are horizontal, is only one of a number that 
might be employed. 

The inner solenoid is mounted as shown in Fig. 39 on a long piece 
of plate glass which projects from each end of the large cylinder 
and which sets on pillars that are supported by the top of a pier. 
The outer solenoid is attached to a square of plate glass that is 
carried on three supports resting on the top of the pier. The 
three supports act in a hole-slot-plane system constructed in the 
glass and permit the five motions necessary to adjust the coils so 
that they will be coaxial and concentric. The support which is 
associated with the hole consists of a vertical screw mounted in a 
double slide, one slide moving in the direction of the axis of the 
coils, the other at right angles to it. The support associated with 
the slot consists of a vertical screw and a slide which moves in a 
direction perpendicular to the axis of the coils. The support 
associated with the plane consists of a vertical screw only. All 
six screws in the supports have graduated heads, so that their 
motions can be measured. 

The five adjustments which are required to make the outer 
solenoid coaxial and concentric with the inner solenoid can be 
made as follows: 

1. Translation axially: axial screw of hole support only. 

2. Translation vertical: all three vertical screws turned same 

amount in the same direction. 

3. Translation horizontally perpendicular to axis: screws of hole 

and slot in slides perpendicular to axis turned equal 
amounts in same direction. 



168 


ELECTRICAL MEASUREMENTS 


[Chap. XV 


4. Rotation about vertical axis through center: screws of hole 

and slot in slides perpendicular to axis turned equal 
amounts but in opposite directions. 

5. Rotation about that horizontal axis through center which is 

perpendicular to axis of cylinder: vertical screws of slot 
and plane turned equal amounts in one direction, and 
screw of hole turned an equal amount in opposite 
directions. 



Fig. 39.—A hole-slot-plane mounting for adjusting two solenoids so that they 
are concentric and coaxial. The hole is at the center of the left side of the plate 
glass that supports the outer solenoid, the slot is at the back of the right side, 
and the plane is at the front of the right side. 

To use the mounting to adjust the cylinders so that they are 
concentric and coaxial, some method of accurately measuring the 
change in mutual inductance produced by changes in position 
must be provided. For a given rotation or translation, the 
mutual inductance is determined for several positions in a region 
near that location where the mutual inductance goes through a 
maximum or minimum. The solenoid is then placed in the posi¬ 
tion that gives maximum or minimum, and the same procedure is 
employed to find the correct position with respect to each of the 
four other motions. After adjustments have been made for the 
five motions, the procedure should be repeated a second and even 
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a third time to ensure that in making the later adjustments the 
first have not been affected. 

For each translation or rotation the mutual inductance is 
either a maximum or a minimum when the position is that desired. 
A consideration of the direction and space variation of the mag¬ 
netic induction produced by a current in the outer solenoid at a 
point near its center will show whether a maximum or a minimum 
is to be expected for a given translation or rotation. Near the 



Fio. 39a.—Diagram of a Campbell mutual inductor. 


center the direction of the magnetic induction is in the direction 
of the axis; the decrease in its value along a line parallel to the 
axis is more rapid as the end plane is approached; the increase 
in its value in the radial direction is more rapid than the first 
power of the radius. It follows that (1) for translations perpen¬ 
dicular to the axis, the mutual inductance is a minimum when the 
two solenoids are coaxial; (2) for a translation along the axis, the 
mutual inductance is a maximum when the solenoids are con¬ 
centric; and (3) for a rotation, the mutual inductance is a maxi¬ 
mum when the solenoids are coaxial. 

The leads are attached by soldering near each end a short 
wire which extends radially outward. One end of the short wire 
is first formed to fit the wire on the solenoid. The end is then 
tinned, and, while maintained hot, is pressed against the proper 
place on the wire of the solenoid and worked until a firm joint 
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is obtained. Wires parallel to the axis are attached to the short 
radial wires. 

89. Construction of a Campbell Mutual Inductor. —A Campbell 
mutual inductor consists of a long solenoid, the center of which is 
lacking, and a multiple-layer coil of large diameter which is con¬ 
centric and coaxial with the solenoid. A diagram showing the 
construction is given in Fig. 39a. The solenoidal part may be 
wound as one single solenoid reaching from end to end of the form. 
At two points near the center of the winding, copper blocks for 
holding the winding should be inserted in the form, these blocks 
being similar to those used at the ends of the winding. After 
the wire is fastened to these blocks, the center portion is removed. 

The multiple-layer coil is wound in the rectangular groove of a 
large ring, which is usually of the same material as the form for 
the solenoid. The wire must be insulated, the most suitable 
insulation being enamel. Only ordinary precautions are required 
in winding this multiple-layer coil. 

90. Construction of a Self Inductor from a Single-layer Sole¬ 
noid. —A single-layer solenoid, the construction of which has 
been already described, only requires leads to become a self 
inductor. Each lead is attached several turns from an end of the 
solenoidal winding, the two leads being on the same generator of 
the cylinder. The leads are soldered to the winding as already 
explained, and extend radially outward for the same distance 
at each end, usually 1 cm. At the outer end of each radial lead, a 
wire is soldered to extend, in the direction of a generator, to within 
Y cm of the center plane of the solenoid, where each wire bends 
at right angles and is carried in a radial direction to its point of 
attachment to the outside circuit. The arrangement of leads has 
been shown in Fig. 35. 
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ABSOLUTE MEASUREMENT OF RESISTANCE; 
SURVEY OF METHODS 

The measurement of resistance in terms of length and time can 
be accomplished by a number of different methods. A classifica¬ 
tion of all methods which have been proposed is given in Table X. 
Following each specific method is given the name of the man who 
proposed it. 

A brief consideration will be given to the methods in order 
to indicate those which are capable of giving results of high pre¬ 
cision. In the following chapter a few selected methods will be 
considered in detail. 

Table X. —Methods for Absolute Measurement of the Ohm 

A. Calorimetric method (Joule). 

B. Methods involving an induced electromotive force. 

I. Relative motion of a coil and magnet. 

1. Damping of a magnet (W. Weber). 

2. Rotation of a magnet (Lippman). 

3. Dropping of a magnet (Mengarine). 

II. Rotation of a coil in the earth’s magnetic field (the earth inductor). 

1. Earth inductor with rotation through 180° (W. Weber). 

2. Earth inductor with uniform rotation. 

o. Earth inductor with tangent galvanometer (W. Weber). 
b. Combined earth inductor and tangent galvanometer (the 
revolving coil of the B.A. committee) (Lord Kelvin). 

III. Nonuniform motion of a conductor in the magnetic field of a 
current. 

1. Damping of a vibrating coil (Nettleton and Lewellyn). 

2. Displacement of a coil (Kirchhoff). 

IV. Uniform motion of a conductor in the magnetic field of a current 
(generator with air-cored magnets). 

1. Commutating generator. 

a. Average value of generated electromotive force (Rosa). 

b. Maximum value of generated electromotive force (Lipp¬ 
man). 

2. Homopolar generator (Lorenz apparatus) (Lorenz). 

V. Varying currents in a mutual inductance. 

1. Transient currents (Rowland). 
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Table X. —Methods for Absolute Measurement of the Ohm.— 

(i Continued ) 

2. Commutated currents. 

a. Sudden reversal of current (Roiti). 

b. Step-by-step reversal of current (Wenner). 

3. Sinusoidal currents. 

a. Intermediary capacitance (Campbell). 

b. Two mutual inductances in series (Campbell). 

c. Two mutual inductances with two-phase measured cur¬ 
rents (Campbell). 

d . Two mutual inductances with two-phase balanced currents 
(Wenner). 

VI. Varying currents in a self inductance. 

1. Transient currents (Maxwell). 

2. Commutated currents (Curtis). 

3. Sinusoidal currents. 

a. Intermediary capacitance calibrated by a commutator 
bridge (Rosa). 

b. Intermediary capacitance calibrated by a resonance bridge 
(Griieneisen and Giebe). 

91. Calorimetric Method.—The calorimetric method for the 
absolute measurement of resistance requires the measurement of 
the heat liberated in a resistance by a known current in a known 
time. The equation is 


HJ = PRt 

where H = heat liberated in time t. 

J — mechanical equivalent of heat. 

I = current flowing through the resistance R. 

Not only is H difficult to measure, but J is a constant which has 
never been accurately determined by thermomechanical measure¬ 
ments. Hence the method cannot be considered an accurate one 
for the absolute measurement of resistance. 

92. Methods Involving an Induced Electromotive Force.— 
Concerning the six classes of methods which involve an induced 
electromotive force, some entire classes have features which 
prevent them from giving precise results. All the methods of 
Class I require a knowledge of the properties of a magnet, which 
cannot be measured precisely. In Class II there is only one 
method—the revolving coil—in which the value of the earth's 
magnetic field is not required. The methods of Class III, 
involving the nonuniform motion of a conductor, do not appear 
to be adaptable to precise measurements and will not be described. 
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However, the uniform motion of a conductor, Class IV, gives 
rise to important methods, one of which, the Lorenz method, is 
perhaps the best known of all the methods for the absolute 
measurement of resistance. Likewise Classes V and VI, involv¬ 
ing varying currents in mutual and self inductances, contain 
important methods. 

93. Method of the Revolving Coil. —The method of the revolv¬ 
ing coil (No. II, 2, b) was proposed by Lord Kelvin and carried 
out by Maxwell, Steward, and Jenkin as a means of establishing 




Fig. 40.—Diagram of the rotating-coil method for the absolute measurement of 

resistance. 


the B.A. unit of resistance. It is not capable of giving high preci¬ 
sion, but is included because of its simplicity and its historical 
importance. 

The apparatus shown in Fig. 40 consists of a coil of wire sepa¬ 
rated into two parts and arranged to rotate around a hollow 
vertical axis, through which extends the suspension for supporting 
a magnet at the center of the coil. In addition to the apparatus 
shown in the figure, provision must be made for rotating the 
coil at a uniform angular velocity o>. The angular deflection <p of 
the magnet is read by the telescope and scale. An alternating 
electromotive force, which depends on the intensity of the hori¬ 
zontal component of the earth's field, is induced in the rotating 
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coil. This electromotive force causes an alternating current to 
flow in the coil, the magnitude of which depends on the resistance 
and inductance of the coil. This current produces at the center 
of the coil a horizontal magnetic field which at any instant 
can be resolved into two components, one in the direction of 
the earth's field, the other at right angles to it. If the period of 
the magnet is long relative to the time of a rotation of the 
coil, the magnet will not follow the changes in the magnetic field 
produced by the rotating coil, but will be deflected from its nor¬ 
mal position in the earth's field by an angle which depends both 
on the horizontal intensity of the earth's field and on the integral 
value of the magnetic field produced by the current. The cotan¬ 
gent of this angle of deflection is the ratio of the integral of the 
total horizontal field in the direction of the earth's field to the 
integral of the horizontal field at right angles. But since the cur¬ 
rent and hence the magnetic field produced by it depend on the 
intensity of the earth's field, the direction of the resulting magnetic 
field is independent of the value of the intensity of the earth's 
field, so that the angular deflection of the magnet does not depend 
on the strength of the earth's field. 

A complete theory of the rotating coil method was given by 
Maxwell. 1 The following derivation of the formula for computing 
the resistance makes use of present-day nomenclature in alternat¬ 
ing-current theory. 

Let A = mean radius of coil. 

N — number of turns on coil. 

R = resistance of coil. 

L = inductance of ccril. 

co = angular velocity of coil. 

H = horizontal component of the magnetic? induction of 
the earth's field. 

The time t will be counted from the instant that the plane 
of the coil coincides with the direction of the horizontal com¬ 
ponent of the earth's magnetic field. The angle through which 
the coil has turned in time t is cot) the horizontal magnetic flux 
through the coil at this time is wA 2 H sin cot ; and the rate of 
change of flux is wcoA 2 H cos cot. Hence the electromotive force 
induced in the coil at instant t is 

1 Maxwell, “Electricity and Magnetism,” 3d ed., Art. 764. Originally 
published in Reports of British Association for 1863, p. 111. 
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e = wcoA 2 HN cos cot = E cos cot (1) 

This electromotive force causes a current i to flow, such that 

i = I cos (cot + a ) (2) 

where I = — == and tan a = ^ (3) 

y/R 2 + c o 2 L 2 R 

The magnetic field Hi at the center of the coil caused by the cur¬ 
rent is 


Hi = 


2iriN 
~ A 


Substituting values from Eqs. (1), (2), and (3), 

H — 2?r 2 c oAHN 2 cos (cot + a) 
' y/R 2 + co 2 L 2 

= H m COS (cot + a) 


(4) 

(5) 

( 6 ) 


where H m = maximum field produced by the current at the center 
of the coil. 

The direction of Hi is perpendicular to the plane of the coil. 
Since Hi is a vector, it may be resolved into two component parts, 
one He in the direction of the earth's field, and the other H p 
perpendicular to the earth's field, 

H e = —Hi sin cot = —H m sin cot cos (cot + a) (7) 

H p — —Hi cos cot = —H m cos cot cos (cot + a) (8) 

Four limitations will now be assumed applicable to the 
apparatus: 

1. That the period and damping of the magnet are such that its 
deflection is sensibly constant. This can be accomplished by 
having the period long relative to the time of rotation of the coil 
and the damping large. In this case the deflection is dependent 
only on the average value of the magnetic fields. 

2. That the magnet is so short that the field at the poles is the 
same as at the center of the coil. 

3. That the torsion and friction of the suspension of the magnet 
do not influence the deflection. 

4. That the magnetic field of the magnet does not induce an 
appreciable electromotive force in the rotating coil. 
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With these limitations, the angular deflection a of the magnet 
is given by the equation 

\f 2 H P dt 

tan a =- ——f - (9) 

H +%,£H t dt 


The integrals are taken to give the average value of the com¬ 
ponents of the magnetic field. The limits are taken at the 
beginning and end of a half period of the rotation of the coil, 
since this time corresponds to a complete period of the magnetic 
components. 

Carrying out the integrations by substituting the values of 
H p and H ei and simplifying by inserting the values of cos a and 
sin a, 


tt 2 ooAHN 2 R 

tan H{R 2 + co 2 L 2 ) - * 2 AHNWL 


( 10 ) 


Since H is a factor in both the numerator and denominator, it 
disappears from the equation. Rearranging, 


R 2 - Rtt 2 o>AN 2 cot a + c o 2 L(L - 7T 2 AN 2 ) =0 (11) 


This is a quadratic equation in R. All the quantities except 
R and L are mechanical, and L can be computed from the mechani¬ 
cal quantities. Hence R can be determined in terms of mechani¬ 
cal quantities. If L is small so that the terms containing it 
may be neglected, the equation becomes 

R = tt 2 uAN 2 cot <i (12) 

There are several difficulties connected with this method, 
One is the difficulty of reading the deflection with accuracy, 
especially as there is always some vibration. Another is the 
necessity of transferring the resistance of the coil, which must 
rotate in air, to a standard resistor. The method is not considered 
capable of giving precise results. 

94. Generator Methods. —In Class IV are grouped methods 
which make use of the principle of the electric generator in which a 
conductor has uniform motion in a magnetic field. In order that 
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the magnetic field may be accurately known, it must be pro¬ 
duced by a current only, no magnets or magnetizable material 
being in the neighborhood. Two forms of generators have been 
used: the commutating generator and the homopolar generator. 
The first has never been given a satisfactory experimental trial; 
the second has been used more often than any other method. 

96. Average Electromotive Force of a Commutating Generator. 
In order to explain the principles of a commutating generator 
as used to determine the absolute value of a resistance, consider 
a coil placed inside a very long horizontal solenoid and mounted 
to rotate about a vertical axis. Let the mean radius of the 
coil be A , its angular velocity co, and the number of turns N. 
Let the pitch of the winding on the solenoid be p and the current 
through it I. Then the magnetic intensity H and the magnetic 
induction B at a point near the center of the solenoid is given by 
the equation 


H = B = — (13) 

V 

If time t is counted from the instant that the plane of the coil 
coincides with the axis of the solenoid, the magnetic flux <p through 
the coil at any instant t is 

<p = tA 2 B sin c ot = I- sin <*t (14) 

and the electromotive force e at that instant is 

XT dip 4w 2 A 2 NIo) i t? * /■% c\ 

e = N -77 =- cos wt — E cos ut (15) 

dt p 

where N = number of turns of wire in the coil. In order to 
employ the average value of this electromotive force, the coil is 
connected to an external circuit through a commutator, 1 which is 
so arranged that the current is reversed each time that the 
current becomes zero, so that in the external circuit the current is 
always in one direction. If the coil and external circuit together 
have a resistance R and an inductance L, the instantaneous cur¬ 
rent i is given by the equation 

1 Method proposed by Rosa, Bull. B. S. } 5, 499 (1909). 
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z = 


E 


y/R 2 + w 2 L 2 


cos (ut + oc) 


(16) 


By integrating Eq. (16) over a half cycle beginning when 
o)t + a = ir/2, and multiplying the result by 2 /T, the average 
value of the current, / ave , is given by the equation 


2 E _ StA 2 NIo) 

iry/R 2 + w 2 Zf 2 ~ p\/^ 2 + co 2 L" 2 


(17) 


where the value of E is obtained from Eq. (15). 


Rotating coil 



Fig. 40a.—Diagram of a method for the absolute measurement of resistance 
which employs the average electromotive force of a commutating generator. 

If this current flows through one coil of a ballistic differential 
galvanometer, as shown in Fig. 40a, and the current I in the 
solenoid through the other coil of the galvanometer, and if R is 
adjusted until the deflection is zero, then I = I avei so that 


R 



Q4w 2 A 4 N 2 

V 2 


- L 2 


(18) 


Since the mutual inductance 3T between the solenoid and the coil 
at the instant that their axes coincide is 


■n _ 

p 


(19) 
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it follows that 



- L 2 


( 20 ) 


This method has never been given a complete experimental 
test, but several difficulties are apparent: viz., the mean diameter 
of a revolving coil must be determined; the commutation must be 
at the exact instant when the current is zero; the period of the 
galvanometer must be so long relative to the period of rotation 
that a satisfactory balance can be obtained; the self inductance 
of the coil circuit must be determined, which circuit includes 
the portion in the galvanometer; the resistance evaluated includes 
the copper of the coil and galvanometer; and the earths magnetic 
field induces an electromotive force which must be taken into 
account. On the other hand, the method has some advantages: 
the induced electromotive force may be made large so that thermal 
electromotive forces are not troublesome; the sensitivity is ample, 
and the equation for computation of the resistance is simple. 
Until a complete experimental test has been carried through, 
the accuracy that can be obtained by it can only be estimated. 
In the opinion of the author, other methods are more promising. 

96. Maximum Electromotive Force of a Commutating Gen¬ 
erator.—The maximum electromotive force generated in the 
rotating coil of a commutating generator can be balanced against 
the fall in potential over a resistance R in series with the solenoid, 
which forms the field coil of the generator, as shown in Fig. 41. 
Since in Eq. (15), for the electromotive force of a generator of this 
type, the maximum occurs when cos cot = 1 , the condition for a 
balance is 


so that 


RI 


4ir 2 A 2 NIu 

V 


R = oo 


MIoo 


( 21 ) 

( 22 ) 


where all the symbols have the same meaning as in the preceding 
section. 

This method has several advantages: a standard resistance is 
measured; no current is drawn from the coil, so that a sensitive 
galvanometer can be employed; the induced electromotive 
force can be so high that thermal electromotive forces are negligi- 
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ble. On the other hand, there are a number of disadvantages: 
the radius of a rotating coil must be accurately determined; the 
electromotive force induced in the coil by its rotation in the earth’s 
field may be several per cent of the total electromotive force and 
must be eliminated or a correction applied therefor; the time 
during which the coil circuit can be connected to the outside 
circuit is so small that the sensitivity is greatly reduced. To 
show the importance of the last disadvantage, if the coil is to be 
connected to the external circuit only when the electromotive 
force is within one part in a million of its maximum value, then it 
can be connected only 5 ten-thousandths of the time. Stated 


Rotating coif 



Fig. 41.—Diagram of a method for the absolute measurement of resistance which 
employs the maximum electromotive force of a generator. 

otherwise, if the coil makes 100 revolutions per second, with two 
connections per revolution, each connection will be for micro¬ 
seconds. With a commutator 15 cm in diameter, the commutator 
bars can be only 0.1 mm in width even if the brushes make a line 
contact on the commutator. 

97. The Homopolar Generator; Lorenz Apparatus. —The 

homopolar generator was first proposed by Lorenz as a method 
for the absolute measurement of resistance, so that this type of 
generator is often called a Lorenz apparatus . It has been used by 
several observers and is considered by many students in this 
field the most useful method that has been proposed for the 
absolute determination of the ohm. It is so simple and direct 
that some may have been blind to its inherent weaknesses. 
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The principle can be illustrated by considering that a rotating 
disk has its axis coincident with the axis of an infinitely long 
solenoid in which a current I is flowing. If the winding of the 
solenoid has a pitch p, the magnetic induction B inside the sole¬ 
noid has the same value as the magnetic intensity H , so that 


B = H = 


4tt7 

V 


(23) 


If the radius of the disk is A and its time of rotation T, then the 
electromotive force induced in each radial element is 


t rA 2 B _ Air 2 A 2 1 
T pT 


(24) 


If the drop in potential over a resistance R , connected in series 
with the solenoid, is made equal to this induced electromotive 
force, 


At 2 A 2 = M 
pT T 


(25) 


where M = mutual inductance between the solenoid and a circle 
that coincides with the circumference of the disk. 

The simple homopolar generator just described has several 
limitations. The earth’s magnetic field causes troublesome 
corrections; the induced electromotive force is small so that 
thermal electromotive forces may introduce errors; the diameter 
of the disk must be measured while rotating; and electrical con¬ 
nections must be made to the center and circumference of the 
disk. 

Smith’s modification of the Lorenz apparatus has overcome 
several of the limitations of the simple apparatus. The modified 
apparatus gave results more precise than any which had been 
obtained previous to that determination. Since it is one of the 
outstanding methods, it will be described in detail in the next 
chapter. 

98. Varying Currents in a Mutual Inductance. —In Class V 
are grouped those methods in which the value of a resistance is 
determined by comparing the fall in potential produced by a 
current in this resistance with the electromotive force induced 
in the secondary of a standard mutual inductance when the cur- 
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rent in the primary changes at a known rate. The standard 
mutual inductor is of such form that its inductance can be com¬ 
puted from its mechanical dimensions. Since the induced elec¬ 
tromotive force cannot be constant for any appreciable length 
of time, some special method must be devised for comparing the 
electromotive force induced in the secondary of the mutual 
inductance with the potential drop in the resistance. 

A number of methods have been proposed, but only one, an 
alternating-current method, has actually been used to obtain a 
result of high precision, although three others have sufficient 


M 



Fio. 42.—A method for the absolute measurement of resistance which employs 
commutated currents in a mutual inductance. 


possibilities so that their underlying principles will be herein 
described. In all the methods a resistance is determined in 
terms of mutual inductance and time. 

99. Commutated Currents in a Mutual Inductance. —The 
principle involved in using commutated currents in a mutual 
inductance to make an absolute measurement of resistance 
is to balance the integral of the induced electromotive force 
in the secondary of a mutual inductance, when the primary current 
is reversed a given number of times per second, against the fall 
of potential produced by the primary current in a known resist¬ 
ance. In Fig. 42 is a diagram of circuits which might be used 
for this purpose. The two commutators C p and which are on a 
shaft that rotates at a known speed, are so adjusted that each 
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reverses its connections when the other is about midway between 
its reversals. The current in the primary is supplied by the 
battery B, which also supplies current to the auxiliary circuit 
containing the standard resistors R 2 and R. With the commuta¬ 
tors stationary, the current in Ri or R 2 is adjusted by A i or A 2 
until the fall of potential over Ri is the same as over R 2 . The 
commutators are then run at a speed to make N reversals per 
second of the current in the primary of M . The secondary of the 
mutual inductor is connected through the commutator C, to 
opposite quadrants of an electrometer which has its needle 
charged by an independent battery b. The two remaining 
quadrants are connected to the standard resistor R which can be 
varied by the slide wire. The slide wire is adjusted until there is 
no deflection of the 1 electrometer. Then the integral, of the 
induced electromotive force is equal to the fall of potential in R 
(which includes a part of r that is determined from the slide-wire 
setting). 

When the currents in the primary and auxiliary circuits have 
been adjusted, the equation connecting currents and resistances 
is 


hRi — I 2 R 2 (26) 

The instantaneous electromotive force e Hy induced in the second¬ 
ary, is given by the equation 

e 8 = M ~j or e 8 dt = M di\ (27) 

The average value of the electromotive force is obtained by 
integrating Eq. (27) from t = 0 when ii = — I x to t = T when 
ii = +/i and dividing the integral by \/T. Hence, 



But this average value is balanced by the potential drop RI 2 . 
Hence 


Rh 


2Mh 


T 


(29) 
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Eliminating the currents by means of Eq. (26) and noting that 
\/T = N 

R = (30) 


A number of difficulties will have to be overcome before this 
method will give results of precision. The electrometer must 
have extreme sensitivity and may not accurately integrate 
the electromotive force. The commutator must have a uniform 
speed, and there must not be any chattering of the brushes. 
The capacitance between parts of the apparatus may influence 
the final result. The above are some of the obvious difficulties. 
An experimental determination will probably disclose others. 
However, the author is of the opinion that the underlying princi¬ 
ple can be used to develop a method that will give a precise result. 

100. Sinusoidal Current in a Mutual Inductance Combined 
with an Intermediary Capacitance.—The value of a resistance 
can be determined in terms of a mutual inductance and time by 
employing an intermediary capacitance. The mutual inductance 
has such form that its value in absolute henrys can be computed 
from its mechanical dimensions. The value can also be measured 
in terms of time and the laboratory unit of resistance. The 
difference in the two values of the inductance results from the 
difference between the laboratory unit of resistance and the abso¬ 
lute unit. Then a correction can be applied to the laboratory 
unit of resistance to make it agree with the absolute unit. 

The procedures for measuring the dimensions of the inductor 
and for computing the absolute value of the inductance have 
already been described. The procedure for measuring the induc¬ 
tance in terms of time and the laboratory unit of resistance 
combines two methods, each of which has been described. The 
first is the alternating-current bridge for measuring a mutual 
inductance in terms of resistance and capacitance (Sec. 76). The 
second is the Maxwell bridge for measuring a capacitance in 
terms of resistance and time (Sec. 77). A setup which uses these 
two methods is shown in Fig. 43. On the right is the alternating- 
current bridge which is balanced by adjusting the resistance Q f 
in series with the secondary of the inductance and the capacitance 
in parallel with the resistance R f . The primary of the inductance 
is so connected in the supply circuit that the electromotive force 
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induced in the Q arm by the mutual inductance is in the opposite 
direction to that induced by the self inductance of the secondary. 
The resistances of the bridge arms are so chosen that the capaci¬ 
tance Cm required to balance the bridge is small. The variable 
capacitor CV may have sufficient capacitance, or, as shown in the 
diagram, a small fixed capacitance C a may also be required, in 
which case Cm = C a + -CV. The primary is then removed from 
the supply circuit; the larger fixed capacitance C& is substituted for 
Ca\ and the bridge is again balanced by increasing Cv by A CV, so 
that 

Cl = Cb + Cv A Cv 

The capacitance is then switched to the Maxwell bridge on the 
left, and the values of Cl and Cm are determined in terms of 
resistance and time. 



Fig. 43.—Setup for the absolute measurement of resistance using alternating 
current in a mutual inductance combined with an intermediary capacitance. 


From the measurements with the alternating-current bridge, 
M = (Cl — C.)™* (31) 

But by the Maxwell bridge, 

c ‘ - s < 32 > 

and 

/I QF m 

M - nPS m 


( 33 ) 
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where n, the number of charges and discharges per second, and 
P/Qy the ratio of the resistances in two arms, are the same in both 
measurements. Substituting Eqs. (32) and (33) in Eq. (31), 


tu _ Q(Fl _F m \P'R'S' 
1 nP\S L SjR' + S' 


(34) 


Each of the resistances must be evaluated in terms of one resist¬ 
ance which is taken as the standard of the laboratory. The 
value of this standard in laboratory units is R f and in absolute 
units is R a , which is the quantity to be determined. Let R/R a = q 
or R = qR a . Then Q = qQ ay P = qP ay etc., for all the resistances 
employed in the measurement. Substituting these values in 
Eq. (34) and noting that, when all the resistances are in absolute 
units, the mutual inductance computed by Eq. (34) is the induc¬ 
tance M a in absolute units, 


M = qM a (35) 

* 

But M a has already been determined by computing its value from 
the dimensions of the inductor, so that 

* = m (36) 

and 

R a = | (37) 

The above method is quite simple in operation, although two 
separate sets of observations are required. Moreover, for the 
measurement of mutual inductance, the self inductance of one 
coil is important in each of the two required bridge balances 
and is eliminated only by combining the results of two observa/- 
tions, so that any drift during the measurements would introduce 
an error. Air condensers must be employed, but they are not 
very stable, so that the entire set of observations must be made in 
a relatively short time. 

One source of error is the capacitance between the primary 
and secondary. By making measurements at two or more low 
frequencies, an extrapolation to zero frequency can be made, since 
as a first approximation the effect of capacitance increases as 
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the square of the frequency. For this extrapolation, frequencies 
below 100 cycles per second should be used. It has been shown 
(page 120) that this will give the inductance at zero frequency 
only when the capacitance is small. 

The method requires a number of resistances of quite different 
values, so that their calibration presents some difficulties. To 
illustrate a method of overcoming this difficulty, a possible set of 
data will be considered. Assume that an inductor is constructed 
having a mutual inductance of 10 millihenrys. In the alternating- 
current bridge, a self inductor is connected to the secondary so 
that the sum of its inductance and th&t of the secondary is 
25 millihenrys. Also assume that an air condenser having a 
maximum capacity of 0.1 microfarad is available. Then when 
measuring only the self inductance, a balance can be obtained 
with 500 ohms in each arm of the bridge. When the secondary 
is connected in the circuit supplying the bridge, the capacitance 
must be reduced to 0.02 microfarad. Tabulating the bridge 
constants: 

L = 25 millihenrys 
M = 10 millihenrys 
Cl = 0.1 microfarad 
Cm — 0.02 microfarad 
P' = R' = S' = 500 ohms 


In measuring the capacitances with the Maxwell bridge, 

Q = P = 100 ohms 

n = 100 charges and discharges per second 
Sl = 100 000 ohms 
S m = 500 000 ohms 

The 500-ohm coils of the alternating-current bridge can be cali¬ 
brated by comparing with two 1000-ohm standards in parallel by 
means of a Wheatstone bridge. In calibrating the resistances of 
the Maxwell bridge, resistances of 100 000 ohms and 500 000 ohms 
should be available to substitute for the capacitor and contactor 
(see page 127). Standards of this value are difficult to maintain, 
so that some arrangement should be made for comparing these 
resistances with standards of lower value. For the 100 000-ohm 
resistance, a suitable method is to use a resistance box with 
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ten 10 000-ohm coils which can be connected in parallel for com¬ 
parison with a 1000-ohm standard and in series for calibrating 
the bridge. For the 500 000 ohms, the first five coils in a sub¬ 
divided megohm box may be used and each calibrated against the 
above 100 000 ohms. All the resistances required in the above 
are referred to 1000-ohm standards, of which one had a known 
value in laboratory ohms. 

101. Alternating Currents with Two Mutual Inductances in 
Series. —A method for the absolute measurement of resistance 
which employs two mutual inductances in series has been pro¬ 
posed by Campbell. 1 The diagram of connections is shown in 
Fig. 44. An alternating current, in which the effective value of 
the fundamental component is i\, exists ih the primary of the 
mutual inductance Mi and in the resistance R. The junction 
point between M\ and R is maintained at the potential of the 
earth by means of a third arm grounded at the proper point. The 
secondary of Mi is connected to the primary of M 2 , and the resist¬ 
ances r and r 0 and a variable self inductance L 0 are inserted in the 
circuit. The current in this circuit is 7 2 . The electromotive 
force induced in the secondary of M 2 is balanced against the fall 
in potential of h in R plus that of / 2 in r. This balance is obtained 
by varying L 0 and r 0 until there is no deflection of the vibration 
galvanometer (7, which is tuned to the frequency of the funda¬ 
mental component of the alternating current. 

To derive the equations representing the conditions at balance, 
let E 2 and E 8 be the effective values of the fundamental com¬ 
ponents of the electromotive forces induced in the secondaries 
of Mi and M 2 , respectively. Then for low frequencies, 

E 2 = ±jojMi7i = ( R c jo)L c )1 2 (38) 

Ez = ±jwM 2 7 2 = (R + ja>l R ) I x + (r + j<j)l r )I 2 (39) 

where R c and L c = total resistance and total inductance, respec¬ 
tively, of the circuit in which there is the 
current 7 2 . 

l R and l r = self inductances of the resistances R and r. 

Eliminating 1 1 and 7 2 , separating into real and imaginary parts, 
rearranging, and using the negative sign for Mi and the positive 
for M 2 , 

l Proc. Roy. Soc. (London), 107, 310 ( 1925 ). 
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RRe = <*KMiM 2 - Milr + Lch) (40) 

RL C = Mir — I r R c (41) 

The inductances l r and Ir are small so that as a first approximation 

RR C = u 2 MiM2 (42) 

RL C = M<r (43) 


These equations are useful in deciding on the values of the resist¬ 
ances, inductances, and frequency to be used. 

In deciding on apparatus for this method, consideration must 
first be given to the mutual inductances. Absolute standards 
having 10-millihenry mutual inductance 1 have been constructed. 
Two working standards of this value should be made, so that each 
can be compared with the absolute standard. In order to reduce 



Fia. 44.—Setup for the absolute measurement of resistance using alternating 
currents with two mutual inductances in series. 

the capacitance between windings, the primary and secondary 
should be well separated, causing their resistances and self 
inductances to be relatively large. Reasonable values to expect 
would be 10 ohms each for the resistances of the primary and 
secondary and 20 mh each for their self inductances. Since R c 
must be more than 20 ohms and L c more than 40 ohms, and since 
these quantities can be increased by r 0 and Lo, reasonable values 
to use are R c = 25 ohms and L c = 50 millihenrys. Using these 
values, with Mi and M 2 as 10 millihenrys each, and a frequency 
of 25 cycles per second, Eqs. (5) and (6) give values of R and r as 
0.1 ohm and 0.5 ohm, respectively. If the frequency is 100 cycles 
per second and the other constants are as above, the values of R 

1 The National Physical Laboratory of England has described three having 
this value, of which two were constructed for Japan. See Dye, N.P.L., 
CoU. Researches, 21, 1 (1929). 
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and r are 1.6 ohms and 8 ohms, respectively. These are not con¬ 
venient values to compare with standards. However, if n is 
increased so that R c = 40 ohms, then R and r are 1 ohm and 
5 ohms, respectively. 

In the method of balancing by varying r 0 and Lo, a change in 
one variable does not require a change in the other, as can be 
seen from Eqs. (42) and (43).' This condition is very favorable 
for quickly and accurately bringing the current through the vibra¬ 
tion galvanometer G to zero. 

The value of R/R c can be obtained by measurements with a 
Wheatstone bridge. The value of RR C can be obtained from 
Eq. (40), giving a result in terms of the square of a frequency 
and the product of two mutual inductances, each of which has 
been compared with a standard mutual inductance, the value of 
which has been computed from the measured dimensions of the 
inductor. By eliminating R cy R is determined in absolute 
measure. 

In Eq. (40) for computing RR Cf the two correction terms L c l R 
and —Afii r must be evaluated. To make these terms cancel, 
the two resistances R and r should be so constructed that their 
inductances are proportional to their resistances. This can be 
accomplished by winding them bifilarly from wire of the same 
size, or by constructing them from strip, the material for the two 
resistors being of the same width and thickness. For each resist¬ 
ance, the proper length of strip is selected, then folded in the 
center and bound together with thin and uniform insulation 
between the two halves. With such coils 


U _ _ri 
Ir R 


(44) 


Substituting the value of r from Eq. (44) in Eq. (41), clearing 
of fractions, and dividing by R f 

M 1 l r -L e h = h i ^ ( 45 ) 


Substituting Eq. (46) in Eq. (40), placing R c = KR, and solving 
for R, 


R - a yJ— k~ ~ l * 


(46) 
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The method has several advantages. Except for the standard 
of mutual inductance, the apparatus required is to be found in 
many laboratories. The manipulation for obtaining a balance is 
direct and simple provided an alternating current of constant 
frequency is available. The formula for computing the resistance 
is devoid of troublesome correction terms. 

Some disadvantages of the method are apparent. The alter¬ 
nating current must have a very small amount of harmonics. The 
frequency of the alternating current must remain very constant, 
even from cycle to cycle; otherwise a balance cannot be obtained. 
The resistance R Cf mostly of copper and very inductive, must be 
accurately compared with a standard resistance. These disad¬ 
vantages will be discussed in some detail. 

If there are any harmonics in the current 1 1 , there will be a cur¬ 
rent through the galvanometer when a balance has been obtained 
for the fundamental. Even a very selective vibration galvanom¬ 
eter has an appreciable sensitivity to the harmonics, so that, 
with harmonics present in the current, a perfect balance cannot be 
obtained. Even with the best sources of alternating current now 
available, harmonics are present to some extent. Electrical 
filters are not feasible for the low frequencies required by this 
method, but mechanical filters have been constructed for low 
frequencies, which offer a high impedance to all frequencies except 
in a very narrow band. Such a filter inserted in the galvanometer 
circuit may aid in obtaining a balance. The discussion of these 
filters 1 is outside the range of this work. 

It is difficult to obtain by a rotating machine a frequency which 
is constant to one part in a million over each cycle. However, 
by means of a vibrating crystal or a vibrating tuning fork, this 
constancy can be attained, but the wave form of the alternating 
current which is produced by the use of either contains a large 
percentage of harmonics. The wave form can be improved by 
filters, but it is doubtful whether a sufficiently pure sine wave 
can be obtained. 

The resistance R c is eliminated by assuming that its value 
when compared with R by direct current is the same as when it is 
used in the alternating-current measurement. This assumption 
is difficult to test at any one frequency, but is probably valid if 

l The theory is treated in an article by Kock in Z. angew . Math. Mech., 14, 
173 (1934). 
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results at two frequencies agree. The comparison of the two 
resistances R c and R with an accuracy of one part in a million is 
difficult on account of the large amount of copper in R c . If only 
one-third of the resistance is copper, a change in its temperature 
of 0.001°C will produce a change of one part in a million in the 
resistance of R e . Moreover, such a resistance might have a very 
large load coefficient, which would be very difficult to determine 
and apply. 

102. Mutual Inductances in a Two-phase Circuit. —Of those 
methods which employ mutual inductances in a two-phase, 
alternating-current circuit, only that one 1 will be described in 
which the instantaneous electromotive force induced in either 



Fig. 45.—Setup for the absolute measurement of resistance using two mutual 
inductances in a balanced, two-phase circuit. 

secondary is balanced against the fall in potential produced by a 
current in a resistance. The diagra,m of connections for this 
method, which will be called the balanced two-phase method, is 
shown in Fig. 45. The circuit of each phase is exactly similar to 
that of the opposite phase, so that only that of phase I will be 
described. One phase of a two-phase generator supplies current 
to the circuit in which a resistance B h shunted by a capacitance 
Ci, regulates the magnitude and phase of the current in the resist¬ 
ance Ri and the primaries of the mutual inductances Mi and mi, 
A third arm maintains the junction between Ri and Mi at earth 
potential. The drop in potential over the resistance Ri is 

1 The method was suggested by Wenner, Weibel, and Silsbee, Bull. B. S., 
12, 11 (1915). 
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balanced against the electromotive forces induced in the second¬ 
aries of M 2 and mi, the balance being indicated by the vibration 
galvanometer T 1 and obtained by varying 72 1 and m x . The 
variation of Ri is secured by shunting a small portion of Ri by a 
slide wire Si. The mutual inductance mi is a small variable which 
may have either positive or negative values. The mutual induc¬ 
tance Mi is a standard of fixed value. 

The equations, when balances have been obtained for the 
two circuits which contain the galvanometers T 1 and T 2 , can be 
derived by equating the electromotive forces and potential 
drops in each circuit. Let the instantaneous current i\ in the 
resistance Ri be represented by the equation 

ix = 1 1 cos u )t — real part of (47) 

where co = angular velocity of the alternating current. 

h = maximum value of alternating current. 

Then if the current in phase II differs in phase from that in 

T ' 
phase I by g + ^7 radians, where 77 is a small angle that may be 

positive or negative, the instantaneous current i 2 is represented 
by the equation 

i 2 = 1 2 cos (cot + ^ + v'j = the real part of J 2 € J (“ f+ 2 + ’ 7 ) 

The resistance R \ has an inductance h, and R 2 an inductance i 2 . 
In the circuit containing the galvanometer T 1 , 

h[Ri + Mh + (48) 

In the circuit containing !F 2 , 

h[Rt + Mh + = jhM&M (49) 

Multiplying Eq. (49) by e J (2 + ’0 ) removing the factor e~’“ t from 
both equations, noting that e* r/ * = j and = —j, and 

expanding t iv to cos ij + j sin rj and e~ i '> to cos ij — j sin i], 
Eqs. (48) and (49) become 

7i[Ri + Mh + «h)] = -/iMj«(cos n + j sin v) (50) 
I»[Rt + Mh + w*)] = 7iAfiw(cos v — j sin ij) (51) 
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Separating into real and imaginary parts, the real parts are 

hRi = — 7 2 Af 2 co cos 77 (52) 

I2R2 = I1M100 cos 77 (53) 

and the imaginary are 

Ii(li + mi) = — I2M2 sin 77 (54) 

1 2(1 2 + m 2 ) = —I1M1 sin 77 (55) 


Equation (52) shows that a balance can be obtained only if 
M 2 is negative, i.e., if the connections to either the primary or 
the secondary of M 2 are reversed from those to Mi. Also if 
77 is positive, m 2 must be negative to satisfy Eq. (55). Multiply¬ 
ing Eqs. (52) and (53), and dividing the resulting equation by the 
common factor IJ 2f there is obtained, since M 2 is negative, the 
equation 

R1R2 = w 2 AfiM 2 cos 2 rj (56) 

The value of 77 can be changed by varying C\. When Ci has 
such a value that rj = 0 , the settings of R 1 and R 2 will be a 
maximum as shown by Eqs. (52) and (53), provided the currents 
remain constant. But if the currents vary, Eq. (56) shows 
that R 1 R 2 is a maximum when 77 = 0 . In practice, RiR 2 can be 
plotted against Ci, giving a parabola from which the value of 
Ci, corresponding to the maximum settings of Ri and R 2y can 
be determined. With this value of Ci, the circuits are balanced, 
giving the settings on R 1 and R 2 corresponding to cos 77 — 1 . 
The ratio of Ri to R 2 can be accurately determined by means of a 
Wheatstone bridge. Let this ratio be k so that R\ = kR 2 . 
Substituting in Eq. (56) and noting that cos 77 = 1, 

• r 2 = 0,^^ (57) 

If the frequency is accurately known, and if both Mi and M 2 
have been compared with an absolute standard of mutual induc¬ 
tance, the absolute value of R 2 can be computed. 

The mutual inductances Mi and M 2 should each have the same 
value as the absolute standard with which they are to be com¬ 
pared. Each should have a small capacitance between windings, 
and the distributed capacitance in both the secondary and pri- 
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mary should be small. The comparison with the absolute 
standard should be made at two or three low frequencies so that 
an interpolation can be made to zero frequency; 

As an example, consider that Mi = M 2 = 10 millihenrys and 
that k is approximately unity. Then, for a frequency of 25 cycles 
per second, Ri and must each be about 1.57 ohms. All these 
values are of convenient size. Sufficient sensitivity can be 
obtained with currents of reasonable value. 

The method has the advantage that the resistance of a standard 
resistor is measured directly in terms of a frequency and a 
mutual inductance. In this respect it is superior to the mutual- 
inductance method previously described. However it has the 
other disadvantage of that method, viz., the necessity of having a 
sinusoidal alternating current of constant frequency, and the 
additional disadvantage of requiring a two-phase current with 
the complication of adjusting two vibration galvanometers 
simultaneously. As already described under the preceding 
method, the production of a suitable alternating current for 
measurements of the highest precision has not been accomplished. 
If that can be done, the method offers great promise. 

103. Self-inductance Methods. —Of the self-inductance 
methods which have been proposed for the absolute measure¬ 
ment of resistance, only the one that makes use of an intermediary 
capacitance need be considered. This method, which has many 
points in common with the mutual-inductance method that uses 
an intermediary capacitance, makes use of a self inductor of 
such form (usually a single-layer solenoid) that its self inductance 
can be computed in absolute units from the mechanical dimen¬ 
sions of the inductor. The inductance can then be measured in 
terms of the laboratory units of resistance and time. Assuming 
the unit of time to be correct, a comparison of the two values of 
inductance will give the correction that must be applied to the 
laboratory unit of resistance to make it agree with the absolute 
unit. As this method has been used to give results of high preci¬ 
sion, it will be described in detail in the next chapter. 



CHAPTER XVII 


ABSOLUTE MEASUREMENT OF RESISTANCE—DETAILS 
OF PRECISION METHODS 

Details have been published of only two methods for the 
absolute measurement of resistance which have actually been 
used to obtain results of high precision. These methods are the 
homopolar generator (Lorenz apparatus), described by 
F. E. Smith 1 and the self-inductance method with intermediary 



Fig. 46.—Diagram of the Lorenz apparatus as modified by F. E. Smith. 

capacitance as used both by Griineisen and Giebe 2 and by Curtis, 
Moon, and Sparks. 8 Both these methods will be carefully 
described, especial attention being paid in each case to the difficul¬ 
ties involved in making a determination. 

104. Description of the Homopolar Generator. —A diagram of 
the homopolar generator (modified Lorenz apparatus) as used by 
Smith is shown in Fig. 46. On a long shaft two disks are mounted 
so that they can rotate about their common axis. In Smith’s 
apparatus each disk was about 53.5 cm in diameter, and the 
distance between them was 167 cm. Two pairs of short solenoids 
are so mounted that the axis of each coincides with the axis 

1 N.P.L., Coll. Researches, 11, 209 (1914). 

* Ann. phys 368, 179 (1920). 

l J. Research N.B.S. f 16 , 1 (1936). 
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of the disks. A pair of solenoids is associated with each disk, 
one on each side such that their magnetic fields are in the same 
direction over the entire surface of the disk. However, the 
direction of the current in one pair is opposite to that in the 
other pair so that the magnetic field at one disk is opposite to 
that at the other disk. When the disks rotate, the direction 
of the electromotive force induced in one disk is from the center 
to circumference, in the other from circumference to center. 
Since the two disks are connected by an electrical conductor, the 
induced electromotive forces produce a difference of potential 
between the two circumferences, the value of which depends on 
the total number of tubes of magnetic induction passing through 
each disk and on the speed of rotation. But the number of 
tubes of induction passing through a disk as a result of unit 
current in one of the solenoids is the same as the mutual induc¬ 
tance between the solenoid and the circumference of the disk, 
and the total number of tubes through the disk when there is unit 
current in all the four solenoids is the sum of the mutual induc¬ 
tances (taken with proper sign) between the circumference and 
the four solenoids. 

To derive the equation for the resistance, let 
E = potential difference between the two circumferences. 

I /= current in the solenoids. 

M\ = sum of the four mutual inductances between the cir¬ 
cumference of disk I and each of the four solenoids. 

M 2 = similar sum for disk II. 

T = time of revolution of the disk. 

Then E = (M, + 

If this potential difference is made equal to the fall in potential 
when the current I flows through a standard resistance, R, then 

IR = (. M l + M^ 
or R = (Mi + Mi)/T 

In the j3mith apparatus the mutual inductance between the 
circumference of a disk and its associated solenoids was about 
two hundred times greater than between the same circumference 
and solenoids associated with the other disk. Hence, if the 



198 


ELECTRICAL MEASUREMENTS 


[Chap. XVII 


first inductance is to be determined with an accuracy of one part 
in a million, the second should be evaluated to two parts in ten 
thousand. 

The two solenoids associated with a disk are placed symmetri¬ 
cally with respect to the disk. By this arrangement the lines 
of magnetic induction resulting from the current in the two coils 
are parallel to the common axis at all points in the center plane of 
the disk, and hence a slight displacement of the disk in the axial 
direction will make only an exceedingly small change in the num¬ 
ber of tubes of induction passing through the disk. Smith 
showed that, if a disk of infinitesimal thickness were displaced by 
34 mm from the symmetrical position, the change in the mutual 
inductance would be less than two parts in a million. Hence, 
with a disk having a rim with a thickness of 34 mm, the position 
of the contact brush cannot affect the result by more than two 
parts in a million. 

Each of the lines of magnetic induction of a single solenoid 
has a point where its direction is perpendicular to the axis. Hence 
in every,plane perpendicular to the axis of the solenoid at a point 
beyond the end of the solenoid there is a circle which has its 
center in the axis and which has the property that at every point 
on its circumference the lines of magnetic induction are radial. 
If the disk is of such size that the center of its edge coincides with 
the circle indicated above, then a slight change in size will 
produce only an infinitesimal change in the number of tubes of 
induction through the disk. In Smith's apparatus, a change in 
diameter of 0.2 mm produced a change in mutual inductance of 
only four parts in a million. 

Combining the results of the last two paragraphs, it appears 
that current in the two solenoids associated with a disk produces 
a magnetic field which not only has zero value at the edge of 
the disk but also has both its axial and radial derivatives zero 
at that point. Both these later conditions are very important, 
since the disk must have finite thickness and since the diameter 
of a rapidly rotating disk cannot be accurately determined. 

105. Computation of the Constants of a Lorenz Apparatus.— 
The computation of the mutual inductance between a solenoid 
and the circumference of one of the disks can best be accomplished 
by considering that this is the difference of two inductances: 
one between the circumference and the actual solenoid plus an 
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extension to the plane of the disk, and the other between the 
circumference and the extension only. Each of these computa¬ 
tions can be made by the formulas, which are given in Chap¬ 
ter XIV, for the mutual inductance between a solenoid and a 
coaxial circle in the plane of one end. For computing the mutual 
inductance between the circumference of a disk and its associated 
solenoids, the elliptic integral formula should be employed. For 
computing the mutual inductance between the circumference of 
a disk and the solenoids associated with the second disk, the series 
formula is more convenient than the elliptic integral formula and 
is sufficiently accurate. 

If all four solenoids have the same dimensions and are similarly 
placed relative to their respective disks, assumed to have the 
same diameter, only six inductances need be computed instead 
of the 16, which are required when all solenoids are different. 
However, slight differences often exist, and the calculation can 
often be simplified by making use of the partial derivatives of 
the formula for the mutual inductance. These are not given, but 
can readily be obtained. 

106. A Suggested Addition to Smith’s Apparatus. —While 
each disk is so designed relative to the two solenoids associated 
with it that a slight variation either in the axial position of the 
brush contact or in the diameter of the disk will produce only a 
slight effect in the induced electromotive force, the same condi¬ 
tion does not hold between the one disk and the coils associated 
with the other disk. In Smith’s apparatus, the displacement of 
the brush-contact circle by 0.25 mm from the center of the disk 
produced a change of only one part in a million in the total 
induced electromotive force as a result of the coils associated 
with the disk, but a change of nearly twelve parts in a million as 
a result of the coils associated with the second disk. This varia¬ 
tion produced a considerable uncertainty in the result, as the 
exact position of a brush on the disk could not be determined. 
This uncertainty can be nearly or quite eliminated by placing four 
additional coils as shown in Fig. 47. The coils are identical 
with those used in the apparatus, are placed coaxial with them, 
and are spaced at distances the same as the principal coils of the 
apparatus. The two pairs of coils which are symmetrical with 
respect to a disk produce a magnetic field in which the lines of 
magnetic induction are parallel to the axis of the coils at all 
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points in the plane that is midway between them. Thus at the 
disk the lines of induction are so nearly parallel that the induced 
electromotive force is practically the same in all elements of the 
disk. The pair of coils farthest from each disk produces a 
difference in the induced electromotive force between the two 
edges of the disk which is only one-sixteenth of that which 
occurred without the additional coils. 

The uncertainty in the radius of the disk was probably about 
0.01 mm in Smiths apparatus. (The expansion caused by 
the rotation was 0.04 mm.) Because of this uncertainty in the 
radius, there was an uncertainty in the computed inductance 
between the circumference of a disk and the pair of coils asso¬ 
ciated with the other disk, such that the uncertainty in the total 



Fig. 47.—A suggested addition to the Lorenz apparatus of Smith. 


inductance was about one part in a million. With the additional 
coils this would be doubled. 

The additional coils would not need to be made with as much 
care as the main coils. For example, the diameter of the main 
coils of Smith's apparatus had to be known to 0.1 micron in 
order that the inductance could be computed to one part in a 
million, while, if the additional coils were known only to 
10 microns, the accuracy would be the same. 

107. Division of the Disks into Segments. —In order to 
increase the induced electromotive force, Smith divided each disk 
into ten equal segments. Each segment was insulated from the 
others and connected to the corresponding segment on the other 
disk by an insulated wire which ran through the hollow shaft 
connecting the two disks. The symmetry of the tubes of 
magnetic induction about the axis shows that the path taken by 
the wire connecting two segments does not affect the induced 
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electromotive force. Five brushes were used on each disk, spaced 
72° apart, so that no segment would ever be in contact with more 
than one brush. By connecting brush 1 of the second disk to 
brush 2 of the first disk, etc., the potential difference between 
brush 1 of disk 1 and brush 5 of disk 2 is five times that between 
any pair of brushes. 

While the division of the disks into segments was made pri¬ 
marily for the purpose of increasing the induced electromotive 
force in the hop§ that thermal electromotive forces would be less 
troublesome, little direct advantage resulted, for the thermal 
electromotive forces increased about as rapidly as the induced 
electromotive force. 

108. Adjustment of Coils in Smith’s Apparatus.—In Smith’s 
apparatus, each of the four coils must be adjusted to be coaxial 
with the rotating disks, and all must be at the same distance 
from the disks. If a single brush is used on an undivided disk, 
the axial adjustments must be accurately made. However, with 
a segmented disk, using several brushes with the circuits con¬ 
nected either in series or parallel, the coaxial adjustment need not 
be made with great precision. Smith showed experimentally 
that with five brushes a displacement of a coil from the coaxial 
position by 0.8 mm in a direction perpendicular to the axis 
produced a change in the average induced electromotive force 
of only one part in a million. Also a rotation so that the axis 
of a coil made an angle of 10' with the axis of the disk produced 
a like change in electromotive force. Hence with the segmented 
disk and several brushes, the coils could easily be set to their 
coaxial positions by mechanical measurements. In the placing 
of the coils along the axis, it is more important to have all of 
them at the same distance from the disks than to have them at 
any predetermined distance. This can be done by balancing 
the induced electromotive forces in the two disks. First place 
coil I A at the position decided upon in designing the apparatus, 
using mechanical measurements. Then connect coils IA and 
IIB to a battery, and ther brushes to a galvanometer as shown in 
Fig. 48. The direction of the current through the coils is such 
that the induced electromotive forces in the two disks oppose 
each other. Coil IIB is moved in the axial direction until 
the galvanometer deflection is zero. The same procedure is 
then followed with coils IB and IIA. Finally all four coils 
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are connected in series so that the magnetic fields of 1 A and IB 
are in opposite directions, as also are those of II A and IIB. Now 
the galvanometer deflection is made zero by moving IB and II A 
by equal amounts but in opposite directions. Then all the coils 
are at the same distance as coil 1 A, 

109. Accuracy Required in Measuring Dimensions. —The 
accuracy required is not the same for the four different dimensions 
involved in the computation of the mutual inductance between 
one of the coils and the circumference of the di^k. The general 
principle for determining the effect of an error in one dimension 
on the computed inductance is given in Appendix II. These 
principles have not been completely applied to an apparatus of 
the form used by Smith However, there is sufficient informa- 



Fig. 48.—Connections used in adjusting the coils of the Lorenz apparatus. 

tion to warrant some statement concerning the required accuracy 
in the mechanical measurements. 

1. The diameter of the coil must be measured with nearly 
twice the relative accuracy required for the mutual inductance. 

2. The diameter of the disk is relatively unimportant, since 
the apparatus was designed so that changes in diameter of the disk 
would produce only second-order effects in the mutual inductance. 

3. The length of the coils must be measured to about one-tenth 
of the relative accuracy required for the mutual inductance: 

4. The distance from the disk to the nearer end of a coil must 
be determined with about the same accuracy as required for the 
mutual inductance. In practice, the distance between the two 
coils associated with a disk is measured, the disk being midway 
between the coils. 

5. The distance between the two disks must be known with 
about one-fortieth of the accuracy required for the mutual 
inductance. 
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Assuming that each dimension must not introduce an error 
greater than one part in a million in the mutual inductance Af, 
the precision with which each of the dimensions of Smith's 
apparatus must be measured is as follows: 

Diameter of coil, a, 0.1 micron. 

Diameter of disk, A y 38 microns. 

Length of coil, Z, 2 microns. 

Distance between the two coils associated with one disk, x , 
0.3 micron. 

Distance between disks, z, 0.1 mm or 100 microns. 

It has already been shown that the disk need not be cen¬ 
tered between the two coils closer than a few tenths of a 
millimeter. 

110. Measurement of Dimensions of Smith's Apparatus.— 

Methods of measuring the length and diameter of a coil have 
already been described. The diameters of the disks can be 
measured with a machinist's micrometer. The distance between 
disks can be measured with a bar calibrated to half millimeters. 
The measurement of the distance between the two coils requires 
special description. To facilitate this measurement, Smith had 
lines parallel to the end of the coil ruled on metal plugs inserted 
near each end of each coil. The apparatus was assembled, the 
electrical measurements were made, and for each pair of coils 
the distances between the two plugs on the left-hand ends of the 
coils and between the two plugs on the right-hand ends were 
determined. The apparatus was then taken apart, and each 
coil was turned end for end. Then the apparatus was reassembled 
with the coils spaced so that the induced electromotive force was 
the same as in the previous assembly, and the distances between 
the plugs were again measured. 

The distance from the disk to the end of the coil can be obtained 
from the two sets of measurements and the lengths of the coils. 
For deriving the equation, the following nomenclature will be 
used (see Fig. 49): 

l a and l b — lengths of coils a and 6, respectively, both of 
which have previously been measured. 

5i = distance from plug ai to center of adjacent 
lead of coil I A. 

8 2 = distance from plug a 2 to center of adjacent 
lead of coil I A. 
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£1 = distance from plug b 1 to center of adjacent 
lead of coil IB. 

£2 = distance from plug b 2 to centef of adjacent 
lead of coil IB. 

Xd and x r = distance between adjacent ends of coils for 
direct and reversed positions, respectively. 
dib\ and d 2 b 2 = measured distances between the indicated 
plugs for direct positions of coils. 
ai'bi and d 2 b 2 = measured distances between plugs for 
reversed positions of coils. • 



between the coils of the Lorenz apparatus. 

In the direct position 

dibi = &i + l a + Xd — £1 ( 1 ) 

d 2 b 2 = — 62 + Xd + h + £2 ( 2 ) 

After a series of electrical measurements with the coils in the 
direct position, each coil is turned end for end and placed at 
approximately the same distance from the disk by the method 
already described. (Coils 3 and 4 should not be changed until 
1 and 2 are set at the correct distance.) Designating the new 
distances by primed letters, 

d 2 b 2 = $2 + la + Xr — {2 
dibi = — 61 + lb + Xr + £1 


(3) 

(4) 
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Combining Eq. (1) with Eq. (4) and Eq. (2) with Eq. (3), there 


results the equations 

dlbl + aibi = l a + h + Xd. + x r ( 5 ) 

02&2 + d 2 b 2 = la + lb + Xd + %r ( 6 ) 

Solving Eq. (5), 

Xd 4 * x T = a\b\ + aibi — (l a + h) ( 7 ) 

Also, from Eq. (6), 

Xd + X r = d 2 b 2 + d 2 b 2 — (la + lb) ( 8 ) 


But Xd + x r is four times the distance from the end of the coil 
to the disk. Since Xd = x r , the sum of Eqs. (7) and (8) gives 
the result 

_ _ (aibi + a\b\ + a 2 b2 + a 2 b 2 ) (la + h) 

Xd — ^ 2 \") 

This method of determining x d has the advantage that the 
distances aib u etc., which must be measured in the assembled 
apparatus, are all of approximately the same length, so that a 
single calibration of a length standard suffices for all these 
measurements. However, there is the disadvantage that a rather 
short distance is determined as the difference of two distances, 
both of which must be known to the same absolute accuracy as is 
required in the smaller distance. Also the value which is finally 
determined as the distance from the end of the coil to the disk, 
and which is used in computing M y results from measurements at 
two positions of the coils, but the electrical measurements are 
also made with the coils in both positions so that any slight 
difference between Xd and x r does not appreciably affect the result. 

In addition to the above dimensions, the distance between 
each disk and the coils associated with the other disk is required. 
A measurement of the distance between any set of plugs in coils 
1 and 2 with any set in 3 and 4 gives data which, when combined 
with that already taken, supply all the required distances. 
This distance is needed with an accuracy of about 50 microns, 
which is readily obtained. 

111. Effect of Constructional Imperfections. —The construc¬ 
tion of any piece of apparatus for precision measurements 
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involves so many difficult operations that measurable imperfec¬ 
tions may be discovered in the completed apparatus. In Smiths 
modification of the Lorenz apparatus, the design was such that 
certain parts did not have to be made with extreme precision. 
This especially applied to the rotating disks, where neither the 
diameter nor the endwise motion needed especial attention. 
However, the imperfections of the coils were such that corrections 
were applied on account of them. The forms on which the coils 
were wound were slightly conical and their cross sections were 
ellipses. Also the pitch of the winding was not strictly uniform. 
In deriving the formulas for computing the corrections to the 
inductance resulting from these imperfections, the following 
assumptions were made: (1) that the mutual inductance between 
a circle and a conical coil is the same as between a circle and a 
coil made from a series of circular hoops, each having a diameter 
equal to the mean diameter of the cone at that point; (2) that 
the mutual inductance between a circle and a loop of wire which 
is nearly circular is the same as when the loop is replaced by a 
circle having the same average diameter; (3) that the average 
deviation of a turn from its correct position produces the same 
effect on the mutual inductance between the turn and the cir¬ 
cumference of the disk as is produced by the variable deviation 
of the turn. The computed corrections based on these assump¬ 
tions will give a more nearly correct result for the mutual 
inductance than would be obtained without applying them. 
However, the experimental conditions do not coincide exactly 
with these assumptions. Only when the imperfections are 
so small that the correction terms are negligible is the computed 
mutual inductance certainly correct. 

Smith’s coils were so nearly circular that no correction for 
lack of circularity was required. The corrections to the computed 
inductance of each of the four coils for the conicality of the coil 
and the irregularities in winding are given in Table XI. 

The correction for conicality is the change produced by 
changing the coil end for end. The correction for irregularities in 
winding depends on which end is nearer to the disk. For all of 
Smith’s coils, when one end was toward the disk, the mutual 
inductance was increased; with the opposite end toward the disk, 
the inductance was decreased. Hence the two columns are 
beaded “Positive” and “Negative.” This table shows that 
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coils with smaller imperfections would probably give a more 
accurate result. 


Table XI. —Computed Correction for Smith’s Coils 


Coil 

Correction 

for 

Correction for irregularities in 
winding 


conicality 

Positive 

Negative 

1 

50 X 10" 8 

17 X 10" 6 

12 X 10" 8 

2 

36 

33 

29 

3 

21 

18 

25 

4 

12 

16 

51 


112, The Electrical Measurement.—The electrical measure¬ 
ment consists of determining when the induced electromotive 
force in the disks is equal to the fall in potential over the resist¬ 
ance. By adjusting the speed of the disk, the electromotive 
force can be altered until the galvanometer (see Fig. 42) shows no 
deflection. This would be very simple if it were not for the 
thermal electromotive forces which are generated at the brush 
contacts. To eliminate the effects of these, Smith reversed the 
current at 15-second intervals and adjusted the speed until 
there was no change in galvanometer deflection on reversal. 
If the thermal electromotive forces remained constant for 
30 seconds, this procedure would completely eliminate their 
effect. By using brushes in the shape of a violin bow and 
lubricating them freely with kerosene, Smith reduced the thermal 
electromotive forces until the change in 30 seconds was seldom 
more than a few hundredths of a microvolt. By making a large 
number of reversals, the probable error of an observation was 
reduced to a few parts in a million. 

113. Measurement of the Speed of the Disk. —In Smiths 
apparatus, the speed was measured on a chronograph drum con¬ 
nected by a worm gear to the shaft of the driving motor. The 
method of controlling and measuring the speed was adapted 
from a method used by Rosa and Dorsey. 1 As more pre¬ 
cise methods of controlling and measuring the speed are now 
available, this method will not be described. 

* Butt. B.B., 3, 561 (1907). 
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A suggested method of controlling the speed uses the precise 
frequencies that are now available. These are furnished by 
vibrating crystals, which often remain constant to a part in ten 
million for several weeks. From a crystal vibrating at 100 000 
cycles per second, frequencies of 10 000, 1000, and 100 cycles 
per second may be available. If three synchronous motors 
designed for these three frequencies are mounted on one shaft, 
the 100-cycle motor can easily be started and will supply the 
necessary power, while the higher frequency motors will pre¬ 
vent hunting by the low-frequency motor. This method has 
been used in some commercial appliances, but no data are avail¬ 
able as to the accuracy obtainable. This gives but a single speed, 
so that a balance must be obtained by adjusting the resistance. 

114. Accuracy Obtainable with a Lorenz Apparatus. —Smith 
estimated that the error in his determination did not exceed 
twenty parts in a million. A consideration of the results obtained 
when using the brushes in series and in parallel and when running 
the disks at different speeds indicates that this is a reasonable 
estimate. However, there are no data to show the effect of coil 
imperfections, and these may have introduced an appreciable 
error. Two independent sets of coils should be employed to 
give results of the highest accuracy. By suitable design and 
construction, an apparatus might be produced which would give 
results accurate to a few parts in a million. 

115. Description of the Self-inductance Method with an 
Intermediary Capacitance. —The self-inductance method with an 
intermediary capacitance determines the correction to the 
laboratory ohm to make it agree with the absolute ohm, instead 
of determining the absolute value of a particular standard as is 
done by the Lorenz apparatus. To obtain this correction, a self 
inductor is so constructed that its inductance can be computed 
from its measured dimensions, giving the value of its inductance 
L a in absolute henrys. The inductance is also measured in terms 
of time and the laboratory unit of resistance, usually international 
ohms, giving a value L t . Then for any laboratory standard 
having a resistance Ri t the value in absolute ohms R a is determined 
from the ratio 



(10) 
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Methods for constructing the inductor, for measuring its 
mechanical dimensions, and for computing its inductance in 
absolute henrys have already been described. The method of 
measuring the self inductance in terms of the laboratory units 
of resistance and time makes use of two bridges which have also 
been previously described in detail, but an abridged description 
will be given here so that the special features required in applying 
them to this method can be more readily considered. 

The bridges are shown in Fig. 50. At the right is an alternat¬ 
ing-current bridge by which the inductance can be measured 
in terms of resistance and capacitance by means of an alternating 
current of low frequency. At the left is Maxwell's absolute 



Maxwell- Wien 
A-C bridge 


Fig. 60 . : —Setup for the absolute measurement of resistance using alternating 
current in a self inductance combined with an intermediary capacitance. 

capacitance bridge for measuring the capacitance in terms of 
resistance and time. By means of the switch H } the capacitance 
can be connected in either bridge as desired. 

In the alternating-current bridge, the inductor L and the 
substitution inductor l 8 have very nearly the same resistance, 
so that on removing one and inserting the other by means of 
the switch D the balance is restored by removing the capacitance 
C/ by the switch I and changing C v to C/, with such slight 
changes in the resistance of the Q i arm that the inductance is 
not changed thereby. For frequencies so low that the capacitance 
of the coil does not influence the result, the difference between the 
inductance is given by the equation (see page 116 for derivation) 

L - l. = (C f + C v - C v ')r lU * (11) 




210 ELECTRICAL MEASUREMENTS [Chap. XVII 


where n and r 4 are the resistances of the arms as shown on the 
diagram. 

In the Maxwell bridge, the values of Cf + C v and C v ' as used 
in the alternating-current bridge are determined in terms of 
resistance and time. The addition of a small capacitance, such 
as the capacitance of the leads and commutator, does not affect 
the result, as only the difference between the two measured 
values is required. An air or vacuum capacitor must be used for 
both C f and C v , as these are the only kinds of capacitor in which 
the capacitance does not depend on the method of measurement. 
The equation for capacitance is (see page 125 for derivation) 


C/ + C v = 


Q 

nPS 

QF 

nPS 


1 - "7 


Q 2 


(P + Q + G)(S + Q + B) 


l[ 


i + 


BQ 


P(S + Q + B) 


][ 


1 + 


GQ 


S(P + Q + G)_ 


( 12 ) 


where n is the number of charges and discharges of the condenser 
per second, and the resistances are as indicated on the diagram. 
The correction factor F must be carefully evaluated. The com¬ 
putation should be made by the exact formula given in Eq. (12) 
unless it can be shown that one of the approximate formulas 
given on pages 125 and 126 is sufficiently accurate. 

Also 


,, _ Q'P' 

” nP'S' 


(13) 


where Q' } P', and S' are different values of the resistances and 
F' is a different value of the correction factor. In case C v r is 
small (1000 micromicrofarads or less), the correction factor F' will 
generally be so near unity that its computation is not necessary. 
Substituting the values of Cf + C v andCV inEq. (11), the equation 
becomes 



The ratio of this measured inductance to the computed inductance 
is equal to the^ ratio of the value of a resistance standard in 
laboratory ohms to its value in absolute ohms. 
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In an actual experiment, all the resistances are compared by 
means of a Wheatstone bridge with a single standard resistance, 
the value of which is Ri , in terms of the laboratory unit (often 
international ohms). Substituting the resistance values in 
Eq. (14), there results an equation of the form 

(L - Uh = (15) 


where (L — l 8 )i is the measured value of the difference of the two 
inductances, and K is a numerical constant which depends only 
on the ratios of the resistances used in the bridges, and hence 
is independent of the resistance unit used in comparing them. 
If the value of the standard resistance in absolute ohms is R a , and 
if this value had been used in making the measurements, the 
equation for inductance would have been 

(L- l) a = —• (16) 

ft V ' 


But (L — l s ) n is the same as the inductance which has been com¬ 
puted from the measured mechanical dimensions of the inductors. 
By dividing Eq. (16) by Eq. (15), 


(L - Q a R a 
XL - I.)* ~R { 


(17) 


This is a proof of Eq. (10). 

116. Numerical Example.—An example of the constants that 
have been satisfactorily used in applying this method are the 
following: 

Computed inductance L of single-layer solenoid, 39.90210 
millihenrys. 

Inductance l s of substitution inductor, 0.00048 millihenry. 

Inductance i 0 of auxiliary coil in Q arm to insure that the 
the inductance in this arm is sufficient to make a readable 
value for CV, about 0.1 millihenry. 

The air condenser to be used, C/, had a capacitance of about 
0.25 microfarad. Hence, for measuring L + Zo, 

rir 4 = 160 000 (ohm) 2 


Or if r i and r 4 are to have the same value, 
r\ = r 4 = 400 ohms 

When the inductance L is disconnected and the substitution 
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inductance l a is inserted in its place, U + h is 0.105 millihenry. 
The bridge is balanced when the resistances of the arms are 
unchanged and the capacitance is about 650 micromicrofarads. 
The value of U may be changed somewhat until C v and C/ have 
convenient values. 

In measuring the capacitance of 0.25 microfarad by the Max¬ 
well absolute bridge, if the number of charges and discharges per 
second is 100 and if P = Q = 100 ohms, S will equal about 
40 000 ohms. To obtain an accuracy of one part in a million, 
the reading of S must be made to 0.04 ohm, so that a resistance 
box in this arm with a hundredth-ohm dial is necessary. The 
value of F, if G = 10 ohms and B = 1 ohm, is 0.998669. To 
obtain an accuracy qf one part in a million in F, B must be meas¬ 
ured so that its value is known to 0.04 ohm, G to 0.2 ohm, Q 
to 0.1 ohm, P to 0.2 ohm, and S to 30 ohms. The value of 
Q/PS is determined by substituting a calibrated 40 000-ohm 
resistance (designated as R) in place of the commutator. The 
calibration of this resistance with the required accuracy will be 
considered later. 

In measuring the capacitance of 650 micromicrofarads when 
the number of charges and discharges per second is 100, PS/Q 
must be about 15 megohms. It may not be feasible to measure 
this by substituting a calibrated resistance of 15 megohms in 
place of the commutator. In such a case, the value of each resist¬ 
ance may be separately determined with the required accuracy. 
Convenient values are Q = 10 ohms, P = 10 000 ohms, and 
S = 15 000. Since the capacitance is required to 0.2 micro¬ 
microfarad, each resistance must be measured to about one part 
in ten thousand. The value of F is so nearly unity that no cor¬ 
rection is required. 

In calibrating the resistances of the alternating-current and 
Maxwell bridges, a convenient method is to refer all resistance 
measurements to a single 100-ohm standard, the value of which is 
known in terms of the resistance unit of the laboratory. This 
standard and at least three additional standards of the same 
nominal value are kept in an oil bath at a constant temperature. 
A Wheatstone bridge is arranged to intercompare these coils and 
to compare them with the resistances to be calibrated. The 
resistances n and r 4 of the alternating-current bridge can be 
directly compared with the four 100-ohm standards connected 
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in series. To obtain a calibration for the 40 000 ohms used to 
determine the value of PS/Q in the capacitance bridge, it is con¬ 
venient to have a box with ten 4000-ohm coils which can be 
connected either in series or in parallel. When in parallel, the box 
may be directly compared with the four 100-ohm standards in 
series. The value in series, if the coils differ in value by less 
than 0.1 per cent, is 100 times the value in parallel with an 
accuracy of a part in a million. The calibration of the resist¬ 
ances used in measuring the smaller capacitance must be made 
often enough to insure that their values are always known with 
an accuracy of one part in ten thousand. 

117. Time Required for an Electrical Measurement.—In 
making a determination such as outlined above, all the electrical 
observations for an individual determination must be made within 
a few hours, since neither air capacitors nor resistance boxes are 
sufficiently stable to ensure that their values do not change from 
day to day by more than one part in a million. The standard 
inductor and the standard resistance are depended upon to 
remain constant during a series of measurements which may 
last weeks or years. Hence the procedure must be so carefully 
considered that all the necessary observations for a complete 
determination can be made in such a short time that the resist¬ 
ances and capacitances do not change by an appreciable amount. 
Whenever possible, it is desirable to make two or more sets of 
measurements in one day to detect any drift that may occur. 

118. The Assumptions Involved.—The important assump¬ 
tions involved in the self-inductance method are: (1) that the 
inductor is so perfectly constructed that its inductance can be 
accurately computed from its dimensions; (2) that the resistors 
ri and r 4 have the same resistance when used in the alternating- 
current bridge as when calibrated by direct current; (3) that the 
capacitors have the same capacitance in the alternating-current 
bridge as when calibrated by a charge and discharge method; 
and (4) that the galvanometer in the Maxwell bridge correctly 
integrates the current through it. Besides these assumptions 
there are many precautions that must be observed. The accu¬ 
racy of the final result depends upon the skill with which the 
assumptions are met and all difficulties in manipulation overcome. 

The assumption of a perfect inductor can never be fully 
realized. For a solenoid such as is usually used as a standard 
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of self inductance, the important considerations are that the 
form on which the wire is wound shall be a circular cylinder, 
that the wires shall be round, that the pitch shall be uniform, 
and that the number of turns shall be an integer. The construc¬ 
tion of a circular cylinder can be satisfactorily accomplished as 
has been described. The making of round wire is more difficult. 
Commercial wire is usually somewhat elliptical, and generally has 
striae on its surface. Satisfactory wire can be made by drawing 
copper wire through a sapphire die which has the hole drilled in 
the direction of the principal axis of the crystal. There is no 
difficulty in making the number of turns sufficiently near an 
integer. The variations in pitch are appreciable in all the 
solenoids that have been described in the literature. All these 
have depended on the accuracy of the screw of a precision lathe 
and the faithfulness with which the lathe carriage follows the 
motion of the nut of the screw. The variations can be detected 
by the naked eye in some of the best solenoids. The effect 
of variations in pitch usually introduces an uncertainty of ten or 
even twenty parts in a million in the computed inductance. It is 
hoped that Moon’s method, to which reference has previously 
been made, will appreciably reduce this uncertainty. 

The second assumption of the method is that the resistors of 
the alternating-current bridge have the same resistance in 
the bridge as when calibrated by direct current. In most com¬ 
mercial resistors there is sufficient dielectric loss in the insulating 
material between the wires to lower appreciably the alternating- 
current resistance. Organic materials which absorb moisture, 
such as silk, cotton, and shellac, are quite unsatisfactory as the 
insulation for such coils. A change in resistance has been 
observed with a bare manganin wire wound in a screw thread on a 
porcelain spool when the humidity of the surrounding air was 
above normal but still low enough so that surface leakage did not 
cause the change. Griieneisen and Giebe used bare wire wound 
on mica cards. Curtis, Moon, and Sparks used bare wire wound 
on a tube of Pyrex glass. Both appeared to be satisfactory, but 
farther experimental work is desirable. 

The third assumption is that the capacitors have the same 
capacitance when used in the alternating-current bridge as when 
calibrated by a charge and discharge method. It is well known 
that this condition is fulfilled only with air and vacuum capacitors. 
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But these capacitors must have some solid insulating material to 
maintain the distance between the plates. Probably the most 
satisfactory material for this purpose is fused quartz, because of 
its small dielectric absorption. A satisfactory test of the quality 
of a capacitor is to measure the capacitance with two different 
times of charge and discharge, say 100 and 200 per second. If 
the measured capacitance is the same under these two conditions, 
there is little probability that it is different with alternating 
current of low frequency. 

The fourth assumption is that the galvanometer in the Maxwell 
bridge correctly integrates the current. This has been discussed 
on page 123 in connection with the Maxwell bridge, but it is 
so fundamental to this method for the absolute measurement 
of resistance that some additional discussion will be given. 
The galvanometer should be designed for this particular applica¬ 
tion. The natural period must be long so that the motion during 
a period of the vibrating contactor will be small. The magnet 
of the galvanometer must have a high coercive force so that the 
magnetic field of the large current in the galvanometer coil, 
sometimes as much as an ampere for a few millionths of a second, 
will not produce a significant change in the magnetic field of the 
magnet. Eddy currents in the pole pieces of the magnet should 
be avoided. The resistance of the galvanometer coil should be 
low to improve the accuracy of the correction factor, and the 
external critical damping resistance should be about 200 ohms 
to facilitate the operation of the bridge under normal conditions. 
Every galvanometer should be tested by the method shown in 
Fig. 29 to ensure that it integrates correctly. Even then two 
or more galvanometers having somewhat different constants 
should be used in the course of a series of measurements. 

119. Necessary Precautions.—One of the precautions that 
must be observed is to place the inductor so far from the bridge 
that the mutual inductances between the various parts of the 
bridge and the inductor are small. The effect of small induc¬ 
tances can be eliminated by using a reversing switch A (see Fig. 
50) in the leads to the inductor. The average value of the 
readings of the variable capacitor for the two positions of A gives 
the reading that would be obtained were no mutual inductances 
present. However, this reversal does not eliminate the effect of a 
mutual inductance between the solenoid and the part of the leads 
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between A and D. This must be accomplished by placing the 
two leads in such a position that the induced electromotive force 
is the same in each and in opposite directions. If, in the diagram, 
the axis of the coil, its leads, and the substitution inductor all lie 
in the plane of the paper, the leads AD are perpendicular to the 
plane of the paper. The reversing switch A also serves to elimi¬ 
nate the effect of any extraneous electromotive force that is 
induced in the inductor, whether this is caused by the current in 
the circuit connected to the bridge or by the current in some 
independent circuit in whidh the frequency is the same as in the 
measuring circuit. 

The reversing switch W is useful in providing two pairs of 
readings, each pair of which has the same mean value as the 
other pair, but the individual readings are different so that the 
observer is not prejudiced when making the second set of read¬ 
ings. To illustrate, suppose that there is a transformer between 
the alternator and the reversing switch W } and that the magnetic 
field from this transformer induces a small electromotive force 
in the inductor. Also suppose that there is a small mutual 
inductance between l a and the inductor. Then the four readings 
of C v corresponding to the four possible combinations of positions 
of the reversing switches A and W will all be different. However, 
the average of the two for one position of W will be the same as 
that for the other position. 

The inductor must be at some distance from any magnetic 
material. The table on which the inductor is placed must be 
free from any iron nails or screws. The position when the 
electrical measurements are made must be near the center of a 
room, away from iron piping, reinforcing, and window weights. 
Even the nails in the floor may influence the measured induc¬ 
tance. With care, the inductor may be kept at a sufficient 
distance from such materials, but in all cases consideration 
must be given to the permeability of the form on which the wire 
of the inductor is wound. Forms made of such materials as 
porcelain, glass, and fused quartz may affect the inductance 
by several parts in a million. 

The fixed capacitances Cj and C v and the disconnecting 
switch / must be completely shielded if the bridges are to be 
grounded as shown. In the capacitance bridge, the shield is at 
earth potential, but this is not the case with the alternating- 
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current bridge. Hence only by complete shielding is the capaci¬ 
tance difference the same in the Maxwell bridge as in the 
alternating-current bridge. 

The detector T must be so placed that it is not affected by the 
magnetic field of the inductor or by that of any other part of 
the alternating-current circuit. The effect of a magnetic field on 
the detector can be determined by observing its deflection when 
it is disconnected from the bridge. If there is a deflection when 
the switch W is open, then the magnetic field results from some 
outside apparatus. On the other hand, if there is a deflection 
only when the switch W is closed, the magnetic field probably 
results from the inductor. In the latter case, the relative posi¬ 
tions of the inductor and detector should be changed to make the 
deflection zero, although if the deflection is small, its effect can be 
eliminated by making an additional set of readings in which the 
galvanometer leads are reversed. 

120. Accuracy Attainable with the Self-inductance Method.— 
An accuracy of a few parts in a million should be possible with the 
self-inductance method. A solenoid can be more accurately 
constructed than any other form of inductor, but the imperfec¬ 
tions of most solenoids introduce an uncertainty of ten or twenty 
parts in a million in the computed inductance. The measure¬ 
ments of the dimensions can be made with an accuracy that 
would introduce an error of only one or two parts in a million in 
the computed inductance of a perfect inductor. The formula for 
computing the inductance neglects only terms of so little impor¬ 
tance that their omission does not appreciably influence the 
result. The one uncertainty is concerned with the distribution 
of current in the cross section of the wire, but this is less than two 
parts in a million in most cases. The electrical measurements 
are difficult, but with sufficient care can be made with an accuracy 
of a few parts in a million. By making a number of measure¬ 
ments, the average should be in error by only one or two parts in a 
million. 

From the above analysis, it appears that the greatest source 
of error is in the construction of the solenoid. Curtis, Moon, 
and Sparks estimate that the error in their result may be twenty 
parts in a million, resulting largely from imperfections in the 
inductors. The next improvement will necessarily be concerned 
with the construction of a more perfect solenoid. 
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ABSOLUTE MEASUREMENT OF CURRENT; SURVEY OF 

METHODS 


The value of a current is determined in c.g.s. electromagnetic 
units either from the magnetic field produced at a point by the 
current or from the force exerted on a conductor carrying the 
current when the conductor is in a magnetic field of known 
strength. The first principle is employed in the tangent gal¬ 
vanometer and the sine galvanometer; the second in the current 
balance and the electrodynamometer. Each of these classes 
of instruments will be described and the accuracy with which a 
current can be measured by them will be discussed. 

121. The Tangent Galvanometer. —The tangent galvanom¬ 
eter consists of a small magnet, free to rotate in a horizontal 
.plane, which is placed at the center of a circular coil of wire. 
The cross-sectional dimensions of the coil must be small relative 
to its radius, and its plane must be vertical and coincident with 
the magnetic meridian. When a current I flows in the coil, the 
magnetic field at the center is 


Hi = 


2wnl 

r 


(i) 


and its direction is perpendicular to the horizontal component 
H e of the earth’s magnetic field. The magnet places itself in the 
direction of the resulting magnetic field, which is the vector 
sum of H e and Hi and hence makes an angle 6 with the direction 
of the magnetic meridian such that tan 0 = H»/H e . Substitut¬ 
ing the value of Hi and solving, 


/ = 


rHe 
2 irn 


tan 0 


( 2 ) 


For a precise determination, corrections must be applied for the 
cross section of the coil and for the finite length of the needle. 
Also the coil must be accurately placed in the magnetic meridian 
and the needle accurately located at the center of the coil. 
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The method is not suitable for the precise measurement of cur¬ 
rent since the variability of the earth's magnetic field prevents its 
accurate measurement in c.g.s units. Haga and Boerema 1 
claimed an accuracy of 100 parts in a million, which is probably 
the limit of accuracy to be attained by this method. The method 
is, however, of great historical importance, since for nearly a half 
century following the first description 2 in 1837, it was in regular 
use in all electrical laboratories. It was discarded when labora¬ 
tories found that the magnetic field from commercial circuits 
affected its readings. The tangent galvanometer is not now used 
either as a laboratory instrument for measuring current or as an 
instrument of precision. 

122. The Sine Galvanometer. —The sine galvanometer is 
constructed like the tangent galvanometer except that the coil is 
so mounted that it can be rotated about a vertical axis. With no 
current in the coil, the plane of the coil and the axis of the magnet 
are placed in the magnetic meridian. With a current I in the coil, 
the coil is turned around a vertical axis by an angle <p until the 
plane of the coil and the axis of the magnet again coincide. The 
direction of the resulting magnetic field, obtained by vector 
addition, is such that 

sin <? = ^ (3) 

rH 

so that I = sin <p (4) 

Z7T n 

The sine galvanometer has all the defects of the tangent gal¬ 
vanometer. Its only advantage is that it gives a larger deflection 
of the magnet for a given current. As the same result can be 
obtained by increasing the number of turns of the tangent 
galvanometer, the sine galvanometer has never been extensively 
used. 

123. The Absolute Electrodynamometer. —The absolute elec¬ 
trodynamometer is an instrument by which the absolute value of 
a current that flows through two coils can be determined from the 
measured torque between them when their dimensions and relative 
positions are known. Two different methods for measuring 
the torque have been employed: one by observation of the 

1 Proc. Roy. Sci. Acad. Amsterdam, 587 (1910). 

1 Pouillet, Pogg. Ann., 42, 281 (1837). 
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torsion produced in a fine wire which has previously been cali¬ 
brated to determine the torque required to twist it through unit 
angle; the other by comparison with a gravitational force using 
either a balance with a beam of known length or a bifilar 
suspension. 

The measurement of torque by the torsion of a fine wire 
was used by Guthe. 1 His method of calibrating the wire did not 
assure a result of greater accuracy than 100 parts in a million. 
There seem to be some fundamental reasons why this can never 
be made a precise method of measuring torque. An important 
reason is the very large temperature coefficient of the torsion 
modulus in all the materials that might be used. This varies 
from about 120 parts per million per degree centigrade for 
platinum and quartz to about 500 for copper and brass. Another 
reason is the apparent necessity of calibrating the wire under 
conditions which are quite different from those used in making 
the measurement. The calibration is accomplished by using the 
wire in a torsional pendulum, in which the wire supports a mass of 
known moment of inertia. From the period of the pendulum 
and the moment of inertia, the torque required to turn the wire 
through unit angle can be computed. In the measurement of 
current, the moving coil of the electrodynamometer is suspended 
by the wire. The zero position of the coil is determined with no 
current. Then, with current through both of the coils of the 
electrodynamometer (which deflects the moving coil), the upper 
end of the wire is turned to bring the moving coil to its zero 
position. The torque is determined from the angle through which 
the upper end of* the wire is turned and the torque per unit angle 
(which was obtained from the torsion pendulum). In this meas¬ 
urement, the angle through which the upper end is turned must be 
large if it is to be measured accurately, but in the calibration by 
the torsion pendulum the angle must be small to ensure iso¬ 
chronous vibrations. As no wire is perfectly elastic, this differ¬ 
ence of angle limits the accuracy of a determination of torque 
by this method. 

A bifilar suspension was used by Shaw. 2 He found that the 
most accurate method of determining its constant was by observ¬ 
ing the period of a torsional pendulum in which the suspension 

1 Butt. B. S., 2, 33 (1906). 

* Roy . Soc . Phil. Tram., 214A, 147 (1914). 
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supported a mass of known moment of inertia. This is the same 
method that was used by Gut he for calibrating a wire. The 
accuracy was about the same with the bifilar suspension as with 
the wire. 

The determination of the torque between coils by means of 
a balance with arms of known length has been used by Pellat. 1 
In this method, the smaller coil is attached to the beam of a 
balance with its axis vertical and its center near the center of 
inertia of the beam. Then the torque between this coil and the 
large fixed coil within which the balance is placed can be balanced 
against the torque produced by a weight of known mass placed 
on one of the pans of the balance. This mechanical torque is 
equal to the product obtained by multiplying the distance 
between the center knife edge and the one supporting the pan by 
the mass of the weight and by the acceleration of gravity. All 
these factors are capable of accurate measurement. 

Two types of coils have been used in absolute electrodyna¬ 
mometers—solenoids and coils of square cross section. Coils 
of square cross section have not been developed to a point 
where their diameters can be accurately determined, so they 
cannot be used to give a precise result. The use of a Helmholz 
pair of coils, either for the fixed coil or for the moving coil 
or for both, does not remove the requirement for an accurate 
measurement of the ratios of the dimensions. 

The dimensions of a single-layer solenoid can be accurately 
measured. Hence an absolute electrodynamometer, in which the 
coils are single-layer solenoids and the torque is measured by 
a balance having a beam of known length, should be capable of 
giving a result of high precision. The great difficulty is in meas¬ 
uring the small torque. No experimental determination by 
this method has yet been made. However, it will be discussed 
in detail in the next chapter, which deals with precision methods. 

124. The Current Balance. —The current balance is an instru¬ 
ment for obtaining an absolute value of a current by measuring 
the electromagnetic force between coils of known dimensions 
and positions. A coil is attached, with its axis vertical, to one 
pan of a balance, and a coaxial fixed coil is placed several centi¬ 
meters above (or below) the moving coil. The electromagnetic 
force between these coils, when the same current is in both, is 

1 Bull. Soc . Int. Elec., (2) 8 , 573 (1908). 
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balanced by a weight placed on one of the pans of the balance; 
The force for unit current can be computed from the dimensions 
and positions of the two coils. The measured force (the mass of 
the balancing weight multiplied by gravity) is divided by the com¬ 
puted force per unit current to give the square of the absolute 
value of the current in the coils. Two different kinds of coils 
have been employed, viz ., single-layer solenoids and multiple- 
layer coils of square cross section. With both kinds the electro¬ 
magnetic force is small relative to the force exerted by gravity 
on the mass of the coil attached to the pan of the balance, so 
that a balance of high sensitivity must be employed if the 
electromagnetic force is to be accurately measured. 

Coils of square cross section can be employed in a current 
balance, since the ratio of the two radii is the important constant 
that is required to compute the current and this ratio can be 
determined electrically. If the two coils are about the same 
size, their cross-sectional dimensions and x the distance between 
them must be accurately known, and these quantities cannot 
be measured with precision. However, if the diameter of 
the moving coil is about half that of the fixed coil, as in the 
Rayleigh current balance , the importance of the cross-sectional 
dimensions is so greatly decreased that they can be measured 
with sufficient accuracy, and the distance between them for 
maximum force per unit current can be satisfactorily computed 
from the ratio of the radii. Hence the Rayleigh balance is 
capable of giving a result of high accuracy. It will be described 
in detail in the next chapter. 

If both the fixed and moving coils are single-layer solenoids, 
the ^instrument is called an Ayrton-Jones current balance. The 
dimensions of the solenoids can be accurately measured, and, by 
using two fixed coils with their ends close together, the position 
of the moving coil for maximum force per unit current can be 
accurately computed. This method is also capable of giving 
a precise result, and so will be carefully described under precision 
methods. 



CHAPTER XIX 


ABSOLUTE MEASUREMENT OF CURRENT; PRECISION 

METHODS 

The survey of the last chapter has shown that there are three 
methods for the absolute measurement of current which are 
capable of giving results of precision, viz., the Rayleigh current 
balance, the Ayrton-Jones current balance, and the electro¬ 
dynamometer balance. These will be described in detail, in 
order that the strong and weak points of the different methods 
can be discussed. As the electrodynamometer balance has not 
yet received an experimental test, its description will necessarily 
be less complete than the others. 

126. The Rayleigh Current Balance. —The Rayleigh current 
balance 1 consists essentially of two coils of square cross section, 
the smaller of which is suspended, with its plane horizontal, 
from the pan of a balance and the larger of which is placed 
coaxial with the smaller and at such a distance that the electro¬ 
magnetic force between the coils is a maximum. In order to 
increase the force for a given current, each coil consists of a 
large number of turns. To increase the force still more, two 
large fixed coils are usually employed, one being placed above 
and the other below the small moving coil, the two being so 
connected to the electrical circuit that the electromagnetic 
force is double that of a single fixed coil. 

A diagram showing the arrangement of the important mechani¬ 
cal features of the Rayleigh current balance is given in Fig. 51. 
The fixed coils and the pillar of the balance are fastened to a 
marble slab. The fixed coils are so spaced that, when the moving 
coil is coaxial and midway between them, the electromagnetic 
force on the moving coil produced by a given current is the max¬ 
imum that can be obtained by any spacing. The moving coil is 

1 The first complete description is in a paper by Lord Rayleigh and Mrs. 
Sedgwick, Phil. Trans., 175, 411 (1884). The most recent publication on 
this type of balance is by Curtis and Curtis, B.S. J. Research , 12, 665 (1934). 
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suspended from the right-hand pan of the balance, and a suitable 
counterweight is^ placed on the left-hand pan. On the right- 
hand pan is shown a standard weight, which is placed on the pan 
when the electromagnetic force is upward. The swings of the 
balance are observed by a telescope and scale. 

An observation to determine the value of a current consists 
of two weighings. In the first, the standard weight is removed, 
the current is given such directions in the three coils that the 



Fig. 51.—Diagram to show the mechanical features of a Rayleigh current balance. 


electromagnetic force on the moving coil is downward, and the 
counterweight is adjusted until the middle of the swings of 
the beam is very near its rest position. The second weighing is 
then made without arresting the balance; the standard weight 
is placed on the pan and simultaneously the direction of the 
current in the fixed coils is reversed, so that the electromagnetic 
force is upward. The standard weight should be of such value 
that the gravimetric force on it very nearly equals twice the 
electromagnetic force on the moving coil, in which case the 
middle of the swings will be nearly the same in' the two weighings. 
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If they are exactly the same, the equation connecting the electro¬ 
magnetic and gravimetric forces is 


2FI 2 = Mg 


where F = the electromagnetic force in dynes per unit current 
which is exerted on the moving coil and which is com¬ 
puted from the dimensions of the coils. 

I = the current in c.g.s. units. 

M = mass of the standard weight, in grams. 
g = value of gravity at the pan of the balance. 

A formula for determining the accuracy with which the various 
quantities must be known to obtain a desired accuracy in the 
current is obtained by taking the logarithm of the above equation 
and then writing the differentials of the resulting equation. The* 
resulting equation is 

dl _ dM dg dF 
I M + g F 

Hence an error of two parts in a million in either M , g f or F 
will cause an error of only one part in a million in the current I . 

A diagram of a balance used by Curtis and Curtis 1 is shown 
in Fig. 52. The operator is outside the balance room and makes 
the observations through a window. From the operator’s 
position there extends a rod which is connected both to a reversing 
switch and to a weight lifter, so that the operator can simul¬ 
taneously reverse the current in the fixed coils and add (or 
remove) the standard weight to the pan of the balance. The 
swings of the balance can be controlled by an air jet which the 
operator may produce under one pan of the balance. The heat 
generated in the fixed coils is removed by circulating water at a 
definite temperature. There are flowmeters for measuring the 
rate of flow of the water and resistance thermometers for measur¬ 
ing its temperature. The entire balance with its case is mounted 
on the slab which supports the fixed coils. The position of the 
balance can be adjusted, by means of slides not shown in the 
diagram, to make the moving coil coaxial with the fixed coils. 

The leads for carrying the current to and from the moving coil 
must be carefully designed and constructed. They must carry a 


1 B.S. J. Research , 12, 665 (1934). 
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rather large current, yet be so flexible as not to affect materially 
the sensitivity of the balance. Also they must be so located 
that, when the current is flowing, the force between them and the 
fixed coils is small. A satisfactory arrangement is to stretch two 
sets of very fine wires (diameter about 0.025 mm) from a metallic 



Fig. 52.—Diagram of the Rayleigh current balance as used by Curtis and Curtis. 


strip attached to the pan of the balance to a metallic strip in the 
balance case. Each set should have the same number of wires 
(30 to 50), and* one set should be 1 or 2 cm above the other. A 
diagram is shown in Fig. 53. 

126. Manipulation of the Balance. —The manipulation of the 
balance requires extreme care on account of the very high 
precision with which the weighings must be made. Since 
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the mass of the moving coil is generally 100 or 200 times the 
mass of the standard weight, the balance must be capable of 
weighing to about one part in 100 million, if the electromagnetic 
force is to be determined to two parts in a million, and must be 
operated as though weighings were being made with that accu¬ 
racy. Moreover these weighings must be made with the moving 
coil heated by the current through it, so that convection currents 
are set up in the surrounding air. 



Fig. 53.—Diagram of the leads to the moving coil of a current balance. 


To make weighings to the required accuracy, the following 
precautions must be observed: 

1. The balance must not be arrested when the current in the 
fixed coils is reversed with the coincident addition or removal 
of the weight. This might not be the case with a perfect balance, 
but the degree of perfection that would be required is greater 
than can be attained. The difficulty of making a sufficiently 
perfect balance is shown by observing that an unexpected change 
in the length of one arm of Koo micron (one fiftieth 
of a wave length of light) would introduce an error of one part 
in a million in the electromagnetic force. 

2. The density of the counterweights should be the same as the 
average density of the suspended coil to avoid changes in the 
rest point of the balance as a result of changes in barometric 
pressure. 
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3. The current in the moving coil should be held constant 
for several hours before an observation is started in order that 
the convection currents in the air will be stable. 

4.. The temperature of the balance beam must not vary by an 
appreciable amount during a weighing. The constancy required 
depends on the coefficient of expansion of the beam. With a 
brass beam having a coefficient of expansion of 18 X 10“ 6 per 
degree centigrade, if the difference in temperature between the 
two halves of the beam changes by 0.0005°C, the apparent weight 
will change by one in 10 8 . With a beam of quartz glass having a 
coefficient of 0.26 X 10~ 6 per degree centigrade, a change in 
temperature of 0.04°C would be required to produce a like 
result. 

To aid in keeping the temperature of the beam constant, 
the balance should be placed in a room without outside windows 
and with sufficient thermal insulation so that the temperature 
change, is slow. Moreover the operator should not be in the 
same room as the balance, since radiation from his body may 
influence the temperature of the balance beam. The optical 
system for observing the swings of the balance should be so 
arranged that the two halves of the balance beam will receive the 
same amount of heat from the light beam. 

The swings of the balance should be observed by a telescope 
and scale or a lamp and scale. In either case readings can be 
made to about 0.1 mm. A suitable amplitude of swing can be 
obtained by a jet of air against the bottom of one of the pans. 
The jet can be produced by a rubber bulb and transmitted from 
the operator to the balance case by a tube. As there is always 
some damping of the swings, three readings should be made on 
one side of the rest position and two on the other. The scale 
should be numbered from one end, so that the rest position for 
any set of swings is one-half the sum of the average reading at 
the two erids of the swing. 

In operating the balance, the current in the coils is held con¬ 
stant, and the rest position is determined with the standard 
weight removed from the pan. The current in the fixed coils is 
then reversed*, and the weight is simultaneously added to the pan, 
the entire operation being carried out so that no arrestment of the 
balance is necessary. Another rest position is determined as 
soon as the swings can be adjusted to a convenient amplitude. 
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The current in the fixed coils is again reversed, the weight is 
removed, and a third rest position is determined. If conditions 
have not changed during the observations, the third reading will 
agree with the first, and no further readings need be taken. 
In that case, the difference between the first and second rest 
positions, divided by the sensitivity of the balance, is the fraction 
of a milligram that must be added to or subtracted from the 
mass of the weight to determine the mass that counterbalances 
the electromagnetic force between the coils. However, condi¬ 
tions are almost always changing by enough to affect the rest 
position. Hence six or more rest points, with the standard 
weight alternately on and off the pan, are generally taken. The 
data can be most readily reduced by employing a graphical 



set of observations with a Rayleigh current balance. 

method, which is illustrated in Fig. 54. In recording the data, 
the time is noted at which each rest position is determined. 
A plot is then made with the rest positions as ordinates and the 
times at which they were observed as abscissas. If the condi¬ 
tions that affect the rest position have changed uniformly 
during the time required for the six observations, the plotted 
points will lie on two parallel lines, as shown in the figure, on 
one line when the weight is on, on the other when it is off. The 
vertical distance d between the lines corresponds to the change 
in rest position with the weight on and with the weight off. 
The amount to be added to or subtracted from the mass of the 
weight is the distance d divided by the sensitivity of the balance. 

127. The Electrical Circuit of the Current Balance. —The 
electrical circuit of the current balance is shown in its simplest 
form by the diagram of Fig. 55. The source of the current is 
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the lead storage battery B. In the circuit are the four-terminal 
standard resistor R> the fixed and the moving coils, the reversing 
switch S y and the adjustable resistor for regulating the value of 
the current. The current must be regulated until the fall in 
potential over the resistance R is just equal to the electromotive 



Fig. 55.—The electrical connections of the Rayleigh current balance. 


To moving coil 


To fixed coils 


force E of the standard cell. This equality is indicated by a 
zero deflection of the galvanometer G. The reversing switch S 
serves to reverse the current in the two fixed coils without 
reversing the current in the moving coil, so that in one position 
the electromagnetic force on the moving coil is upward and in the 
other downward. A simple switch, like the one shown in the 
diagram, opens the circuit very suddenly, so that rather high 

electromotive forces are induced 
in the fixed coils, thus endanger¬ 
ing the insulation. Hence a switch 
is generally employed which re¬ 
duces the current to zero in sev¬ 
eral steps. A rotary switch with 
two steps is shown diagrammat- 

Insulating I ically in Fi 8- 56 - The adjustable 

handle To adjustable resistor must permit very small 

r» rv resistor changes in resistance. If the 

Fig. 56.—Diagram of a rotary . ... 

reversing switch for a Rayleigh cur- total resistance of the circuit is 

rent balance. The brushes must 10 <) ohms, the regulation of the 
be so wide that each one is always 7 

in contact with a stud. current to one part in a million 

requires that resistance steps of 
0.0001 ohm shall be provided in the adjustable resistor. But 
the contact resistance of the brushes of a resistance box may 
vary by nearly this amount. Hence the small variations of 
resistances are best accomplished by varying a rather large 






Sac. 128] ABSOLUTE MEASUREMENT OF CURRENT 


23 1 


resistance which shunts a much smaller one. A resistance 
box using this principle was described on page 89. Under 
favorable conditions the current may be kept constant to one 
part in a million by changing the adjustable resistance two or 
three times a minute. 

The thermal electromotive forces that are present in the 
circuit which includes the coils have no effect on the result, 
since they only add to, or subtract from, the voltage of the 
battery. However, a thermal electromotive force in the loop 
which includes the standard cell would directly affect the 
value of the current in terms of the laboratory units of resistance 
and electromotive force. Hence, so far as possible, either this 
loop should be of copper or the parts that are not of copper 
should be maintained at a constant temperature. All keys, 
binding posts, galvanometer suspensions, etc., should be of 
copper. The standard resistor R and the standard cell E should 
be kept in constant-temperature baths so that the two terminals 
of each will be at the same temperature. As a test of the thermal 
electromotive forces in the loop) the standard cell may be replaced 
by a copper coil having about the same resistance as the cell. 
Then with the battery circuit open, the deflection of the gal¬ 
vanometer, with the key in the loop closed, divided by the voltage 
sensitivity of the galvanometer, will give the thermal electro¬ 
motive force in the loop. This should be less than 1 microvolt. 

The circuit should be grounded at the battery terminal next 
to the standard resistor as shown in the figure. All the other 
portions of the circuit should be well insulated from the earth. 
A small leakage current from the battery to earth will not 
influence the result, but may affect the steadiness of the current. 
The remainder of the circuit should have an insulation resistance 
to earth of at least 100 megohms. 

128. Computation of the Maximum Force per Unit Current.— 
The computation of the maximum force between a fixed and 
a moving coil when each is carrying unit current can be most 
readily accomplished by first computing the maximum force 
between two filaments located at the centers of the coils and then 
modifying this to allow for the finite cross sections of the coils. 

The force per unit current between two filaments which coin¬ 
cide with the circumferences of two coaxial circles that have 
different diameters is a maximum for a definite axial distance 
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between the filaments. This is shown by the plot in Fig. 57. 
Since the maximum force is desired, the value of the axial distance 
need not be known accurately because at that point a change in 
axial distance produces only a second-order change in the force. 



Radius large filament 

Fig. 57.—The electromagnetic force per c.g.s. unit of current between two 
coaxial circular coils of a single turn as a function of the axial distance between 
them when the diameter of one coil is twice that of the other. 

Let a i — radius of the larger cifcle. 
a 2 = radius of the smaller circle. 

z m = axial distance between the filaments for maximum 
force. 

OL — CLi/cii. 

ym ~ Ziit/a i* 

Then 

y m ~ 0.5 — %o<* 2 ~ K6« 4 (1) 

provided 

0 < a < 0.75 


This is an empirical equation but, so long as a is less than 0.75, 
it is sufficiently accurate to permit the calculation of the maxi¬ 
mum force with an accuracy of one part in a million. The next 
step is the calculation of an auxiliary constant fc, which is given 
by the equation 

^ = (1 + aY + y m * (2) 


The value of the maximum force F m is then given by the equation 


' - - - 2K ) 
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where E and K are elliptic integrals of the first and second kind, 
respectively, to the modulus k. If the elliptic integrals are to 
be computed by the arithmetico-geometrical means as given 
in Appendix I, only the series of a’ s, fr’s, and c’s need be developed. 
Substituting in Eq. (3) the values of K and E as given by these 
series, there results the equation 

F m = —0!!2— \[k* - 2(2 - k*)( Cl * + 2c2 2 + 4c 3 2 + • • •)] (4) 

In this formula a n refers to the nth term of the a series which is 
given in Appendix I. Where high precision is required, com¬ 
puting by Eq. (4) is generally easier than obtaining values for 
use in Eq. (3) by interpolating in a table of elliptic integrals. 

The value of y m enters as a factor, so that one would expect 
that it would need to be known to one part in a million if F m 
is to have the same accuracy. However, y m enters in several of 
the other terms, so that a small change in y m is compensated by 
changes in the other terms. Hence the value of y m should be 
used as though it were known to one part in a million, but, if a 
change as large as 1000 parts in a million is made before the 
computation is started, the result will not be affected. 

In comparing the computations on coils which are nearly 
alike, the following formulas are useful: 



A F m Act 

F m 

(5) 

where 

1 - a 2 1 - a 2 

* 2 yj 2(H - %o« 2 ~ Ke« 4 ) 2 

(6) 

and 

— y(^y™\ 

Fm T \ y m ) 

(7) 

where 

1 3(1 - a 2 ) 2 - 2y m 2 (l + a 2 ) 

7 2 (1 - a 2 ) 2 + 2y„ 2 {\ + a 2 ) + y m * 

(8) 


= — f0.5 + ^ approx. 

(9) 


The approximation was obtained empirically, but is within 5 
per cent for values of a between 0.1 and 0.9, which is generally as 
precise as is needed. 

The maximum force between two circular coils having 
rectangular cross sections and carrying unit current in each 
turn is, to a first approximation, equal to the maximum force F m 
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between two filaments carrying unit current and located at the 
geometric centers of the cross sections of the coils multiplied 
by the product of the number of turns in one coil and the number 
in the second. A second approximation can be obtained by 
adding a function which includes, in addition to the ratio of the 
radii of the circular filaments, the ratio of each cross-sectional 
dimension to the radius of its filament. A further refinement 
takes account of the fact that, for coils of finite cross section, 
the axial distance for maximum force may not be the same as the 
corresponding axial distance for the filaments located at the 
centers of their cross sections. A formula which takes all 
these factors into account has been derived 1 on the assumption 
that the coils were composed of a number of circular hoops of 
insulated wire arranged within a rectangle of dimensions 26 
and 2c, all the n hoops being cut by a radial plane in which the 
current is transferred from hoop to hoop and in which the current 
enters and leaves the, coil. There is the same current in each 
hoop, and the magnetic field is symmetrical around the axis of 
the coil. The equation which includes fourth-order corrections is 

1 + A 2 + A 4 + ^~ 2 ^~ j (10) 

In this formula the symbols have the following significance: 
rii and n 2 = number of turns of wire in the larger coil and the 
smaller coil, respectively. 

F m = maximum force for unit current in two filaments 
located at the centers of the cross sections of the coils 
[see Eq. (3) or its equivalent, Eq. (4)]. 
ai and a 2 = mean radii of the larger coil and the smaller coil, 
respectively. 

6i and & 2 = one-half the axial width of the larger coil and the 
smaller coil, respectively. 

Ci and c 2 = one-half the radial depth of the larger coil and the 
smaller coil, respectively. 

c 2 

a — — 

Oi 

A 2 = a t 2 + a„ 2 (11) 

1 C. Snow, The Attraction between Coils in the Rayleigh Current Balance, 
B.S. J. Research, 11 , 681 (1933). 
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B i 


Vm = 0.5 - - He a 4 if 0 < a < 0.75 


vr+ff 5 

30 2 — 2a; 2 
/3 2 + 2x 2 + a; 4 

_ 4a; 2 + X 2 (llx 4 + 10a; 2 - /3 2 ) 

** /3 2 + 2x 2 + x 4 

_ 16x 2 X 3 (x 2 + 1) - 3 x 2 X 2 (23x 2 + 8) 

U P* + 2x 2 + x 4 

^[5(6i 2 + 6 2 2 - c 2 2 ) - 3ci 2 ] 

dl 

~ + W ~ ci 2 ) ~ 3 c 2 2 ] 

U 2 


( 12 ) 

(13) 

(14) 

(15) 

(16) 
(17) 


(18) 


B , = ^[5(6i 2 + b 2 2 - c 2 2 ) - 3c, 2 ] 

Ul 

+ ^[5(6, 2 + & 2 2 - ci 2 ) - 3 c 2 2 ] (19) 

a 2 

B» = ^[9ci 2 + 15 c 2 2 - 10(6, 2 + 6 2 2 )] 

+ ^[9c 2 2 + 15c, 2 - 10(6i 2 + 6 2 2 )] (20) 

0*2 


B< = ^[10(6, 2 c, 2 + b,W) - 10(6, 2 - ci 2 )(6 2 2 - c 2 2 ) 

- 3(6, 4 + c, 4 + 6 2 4 + c 2 4 ) 
1 1 Yc 2 2 c, 2 \ 0 , 2(c, 2 - 6, 2 - c 2 2 - 6 2 2 )X 2 ' 

Ai = i2^L w " z?r + t* -. 


A4 


=_ l _/ 

360A 2 x 4 1 


BMPBi - x 2 B 2 )X 3 




+ 3i 3Bi - x 2 B 3 


X 2 - 6/3£, 


} 


- 5 x 4 (^Vl 

\aia 2 / J 

xA * = - &) + [ ( * 2 _ + (x2 + 

^x.} 


C, 2 + 6 2 2 - 


( 21 ) 

( 22 ) 

(23) 
X 2 

(24) 


129. Measurement of the Ratio of the Radii. —The measure¬ 
ment of the ratio of the mean radii of the coils of a current balance 
must be made with higher accuracy than can be obtained by 
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mechanical measurements. The method generally employed 
deduces the ratio from the ratio of the currents required to 
produce equal magnetic intensities at their centers. In this 
method the two coils are mounted so that they are concentric 
and coplanar, with their common plane vertical and coincident 
with the magnetic meridian. A small magnet is suspended by a 
fiber so that its center is at the common center of the coils. 
Currents are sent through the coils in opposite directions, and 
their magnitudes are adjusted until the magnet has the same 


Small i 



Magnet 


Large coll 


Fig. 58.—The electrical connections for measuring the ratio of the radii of two 

coils. 


deflection as with no current in the coils. Then the ratio of the 
product of the current and the number of turns for one coil to 
the like product for the other coil is very nearly equal to the 
ratio of the mean radii of the coils. The number of turns is 
determined when the coils are constructed; the ratio of the cur¬ 
rents is measured when they are adjusted to produce no deflection 
of the magnet. 

A diagram of an electrical circuit which is suitable for measur¬ 
ing the ratio of the radii is shown in Fig. 58. Current from 
the battery B divides at a point above the switch S w , the 
current Ii flowing through the resistance R i, the large coil, 
the reversing switch, and a variable resistance; the current 1\ 
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flows through the resistance R 2) the small coil, the reversing 
switch, a variable inductance, and a variable resistance. The 
three switches should be mechanically connected and the blades 
so arranged that the switch S w always opens before the other two 
open and closes after they close. In this way the currents 1 1 
and 1 2 are started and stopped simultaneously. By adjusting 
the inductance until the time constants of the two circuits are 
the same, the reversal of the currents produces only a small 
deflection of the magnet. 

The standard resistances R i and R 2 have both current and 
potential terminals. The connections from S w to the resistors 
are adjusted until, with h and I 2 at their nominal values, «i and 
a 2 are at the same potential. The galvanometer is then con¬ 
nected to the potential terminal b 2 and to the contact on the slide 
wire S. The standard resistance in the small coil circuit has 
three potential terminals; the resistance between the terminals 
a 2 and b 2 is R 2 and that between b 2 and b 2 is R 2 . The ratio 
R 2 /R 2 should be about 1/1000. The slide wire S , having 
1000 divisions and a total resistance at least 10 000 times as 
large as R 2) is connected across the terminals b 2 and b 2 . The 
galvanometer is balanced by moving the contactor along the slide 
wire. The number of divisions between b 2 and the position of 
the slide-wire contact when the galvanometer deflection is zero, 
is designated by x. The resistance of a slide-wire division is 
z and the resistances of the connections from the slide wire to 
6i and 6/ are az and bz } respectively. 


/i 

h 



R 2 (a + x) 


2 (a, 


R 2 [ a + b + 1000 + 



(25) 


With the values of resistance as indicated, R 2 /z does not 
influence the result by one part in a million and hence can be 
neglected. The equation for a, the ratio of the radii of the 
coils, is 


d 2 Tl 2 1 2 

Oi nJx 


(26) 


Combining Eqs. (25) and (26), and neglecting small terms, 


u 2 R\ ^ R 2 {a -f* x ) 
fii R 2 _ R 2 (a *4“ b *4* 1000)_ 


(27) 
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The earths field seldom remains constant for more than a few 
minutes at a time, so that readings must be made rapidly. A 
suitable procedure will be outlined after describing the method 
of mounting the coils and magnet. 

The coils must be provided with a mounting which will allow 
each to be adjusted so that its center coincides with the center 
of the magnet and its plane is vertical and in the magnetic meri¬ 
dian. The magnet must be very small (1 or 2 mm long), must be 
attached to a small galvanometer mirror, and must be suspended 
by a very fine quartz fiber. It must be inside a nonmagnetic 
tube to shield it from air currents and it should have attached to 
it the wing of an insect to provide air damping. To place each 
coil in its proper position relative to the magnet, it may be 
necessary to give the coil translations along three perpendicular 
axes and rotations about two of these axes. The correct posi¬ 
tion cannot be judged with sufficient accuracy by mechanical 
measurements, but can be obtained by a series of determinations 
of the ratio of the currents that produce no deflection of the 
magnet. The ratio of the currents is measured in the same 
way as indicated above, but the purpose is now to place the 
coils concentric and coplanar. After this is accomplished, 
the same kind of measurement is made to determine the ratio 
of the radii. 

130. Adjustment of the Coils. —A suitable series of measure¬ 
ments for placing the coils so that they are coplanar and con¬ 
centric with the center of the magnet at their common center 
is as follows: Determine the slide-wire reading for zero deflection 
of the galvanometer when the ratio of the currents is such as to 
cause zero deflection of the magnet. Displace the small coil 
a measured amount in a direction perpendicular to its plane and 
redetermine the slide-wire reading. Continue displacing the 
coil and making slide-wire readings until a sufficient number of 
observations have been obtained for plotting a curve with posi¬ 
tions of the coil as abscissas and slide-wire readings as ordinates. 
If the coil has been displaced so that its plane has been on both 
sides of the magnet, the curve will indicate the position of the coil 
at which the slide-wire reading is a maximum. The coil is then 
set at the position corresponding to the maximum slide-wire read¬ 
ing. The small coil is then displaced along a horizontal line in its 
plane, the slide-wire readings are determined at measured posi- 
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tions, a curve is plotted, and the coil is placed at the position 
indicated by the minimum of the curve. The small coil is then 
displaced along a vertical line in its plane and a procedure similar 
to the preceding is followed. In this way the center of the small 
coil is made to coincide approximately with the center of the 
magnet. Then the large coil is placed concentric with the magnet 
in the same manner as outlined above for the small coil. With 
the large coil, however, the displacements perpendicular to the 
plane of the coil give a curve of slide-wire readings which has a 
minimum, and displacements in the plane of the coil give a 
curve which has a maximum. 

The next procedure is to rotate one coil about that horizontal 
line in its plane which passes through its center and similarly the 
other coil, and to determine in each case when the coil is vertical 
by the maximum or minimum of the slide-wire reading. Finally 
each coil must be rotated about a vertical axis to bring its plane 
into the magnetic meridian. However, it is more important 
that the planes of the coils should exactly coincide than that 
they should lie in the magnetic meridian. Hence the plane of the 
small coil is made approximately coincident with the meridian 
by determining the position at which the reversal of a small 
current in it will give equal and opposite deflections of the 
magnet. The large coil is then rotated about a vertical axis 
to make its plane coincide very accurately with the plane of the 
small coil. In this case the maximum-minimum method used 
in the preceding adjustments cannot be applied since the magnet 
may not lie exactly in the plane of the small coil. A suitable 
procedure 1 is to determine the setting of the large coil at which 
the ratio of the currents is the same when the magnet is deflected 
several centiradians from its normal position by means of a 
stationary magnet as when it is in its normal position in the plane 
of the small coil. The most convenient form of stationary 
magnet is an air-cored coil of wire in which there is a current. 
With direct and reversed current in this auxiliary coil, equal 
and opposite deflections of the magnet are produced. Only 
when the large and small coils are coplanar is the ratio of their 
currents independent of the amount and direction of the current 
in the auxiliary coil. 


1 The theory of this method is given by Curtis and Curtis, op. cit. f 699. 
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After a complete set of observations has been made, another 
set is made starting with the coils in the positions obtained in 
the first set. This is necessary since the different adjustments 
are not entirely independent of one another. If any adjustment 
in the second set is different from that in the first set, a third 
set must be made. This is continued until the position of the 
coil at the end of the set is not appreciably different from that 
at the beginning. 

A suitable procedure in making a set of observations is the 
following: The battery switch is momentarily opened to permit 
the reading of the zero position of the magnetometer; with the 
switch closed, the current in one of the coils is varied until the 
reading of the magnetometer is the same as the zero position; 
and as nearly simultaneously as possible with the varying of the 
current, the slide wire is adjusted to produce no deflection of 
the galvanometer. After the slide-wire reading is recorded, the 
current is reversed and the process repeated. A skilled observer 
will make a set of readings in about ten seconds. Except during 
magnetic storms, the earth’s magnetic field will not change 
appreciably in this time. However, in regions where large 
amounts of direct current are used, changes in the magnetic 
field may occur even in this short time, so that such regions are 
not suitable for observations with the magnetometer. 

When the coils have been accurately adjusted to be concentric 
and coplanar, with the center of the magnet at their com¬ 
mon center, the ratio of the radii is determined by the method 
described above. However, in determining the ratio of the radii 
from the ratio of the currents, several corrections must be 
applied which do not need to be considered in making the adjust¬ 
ments of the coils. These will now be described. 

131. Temperature Coefficients of Expansion of the Coils. —The 
temperature coefficient of expansion of a coil' is the constant by 
which a given change in the temperature of the coil must be 
multiplied to give the percentage change in any one of its linear 
dimensions, usually its radius. In measuring the temperature 
coefficient, the same change in temperature must occur in both 
the winding and the form, though the two are not necessarily at 
the same temperature. Hence, in measuring the ratio of the radii 
for determining the temperature coefficient, the current in the 
coils must be approximately the same in all the measurements. 
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The temperature coefficient of expansion of one coil can be 
determined by measuring, at different temperatures of this coil, 
the ratio of its radii to that of another coil kept at a constant 
temperature. The experimental arrangement for varying the 
temperature will depend on the design of the coils. If the large 
coil is water-cooled, its temperature can be changed by varying 
the temperature of the circulating water, without affecting 
the temperature of the small coil. Then the temperature of the 
small coil can be changed by varying the temperature of the 
room, while the temperature of the large coil is held constant 
by the circulating water. The temperature of each can best 
bo determined by measuring its resistance. In making a deter¬ 
mination of the temperature, the resistance of a coil should be 
measured with the same current as was employed in deter¬ 
mining the ratio of the radii. Since the temperature is required 
only to 0.05°C, the resistance need be measured only to one part 
in ten thousand. 

In comparing the results on the ratio of the radii of two 
coils, it is necessary to reduce the different determinations to 
some standard temperature s. The formula for this is 

Of, = Ofrn[l — T 2 (t 2 ~ S) + Ti(ti — s)] (28) 

where a, = ratio of the radii at the standard temperature. 
a m — measured ratio of the radii. 

t i = temperature coefficient of the large coil of which 
the measured temperature is 1 i. 
r 2 = temperature coefficient of the small coil of which 
the measured temperature is t 2 . 

In securing the data for determining ri and r 2 , measurements 
at the standard temperature s may not be feasible. In such a 
case, measurements can be made at two convenient temperatures 
for one coil, say t\ and ti for the larger coil, while the temperature 
of the smaller coil is held constant. The two ratios of radii 
are designated as a m and a m f . Substituting the result of each 
measurement in Eq. (28) and subtracting the two resulting 
equations, 

- a„! = a.rSi ~ U) (29) 

Since a $ need not be known accurately, a m can be substituted for 
it. Hence 
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ajfx - ti) 


(30) 


In a similar manner the value of r 2 can be determined. 

132. Load Coefficients of Expansion of the Coils. —The load 

coefficient of expansion of a coil is the constant by which the 
load, in watts, must be multiplied to give the correction to the 
radius which results from the load. The necessity for such 
a correction can be understood by considering the effect of a 
difference in temperature between the winding of the coil and 
the coil form when only the temperature of the winding is 
measured. In a water-cooled coil, the heat generated by the 
current must flow from the winding through the form, so that 
the form is at a lower temperature than the winding, the tem¬ 
perature difference being proportional to the amount of heat per 
second (load in watts) generated in the winding. If the radius 
of the coil is influenced by the temperature of the form as well 
as by that of the winding, the load coefficient gives the amount 
that one watt expended in the coil causes the radius, as deter¬ 
mined from the temperature of the coil, to be less than would 
have been the case if the winding and form had been at the same 
temperature. 

If the coil is so wound that it is not constrained by the form, 
the radius is determined by the temperature of the winding only, 
so that the coil does not have a load coefficient. However, if the 
coil is wound under tension (as it usually is), it will have a load 
coefficient, since the radius is determined in part by the tem¬ 
perature of the form. Since the measured temperature is 
higher than the mean temperature, the correction for load is 
always negative. 

The relationship between the radius of a coil a, at a standard 
temperature a, with zero load in the winding, and the radius a 
at a temperature t , with a load p in the winding, can be expressed 
by the equation 


a = a,[l + r(t — s) — ^p] (31) 

where r = temperature coefficient of expansion. 

\f/ = load coefficient of expansion. 

Hence for the ratio of the radii of two coils, 

ct$ = a m [l + ti($i — 8) — t 2 ($2 — s) — 4/ipi + ^ 2 p 2 ] (32) 
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where a 9 = ratio of the radii at the standard temperature 8 
and zero load. 

a m = measured ratio of the radii when the large coil has a 
measured temperature h and a load pi and the small 
coil has a measured temperature t 2 and a load p 2 - 
To determine the load coefficient of a coil, some setup must 
be arranged in which the load on one coil can be changed without 
changing the load on the other. A simple setup can be made 
when the coil is made of two nearly identical windings which 



Fig. 59.—Auxiliary electric circuit used in measuring the load coefficient of a coil. 

are normally connected in parallel. The diagram for a portion 
of this setup is given in Fig. 59, which is an addition to the setup 
for measuring the ratio of the radii given in Fig. 58. The two 
windings, which are actually adjacent turns in the coil, are 
shown as separate windings in the diagram. When the battery 
B f is disconnected, the windings have the same current as 
normally used in measuring the ratio of the radii, the resistances 
P, Ray and Rb merely serving as a part of the resistance of 
the circuit. With the normal current in the coils, with the 
resistances R a and R b equal, and with the galvanometer 0 
connected, Q is adjusted until there is no deflection of the gal¬ 
vanometer. The main battery B is then disconnected and the 
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auxiliary battery B' is connected in place of the galvanometer. 
As the bridge has already been balanced, the two corners of the 
bridge connected to the reversing switch are at the same poten¬ 
tial, so that B f does not cause a cilrrent in the second coil, but 
equal and opposite currents in windings A and B . If these 
conditions are not exactly fulfilled, there may be a slight deflection 
of the magnet as a result of the current from B ', but this will not 
introduce an error if the deflected position is taken as zero 
in determining the ratio of the radii by means of current from, 
the main battery B . When both batteries are connected, the 
current from the battery B ' is, in one winding (say A) } added 
to the current from battery B } while in the other winding the 
two currents are subtracted. Hence the heat dissipated in one 
winding is much larger than in the other. When the currents 
are constant, the potential drops are measured over R a , R b , 
winding A, and winding B . From these measurements and the 
resistances under standard conditions, the temperatures of the 
windings and the load in watts on each winding can be deter¬ 
mined. If the two windings are closely related thermally, their 
temperatures will be the same. The load can be computed for 
each winding. The total load for the coil is the sum of the 
loads on the two windings. 

The data for the load coefficient are obtained after the coils 
have been adjusted so that they are concentric and coplanar, 
with the magnet at their common center. The batteries (both 
well insulated) must be connected and approximate settings 
made. Final settings cannot be made until the currents have 
been constant for 1 to 2 hours to allow the temperatures of the 
coils to become stable. 

The method as given is readily applicable to a large coil, since 
the normal load in measuring the ratio of the radii is small and 
a large increase is permissible. With a small coil this is not 
usually the case. For such a coil, the best procedure is to obtain 
two values of the ratio of the radii corresponding to two different 
values of the current in it. From the two ratios of the radii, the 
two temperature coefficients, and the load coefficient of the large 
coil, the load coefficient of the small coil can be computed. 

To obtain the load coefficient of a large coil, the ratios of 
currents are determined for loads p\ and pi on the large coil 
and for a constant load p 2 on the small coil. Multiplying 
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the ratios of currents by the ratio of the number of turns gives 
a m and a m ' as the measured ratios of the radii. The temperatures 
of the large coil are t\ and ti at the time of the two measurements, 
and those of the small coil are t 2 and U . Substituting each 
set of data in Eq. (32) for the load coefficient, eliminating the 
load coefficient of the small coil, \p 2 , between the two simultaneous 
equations, and solving for \p ly the resulting equation is 

*i = ■> 1 - — 7 — + r 2 (l 2 - W) - t&i - <,')! (33) 

Vi ~~ Pi[_ a 8 J 


Since a e need not be known accurately, the value of a m may be 
used in place of a 8 . 

133. Correction for the Sectional Dimensions of the Coils.— 

The correction for the sectional dimensions of the coils arises 
from the fact that the magnetic field at the center of a coil 
carrying a current is not the same as if the current were con¬ 
centrated in a filament located at the center of the cross section 
of the coil. The equation for the magnetic intensity at the 
center of a coil can be determined from the equation for the 
magnetic intensity of a filament by extending the latter (by 
means of Taylor’s theorem for two variables) to make it apply 
to any point in the cross section of the winding, then integrating 
over the cross section. Carrying out this integration, the 
magnetic intensity at the center of a coil of rectangular cross 
section is given by the equation 


H = 


2ir nl 


a 

2irnl 

a 


0 


^ _c^ 36_ 4 ^ 

2a 2 + 3a 2 + 8a 4 + 5a 4 


(1 - A) 


6V . \ 

a 4 ) 


(34) 


where n = number of turns in the coil. 

I = current in each turn of the coil. 

26 = axial dimension of the cross section of the coil. 

2c = radial dimension of the cross section. 
a = mean radius of the coil. 

A = correction for reducing the magnetic field of a coil 
of rectangular cross section to that of a filament 
having a radius equal to the mean radius of the coil. 
In deriving the equation the assumptions are made that the 
current distribution is uniform and that the total current is 
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equal to the number of turns times the current in each turn. 1 
Equating the equations for the magnetic fields of the two coils 
and solving for the ratio of the radii, the following equation 
is obtained: 



where a = ratio of the mean radii of the coils. 
a\ and a 2 = mean radii of the large coil and the small coil, 
respectively. 

rii and n 2 = number of turns in the large coil and the small 
coil, respectively. 

1 1 and 1 2 = current in each turn of the large coil and the small 
coil, respectively. 

Ai and A 2 = correction to the magnetic intensity at the center 
of the large coil and the small coil, respectively. 
bi and b 2 = one-half the axial breadth of the large coil and the 
small coil, respectively. 

Ci and c 2 = one-half the radial depth of the large coil and the 
small coil, respectively. 

The indicated derivation has assumed that the current is 
uniformly distributed in the cross section of each coil. However, 
it can be shown that, if the turns are equally spaced in the axial 
direction and also in the radial direction, but not necessarily 
the same in the two directions, the formula as given is sufficiently 
accurate. In such a case the axial breadth, 26, of a coil is equal 
to'the number of turns per layer times the distance between the 
centers of adjacent turns, while the radial depth is the number 
of layers times the distance between the centers of adjacent 
layers. As it is impossible to construct a coil in which the spac- 
ings of the turns and layers are uniform and precisely measurable, 
the coils should be of such size that the correction for cross 
section is as small as is consistent with other requirements. 


‘The equation was derived by Rayleigh, “Scientific Papers,” Vol. II, 
p. 291. Also given by Curtis and Curtis, B.S. J. Research , 12, 665 (1934). 
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134. Correction for the Length of the Magnet. —The observed 
ratio of the radii must be corrected for the effective length of the 
magnet which is used to indicate when the magnetic fields of 
the two coils are identical. The sum of the magnetic fields 
at the poles of the magnet is zero when the currents in the coils 
do not cause a deflection of the magnet, but, on account of the 
differences in their gradients, the sum of the fields at the common 
center of the coils is not exactly zero, as postulated in deriving 
the formula for the ratio of the radii. The correction to the 
ratio of the radii for the fact that the resulting field is zero 
at the poles of the magnet and not at the center of the coils 
depends on the square of the effective length of the magnet and 
on its orientation with respect to the plane of the coils. If the 
magnet lies in the plane of the coils, the correction to the ratio 
of the radii, a, for the effective length 2 r of the magnet is given 
by the equation 


+ •••] < 36 > 

The effective length of a magnet is approximately equal to 
five-sixth of the actual length in the direction of magnetization. 
As it is desirable to have the correction small, the length of the 
magnet should not exceed 1 or 2 mm. 

136. Design of the Coils for a Rayleigh Current Balance. —The 
coils for a Rayleigh current balance must meet certain require¬ 
ments in order that a current can be measured by the balance 
with an accuracy of one part in a million. These are: 

1. The electromagnetic force on the suspended coil, when the 
current in the coils is that normally carried, must be at least 
250 000 times the sensitivity of the balance to be employed. 
Then the reversal of the current in the fixed coils will give a 
force which can be measured to one part in 500 000, which is 
sufficient to determine the current to one part in a million. 

2. The coils must be of such radii that the ratio of the radii 
can be determined to one part in a million. One of the limiting 
conditions is the correction for the effective length of the magnet 
used in measuring the ratio of the radii. As the effective length 
of the magnet 2r cannot, for mechanical reasons, be made much 
less than 1 mm and cannot be measured closer than 1 per cent, 
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the radius of the suspended coil, a 2 , must be so large that the 
correction term for the length of the magnet will not introduce 
an error of one part in a million in the ratio of the radii. Hence 
o 2 must be at least 10 cm. 

3. The ratio of the radii of the coils should be between 0.3 
and 0.7. If it is less than 0.3, the force is too small; if it is greater 
than 0.7, the correct position of the suspended coil cannot be 
determined with sufficient accuracy. 

4. The cross sections of the coils should be so chosen that the 
effect, on the computed force, of errors in determining the cross 
sections will be small. With coils of square cross section, a 
given error (in microns) in measuring the radial depth Ci of the 
large coil will have the same effect on the computed force as a 
like error in measuring the radial depth c 2 of the small coil, 
when Ci is ten or twenty times as large as c 2 . A similar statement 
can be made regarding the axial widths b i and b 2 . This would 
seem to indicate that the cross section of the large coil should 
be much larger than that of the small coil. However, decreasing 
the cross section of the small coil decreases the magnetic field 
that can be produced at its center by a current in it, thus limiting 
the sensitivity that can be obtained in measuring the ratio of 
the radii. A design must compromise between these two require¬ 
ments: one that the cross section of the large coil should be 
much larger than that of the small coil in order to make the 
correction terms small; the other that the cross sections should 
be proportional to the radii in order that the ratio of the radii 
can be readily measured. A reasonable ratio of the cross- 
sectional dimensions is for Ci and b i to be 2 or 3 times c 2 and b 2y 
respectively. 

5. The size of wire in the coils must be such that the current is 
readily obtained from the batteries available and is of convenient 
size to measure in terms of the units of electromotive force and 
resistance of the laboratory. A convenient current to measure 
is 1 ampere. Assume that the mean radius of the moving coil 
is 10 cm and that both its cross-sectional dimensions are 1 cm. 
Also assume that the radius of each fixed coil is 20 cm and that 
both cross-sectional dimensions are 4 cm. If the same size wire 
is used in all the coils, the resistance of each fixed coil will be 
32 times the resistance of the moving coil. Hence, if the wire 
size is chosen to make the resistance of the small coil 1 ohm, 
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the resistance of all the coils in series is 65 ohms. If the coils 
are wound with a single wire, the diameter will be about 0.9 mm 
exclusive of enamel insulation, and about 0.65 mm if two wires 
are wound side by side and the two windings are connected in 
parallel in normal use. 

The current in the coils develops considerable heat which 
must be continuously transferred to outside bodies. If all the 
heat were radiated, and if the surface of the coils radiated heat as 
a black body, the stationary temperature of the moving coil when 
carrying 1 ampere would be about 4°C, and that of the fixed coils 



Fiq. 60.—Water jacket for removing the heat generated in the moving coil of a 
Rayleigh current balance. 


would be about 8°C, above room temperature. But so large a 
temperature difference will produce convection currents in the air 
which are quite undesirable in the neighborhood of a balance. 
To avoid this condition and to decrease the temperature correc¬ 
tion, the fixed coils may be maintained near room temperature 
by a circulation of water through channels in the forms. The 
moving coil cannot be cooled in this manner, but the temperature 
can be regulated by surrounding the coil with a jacket that can 
be cooled by circulating water. The jacket should be of such 
form that the cooling is largely by radiation, since air currents 
are often unsteady, thus interfering with the weighing. A 
suitable type of jacket is shown in Fig. 60. 
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136. Adjustment of the Coils in the Rayleigh Current Balance. 

The coils, when used in the current balance, should be adjusted 
so that they are coaxial and their planes are horizontal, and so 
that the distance between the planes of the fixed coils is such 
that each exerts on the moving coil a maximim force for unit 
current when the moving coil is midway between them. The 
planes of the fixed coils can be adjusted to a horizontal position 
with sufficient accuracy by means of a sensitive level. An 
error of 2' will not appreciably affect the result. The moving 
coil may be compared with a horizontal surface by some method 
such as the use of a machinist’s surface gage placed on the lower 
fixed coil, or it may be adjusted by observing the force per unit 
current at different angular positions. An error of 2' is allowable. 
The remaining adjustments can best be made in connection with 
measurements of the force per unit current. 

To determine the correct distance between the fixed coils 
so that each exerts a maximim force per unit current on the mov¬ 
ing coil, the force on the moving coil is measured when the 
current has the same direction in each of the two fixed coils, 
so that one fixed coil exerts an upward force on the moving 
coil, the other fixed coil a downward force. This resultant 
force is very small when the moving coil is midway between the 
fixed coils (zero if the two fixed coils are exactly alike). If 
the fixed coils are at the correct distance apart, 1 the force is the 
same in positions somewhat above or below the mid-plane. 
The distance between the two fixed coils is adjusted until this 
condition is fulfilled. For each adjustment of the distance, the 
force is measured at two or more positions of the moving coil 
near the mid-plane, the different positions of the moving coil 
being obtained by adding or removing small weights from the 
pan of the balance. At each position of the moving coil the 
rest point is first determined with the current in one direction 
in the fixed coils, then with it reversed, the current in the moving 
coil remaining in the same direction for the two measurements. 
From the change in the rest point on the reversal of the current 
and the sensitivity of the balance, the force is determined. For 
each adjustment, a graph, made by taking the force as ordinate 
and the vertical position of the moving coil as abscissa, gives a 

1 For proof of this statement, see Curtin ad Curtis, B.S. J. Research , 12, 
687 (1934). 
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straight line, the slope of which depends on the amount that the 
distance between the fixed coils is in error. When the fixed 
coils are the correct distance apart, the line is horizontal. 

To adjust the fixed coils so that they are coaxial, they may 
be so mounted that one of them can be moved in its plane by 
small and measurable amounts. Also the moving coil (or the 
fixed coil combination) must be capable of a measurable trans¬ 
lation in its plane. Then with the current in the fixed coils 
in the same direction, and the moving coil midway between them, 
the small force on the moving coil is measured for two positions, 
say in an east-west line. If th^ twcf forces are different, the 
fixed coil is moved a small amount in an east-west line and the 
force is again measured at two positions as above. This is 
continued until the force is the same at the two positions (zero 
if the two coils are identical). The same procedure is then 
followed for displacements in a north-south line. When these 
adjustments have been completed and checked, the fixed coils 
are coaxial and the correct distance apart to exert maximum 
force on the moving coil. 

The above description of the adjustments of the fixed coils 
may give the impression that a perfect set of adjustments is 
required. Such is not the case, for, if there is only a slight error 
in any of the adjustments, a correction 1 for the lack of adjustment 
can readily be obtained. In fact, if the mechanical construction 
places the coils very nearly coaxial, no provision need be made 
for moving one coil in its plane, as a correction can be applied 
for any slight lack of coaxiality. 

To determine the position at which the moving coil is coaxial 
with the fixed coils and midway between them, the force on the 
moving coil for a constant current in the coils is measured at 
a number of positions very near the correct position. In these 
measurements the current is in opposite directions in the fixed 
coils so that the force on the moving coil is nearly the maximum 
that can be obtained for that current. First the force is measured 
for three or more positions in a vertical line. A vertical dis¬ 
placement is produced by adding or removing a small weight 
from one pan of the balance. The distance between any two 
positions of the moving coil is determined from the rest points 

1 The method of determining the value of this correction is described by 
Curtis and Curtis, op. cit. f 686 et seq. 
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of the balance and the magnification of the optical system. 
If the forces are plotted as ordinates and the rest points as 
abscissas, the points lie on a parabola having its axis parallel 
to the Y axis. The rest point corresponding to the vertex of the 
parabola indicates the position of the moving coil at which it is 
midway between the two fixed coils. The data can be treated 
algebraically to determine this position, but the graphical method 
is much simpler. The forces and positions are plotted as 
described above, and a parabola with its axis parallel to the 
Y axis is drawn through the plotted points. From this curve 
the mid-position is estimated. Then the force is measured 
at this position, and at two other positions equally displaced 
above and below the position for maximum force. If the mid¬ 
position has been correctly estimated, the last two values of the 
force will be the same. If the last two values are not the same, 
another curve is plotted from which a new estimate is made 
of the mid-position of the coil. 1 

When the moving coil has been placed in the mid-plane 
between the fixed coils, a series of measurements are made to 
determine the position at which it is coaxial with the fixed coils. 
First three or more determinations of the force are made at 
different positions, along an east-west line, in which either 
the moving coil or the pair of fixed coils can be displaced. The 
forces and positions are then plotted as described above, the 
only difference being that in this case the force is a minimum 
when the axis of the moving coil is in the north-south plane 
through the common axis of the fixed coils. When the moving 
coil is placed with its axis in this plane, it is displaced in a north- 
south dine and the position for minimum force is determined. 
At this last position the moving coil is coaxial with the fixed 
coils and is midway between them. 

137. Determination of the Absolute Value of the Current.— 
When the coils have been adjusted by the methods just described, 
a series of observations are made to determine the absolute 
value of the current. The current is maintained constant and a 
measurement is made of the change in force on the moving coil 
when the current is reversed in the fixed coils. Let M represent 
the mass in grams which must be placed on the pan of the balance 
to counteract the change in the force produced by the reversal 
of the current. Equating the forces 
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Mg = 2(3h + ff 2 ) 



(37) 


where g = acceleration of gravity at the pan of the balance in 
cm/sec 2 . 

M = mass in grams. 

(Fi = computed force (dynes) per unit current between the 
moving coil and one fixed coil. 

nJF 2 = computed force (dynes) per unit current between the 
moving coil and the other fixed coil. 

I a = current in absolute amperes. 

Solving for the current, 


10 \/Wg 

\/2(ii + ff 2 ) 


(38) 


In computing Sh and tf 2 by Eq. (io), that ratio of the radii 
of the coils must be used which corresponds to the actual tem¬ 
peratures and loads at the time of measuring the force. The 
force exerted by the mass M must be corrected for the buoyant 
effect of the atmosphere. The downward force of the mass is 


Mg - Mg— = Mg 
Ps 



(39) 


where p a = density of air. 

p a = density of the weights. 

The density of air has been discussed under the subject of 
weighing. The correction is decreased as the density of the 
weight which measures the force is increased. For a weight of 
platinum-iridium, the correction for density is about 57 parts 
per million at sea level, while for an aluminum weight the 
correction is about 450 parts per million and varies several 
parts per million with the normal variations in the barometric 
pressure. 

The value of gravity, g, must be known at the pan of the 
balance with an accuracy of two parts per million if the current 
is to be measured with an accuracy of one part in a million. This 
requires that a gravity determination be made within a few 
hundred meters of the place where the weighings are made since 
local anomalies may cause a variation of several parts in a 
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hundred thousand from the values computed by the formula 
which involves the latitude and sea level. For changes in 
elevation where the surrounding terrain is reasonably flat and the 
ground has normal density, the change in g may be computed 
by the formulas 


g H = g 9 - 0.0003086 H 
g d = g, - 0.0000851d 

where g H = value of gravity at a height H , in meters, above the 
surface. 

g d = value of gravity at a depth d, in meters, below the 
surface. 

g a — value of gravity at the surface. 

While the values of $1 and $F 2 must be determined for the 
particular temperature and*load which existed at the time of the 
weighing, yet the complete computation of the maximum force 
per unit current for either or $ 2 need be made only for one 
temperature and no load. Then for any other temperature and 
load, the correction may be computed for each by the formula 

= $,[1 + e(r 2 At 2 — t i At i — \p 2 p 2 + ^ipi)] (40) 

where (F = force under the conditions prevailing at the time 
of measurement. 

= computed force at the standard temperature and 
zero load. 

Ati and A t 2 = increases in temperature, above that taken as 
standard, of the large and small coils, respectively. 
t i and r 2 = temperature coefficients of expansion of the 
large and small coils, respectively. 

Pi and p 2 = loads, in watts, on the large and small coils, 
respectively. 

xfo and \f/ 2 = load coefficients of the large and small coils, 
respectively. 

e = constant which depends only on the ratio of the 
radii of the coils and which is given with sufficient 
approximation by the equation 

1 - a 2 _ 1 - a 2 

2 yJ 2(H - Ho a 2 ~ Ke« 4 ) 2 


6 


(41) 
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A correction to the measured force must be made on account 
of the force exerted on the moving coil by the current in the 
leads of the fixed coils, as well as that exerted on the leads 
of the moving coil by the current in the fixed coils. Both of 
these forces may be determined experimentally. First the leads 
of the fixed coils are disconnected at the coils and the ends are 
short-circuited. Then the force between the moving coil and 
the fixed coil leads is measured, using as large a current as the 
moving coil can safely carry. After the fixed coils are again 
connected, the moving coil is similarly removed from the circuit 
and a measurement made of the force on the leads of the moving 
coil exerted by a current in the fixed coils. 

The corrections for leads will be small if the leads have been 
suitably made. Two types are satisfactory: twisted leads and 
concentric leads. Twisted leads are made by twisting uni¬ 
formly two wires coated with a thin insulation such as enamel. 
Before use, the insulation resistance should be measured. Con¬ 
centric leads are made by placing an insulated wire inside a small 
copper tube. The wire should fill the tube, since the external 
magnetic field is zero only if the wire is coaxial with the tube. 

The force per unit current has been computed on the assump¬ 
tion that all magnetic bodies are so far away that they do not 
affect the force. The force which a magnetic body exerts on 
the moving coil varies at least as the fourth power of the distance, 
perhaps as the fifth or sixth power. Hence even a large magnet 
need not be very far from the moving coil before the force it 
exerts is negligibly small. Magnetic masses more than 3 m 
from the balance can ordinarily be ignored. 

If the earth’s magnetic field is strictly uniform, it does not 
exert a force on the moving coil. If it is nonuniform, there 
may be a vertical force; if the balance is manipulated by reversing 
the current in the fixed coils, the force of the earth’s field on the 
moving coil merely shifts the zero of the balance and does not 
introduce an error in the result. 

138. Comparison of Measured Current with Laboratory 
Standards. —The current which is measured in the current bal¬ 
ance must also be measured in terms of the standards of resistance 
and electromotive force of the laboratory. In Fig. 55 on page 
230, which shows the circuit of the current balance, the current 
is measured in terms of the standard resistance B and the 
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standard cell having an electromotive force E. The ratio E/R 
gives the value of the current in laboratory units, designated as 
1 1 to distinguish it from the value I a in absolute units which is 
determined by the current balance. Since 

1 1 in laboratory units = I a in absolute units, 

1 laboratory ampere = I a /h absolute amperes. 

139. The Ayrton-Jones Current Balance. —The Ayrton-Jones 
current balance has many points of similarity with the Rayleigh 
current balance. The essential difference is in the form of the 
coils between which the electromagnetic 
force is exerted. In the Ayrton-Jones 
balance 1 all the coils are single-layer 
solenoids. A moving solenoid is attached 
to the pan of a balance, and this is inside 
a fixed solenoid, the winding of which is 
divided at its center. The two halves of 
the winding are connected as shown in 
Fig. 61, so that the current in the lower 

Fig. 61.—Direction of half is in a direction opposite to that in 

halves Of the fixed solenoid the upper half. The length of the moving 
of an Ayrton-Jones current solenoid is generally about equal to one- 

bslsa e half the fixed solenoid. The force on the 

moving solenoid is a maximum when its mid-plane coincides 
with the mid-plane of the fixed solenoid. 

From this description it is seen that the moving solenoid 
of the^ Ayrton-Jones balance corresponds to the moving coil of 
the Rayleigh balance. Also the upper and lower halves of the 
fixed solenoid of the Ayrton-Jones balance correspond to the 
upper and lower coils of the Rayleigh balance. However, 
the position of the moving solenoid for maximum electromag¬ 
netic force between it and the two halves of the fixed solenoid 
is not the position for maximum force between it and either half 
alone, whereas in the Rayleigh balance the moving coil is 
normally in the position for maximum force between it and each 
fixed coil. 

1 For a description of this balance as used at the National Physical 
Laboratory, see Ayrton, Mather, and Smith, A New Current Weigher, 
N.P.L. Coll . Researches, 4, 1 (1908). 
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In the N.P.L. form of the Ayrton-Jones current balance, a 
moving solenoid is attached to each pan of the balance and a 
fixed solenoid is associated with each moving solenoid. The 
advantages and disadvantages of this arrangement will be dis¬ 
cussed later. A photograph of the balance as used at the 
National Physical Laboratory is reproduced in Fig. 62. 



Fio. 62.—Photograph of the Ayrton-Jones current balance at the National 
Physical Laboratory. 


Those features of this balance which are the same as those 
of the Rayleigh balance will not be again described. As the 
fundamental difference in the two balances is the shape of the 
coils, the description of the Ayrton-Jones balance will be largely 
concerned with the coils and their use in the balance. A descrip¬ 
tion has already been given of a method of constructing a solenoid. 

140. Computation of the Force per Unit Current. —The force 
per unit current F between the moving solenoid and the upper 
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(or lower) half of the fixed solenoid can be computed by the 
formula 

p a M 2 ) (42) 

Pm 

where if = current in the fixed solenoid. 
i m = current in the moving solenoid. 

p m = pitch of the moving solenoid. 

Mi = mutual inductance between the upper half of the 
fixed solenoid and a circle at that end of the moving 
solenoid which is within this half. 

M 2 = mutual inductance between the upper half of the 
fixed solenoid and a circle at that end of the moving 
solenoid which is outside this half. 

This formula assumes that the moving solenoid is equivalent 
to a current sheet having a length equal to the product of the 
pitch by the number of turns. Hence the ends of the current 
sheet are circles which are coaxial with the solenoid and which 
have a diameter equal to the mean diameter of the moving 
solenoid. The axial distance between these circles is equal to 
the pitch of the solenoid multiplied by the number of turns. 
These circles are the ones used in computing Mi and M 2 in 
Eq. (42). The solenoids are adjusted experimentally to be 
coaxial so that Mi and ilf 2 can be computed by the formula for 
the mutual inductance between a solenoid and a coaxial circle. 

In applying the formula, the mid-plane of the moving solenoid 
is taken as coincident with the plane which is midway between 
the two halves of the fixed solenoid because in this position the 
force exerted by the fixed solenoid on the moving solenoid is a 
maximum. The force of one-half of the fixed solenoid on the 
moving solenoid can then be computed, using the following 
dimensions: 

li = maximum length of one-half of the fixed solenoid 
(product of the pitch of the winding by the number of 
turns). 

2 lm = maximum length of moving solenoid (product of the 
pitch of the winding by the number of turns). 

2g = shortest distance between the adjacent turns of the 
two halves of the fixed solenoid. 
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The factor (2) has been introduced in this and the preceding 
term to simplify later expressions. 

To compute M i, the upper half of the fixed solenoid is con¬ 
sidered as divided into two solenoids by a plane perpendicular 
to its axis and passing through the circle which determines the 
upper end of the moving solenoid. Then the length of the two 
parts of the fixed solenoid are l m — g and h — ( l m — g). The 
mutual inductance between a circle, having a diameter of 
the moving solenoid and lying in the end plane of a helix which 
has the diameter of the fixed solenoid, and one of the above 
lengths is computed and added to the mutual inductance obtained 
by computing with the second length, other dimensions being 
the same. The sum is the value of Mi. 

To compute M 2y the upper half of the fixed solenoid is assumed 
to be extended until the plane which is perpendicular to its 
axis and which contains the circle at the end of the moving sole¬ 
noid also contains the end point of the extended portion. The 
extended portion then has a length l m + g , and the combined 
actual and extended solenoid has a length h + l m + g. The 
mutual inductance between an end circle of the moving solenoid 
and the extended solenoid is computed and subtracted from 
the mutual inductance between the end circle and the combined 
solenoids. This difference gives the value of M 2 . 

The formula for the mutual inductance M between a helix and 
a coaxial circle lying in the end plane of the helix, as given in 
Sec. 83, is equivalent to the following formula: 


m = ^ V4z 2 + (H + ny(K 


+ 


E) 

(h - Dy 


V4z 2 + {H + D ) 2 


C K 


- n >] 


(43) 


where z = length of helix. 

p = pitch of helix. 

H = mean diameter of helix. 

D = diattieter of circle which is coaxial with the helix 
and which lies in a plane that is perpendicular to the 
axis of the helix and passes through the extreme point 
of the helix (the axis of the wire on the solenoid). 

K, E = complete elliptic integrals of the first and second 
kinds to modulus k. 1 
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II = complete elliptic integral of the third kind to modulus 
k and parameter — c 2 . 

4 HD 

4z 2 + (H + DY 
4 HD 
(H + DY 

This formula employs the complete elliptic integral of the 
third kind instead of the incomplete elliptical integrals of the 
first and second kinds as given in the earlier chapter. This 
nomenclature corresponds with that employed in recent publica¬ 
tions on the Ayrton-Jones balance. This formula must be 
used for computing four different mutual inductances, all having 
the same dimensions except the lengths of the helices. The 
common dimensions are: 

H = mean diameter of the fixed solenoid. 

D = diameter of the circle (mean diameter of the moving 
solenoid). 

p m = pitch of the moving solenoid. 

p f = pitch of the fixed solenoid. 

The different lengths and the corresponding mutual induc¬ 
tances are: 


k 2 = 
c 2 = 


Length 
(z in formula) 

lm - g . 

ll {lm Q) • 

lm + 9 . 

ll + lm + Q • ■ 


Designation of 
Mutual 
Inductance 

M w 

M x 

My 

M t 


Then M x - M 2 - M w + M x + M v - M t (44) 

In practice l x is approximately equal to 2 l m and g is small, so that 
the values of M w , M x , M v are nearly equal. 

The force per unit current as computed by inserting the value 
of Mi — Mi from Eq. (44) in Eq. (42) gives only the force 
between a helical fixed coil and a cylindrical current sheet. In 
an actual balance the following forces must be considered: 

1. The force per unit current between two helices is completely 
represented by adding to Eq. (42) relatively small correction 
terms, one of which depends on the cosine of the azimuthal 
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angle, as measured from the common axis, between the initial 
points of the windings on the two helices. By making the 
azimuthal angle 90°, this term becomes zero. 

2. The force per unit current between two helices also contains 
a term which depends on the axial components of the windings 
and is independent of the azimuthal angle. Snow has developed 
the following formula (as yet unpublished), by which this axial 
force F a can be computed. 

o/ ru-o rh-Um-ff) rim+o rh+u+g \ 

F a = -( I Qdz + I Qdz + I Qdz — I QdzJ 

(45) 

where all the dimensions have the same significance as in the 
preceding equation and 


\/4z 2 + (H + Dy 


when K = complete elliptic integral of the first kind to modulus k. 


/c 2 = 


4 HD 

4 z 2 + (H + Dy 


The integrals cannot be evaluated by ordinary analytic 
methods. Their values can be obtained for any given set of 
dimensions by plotting Q as a function of z and obtaining each 
integral as the area under the curve between the two limits of 
the integration. An evaluation by Snow for the N.P.L. current 
balance gave F a = 1.0 dyne per unit current when the total 
force was 95 000 dynes per unit current. 

3. The force per unit current in the axial direction between 
the axial part of each lead of the moving solenoid and the axial 
part of each lead of the fixed solenoid can be computed by the 
formula 


Fn - In [? + m + VV 2 + ( g + ra) 2 ] 

+ In [g — l + Vr 2 + (q - l) 2 ] 

— In [m + q — l + \/r 2 + (m + q — J) 2 ] 

-\n[q + Vr^+T 2 ] (46) 
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where l and m = lengths of the two leads. 

q = axial distance between the lower ends of the 
two leads. 

r = perpendicular distance between the leads. 

When the currents are in the same direction, the direction of 
the force is such that it tends to make the line joining the centers 
of the wires perpendicular to the wires. When the currents are 
in opposite directions, the direction of the force is such that it 
tends to increase the distance between the centers. 

4. The force between the radial parts of the leads is zero when 
the azimuthal angle between the windings is 90°. 

In computing the inductances for the second fixed solenoid 
and the circles at the ends of the moving solenoid, a variation 
formula is often useful. This formula is 


dM dH 
M q H 


. dD 

+ r l> 



(47) 


where 

+ D) - n (H - D)] 

q = K(2H 2 + 2D 2 + 4z 2 ) - E[{H + D) 2 + 4 2 2 ] - U(H - D) 2 (48) 

or >2 

JTT7Jf[K(H + D)+ n (H - D )] 

r = _ D + " _C49) 

K(2H i + 2D 2 + 4z 2 ) -E[(H + Dy + 4e*\ -II(i/-D) 2 K ’ 

K(2H 2 + 2 D 2 + 82 2 ) - 2E[(H + Z>) 2 + 4« 2 ] 

S 1 + K(2H ' 8 + 2D 2 + 4 z 2 ) - E[(H + D) 2 + 4 z 2 ] -Tl(H - D) 2 

(50) 


In Appendix II it is shown that q + r + s = 1. The constants 
for the variation formula are easily computed since the complete 
elliptic integrals K , E } and II to modulus k and parameter — c 2 
have already been computed in determining the value of M . 
Moreover, as the variation formula should never be used if the 
variation of any of the dimensions is greater than 100 times the 
required accuracy in M , the computation of q , r, and s may be 
made with a slide rule. . 

141. Effect of Errors in the Measured Dimensions. —In the 
Ayrton-Jones balance, the effect of an error in the measurement 
of each dimension on the final result must be considered, since 
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each dimension is separately measured. The formula for com¬ 
puting the effect of errors in the measured dimensions is obtained 
by differentiating the equation for the force between the sole¬ 
noids. Before differentiating, Eq. (42) for the force should be 
rewritten in a more convenient form. The same current i 
is in the fixed and moving solenoids. The pitch of the moving 
solenoid p m is replaced by the quotient obtained by dividing the 
length of the solenoid 2 l m by the number of turns, N m . Using 
this nomenclature, the equation for the force F is 


r - -J tj (5i, 

In deriving this equation, N m was considered as an integer and 
will be considered as a constant in making the differentiation. 
Taking the logarithm of both members of Eq. (51), differentiat¬ 
ing, and rearranging, there results the equation 


di _ 1 dF 1 dl m 1 d(Mi - AT*) 
i 2 F + 2 lm 2 Afi - M 2 “ 


(52) 


Before this equation can be applied to determine the effect 
of the dimensions, an expression must be obtained for 

d(Mi - M*) 

(M\ - M 2 ) 


in terms of the measured constants. But from the variation 
equation just given for M, together with the lengths of the 
different solenoids, a formula can be written for the increment 
of each inductance that must be computed. The formula for 
M w is 


dM w = q w Murjj- + r w M m ~ + s w M u .^ 


lm din 
9 lm 


— s w M u 


dg 

9 9 
(53) 


There are similar equations for dM X) dM v , and dM z . Since 

Mi — M 2 = M w + M* + M y — M z , 

d(M 1 - M t ) = dM w + dM x + dM y - dM z (54) 


Adding the increment equations and dividing by Mi — M 2 , 
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d(M i — Af 2 ) _ qu>M w + q x M x + q v M v — q,M t dH 
Mi — M 2 Mi - M 2 H 

+ r x M * + r y M„ — r«M, dD 
+ Mi — Mi D 

j / SwAftp S X M X , SyMy SgMz \ lm dim 

\Q ll ”t“ Q lm lm Q ll * 4 ” Q * 4 “ l m )M l M 2 Zm 

( S\pM w s x M x SyM[y . SzM t \ q dq 

lm — q ll + q — lm lm "f" Q ll + 0 + lm) M i — M 2 q 


s x M x 
+ q - L 


SzMz 

h + q + l 


nJMx ~ 


_ dli 

Mi h 


Since all the mutual inductances can be computed from the 
dimensions, the value of d(Mi — M 2 )/(Mi — M 2 ) is given in 
terms of the measured dimensions. This value can be sub¬ 
stituted in the equation for di/i to give an equation for deter¬ 
mining the effect of an error in each of the measured quantities 
on the value of the current. 

From the equation it follows that, to determine the current 
to one part in a million, the force must be known to two parts 
in a million. No simple generalization can be made concerning 
the other quantities. As a concrete example, the numerical 
coefficients will be computed for a fixed and a moving solenoid 
of the Ayrton-Jones balance of the National Physical Laboratory. 
The measured dimensions are: 


H = 33.00 cm 
D = 20.36 cm 
l m - 6.49 cm 
h = 12.70 cm 
g = 0.14 cm 

The computed inductances and constants are: 


M, - 

5860m/ih 

1C 

© 

t-H 

1 

II 

£ 

r w = 2.26 

Sip ~~ ““ 

-0.21 

M. = 

5860 

q x — —1.05 

r x = 2.26 

Sx = - 

-0.21 

My = 

6063 

qy 58 —1.03 

Ty = 2.25 

8y = ~ 

■0.22 

M, - 

11 293 

q, - -0.41 

r. - 2.05 

8z = “ 

•0.64 

Mi - Mi¬ 

6490 





di . ,dF 
-r = 0.5-^r - 
i F 

1.1^+ 1.3^ +0.31 

- 0.004^ - 
0 

-0.4^? 

ll 

(56) 
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From this equation can be computed the error in each of the 
measured dimensions which will introduce an error of one part 
in a million in the absolute value of the current. The results 
are given in the following table: 


Dimension 

H . 

D . 

2l m .... 
g . 

ii . 


Table XII 

Error in Microns That 
Produces an Error of 
One Part in a Million 
in the Current 

. 0.3 

. 0.15 

. 0.4 

. 0.4 

. 0.4 


142. Temperature Effects. —Various temperature effects result 
from the heating of the solenoids by the measuring current. 
No balance of the Ayrton-Jones type has yet been constructed 
in which the solenoids are cooled by the circulation of a liquid. 
Hence all the heat generated must either be dissipated by con¬ 
vection and radiation, or absorbed in the solenoid, thus raising 
its temperature. The rise in temperature affects the dimensions 
of the solenoids, but on account of the temperature gradients the 
amount of the change is very difficult to determine. The 
magnitude of the error that will be introduced by the uncertainty 
in the temperature of a solenoid depends on the thickness of the 
forms, on its thermal conductivity, on its expansivity, on its 
thermal capacity, and on its elastic properties. However, the 
variation equation given in the preceding section for the N.P.L. 
balance shows that, if the two solenoids expand by the same 
relative amount, the effect on the current is small. In the N.P.L. 
balance as used in 1908 all weighings were made within 20 minutes 
after closing the circuit, and the assumption is made that the 
dimensions did not change in that interval. 

The convection currents of air which flow past the moving 
solenoid may cause an unsteadiness in the rest point of the 
balance. The lower end of the fixed solenoid may be closed 
to prevent air currents from flowing past the moving solenoid, 
but this produces a greater rise in temperature of the moving 
solenoid. At the National Physical Laboratory the fixed solenoid 
was not closed and air currents gave no trouble during the first 
20 minutes. 
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143. Design of Solenoids for an Ayrton-Jones Current Balance. 

The solenoids for an Ayrton-Jones current balance must be 
of such size that their dimensions can be accurately measured 
and the force between them when they are carrying their maxi¬ 
mum current is large enough to be accurately determined. For 
design purposes, it is convenient to express the mutual induc¬ 
tances which appear in the formula for the force by the first 
term of the series formulas by which they can be computed. 1 
'Also the assumption will be made that h = 21, n and that g = 0. 
Then 

g _ , /DW 3_ 1 I .... 

Irn + Vtf 2 + 4(3U 2 J K ' 

From this equation, it can be shown that, if the length and 
diameter of all the solenoids are increased by the same factor, 
while the pitch of the winding remains constant, the force per 
unit current is increased as the square of this factor. From 
this it follows that the solenoids should be as large as can be 
conveniently handled, but beyond a reasonable size there is no 
advantage, since the sensitivity of a balance on which a large 
load can be weighed is less than that of a balance which is 
designed for a smaller load. 

The selection of the ratio of length to diameter of the fixed 
solenoid is a matter for judgment, as no formula for determining 
the most satisfactory ratio has been developed. It would seem 
desirable to have the length about equal to the diameter. How¬ 
ever, if this ratio is maintained for the fixed solenoid, the length 
of the moving solenoid will probably be nearly twice its diameter. 
This will make a very heavy weight to be supported on the pan 
of the balance. Hence a shorter length is more likely to be 
chosen. 

144. Adjustment of the Solenoids in the Ayrton-Jones Current 
Balance. —The solenoids of the Ayrton-Jones current balance 
require adjustments similar to those of the coils of the Rayleigh 
balance. However, the two halves of a fixed solenoid are gener¬ 
ally made on a single form, so that they are coaxial and at a fixed 

1 The series formula was developed by Rosa, Bull. B. S. f 3, 209 (1907). 
The result obtained from using the first term only will not be in error by 
more than 10 per cent unless the length of the fixed solenoid is less than the 
diameter. 
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distance apart. By means of levels, the axes of all the solenoids 
can be made vertical. The adjustment of the solenoids, so that 
they are coaxial and so that the center of the moving solenoid is 
in the plane which is midway between the two halves of the fixed 
solenoid, is accomplished by determining the force per unit 
current for a number of different positions of the fixed solenoid 
(or the moving solenoid) and finding the position such that any 
horizontal displacement increases the force per unit current and 
any vertical displacement decreases the force per unit current. 
The procedure is exactly the same as for the Rayleigh balance. 
Also, when this position is found, the method of determining the 
absolute value of the current and of comparing it with the 
laboratory standards is the same as described under the Ray¬ 
leigh balance. 

146. A Double Balance of the Ayrton-Jones Type.—The 

Ayrton-Jones balance at the National Physical Laboratory has 
a moving solenoid attached to each pan of the balance and a 
fixed solenoid for each moving solenoid. This constitutes a 
double balance and gives a force nearly double that of a single 
balance having the same dimensions of the solenoids, without 
increasing the weight on the knife edges of the balance. Another 
advantage is the greater stability caused by the symmetrical 
heating. This is particularly important in this type of balance 
since it is always operated during the interval when the tem¬ 
peratures of the different parts are rapidly changing. When a 
single set of coils was used in the N.P.L. balance, the drift in the 
rest point with normal current was more than 0.1 division for 
each swing of the balance, while an accuracy of determination 
of the rest point of nearly 0.01 division was required to give an 
accuracy of one part in a million in the measured current. With 
the double balance it is necessary to determine the force between 
each moving solenoid and the fixed solenoid associated with the 
opposite moving solenoid. This may be 1 per cent of the total 
force on a moving solenoid. It can be evaluated experimentally 
by making two weighings with the same value of the current, 
in the sfecond of which the current is reversed in only one moving 
solenoid and its associated fixed solenoid. To obtain the equa¬ 
tion for eliminating the force between opposite solenoids, let D 
be the force per unit current between a moving solenoid and 
its associated fixed solenoid and S be the force per unit current 
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between a moving solenoid and the opposite fixed solenoid. If 
the currents in the two moving solenoids are in the same direc¬ 
tion and the currents in the parts of the fixed solenoids are in 
the directions to give maximum force on the moving solenoid, 
the total force per unit current, F s , is 2D + 2S. Then if the 
current is reversed in one moving solenoid and in its associated 
fixed solenoids, the force F D is 2D — 2S. Writing the equations 
and adding, 


4 D = F s + F d 


Hence the effect of the force between a moving solenoid and the 
opposite fixed solenoids is entirely eliminated. 

146. The Electrodynamometer Balance. —The electrodyna¬ 
mometer balance consists of a large fixed coil having its axis 
horizontal and a small turning coil having its axis vertical. The 
small coil is within, and concentric with, the fixed coil and is 
mounted on the beam of a balance whose center knife edge lies 
in the plane which is perpendicular to the axis of the fixed coil 


Fixed coil 
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Balance 



Fig. 63.—Diagram of the electrodynamometer balance. 


and which contains the centers of the coils. In Fig. 63 is given 
a diagram of a balance of this type, in which each of the coils is 
a single-layer solenoid and the beam of the balance has a shape 
resembling the letter W. 

The fixed solenoid must have a large diameter since the balance 
and turning solenoid have to be mounted inside it, and it must 
be long so that the torque can be accurately computed. The 
turning solenoid must be as large as can be used inside the fixed 
solenoid. The most suitable shape is a cylinder having its 
length equal to its diameter. 

147. Computation of the Torque per Unit Current in the 
Electrodynamometer Balance. —The torque per unit current 
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between the two concentric solenoids with their axes perpendicu¬ 
lar is given by the formula 1 


T = 


2 r'NiNtHt' /i + 
VHS + ZiA ~ 



(1 + S) 


(58) 


where T 
N i 
H x 

Z\ 


N 2 

h 2 

z 2 


P2 

S 


= torque per unit current. 

= number of turns on the fixed solenoid. 

= mean diameter of fixed solenoid. 

= length of fixed solenoid (product of pitch and number 
of turns). 

= number of turns on the turning solenoid. 

= mean diameter of turning solenoid. 

= length of turning solenoid (product of pitch and 
number of turns). 

= diameter of wire of turning solenoid. 

= correction term which can be computed by the 
formula 


' S = sin 2 aa 2 (- (59) 

#=» 1 

F(«i,«i) = 7 ( %T - ]e.(«i)CW.(««) (59a) 

ri = y/H? + 2j* 

r 2 = V# 2 2 + z? 

sin «i = — 
r i 

H 2 

sin a 2 = — 

Ci(a) = 1 

C,(a) =1-14 sin 2 a 

Cs(a) = 1 — % sin 2 a + 3 % sin 4 a 

C 4 (a) = 1 — 3 /4 sin 2 a + 14 % sin 4 a — 71 %4 sin 6 a 


C.(a) = 1 + 


n — $ — 1 

2 [ 


(1 - s)(2 - s) 


- 


2-3 


2s + 3 2$ + 5 


(«+1) 

2s -j- 2 n "4* 


2n 


- j sin 2 


(60) 


1 This formula was developed by Snow, B. S. J. Research , 1, 685 (1928), 
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Equation (60) is the same as Eq. (51) of Chapter XIV on 
page 144. If the fixed coil is long, the computation of S is 
not difficult since only one or two terms in the series for S are 
required to give the torque to one part in a million. 

The plus and minus sign results from the uncertainty in the 
distribution of current in the cross section of the wire on the 
turning solenoid. If the current is assumed to be uniformly 
distributed over the cross section—the so-called uniform dis¬ 
tribution—the derivation of the formula gives the term as 

p2 

1 + 4 ^ 1 * ^ the current density is assumed to be greater on 

the inner part of the turns, varying inversely as the length (and 
hence resistance) of the filaments into which the wire may be 
divided—the so-called natural distribution—the derivation 

p2 

gives the term as 1 — There is no direct experimental 

method of deciding between these assumptions. 

148. Effect of Errors in the Mechanical Measurements. —The 

equation for computing the current is obtained by equating the 
mechanical torque and the electrical torque. Hence 


mgb 


2n 2 I 2 NiN 2 H 2 2 L 

VH? + Zi 2 v 


+ 


P 2‘ 
4 H, 


■) 


(1 + S) 


(61) 


where m — mass required to balance the electrical torque. 
b = one-half the length of balance beam. 
g = acceleration of gravity. 

This equation can be readily solved to give the value of the 
current I in terms of the mechanical units. 

In determining the effect of errors, the terms in parentheses 
may be taken as equal to unity. Then, taking the logarithm 
of both sides of the equation and the derivative of the resulting 
equation, there is obtained the equation 

61 _ 8m 8g 6b 8H 2 Hi 2 6H i , zj 6z x 
I 2m^2g^2b 0 H 2 + (Hi 2 + zS) 2Hi + (Hi 2 + z x 2 ) 2z v 

(62) 

The effect of errors in N i and N 2 which amount to only a part 
of a turn cannot be determined from this equation. In the 
case of N 2y the effect of an error will depend on the place at which 
the leads to the turning solenoid are attached. If they lie 
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near the vertical plane which contains the axis of rotation of 
the solenoid, an error will have very little effect, since the con¬ 
ductor at this point does not contribute to the torque. In the 
case of N 1 , a small error in attaching leads so that the number 
of turns is not exactly an integer will have very little effect 
on the torque since the fraction of a turn is so far from the 
turning solenoid. A much larger error is likely to be introduced 
by irregularities in the winding of this solenoid. The formula 
for the torque was derived on the assumption that the winding 
was uniform, and hence the formula cannot be made to show the 
effect of irregularities of winding. 

The equation shows that a relative error in H 2 will produce 
the same relative error in the current, while for m, g f and b 
the relative error in the current is only one-half the relative 
error in the quantities. For Hi and Zi the relative error in 
the current is less than one-half the error in the quantities, the 
exact amount for each depending on the dimensions of the 
solenoid. To indicate the accuracy with which the various 
measurements must be made, the following table has been 
constructed using the dimensions of an electrodynamometer 
which has been considered by the author. 


Table XIII. —The Required Accuracy in an Electrodynamometer 
Balance Which Will Determine the Absolute Value of the 
Current to One Part in a Million 


Quantity 

measured 

Symbol 

Value of 
quantity 

Required 

accuracy, 

p.p.m. 

Absolute 

accuracy 

required 

Maas . 

m 

lfr 

2 

0.002 mg 

Gravity. 

u 

980 cm/sec 2 

2 

0.002 cm/sec* 

Length, balance arm. 

b 

25 cm 

2 

0.5 micron 

Diameter, turning coil. 

Ih 

10 cm 

1 

0 1 micron 

Diameter, fixed coil. 

Hi 

30 cm 

25 

7.5 microns 

Length, fixed coil. .*. 

Zl 

100 cm 

2.2 

2.2 microns 


The determination of some of the quantities with the required 
accuracy is very difficult. However, the difficulties do not 
seem to be insuperable. 

149. Operation of the Electrodynamometer. —The operation 
of the electrodynamometer consists of determining the mass 
required on the balance pan to balance the torque produced 
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by the current in the solenoids. The current is held constant and 
the auxiliary weights are added to one of the balance pans until 
the scale reading is zero. The current in the fixed solenoid is 
then reversed, and a weight is added simultaneously to one pan 
of the balance so that the scale reading remains zero. If the 
mass of the added weight is mi and the length of the balance 
arm to which the weight is applied is b u then 

rriigbi = 2TP (63) 

where T = computed torque per unit current. 

The current in the turning solenoid is then reversed, the 
weight removed, and the balance again brought to the zero 
position by means of the auxiliary weights. Then the current 
in the fixed solenoid is reversed and a weight is added to the 
opposite pan of the balance. If the mass of the weight is m 2 and 
the length of the balance arm is b 2 , 

m 2 gb 2 = 277 2 (64) 

Combining these equations and solving for 7 2 , 


jr 2 = g(bi + M . mm2 

2 T mi + m 2 


(65) 


This procedure eliminates any effect of an external magnetic 
field provided it is constant during a pair of observations. Also, 
by/using the weight first on one pan and then on the other, the 
equation for the current requires only the total length of the 
balance beam, which is b i + b 2 . This is a very great advantage 
since the distance between the two end knife edges which are 
both pointed in the same direction can be measured with much 
greater accuracy than the distance from the center knife edge 
to one of the end knife edges, in which case one points in one 
direction and the other in the opposite direction. 

It is important that the weights shall be of a material having 
a susceptibility very near zero, since they are used in a magnetic 
field. As there is no material which has exactly zero suscepti¬ 
bility, two weights should be provided, one from a slightly 
paramagnetic material, the other from a slightly diamagnetic 
material. If the results by the two weights agree, it can be 
assumed that no error results from the susceptibilities of the 
materials. 
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When the turning solenoid is moved so that its center occupies 
different positions along a line parallel to the axis of the fixed 
solenoid, the torque per unit current is a maximum when its 
center is in the plane that passes through the center of the fixed 
solenoid and is perpendicular to its axis. If the center of the 
turning solenoid is moved in this plane, the torque per unit 
current is a minimum when the solenoids are concentric. Hence 
with suitable methods of moving the turning solenoid, it can be 
experimentally centered. Also this same method of determining 
the position at which the torque is a maximum may be used to 
level the fixed solenoid and to place the axis of the turning 
solenoid in a vertical position. As a result the solenoids 
can be completely adjusted by determining the maximum 
or minimum torque corresponding to different translations and 
rotations. 

160. Probable Accuracy Attainable with an Electrodynamom¬ 
eter Balance. —There does not appear to be any fundamental 
principle of the electrodynamometer that prevents it from being 
used to make an accurate determination of the absolute value 
of the ampere. However, the method has some features that 
will make such a determination more difficult than one with a 
current balance. The number of mechanical dimensions that 
must be accurately determined is large and some of them are 
difficult to measure. Perhaps the most difficult is the length 
of the balance beam. This will require a special comparator, 
and at best involves assumptions concerning the distortion 
of a knife edge under load. Another feature that offers some 
difficulty is the necessity of making the weighing in the limited 
space within the large solenoid while there is heat developed 
in that space by the current in the turning solenoid. For¬ 
tunately the heating will be symmetrical with respect to the 
balance beam, so that air currents may not appreciably affect 
the weighing. The amount by which the temperature will 
affect the length of the balance beam will depend on the coeffi¬ 
cient of expansion of the material of the beam. If fused quartz 
is used for the beam and for the form of the turning solenoid, 
then a change of 2° in temperature will affect the result by only 
one part in a million. However, quartz in dry air retains 
electrostatic charges for some time, so that it may be necessary 
to ionize the air by means of some radioactive material. 
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The one difficulty that may limit the accuracy of this method 
is the uncertainty concerning the distribution of current in the 
cross section of the wire of the turning solenoid. Even in a 
well-designed instrument which has the same current in both 
solenoids, this may introduce an uncertainty of twenty parts 
in a million in the torque or ten parts in a million in the current. 
It may be possible to design an instrument in which the size of 
wire on the turning solenoid is so small that the current dis¬ 
tribution becomes unimportant. This will probably require 
that the current in the turning solenoid shall be much smaller 
than that in the fixed solenoid. This will require a special 
electrical setup to measure the ratio of the currents in the two 
solenoids. If this can be accomplished, the method can prob¬ 
ably be used to give results of the highest accuracy. 



CHAPTER XX 


THE ABSOLUTE MEASUREMENT OF ELECTROMOTIVE 

FORCE 

A precise measurement of the absolute value of an electro¬ 
motive force has never been made. There are two different 
types of apparatus by which such a measurement could be made: 
one is the electromagnetic type, the other the electrostatic type. 

161. Electromagnetic Apparatus for the Absolute Measure¬ 
ment of Electromotive Force. —The electromagnetic type of 
apparatus for the absolute measurement of electromotive force is 
the equivalent of a homopolar generator in which the generated 
electromotive force can be computed from the rate of cutting of 
tubes of magnetic induction. If the Lorenz apparatus were used 
to measure the electromotive force generated by it, it would be 
an apparatus of this type. However, the computation of the 
electromotive force by any apparatus of this type requires a 
knowledge of the absolute value of the current that is employed 
to produce the magnetic field. Hence the apparatus is more 
suitable for the absolute measurement of resistance, and has 
always been so used. Also the generated electromotive force is 
so small that it cannot readily be compared with a standard cell. 

162. Electrostatic Apparatus for the Absolute Measurement 
of Electromotive Force. —Electrostatic apparatus for the abso¬ 
lute measurement of electromotive force is usually an electrom¬ 
eter of such form that its constant can be computed from its 
dimensions. The form that has usually been adopted is the 
Kelvin absolute electrometer, in which a circular metallic plate, 
surrounded by a guard ring and suspended from the pan of a 
balance, is at a measured distance from a large fixed plate of 
metal. In all the instruments that have been described, the 
force has been too small to allow precise measurement. How¬ 
ever, present-day technique might permit the operation of the 
entire apparatus in a vacuum, so that much higher voltages 
could be employed. It is therefore useful to inquire whether 

275 



ELECTRICAL MEASUREMENTS 


276 


[Chap. XX 


precise results might be obtained with reasonable dimensions 
of the apparatus. 

The electrostatic force of attraction F between a disk of radius 
R, which is surrounded by a guard ring, and a plate which is 
parallel to the face of the disk at a distance h from it, when a 
potential difference V is maintained between the disk with its 
guard ring and the plate, is given by the equation 


F = 


tf 2 F 2 

8/i 2 


( 1 ) 


This force is balanced by the mass m, acted on by gravity. 
Assuming values which can be accurately measured, e.g. f m = \g } 
R = 10 cm, h = 1 cm, the value of V is 8.8 electrostatic units 
of voltage or 2600 volts. This is a high voltage, but one that 
can be impressed on a condenser with 1-cm spacing, even in air. 
Hence the method appears possible, although many experi¬ 
mental and theoretical difficulties will doubtless be encountered. 

The absolute value of an electromotive force as obtained by 
an electrostatic method is in electrostatic units of voltage. To 
change these to electromagnetic units requires a knowledge 
of the ratio of the electromagnetic to the electrostatic unit. 
This ratio is not known more accurately than 100 parts in a 
million. Before any electrostatic method can give precise 
results in electromagnetic units, a new determination of the 
ratio of the units is necessary. 



CHAPTER XXI 


RATIO OF THE ELECTROMAGNETIC UNIT TO 
THE ELECTROSTATIC UNIT OF ELECTRICITY 


cylinder 


Guard 
cylinders ^ 


r=- & 


Guarded j 
cylinder • 


The ratio of the electromagnetic unit to the electrostatic unit 
of electricity can be most accurately determined 1 by measuring 
the capacitance, in electromagnetic units, of a capacitor whose 
capacitance in electrostatic units can be computed from its 
linear dimensions and the dielectric con¬ 
stant of the medium between the plates. 2 
There are three forms of capacitors that Unguarded^ 
have been used, viz., two concentric 
spheres, two coaxial cylinders with guard 
cylinders at each end of one cylinder, and 
two plane parallel plates with a guard 
ring on one plate. The concentric 
spheres have the disadvantage that the 
lead to the inner sphere must pass 
through the outer sphere, thus introduc¬ 
ing into the electromagnetic capacitance 
a condition which cannot be included in 
the electrostatic capacitance. This diffi¬ 
culty is not present in either the coaxial 
cylinders or the parallel plates. 

163. An Air Capacitor Consisting of Two Coaxial Cylinders.— 

An air capacitor consisting of two coaxial cylinders with guard 
cylinders at each end can have such dimensions that both its 
electrostatic and its electromagnetic capacitance can be accu¬ 
rately determined. The correct position of the two electrodes 
can be determined by electrical measurements and the necessary 
measurements of dimensions can be accurately made. A diagram 


= 9i 

Guard —J 
cylinders 

i. a . 

Fig. 64.—Diagram to 
show a longitudinal cross 
section of a cylindrical air 
capacitor. 


1 For a discussion of the methods that have been proposed, see Rosa and 
Dorsey, Bud . B.S., 3, 606 (1907). 

* The most accurate determination as yet made, was carried out by Rosa 
and Dorsey, Bud. B.S ., 3, 433 (1907). They claim an accuracy of 100 parts 
in a million. 
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showing the essential features of such a capacitance is given in 
Fig. 64. 

The formula for computing the capacitance of a cylindrical 
air capacitor is 



where C a = capacitance in electrostatic units. 
k = dielectric constant of air. 

I = length of the guarded cylinder. 
b = inside diameter of the outside (unguarded) cylinder, 
a = outside diameter of the inside cylinders. 
g i = width of lower gap. 
g 2 — width of upper gap. 

The assumptions made in deriving the above formula are: 

(1) the guard and guarded cylinders have the same diameter; 

(2) all the cylinders are coaxial; (3) the width of the gap is so 
small that second-order correction terms are negligible; (4) the 
guard cylinders are so long that increasing their length would 
not affect the charge on the guarded cylinder. 

1. The guard and guarded cylinders must have the same 
diameter at adjacent ends to a very high order of accuracy. 
A correction formula to account for a difference in diameter 
could be developed, but is unnecessary if the construction is 
sufficiently precise. The guard cylinders should be made as an 
integral part of the guarded cylinder, so that the difference 
in diameter of adjacent ends will be only a few hundredths of 
a micron. 

2. The guard and guarded cylinders must be coaxial to ensure 
that the charge density is uniform at the end of the guarded 
cylinder. In other words, the guard cylinders completely fulfill 
their function only when they are coaxial. This adjustment 
must be accomplished mechanically. The outer cylinder 
must also be coaxial with the others in order that the distance 
between cylinders will be the same at all points. The adjust¬ 
ment to make the outer cylinder coaxial with the inner one 
can be made by electrical measurements, as will be described 
later. 
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3. In the formula, the effective length of the guarded cylinder 
is the actual length plus one-half the width of each guard gap. 1 
This effective length has been derived by assuming that the 
guarded cylinder has flat metallic ends and that the end of each 
guard cylinder which is next to the guarded cylinder is also flat. 
When the gaps are very narrow, the ends of the cylinders do 
not need to be completely closed, but the flat portion must 
extend 1 or 2 cm from the edge. 

4. The minimum length of guard cylinders can be computed by 
determining the length required in order that the charge density 
on the inner end may be the same as that on the infinitely long 
cylinder. The charge density for unit potential difference 
between coaxial and concentric cylinders is given approxi¬ 
mately at any distance from the ends by the formula 


Qo — 


iirp 


I 4- -(2irn-H) 

^ 2tt 


( 2 ) 


where Q 0 = charge density for unit potential difference. 
p = difference in radii of the two cylinders. 
x = distance from one end. 
n = x/p. 

The exponential term becomes less than one part in a million if 
the numerical value of the exponent is greater than 14, which 
is the case if n is greater than 2. Hence the length of each 
guard cylinder must be at least twice the distance between the 
cylindrical surfaces. 

164. Measurement of the Capacitance of a Cylindrical Air 
Capacitor in Electromagnetic Units. —The measurement of the 
capacitance is generally made by means of a double Maxwell 
bridge, which is shown diagramatically in Fig. 65. The equa¬ 
tions for this bridge have not been developed so completely as 
those for the single Maxwell bridge described in a previous 
chapter. However, as the capacitance to be measured is always 
small, it is improbable that the correction terms which a complete 
analysis might disclose would appreciably alter the result. 


1 The formula is correct only if the guard gap is very narrow. A more 
exact formula for the effective length l e is 


L 


7 . , 02 

i+ '2 + 2 »(6 - a) 


+ • • • 
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Thw resistances of the two parts of the bridge should be 
identical arm for arm so that the potentials of the guard and of 
the guarded cylinders are the same at the beginning and end 
of the charging cycle. The accuracy with which the adjustment 
of Si must follow that of S can be determined experimentally 
for any capacitor under investigation. The resistance Ot 
can be a manganin resistance of value (?, since neither the 
inductance of a suitable galvanometer nor, if the contactor is 
properly adjusted, the motion of its coil influences the result. 
The value of Q should be as small as is consistent with the 
required sensitivity. 



Fio. 65.—Diagram of a double Maxwell bridge connected to measure the 
capacitance of a cylindrical capacitor. The switch A is used to connect the 
guard cylinder to the guarded cylinder when measuring the capacitance of 
the leads. 


The capacitance C is computed in electromagnetic units by 
the formula 


where 



F = l —— _— 

Q’S' Q'S 

Q' = Q+P + G 

S' = S + Q + B 


QB 

PS' 


(3) 


If all resistances are in ohms and n is given in vibrations per 
second, the capacitance is in farads. The capacitance in c.g.s. 
electromagnetic units, C„, is obtained by multiplying the value 
in farads by 10~*. The value of v, the ratio of the electrostatic 
unit of electricity to the electromagnetic unit, is given by the 
equation 
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where C, = computed value of the capacitance in electrostatic 
units. 

C m = measured value in c.g.s. electromagnetic units. 

155. Adjustments of the Cylinders.—The outer cylinder of a 
cylindrical capacitor can be adjusted to be coaxial with the 
guarded cylinder by determining the position at which the 
capacitance is a minimum. The guard and guarded cylinders 
must first be made coaxial by mechanical measurements. When 
the axis is to be vertical, a method of mounting the outer cylinder 
so that it may be readily adjusted is by means of a double gimbal. 
When suitably constructed, the gimbal will allow translation 
along and rotation around two horizontal axes. With suitable 
scales for measuring the motions, the position at which the 
capacitance is a minimum can be determined. This corresponds 
to the coaxial position. 

166. Design of a Cylindrical Capacitor.—A cylindrical air 
capacitor for determining the ratio of the electric units should 
be so designed that both the electrostatic and the electromagnetic 
capacitances can be accurately determined. For readily esti¬ 
mating the effect of the different dimensions on the capacitance, 
an approximate formula for the capacitance can be developed 
from Eq. (1). Let a = b — 2t, where t is the radial distance 
between the outer and inner cylinders. Substituting in Eq. (1), 
expanding the logarithm, and neglecting all small quantities, 


C. 


Klb 
4 1 


(5) 


Hence the electrostatic capacitance depends on the length 
of the guarded cylinder, on the distance between the inner and 
outer cylinders, and on the radius of the outer cylinder. Of 
these dimensions the one which is most difficult to measure is 
the distance between the cylinders, since this must be kept 
small in order that the electromagnetic capacitance will be 
large enough to measure. A suitable set of dimensions would be: 

Length of guarded cylinder, 50 cm. 

Length of each guard cylinder, 10 cm. 

Outer diameter of guard and guarded cylinders, 30 cm. 
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Inner diameter of outer cylinder, 32 cm. 

Width of guard gap, 0.01 cm. 

Diameter of hole in closed ends of guarded and guard cylinders, 
20 cm. 

Since the distance between the two cylindrical surfaces would 
be only 1 cm, which would have to be measured to 0.01 micron 
to give an accuracy of one part in a million in the computed 
capacitance, both cylinders would have to be finished as the 
best optical surfaces. 

The capacitance of such a condenser is about 385 electrostatic 
units (430 micromicrofarads). The measurement in electro¬ 
magnetic units of this small capacitance can probably be made 
with an accuracy of a few parts in a million. The electrostatic 
capacitance can be determined with about the same accuracy. 

157. An Air Capacitor Consisting of Parallel Plates. —An air 
capacitor consisting of two circular plates which have their 
plane surfaces parallel can be accurately constructed and its 



Fig. 66.—Diagram of a section of a parallel-plate capacitor. The connections 
of the leads to the double Maxwell bridge are indicated. 

capacitance can be precisely computed. One plate consists of a 
central guarded plate which is insulated from the surrounding 
guard plate. The opposite plate is a single piece. A diagram 
is shown in Fig. 66 , with the guarded plate completely shielded. 

The formula for computing the capacitance in electrostatic 
units is 



where C 9 — capacitance in electrostatic units. 

k = dielectric constant of the medium between the plates, 
r = radius of guarded plate. 
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g = width of gap between guard and guarded plates. 
d = distance between guarded and opposite plate. 

The assumptions made in deriving the formula are: (1) the 
plates are plane and strictly parallel; (2) the guard and guarded 
plates are coplanar; (3) the width of the gap is so small that 
second-order correction terms are negligible; (4) the guard ring 
is so wide that the distribution of the charge on the guarded 
plate is uniform. 

1. The plates must be plane and parallel to a high order of 
accuracy. The testing for planeness can be made by an optical 
flat. It is desirable that the deviation from planeness of each 
plate shall not exceed one-fiftieth of a wave length of light. 
The parallelism should be such that the maximum difference 
in distance between the plates does not exceed 0.1 micron. 
Formulas have been developed for plates that are not exactly 
parallel, but should not be required. 

2. The guard and guarded plates must be strictly coplanar 
in order that the distribution of charge on the guarded plate shall 
be uniform. To accomplish this purpose, the guard plate must 
be an accurate extension of the guarded plate. 

3. The conditions which apply to the gap are the same as 
those for a cylindrical condenser. 

4. The minimum width of guard ring can be computed by the 
same formula as for the minimum length of a guard cylinder. 
However, the guard ring must also extend to cover the back 
of the guarded plate, as shown in the figure, but the position of 
the portion back of the plate is immaterial. 

The measurement of the capacitance is made by the double 
Maxwell bridge already described. As all the adjustments of 
this capacitor are generally made mechanically, only one capaci¬ 
tance must be measured. However, the lead capacitance must 
be determined with the same absolute accuracy as the capacitance 
itself. In the figure, a method is shown for connecting the leads 
so that the lead capacitance can be determined. 

168. Design of a Parallel-plate Capacitor. —The design of a 
parallel-plate air capacitor for the determination of the ratio 
of the electric units must be such that both the electrostatic 
and the electromagnetic capacitances can be accurately measured. 
For an accurate determination of the electrostatic capacitance, 
the dimensions must be so large that they can be accurately 
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measured, but not so large as to prevent an accurate facing of 
the plates. The following dimensions seem reasonable: 

Diameter of guarded plate, 50 cm. 

Width of gap, 0.02 cm. 

Width of guard ring, 5 cm. 

Thickness of guard and guarded plates at the gap, 1 cm. 

Diameter of opposite plate, 60 cm. 

Distance from the guard and guarded plates to the opposite 
plate, 1 cm. 

With these dimensions, the capacitance is about 156 electro¬ 
static units or about 173 micromicrofarads. ‘ This is an exceed¬ 
ingly small capacitance to measure with an accuracy of one part 
in a million. The difficulty can be appreciated by considering 
the change in height of a lead wire that would produce a change of 
one part in a million in the capacitance. If the height of the 
wire is 1 m and its length is 10 cm, a change in height of 0.1 mm 
will change the capacitance by 10 -4 micromicrofarads. 

169 . Dielectric Constant of Air.—The dielectric constant of 
air at normal temperature and pressure is not known to one 
part in a million. The most probable value is 1.000590 with 
an uncertainty of 2 or 3 in the last significant figure. The value 
of (Jk — 1) is directly proportional to the pressure and inversely 
proportional to the absolute temperature. Hence an increase 
in atmospheric pressure of 8 mm of mercury, or a decrease in 
temperature of 0.5°C will produce an increase of one part in a 
million in k . 

160 . Temperature Effects in an Air Capacitor.—The effect of 
temperature changes on the capacitance of an air capacitor can 
be estimated from the properties of the materials used in the 
construction. In any capacitor in which all the materials 
used in its construction have identical coefficients of linear 
expansion, the relative change in capacitance per degree is the 
same as the common coefficient of linear expansion. Such 
a condition may very nearly exist in a cylindrical capacitor, 
since the outer and inner cylinders should not be constrained. 
There is, however, an additional temperature effect resulting 
from the change in width of the gap, which in turn is caused by 
the expansion of the insulating material. In general, this 
latter will be small, so that only the expansion of the cylindrical 
electrodes need be discussed. Since materials suitable for 
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electrodes have coefficients of linear expansion varying from 
ten to twenty parts per million per degree centigrade, the 
temperature must be measured or controlled to 0.1°C or 0.05°C. 
In addition, temperature gradients must be very small. If the 
outer cylinder only should change in temperature, the distance 
between cylinders, and hence the capacitance, would change 
much more than when both cylinders change by the same amount. 

A change in temperature of a parallel-plate capacitor changes 
the areas of the plates and the distance between them. The 
change in area can be computed from the coefficient of linear 
expansion of the material of the guarded plate. The distance 
between the plates is often determined by some insulating 
material, frequently by three small cylinders of equal length 
which act as spacers between the guard plate and the opposite 
plate. If the spacers have a linear expansion which is double 
that of the plates, the temperature coefficient of capacitance is 
zero. This condition can be approached, as by steel (11 X 10~ 6 ) 
and fluorspar (19.5 X 10~ 6 ) or by nickel (13.8 X 10~ 6 ) and 
Iceland spar cut parallel to axis (26.3 X 10~ 6 ). However, in 
such a capacitor the temperature gradient must be very small, 
which can be accomplished only by keeping the instrument at a 
very constant temperature. 

161. Systematic Errors Inherent in the Method. —An impor¬ 
tant systematic error in the capacitance method of obtaining 
the ratio of the electrical units is the error in the value of the 
resistance unit. The method assumes that the resistance unit 
of the laboratory where the measurements are made is the 
c.g.s. unit. However, the equation for computing the ratio 
contains only the square root of the resistance, so that the 
error in the ratio is only one-half the error in the resistance unit. 

Other systematic errors are those connected with the dielectric 
constant and susceptibility of air. The former has just been 
discussed. The latter is of the order of 10~ 8 and so is entirely 
negligible. 

162. The Velocity of Light. —The velocity of light in a vacuum 
is, according to the electromagnetic theory, equal to the ratio 
of the electromagnetic unit of electricity to the electrostatic 
unit. This equality has been generally accepted for the last 
half century, but has been experimentally verified only to an 
accuracy of about 100 parts in a million. Recently there have 
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been several new determinations of the velocity of light, but the 
last determination of the ratio of the units was coiftpleted more 
than twenty-five years ago and claimed an accuracy of only 
100 parts in a million. With apparatus that can now be con¬ 
structed, a result accurate to ten or twenty parts in a million 
should be attainable. 
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COMPUTATION OF ELLIPTIC INTEGRALS 


The elliptic integrals are of three kinds, designated as F(k,<p); 
E(Jc><p); and U(n,k y <p) for the first, second, and third kinds, 
respectively. The integrals defining these are 



d6 

y/l — k 2 sin 2 6 

dd 

_ dd _ 

(1 + n sin 2 0)\/l — k 2 sin 2 6 


In these integrals k is called the modulus, <p the amplitude, and 
n the parameter. If the upper limit of integration is 7r/2, so 
that <p = 7r/2, the integrals are called complete elliptic integrals 
and have been given special designations; thus 

= K (or sometimes F ) 

E (k, l) - E 

n(»,i, - n 


If <p < 7 r/ 2 , the integrals are called incomplete elliptic integrals. 

Each of the elliptic integrals can be expanded into a series 
of ascending powers of k 2 sin 2 6 and integrated term by term. 
However, the convergence of the resulting series is so slow that 
this is seldom a practical method of determining their numerical 
value. The complete integrals of the first and second kinds 
for values of k from 0 to 1 are given in various tables, 1 but the 
1 The most recent tables are by Nagaoka and Sakurai, Set. Pap. Inst. 
Phys. Chem. Research , Table 1, 1922. In this table values of K and E are 
given for 1000 values of k * equally spaced between 0 and 1. These are more 
convenient than the tables of Legendre published in 1825, in which K and 
E are given for values of a, where a = sin" 1 k. 
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computation is not difficult and is necessary when an accuracy 
greater than that given in the tables is required. The incom¬ 
plete integrals are also tabulated 1 but the labor involved in 
making a double interpolation in the tables is nearly as great 
as making a computation. 

Integrals of the first and second kinds can be computed 2 by 
constructing a table of values as given in Table XIV. 

The method of computing the elliptic integrals by this table is 
not satisfactory if bo < 0.1. However, cases arising in absolute 
electrical measurements in which bo < 0.1 are so rare that it is 
not necessary to outline here the method by which they can be 
computed. 

The incomplete integral of the third kind has not arisen in any 
formula and so will not be treated. The complete integral of the 
third kind can be expressed in terms of the complete and incom¬ 
plete integrals of the first and second kind, the formula depending 
on the value of the parameter n relative to the modulus k. The 
only case arising in the formulas given in this treatise is when n is 
negative and has a value between —k 2 and —1. For con¬ 
venience let c 2 = —n so that c is a positive number, less than 


unity. Then if tan <p 


1 1 - c* 

~ yjc 2 - k 2 


and k' — \/1 — A; 2 , 


n = k + 


V(1 - c 2 )(c 2 - k 2 ) 


l + (K-E)F(k',<p)+K-E(k 




As n is a negative quantity, having its absolute value between 
1 and k 2 , all the square roots are real quantities. Also it should 
be noted that the complete integrals K and E are to modulus k, 
whereas the incomplete integrals, F(k ',<?) and E(k',<p), are to 
modulus k ' and amplitude <p determined by the relation given 
above. Hence, to compute an elliptic integral of the third kind, 
two tables of values are required. The first is the a 0 = 1, 
b 0 = k' y Co = k as shown, but in this table the yf/’ s do not need 
to be determined since only complete integrals are required. 
The second table, complementary to the first, starts with a</ = 1, 

1 Published by Legendre in 1825. A photographic reproduction was 
published by Emde in 1931, and also by Cambridge University Press in 1934. 

2 For the theory of the method here given and its application to all possi¬ 
ble cases, see King, “The Direct Numerical Calculation of Elliptic Functions 
and Integrals,” Cambridge University Press, 1924. 
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/ 1 _ g2 

W = A:, Co' = k', to = tan -1 ‘JjTZTJS anc * 18 continued in the 

same manner as shown in Table XIV. 

As an example, compute the complete elliptic integrals 1 to 
modulus A; = 0.7866814 and parameter n = —0.9438574. Tabu¬ 
lating these constants and those directly derived from them, 

k = 0.7866814 
k 2 = 0.6188676 
k fl = 1 — k 2 = 0.3811324 
k' = 0.6173590 
c 2 = 0.9438574 
c = 0.9715233 
c'* = 1 - c 2 = 0.0561426 
c' = 0.2369443 
c 2 - A: 2 = 0.3249898 
Vc 2 - A; 2 = 0.5700709 

<p = tan" 1 7 J= = 22° 34' 10" 

Vc 2 - k 2 


To obtain K and E , construct the set of values for a n , b n} and c n 
as shown in Table XIV. Since only the complete integrals are 
to be computed, values of are not required. The values are: 


a 0 - 1 b 0 = 0.6173590 c 0 = 0.7866814 

ai = 0.8086795 &i = 0.7857220 Ci - 0.1913205 

a 2 = 0.7972008 b 2 = 0.7971180 c 2 = 0.0114788 

a 3 = 0.7971594 b 3 = 0.7971594 c 8 = 0.0000414 

Then 


and 


K = ~ = 1.970492 
2 a 3 


E = K\ 

1 - H 

(co 2 + 2ci 2 



0.6188676“ 


1 

0.0732069 

E = K 

1 “2 

0.0005271 



0.6926016. 


£ = 1.288109 


)] 


In order to obtain n, it is necessary to compute the complete 
and incomplete elliptic integrals of both the first and second 

1 Constants used by Smith in computing Me v N.P.L. CoU . Researches , 
4 , 1 (1908). 
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kinds to modulus k'. The incomplete integrals are to amplitude 
<p. For this computation, the following set of values is required: 


a 0 ' = 1 

a/ = 0.8933407 
a 2 ' = 0.8901456 
a,' = 0.8901428 


bo' = k = 0.7866814 c 0 ' = k' = 0.6173590 
W = 0.8869504 c/ = 0.1066593 
W = 0.8901399 ' c 2 ' = 0.0031950 

b = 0.8901427 c 3 ' = 0.0000028 

i/V = = 22° 34' 10.0" 

d/' 

^ = 20° 20' 16.3" 

= 20° 17' 13.8" 

—■ = 20° 17' 13.6" 


Then 

F(kW.) 


K(k') = = 1.764657 

^ 3 ' radians _ 20° 17' 13.6" . ir 
8a.,' 180°' ’ a 3 ' 


0.3977754 


£(&') = X(fc')[l - M(c 0 ' s + 2c/ 1 + 4c 2 ' ! +•••)] 


= K(k’) 



0.3811324' 

, 1 

0.0227524 

1 2 

0.0000409 


0.4039257. 


= 1.408262 

E{k’,<p) = + c' sin * x ' + Ci sin W 

+ c 3 ' sin ypi + • • • 


= 0.3174395 
0.0695181 
0.0031570 
0.0000008 


= 0.3901154 


IT(fc,n) 


= K + 


c'\/c 


~7T 

^Tp|_2 


+ (¥ - E)F{k , ,(p') - K ■ E(k 


V) 


= K + 7.192470 


+ 1.5707963 
+0.2714352 
-0.7687191 


= 9.691697 


1.0735124 
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DETERMINATION OF THE EFFECT OF AN ERROR IN A 
MEASURED DIMENSION ON A COMPUTED 
INDUCTANCE AND ON A COMPUTED 
ELECTRODYNAMIC FORCE 

Any equation for the computation of the inductance of an 
inductor from its dimensions can be written in the form 

M = f(a,b,c, etc.) (1) 

where M — inductance (either self or mutual). 

a, b, c, etc. = the measured dimensions. 

/ = a homogeneous function of the first degree. 
The differential of this function is 

dM ~ra da + rb di + !*+••■ < 2 > 

Dividing by M, replacing/by its identity M, and multiplying the 
successive terms of the second member by a/a, b/b, c/c, etc., 

dM _ a_ dM da b dM db c dM dc . . 

~M ~ M~da ‘T + M~db 'T + M~dc'~c + ' ‘ * W 

This equation is very useful in determining the effect on the 
computed inductance of an error in any one of the measured 
dimensions on the inductance. The coefficients of da/a, db/b, 
dc/c, etc., can all be computed from the equation for M, since it 
is always possible to obtain the partial derivatives. 

As an example of the application of this formula, assume that 

M = a 2 f(b,c) (4) 

where 6 and c are constants. 

2 af(b,c) 

2 

202 


Then 

and 


dM 
da 
a_dM 
M da 


( 5 ) 
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so that 


dM da 
M ~ a 


( 6 ) 


Hence an error of one part in a million in d (expressed mathe¬ 
matically as da/a = 10~ 6 ) will introduce an error of two parts 
in a million in M. 

The determination of the coefficients in Eq. (3) is often labori¬ 
ous, and a check is useful. This can be obtained by employing 
Euler’s theorem for homogeneous functions. Applying this 
theorem to Eq. (1), which is homogeneous and of the first 
degree, 


dM , ,dM , dM , 
+ *■db + '17 + 


= M 


(7) 


Dividing by M, 

a_ dM dM_ c_ dM 
~^M~db ^M~fc + 


( 8 ) 


The terms in Eq. (8) are the coefficients of the terms in Eq. (3). 
Hence, in any equation which expresses the relative error in the 
inductance as the sums of the relative errors of the dimensions, 
the sum of the coefficients of the terms which give the dimensional 
errors is unity. This summation to unity applies whether the 
coefficients are expressed algebraically or numerically. 

Similarly the electrodynamic force F between conductors 
carrying unit current can be represented by the equation 

F = <p(a,6,c, etc.) (9) 

where <p is a homogeneous function of zero degree of the dimen¬ 
sions a,6,c, etc. By taking the differential and dividing by F f 

dF _ a dF da . b dF db .c dF dc . . 

T ~ F Ha ~a F db ~b ' Fdc c + U ' 


Applying Euler’s theorem to Eq. (9), 


dF , , dF . dF , 

a to +b db +c dt + 


= 0 


Hence the sum of the coefficients of da/a } db/b , dc/c , etc., is 
zero. 
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RESULTS OF ABSOLUTE DETERMINATIONS OF 
ELECTRICAL UNITS 

Absolute determinations of the ohm and ampere are now (1936) 
in progress in the national laboratories of England, Germany, 
Japan, and the United States. The only published descriptions 
of this experimental work are those 1 from the National Bureau of 
Standards of the United States. However, brief statements of 
preliminary values have been published by other laboratories. 

The latest values of the ohm (March, 1936) and the method 
used in obtaining them are given below: 

1 N.B.S. international ohm = 1.00045 absolute ohms (self 
inductance with intermediary capacitance). 

1 N.P.L. international ohm 2 = 1.00049 absolute ohms (Lorenz 
method). 

' 1 N.P.L. international ohm 2 = 1.00047 absolute ohms (mutual 
inductance with intermediary capacitance). 

1 E.T.L. international ohm 3 = 1.00046 absolute ohms (same 
as preceding). 

The abbreviations are: N.B.S. for the National Bureau of 
Standards of the United States, N.P.L. for the National Physical 
Laboratory of England, and E.T.L. for the Electrotechnical 
Laboratory of Japan. 

In order to compare the results of different laboratories, a 
selection must be made of a working unit of resistance in terms 
of which all the different results can be expressed. The Inter¬ 
national Bureau of Weights and Measures (abbreviated B.I.P.M. 
for Bureau International des Poids et Mesures) made in 1935 an 
intercomparison of resistance standards furnished them by the 

1 Curtis and Curtis, An Absolute Determination of the Ampere, B.S . J. 
Research , 12, 665 (1934). Curtis, Moon, and Sparks, An Absolute Deter¬ 
mination of the Ohm, J. Research N.B.S., 16, 1 (1936). 

2 Annual Report of the National Physical Laboratory for 1934, p. 57. 

8 Prochs-verbaux , ComiU International des Poids et Mesures , 16 , 28 (1933). 
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six recognized national laboratories. By means of the results of 
this intercomparison and the value of each standard in terms of 
the unit of the laboratory which furnished it, the value of the 
resistance unit in each of the national laboratories was deter¬ 
mined in terms of the mean of all the laboratories. The values 1 
as given below are adjusted to be correct as of Mar. 15, 1935. 


Values of the Resist¬ 
ance Units of the 
Different National 


Laboratories in Terms 
of tjie Mean of All 

Country Laboratories 

England. 0.999996 4 

France. 1.000000* 

Germany. 1.000009 s 

Japan. 0.999988« 

Russia. 1.000010e 

United States. 0.999994 6 

* At the time of this intercomparison France changed its unit to make it agree with the 
mean of the five other countries. 

The results of the absolute determinations can be expressed in 
terms of the mean international ohm, giving the following values: 


1 mean international ohm = 1.00046 absolute ohms (United 


States) 


= 1.00049} 
= 1.00047/ 


absolute ohms (England) 


= 1.00047 absolute ohms (Japan) 


There have been published only two recent values of the 
absolute ampere. These are: 

1 N.B.S. international ampere = 0.99993 absolute ampere 
(Rayleigh balance 2 ). 

1 N.P.L. international ampere = 0.99988 absolute ampere 
(Ayrton-Jones balance 3 ). 

In order to intercompare these values, it is necessary to 
establish a common unit of electromotive force, as well as to 
make use of the common unit of resistance. The International 


1 Procks-verbauXy International Committee of Weights and Measures , 17, 290 
(1935). 

2 B.S. J. Research , 12, 665 (1934). 

8 Annual Report of the National Physical Laboratory for 1934, p. 57. 
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Bureau 1 has determined as of Dec. 10, 1934, the values of the 
units of electromotive force of the national laboratories in 
terms of the mean oi the six laboratories. These are: 


Country 

England. 

France. 

Germany.... 

Japan. 

Russia. 

United States 


Values of the Electro¬ 
motive Force Units of 
the Different National 
Laboratories in Terms 
of the Mean of All 
Laboratories 

. 1.000005 

. 1 . 000000 * 

. 0.999996 

. 0.999998 

. 1.000013 

. 0.999986 


* The unit of electromotive force of France waa changed to agree with the mean of the 
other laboratories. 


The absolute values of the ampere in terms of the mean units 
of resistance and electromotive force are: 


1 mean international ampere = 0.99994 absolute amperes (United 

States). 

= 0.99987 absolute amperes (Eng¬ 
land). 

The International Committee of Weights and Measures has 
been given authority over the electrical units by a treaty signed 
by practically all civilized nations. This committee has decided 
to change from the international electrical units to the absolute 
units on Jan. 1, 1940. The national laboratories are attempting 
to increase the accuracy of absolute electrical measurements so 
that the differences in the results of the different laboratories 
will be only one or two parts in a hundred thousand. 

1 Procbs-verbaux , International Committee of Weights and Measures, 17, 300 
(1935). 
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A 

Absolute electrical measurements, 
definition, 1 

Absolute systems of units, develop¬ 
ment of, 22 
Air, buoyancy, 46, 263 
density, 48 

dielectric constant, 284 
Air capacitor, 277-282 
cylinders, coaxial, 272-284 

adjustment of cylinders, 281 
computation of capacitance, 
278 

design, 281 
diagram, 277 

guard cylinders, length, 279 
plates, parallel, 277, 282-286 

computation of capacitance, 
282 

design, 283 
diagram, 282 
guard plate, 283 
spheres, concentric, 277 
temperature effects, 284 
Ampere, absolute, defined, 11 
absolute measurement, 25 
chart of early absolute values, 26 
international, defined, 38 
recent absolute values, 295 
Attraction, between elements of 
conductors, 6 
between point charges, 6 

B 

Balance, electrodynamometer (see 
Electrodynamometer balance) 
Barometer, mercurial, correction for 
temperature, 48 


Bifilar suspensions, 220 
Biot-Savart law, 130, 137 
British Association unit of resist¬ 
ance, 23 

Buoyancy of air, 46, 253 
Bureau, International, of Weights 
and Measures, 41, 294 

C 

Cadmium light, red, number of 
wave lengths in a meter, 42 /. 
Capacitance, absolute measurement 
of, 27, 121-128 
concrete standards, 33 
definition, 11 

international comparisons, 33 
Maxwell’s method of measuring, 
121-128 

calibration of resistances, 127 
contactor, 127 
correction factor, 123 
equation, 125 

galvanometer, integrating, 123 
Capacitance standards, 70-76 
absorption, 72 
definiteness, 70, 73 
energy loss, 71, 75 
geometric capacitance, 76 
insulation resistance, 71, 74 
permanence, 70 
pressure coefficient, 73, 76 
requirements, essential, 70 
temperature coefficient, 71, 76 
types, 73 

voltage, applied, effect of, 72 
Capacitances, alternating-c u r r e n t 
bridge for comparison of, 
102-104 

Capacitors, air, 73, 277-286 
mica, 74 
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Cells, standard, 65-69 

characteristics, essential, 65 
comparisons of electromotive 
forces, by milliameter 
method, 96 

by the potentiometer method, 
97 

construction, 65 
hysteresis, 65 
permanence, 65 
polarization, 66 
resistance, 66 
types, 66, 67 

cadmium (see Weston cell) 
Carhart-Clark, 67 
Clark, 27, 66, 67 
Daniell, 66, 67 
Weston acid, 67, 69 
Weston normal, 32 /. 

Weston saturated, 67, 68 
Weston unsaturated, 67, 69 
C.g.s. systems of units, relationships 
between the electromagnetic 
and electrostatic, 12 
Clark cell as electromotive-force 
standard, 27 
Clocks, contacts in, 50 
Contactor, vibration, for use in a 
Maxwell bridge, 127 
Coulomb, absolute, defined, 11 
international, defined, 40 
Current, absolute and laboratory 
values of, 255 

Current, absolute measurement of, 
218-274 

current balance, 221, 223-268 
electric (see Electric current) 
electrodynamometer balance, 219, 
268-274 

measurement of, in terms of 
resistance and electromotive 
force, 110 

sine galvanometer, 219 
survey of methods, 219 
tangent galvanometer, 219 
Current balance, Ayrton-Jones, 222, 
250-268 

adjustment of solenoids, 266 


Current balance, Ayrton-Jones, 
computation of force per unit 
current, 257 
design of solenoids, 266 
double type, 267 
errors, effect of, in the measured 
dimensions, 262 
photograph, 257 
temperature effects, 263 
Rayleigh, 222, 223-256 
adjustment of coils, 250 
computation of maximum force 
per unit current, 231-234 
formula for coils, 234 
formula for filaments, 233 
curve of force per unit current, 
232 

diagram, 224-226 
electrical circuit, 229 
heat removal from fixed coils, 
249 

leads to moving coil, 227 
manipulation, 226 
reversing switch, rotary, 230 
water jacket for moving coil, 249 

Currents, comparison, 100 

Cylindrical capacitor (see Air capaci¬ 
tor) 

Cylindrical form for inductor, con¬ 
struction of, 162-165 

D 

Dielectric constant of air, 284 

Dimensions of coils, sectional, cor¬ 
rection for, in current bal¬ 
ance of Rayleigh, 234 
in ratio of radii measure¬ 
ments, 245 

E 

Electric circuit, oscillating, as stand¬ 
ard of time, 50 

Electric current, electromagnetic 
definition, 7 

electrostatic definition, 8 
fundamental electromagnetic law, 
6 
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Electric current, fundamental electro¬ 
static law, 8 

Electrical standards, concrete, 3 
reproducible, 3 
working, 3 

Electrical units, supplementary, 15 
(See also Units, electrical) 
Electricity, quantity of, electro¬ 
magnetic definition, 7 
electrostatic definition, 8 
fundamental electromagnetic 
law, 6 

fundamental electrostatic law, 8 
Electrodynamometer balance, 268- 
274 

accuracy attainable, 273 
computation of torque per unit 
current, 268 

effect or errors in the mechanical 
measurements, 270 
operation, 271 
Electrometer, absolute, 275 
Electromotive force, 9, 32, 275, 296 
absolute measurement, 275-276 
electromagnetic apparatus, 275 
electrostatic apparatus, 275 
definition, 9 
fundamental law, 9 
standards, at N.B.S., 32 
at N.P.L., 32 
at P.T.R., 33 

values of unit in different coun¬ 
tries, 33, 296 

Elliptic integrals, computation of, 
287-291 
example, 290 

table showing method, 289 
Energy, kinetic, formula for angular 
velocity, 55 

formula for linear velocity, 55 
measurement of, 55 
Errors, effect of, on a computed 
inductance and on a computed 
electrodynamic force, 292 
Errors, systematic, in determining 
the ratio of the electric units, 
285 


F 

Farad, absolute, defined, 11 
international, defined, 40 
Force, measurement of, 53 
per unit current, between a cur¬ 
rent sheet and a helix, 258 
between parallel wires, 261 
between two helices, 260 

G 

Gage blocks, 44 

Galvanometer, for integration of 
current, 123 
sine, 219 
tangent, 218 
Gauss, defined, 18 

Gauss method of measuring earth’s 
magnetic field, 22 

Generator, homopolar, 171, 180, 

196-208 

Generator methods, for absolute 
measurement of resistance, 171, 
176-181 

average electromotive force, 177 
constant electromotive force, 180, 
196-208 

maximum electromotive force, 179 
Gravity, equations, effect of altitude, 
55 

effect of depth below surface, 
254 

effect of height above surface, 
254 

effect of latitude, 55 
value of, Potsdam, 53 
Vienna, 54 
Washington, 54 

H 

Henry, absolute, defined, 11 
international, defined, 40 
Humidity, effect on density of air, 48 

I 

Inductance, absolute measurement, 
27 

absolute standards, 161-170 
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Inductance, change with frequency, 
78 

concrete standards, at N.B.S., 34 
at N.P.L., 34 
definition, 10 

derivation of formulas, 129, 137- 
140 

formulas, 141-160 
mutual, capacitance between pri¬ 
mary and secondary, 120 
derivation of formulas, 138-140 
fixed standards, 80 
formula, for coaxial circles, 140 
for concentric coaxial sole¬ 
noids, 142 

for equal, parallel wires, 139 
for helix and coaxial circle 
at one end, 140-153, 259 
for parallel wires, 159, 160 
maximum for given length of 
wire, 82/. 

measurement in terms of resist¬ 
ance and capacitance, 117 
Neumann’s formula, 131 
portion of a circuit, 130 
self, derivation of formulas, 132 
fixed standards, 79 
formulas, for helix, 153-159 
for irregularities in pitch of 
helix, 156 

for leads of helix, 158 
for straight wire, 159 
maximum value for given wire, 
79 

measurements in terms of re¬ 
sistance and capacitance, 113 
standards, construction, 70 
definiteness, 77 
permanence, 77 
temperature coefficient, 77 
variable standards, 83 
Ayrton-Perry type, 83 
Brooks type, 83 

Inductances, mutual, comparison of, 
106-109 

self, comparison of, 106 
Inductor, mutual, construction, of 
Campbell type, 170 


Inductor, mutual, construction, 
of coaxial and concentric sole¬ 
noids, 167 
design, 81 

self, construction from single¬ 
layer solenoid, 170 
design, 80 

International Bureau of Weights 
and Measures, 41, 294 

Irregularities in pitch of helix, 
correction to self inductance 
for, 156 

J 

Jones’ formula for mutual induct¬ 
ance, 150 

K 

Kohlrausch, measurement of resist¬ 
ance in mechanical units, 22 

L 

Length, measurement, with end 
standard, 44 
with line standard, 43 
unit of, 41 

Light, velocity of, 285 

Load coefficient, of expansion of 
coils, 242 

of resistance of resistor, 58, 64, 93 

Lorenz apparatus, Smith’s modifica¬ 
tion of, 180, 196-208 
accuracy attainable, 208 
accuracy of dimensions, 202 
adjustment of coils, 201 
electrical measurements, 207 
imperfections, effect of, 205 
measurement, of dimensions, 
203 

of speed, 207 

M 

Magnet, effective length of, 247 

Magnetic flux, definition, 19 
electromotive force induced by, 20 
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Magnetic force (see Magnetic in¬ 
tensity) 

Magnetic induction, definition, 18 
fundamental law, 18 
Magnetic intensity, on the axis of a 
circle, 17 
definition, 17 
fundamental law, 17 
within an infinite solenoid, 17 
near a straight wire, 17 
Magnetic permeability, basic con¬ 
cept, 19 
definition, 19 
Magnetic pole, 20 

Magnetic units, c.g.s. compared to 
practical, 21 
definitions, 15 
supplementary, 21 
Mass, measurement, 45 
unit of, 45 

Maxwell bridge for absolute meas¬ 
urement of capacitance, 210 
double bridge, 280 
Maxwell-Wein bridge for measuring 
self inductance, 113-117 
adaptation for measuring mutual 
inductance, 117-120 
Meter, international prototype, 41 
national prototypes, 41 
photograph of United States pro¬ 
totype, 42 

subdivided, calibration of, 43 
United States prototype, 41 /. 

N 

Neumann s formula for mutual 
inductance, 131 

O 

Ohm, absolute, 11 

chart of absolute determinations, 
23 

international, 24, 35 
legal, 24 

mercury, errors in experimental 
determinations, 37-38 
experimental difficulties, 36 


Ohm, mercury, specifications, 35 /. 
recent absolute values, 24, 294 

P 

Parallel-plate capacitor (see Air 
capacitor) 

Pole strength, definition, 20 
Potential, vector magnetic, 133 

components in cylindrical coor¬ 
dinates, 136 

components in rectangular coor¬ 
dinates, 135 
vector equation, 134 
Potential difference, definition, 9 
fundamental law, 9 
Power, measurement of, 56 

Q 

Quantity of electricity, measurement 
in terms of capacitance and 
electromotive force, 111 
Quartz plate, effect of air pressure 
on frequency, 52 
standard of time, 50 
tejnperature coefficient, 51 

R 

Ratio of electromagnetic to electro¬ 
static unit of electricity, 28, 
277-286 

Ratio of radii of coils, adjustments, 
238 

electrical connections, 236 
measurement, 235 
Resistance, definition, 10 

methods for absolute measure¬ 
ment of, 171-217 
calorimetric, 172 
commutated currents in mutual 
inductance, 182 
generator,-171, 176-181 
mutual inductances, in series, 
188 

in two-phase circuit, 192 
precision, 195-217 
revolving coil, 173 
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Resistance, methods for absolute 
measurements of, self induc¬ 
tance, 195, 208-217 
sinusoidal currents in mutual 
• inductance, 184 
survey of, 171-195 
table, 171 

values of unit in different coun¬ 
tries, 295 

Resistance box with ten-thousandth- 
ohm steps, 89 

Resistance boxes, contact resistance 
in, 88 

Resistance standards, comparison 
of, intermediate values, 85 
low values, 90 
construction, 57 
definiteness, 57 
essential characteristics, 57 
load coefficient, 58, 64, 93 
at N.B.S., 31 
at N.P.L., 31 
at P.T.R., 30 
permanence, 57 
temperature coefficient, 58 
thermoelectromotive force ter¬ 
minals, 59 
types, B.A., 60 

N.B.S. doubled walled, 64 
N.B.S. oil filled, 63 
P.T.R., 60 

S 

Silver voltmeter (see Voltmeter, 
silver) 

Snow’s formula, for mutual induct¬ 
ance of concentric coaxial sole¬ 
noids, 143 

for self inductance of a helix, with 
irregularities in pitch, 156 
with uniform pitch, 154 

Solenoid, materials for the support¬ 
ing cylinder, 161 
winding of, 166 
wire for, 165 

Solenoidal field, 16 

Standards, concrete, 14 
methods of comparing, 84 


Standard cells (see Cells, standard) 
Suspension, bifilar, 220 

T 

Temperature coefficient, of expan 
sion of coils, 240 
of resistance of resistor, 58 
Thomson double bridge, 91 
Time, measurement, 49 
unit of, 49 

Torsion of a wire, 220 
Tubular field, 16 

U 

Units, arbitrary, 22 
electrical, definitions, 6 
establishment, 2 
names in different systems, 11 
results of absolute determina¬ 
tions, 294 
systems, 5 

electromagnetic system, establish¬ 
ment of, 13 

electrostatic system, establish¬ 
ment of, 14 

V 

Variation formula for force between 
current sheet and helix, 264 
Vibrations of system as standard of 
time, 50 

Volt, absolute, defined, 11 
international, defined, 40 
Voltmeter, silver, experimental dif¬ 
ficulties, 38 
specifications, 38 /. 

W 

Weber, W., development of con¬ 
nected system of units, 22 
Weights, calibration of set, 45 
Weston cell,. electromotive force 
standard, 27 
specifications, 40 /. 

Wheatstone bridge, 86 
use for determining ten-to-one 
ratio of resistances, 89 
Wire for solenoid, 165 




